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CERTIFICATION 


Hewlett-Packard Company certifies that this product met its published specifications at the time of shipment 
from the factory. Hewlett-Packard further certifies that its calibration measurements are traceable to the 
United States National Bureau of Standards, to the extent allowed by the Bureau’s calibration facility, and to 
the calibration facilities of other International Standards Organization members. 


WARRANTY 


This Hewlett-Packard instrument product is warranted against defects in material and workmanship for a 
period of one year from date of shipment. During the warranty period, Hewlett-Packard Company will, at its 
option, either repair or replace products which prove to be defective. 


For warranty service or repair, this product must be returned to a service facility designated by HP. Buyer shall 
prepay shipping charges to HP and HP shall pay shipping charges to return the product to Buyer. However, 
Buyer shall pay all shipping charges, duties, and taxes for products returned to HP from another country. 


HP warrants that its software and firmware designated by HP for use with an instrument will execute its 
programming instructions when properly installed on that instrument. HP does not warrant that the 
operation of the instrument, or software, or firmware will be uninterrupted or error free. 


LIMITATION OF WARRANTY 


The foregoing warranty shall not apply to defects resulting from improper or inadequate maintenance by 
Buyer, Buyer-supplied software or interfacing, unauthorized modification or misuse, operation outside of the 
environmental specifications for the product, or improper site preparation or maintenance. 


NO OTHER WARRANTY IS EXPRESSED OR IMPLIED. HP SPECIFICALLY DISCLAIMS THE IMPLIED 
WARRANTIES OF MERCHANTABILITY AND FITNESS FOR A PARTICULAR PURPOSE. 


EXCLUSIVE REMEDIES 


THE REMEDIES PROVIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES. HP SHALL NOT BE 
LIABLE FOR ANY DIRECT, INDIRECT, SPECIAL, INCIDENTAL, OR CONSEQUENTIAL DAMAGES, WHETHER 
BASED ON CONTRACT, TORT, OR ANY OTHER LEGAL THEORY. 


ASSISTANCE 


Product maintenance agreements and other customer assistance agreements are available for Hewlett- 
Packard products. 


For any assistance, contact your nearest Hewlett-Packard Sales and Service Office. Addresses are provided at 
the back of this manual. 
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WARNING 


BEFORE SWITCHING ON THIS INSTRUMENT, THE PROTECTIVE 
EARTH TERMINAL OF THIS INSTRUMENT MUST BE 
CONNECTED TO THE PROTECTIVE CONDUCTOR OF THE 
(MAINS) POWER CORD. THE MAINS PLUG SHALL ONLY BE 
INSERTED IN A SOCKET OUTLET PROVIDED WITH A 
PROTECTIVE EARTH CONTACT. THE PROTECTIVE ACTION 
MUST NOT BE NEGATED BY THE USE OF AN EXTENSION CORD 
(POWER CABLE) WITHOUT A PROTECTIVE EARTH (GROUND- 
ING) CONDUCTOR. 


WARNING 


THE GROUND TEST LEADS ON THE POD AND DATA PROBE 
ARE TIED TO THE CHASSIS GROUND OF THE INSTRUMENT 
AND SHOULD NOT BE CONNECTED TO A VOLTAGE OTHER 
THAN GROUND FOR MEASUREMENTS. 


WARNING 


ONLY FUSES WITH THE REQUIRED RATED CURRENT AND 
SPECIFIED TYPE SHOULD BE USED. DO NOT USE REPAIRED 
FUSES OR SHORT-CIRCUITED FUSE-HOLDERS. TO DO SO 
COULD CAUSE A SHOCK OR FIRE HAZARD. 


WARNING 


WHENEVER IT IS LIKELY THAT THE PROTECTION HAS BEEN 
IMPAIRED, THE INSTRUMENT MUST BE MADE INOPERATIVE 
AND BE SECURED AGAINST ANY UNINTENDED OPERATION. 


WARNING 


ALL PROTECTIVE EARTH TERMINALS, EXTENSION CORDS, 
AUTOTRANSFORMERS, AND DEVICES CONNECTED TO THIS 
INSTRUMENT SHOULD BE CONNECTED TO A SOCKET OUTLET 
PROVIDED WITH A PROTECTIVE EARTH CONTACT. ANY IN- 
TERRUPTION OF THE PROTECTION WILL CAUSE A POTENTIAL 
SHOCK HAZARD THAT COULD RESULT IN PERSONALINJURY. 


WARNING 


IF THE INSTRUMENT IS TO BE ENERGIZED VIA AN AUTOTRANS- 
FORMER FOR VOLTAGE REDUCTION, MAKE SURE THAT THE 
COMMON TERMINAL IS CONNECTED TO THE EARTHED POLE 
OF THE AC POWER SOURCE. 


WARNING 


ANY MAINTENANCE OR SERVICE REQUIRING REMOVAL OF 
PROTECTIVE COVERS SHOULD BE PERFORMED BY SERVICE- 
TRAINED PERSONS WHO ARE AWARE OF THE HAZARDS IN- 
VOLVED (FOR EXAMPLE, FIRE AND ELECTRIC SHOCK). 
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5006A SIGNATURE ANALYZER AND EQUIPMENT SUPPLIED 


POWER CORD 
PART NO. 8120-1378 


Figure 1-1. Model 5006A Signature Analyzer and Power Cable 
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SECTION | 
GENERAL INFORMATION 


1-1. INTRODUCTION 


1-2. This manual contains the information necessary 
to install, operate, and program the Hewlett-Packard 
Model 5006A Signature Analyzer. The Signature Analy- 
zer with its supplied accessories is shown in Figure 1-1. 


1-3. MANUAL SUMMARY 


1-4. This manual is divided into eight sections, each 
covering a particular topic of the operation and program- 
ming of the HP5006A. The topics by section number 
are: 


SECTION I, GENERAL INFORMATION. Provides 
the instrument specifications, instrument identifica- 
tion, accessories and recommended test equipment. 


SECTION Il, INSTALLATION. Provides information 
about initial inspection, preparation for use, storage, 
and shipment. 


SECTION III, OPERATION. Provides information 
about operating characteristics, front and rear panel 
features, Operator’s Check, operating instructions, 
measurement procedures, and programming. Re- 
mote programming information for both HP-IB and 
HP-IL are provided. 


SECTION IV, PERFORMANCE TESTS. Provides ab- 
breviated procedures for operation verification, which 
give the operator a high degree of confidence that the 
5006A is operating properly. Also provides expansive 
performance test procedures which test the electrical 
performance of the 5006A, using the specifications in 
Table 1-1 as standards. 


SECTION V, ADJUSTMENTS. Provides the proce- 
dures and adjustment locations required to properly 
maintain the instrument operating characteristics with- 
in specifications. 


SECTION VI, REPLACEABLE PARTS. Provides or- 
dering information for all replaceable parts and assem- 
blies within the instrument. 


SECTION VII, MANUAL CHANGES. This section is 
reserved for manual change information which effec- 
tively “backdates” the technical areas of the manual to 
apply to older instruments. 


SECTION VIII, SERVICE. This section provides the 
instrument theory of operation, troubleshooting infor- 
mation, repair techniques, and schematic diagrams. 


1-5. SPECIFICATIONS 


1-6. The specifications for the 5006A are listed in Table 
1-1. These specifications are the performance standards 
or limits against which the 5006A can be tested. 


1-7. DESCRIPTION 


1-8. The 5006A is a test instrument for troubleshooting 
complex electronic logic circuits to the component 
level. The 5006A uses the signature analysis (SA) tech- 
niques of troubleshooting. Typically, a logic product 
designed for signature analysis troubleshooting will 
have a programmed controller and a stored or externally- 
provided test program which can exercise most of the 
circuitry. 


1-9. ACCESSORIES SUPPLIED 


1-10. The accessories supplied with the 5006A are 
shown in Figure 1-1. Their description and part number 
are given below: 


a. Depending on the customer’s country, the line 
power cable supplied has one of six appropriate line 
(mains) connectors. Refer to Figure 2-2, for the part 
number of the correct cable. 


b. Five detachable “grabber” test connectors are 
supplied with the 5006A. Their part number is 10230- 
62101. Refer to Section III for description and use. 


c. One ground lead for the data probe is supplied 
with the 5006A. Its part number is 05005-60116. 


d. One data probe tip cover is supplied. Its part 
number is 00547-40005. 


e. One Data Probe and Timing Pod holder is 
supplied. Its part number is 05006-00006. 


1-11. INSTRUMENT AND MANUAL 
IDENTIFICATION 


1-12. The instrument serial number is located to the 
right of the Line Input connector on the rear panel. The 
serial number is in the form; 0000A00000. The first four 
digits and the letter are the serial prefix. The last five 
digits are the suffix. The prefix is the same for all 
identical instruments; it changes only when a change is 
made to the instrument. The suffix, however, is assigned 
sequentially and is different for each instrument. The 
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Table 1-1. 5006A Specifications 


GENERAL 
Display: 4 digits. Characters 0-9, ACFHPU. 


Fault detection accuracy: 100% probability of detecting 
single-bit errors; 99.998° probability of detecting 


CMOS THRESHOLDS 


Probe: 
Logic one: 70% of sensed voltage nominal. 
Logic zero: 30% of sensed voltage nominal. 


seers 


mir To_his t errors. 


ee 


Pod: 50% of sensed voltage nominal. 


DISPLAY AND INDICATORS 


Signature: Four seven-segment digits with decimal 
point. 


Conmspediie = 

taximum number of signatures: No limit. Sums all 
i res, tr riggered by probe switch, following 
— of CLEAR } Key, OF power-up. 


Lamps: 
Key status: Recall, edit, signature latch, 
unstable latch, qualify mode, timing polarities. 
Programmable: Remote, talk, listen, SRQ. 


es erie tie by probe switch: The last 
d by probe switch. 


Clock: Option 030 or 040.) 
haxi mum frequency: 5 Mz. me Status: Composite signature, gate, unstable. 
Rr OES CE SS ta eee eee Pulse stretching: 100 msec on gate and 
ee unstable lamps. 
Probe Probe: 


ae aac aa ee Serie * Logic levels indicated: High, low, open and 
Pe ete ee oo ee ee pulsing with 700 msec stretching. 

+7 > held inl uWrran Lees, _ 
ee eee Minimum pulse width: 10 nsec. 

Switch: Under normal operation, pushing 

probe switch enters signatures into memory. 

End of measurement is indicated by probe 
light. If SIG LATCH is pushed, signature display 
will change only when probe switch is pushed. 
Memory stack is rolled by the probe switch in 


Ui SECU 


ns with 0.2V overdrive. Data to 
be valid at least 20 ns before selected clock edge. 


ns. Data to be held until occurrence 


Minimum gate length: 1 clock cycle 

1 data bit) between START and STOP. 
Maximum gate length: No limit. 
Minimum timing between gates: 1 clock 
cycle between STOP and START. 


RECALL mode. A signature in memory is over- 
written by a new one when the probe switch 

is pushed in EDIT mode. Composite signature is 
up-dated if memory is edited. Normally, when 
the 5006A is under computer control, all 
measured signatures are sent to the computer. 


Under special command, only triggered signa- 
tures are sent to the computer.”’* 


OTHER 


Selectable power: 
115V +10%-25% ac line, 48-440 Hz. 
230V +10%-15% ac line, 48-66 Hz. 
25VA maximum. 


INPUT IMPEDANCE 


Probe: 50k to ground nominal. 
Pod: 100k9 to ground nominal. 
CMOS sense: 7002 nominal. 


/\, | OVERLOAD PROTECTION 
Probe: 

+150V continuous. 

+250V intermittent. 

250V ac for 1 minute. 


Operating environment: 
Temperature: 0-55°C. 


Humidity: 95% RH at +40°C. 
Altitude: 4600M (15,000 ft.) 


Size: 89 mm high X 216 wide 279 mm deep. 
(3-1/2 in. X 8-1/2 in. X 11 in.) 


Net weight: 2.4 kg (5.3 Ibs) 
Shipping weight: 4.1 kg (9 lbs) 


Pod: 
+20V continuous. 
+140V intermittent. 
140V ac for 1 minute. 


CMOS sense: 20V dc maximum. 


TTL THRESHOLDS 


Probe: 
Logic one: 2 Volt + .2-.3 
Logic zero: 0.8 Volt + .3-.2 


Pod: 1.4 Volt =.6 


*Specifications describe the instrument's warrant 
r ; Leet - “” £ tier, seg 
italics) are intended to provide informatic te 


, -? - 


aG Per orke HT) ance, 


Supplemental characteristics (shown in 
naypyng the instrument, but are non-warranted performance 


Meters 


peras 


contents of this manual apply to instruments with the 
serial number prefix(es) listed under SERIAL NUMBERS 
on the title page. 


1-13. An instrument manufactured after the printing of 
this manual may have a serial number prefix that is not 
listed on the title page. This unlisted serial number prefix 
indicates that the instrument is different from those 
described in this manual. The manual for this newer 
instrument is accompanied by a yellow Manual Changes 
supplement. This supplement contains “change informa- 
tion” that explains how to adapt the manual to the newer 
instruments. 


1-14. In addition to change information, the supple- 
ment may contain information for correcting errors in the 
manual. To keep this manual as current and accurate as 
possible, Hewlett-Packard recommends that you period- 
ically request the latest Manual Changes supplement. 
The supplement for this manual is identified with the 
manual print date and part number, both of which 
appear on the manual title page. Complimentary copies 
of the supplement are available from Hewlett-Packard. 


1-15. For information concerning a serial number 
prefix that is not listed on the title page or in the Manual 


Model 5006A 
General Information 


Changes supplement, contact your nearest Hewlett- 
Packard office. 


1-16. SAFETY CONSIDERATIONS 


1-17. The 5006A is a Safety Class 1 instrument provided 
with a protective earth terminal. This product has been 
designed and tested according to international safety 
requirements. Safety information pertinent to the op- 
eration and servicing of this instrument is included in 
appropriate sections of this manual. 


1-18. Safety Symbols 


Note 


The symbol AN (ATTENTION) which appears 
on the panel of the instrument indicates that the 
user should refer to the instruction manual 
before operating, in order to avoid possible 
damage to the instrument. Within the manual, 
information relating to the ATTENTION symbol 
will be identified with a /\ symbol in the 
margin. 


1-19. The following safety symbols are used on equip- 
ment and in manuals: 


Instruction manual symbol. The product will be marked with this symbol 
at when it is necessary for the user to refer to the instruction manual in 
order to protect against damage to the instrument. 


exceeding 1000 volts must be so marked). 


h Indicates dangerous voltage (terminals fed from the interior by voltage 


Protective conductor terminal. For protection against electrical shock in 
case of a fault. Used with field wiring terminals to indicate the terminal 
which must be connected to ground before operating equipment. 


Low-noise or noiseless, clean ground (earth) terminal. Used for a signal 


common, as well as providing protection against electrical shock in case 
of a fault. A terminal marked with the symbol must be connected to 


ground in the manner described in the installation (operating) manual, 
and before operating the equipment. 


Frame and chassis terminal. A connection to the frame (chassis) of the 
equipment which normally includes all exposed metal structures. 


Alternating current (power line). 


“NS 
See Direct current (power line). 
nT Alternating or direct current (power line). 
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The WARNING signal denotes a hazard. It calls attention to a procedure, 
WARNING practice, or the like, which, if not correctly performed or adhered to, 

could result in personal injury. 

The CAUTION sign denotes a hazard. It calls attention to an operating 
CAUTION procedure, practice, or the like, which if not correctly performed or 


adhered to, could result in damage to or destruction of part or all of 
the product. 


1-20. RECOMMENDED TEST EQUIPMENT 
1-21. Equipment required to maintain the 5006A is tuted if it meets or exceeds the critical specifications 


listed in Table 1-2. Other equipment can be substi- listed in the table. 


Table 1-2. Recommended Test Equipment 


Required Adjust- | Op. Veri- | Performance | Trouble- 
Characteristics ments fication Tests shooting 


Signature Analyzer HP Compatible Signatures sie ee a 5006A 


Digital Volmeter | #¥.001% ace RE le ie os fc 2 
25 MHz Square Wave 8082A 


| Sony a i eae 
Universal 100 MHz +TI Ins x 5370B 
Counter Resolution 
2 Pulse 100 MHz Rate <2 ns X 8007B 
Generators transition time 
Orcillocope | 275 Miz BW ees ee 


Logic Lab 


HP-IB or IEEE 488 


*Any instrument with an HP compatible digital signature analysis capability can be substituted here. 


Note 
FOR OPTION 030 (HP-IL INTERFACE) ONLY 


For establishing HP-IL based digital troubleshooting sta- 


tions, the use of the HP-41C or HP-41CV controllers is 
recommended. 
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SECTION II 
INSTALLATION 


2-1. INTRODUCTION 


2-2. This section contains information for unpacking, 
inspection, installation, and storage of the HP5006A 
Signature Analyzer. 


2-3. UNPACKING AND INSPECTION 


2-4. If the shipping carton is damaged, inspect the 
instrument for visible damage (scratches, dents, etc.). 
If the instrument is damaged, notify the carrier and 
the nearest Hewlett-Packard Sales and Service Office 
immediately (offices are listed at the back of this 
manual). Keep the shipping carton and packing 
material for the carrier’s inspection. The Hewlett- 
Packard Sales and Service Office will arrange for 
repair or replacement of your instrument without 
waiting for the claim against the carrier to be settled. 


2-5. PREPARATION FOR USE 


CAUTION 


Before connecting the instrument to ac 
power lines, be sure that the correct fuse is 
installed and that the voltage selector is 
properly positioned as described below. 


2-6. Power Requirements 


2-7. The 5006A requires an ac line power source of 
115V, +10%, -25%, 48 to 440 Hz single phase, or 230V, 
+10%, -15%, 48 to 66 Hz single phase. 


2-8. Line Voltage Selection 


2-9. The power line voltage is selected by the 
position of the LINE SELECT switch on the rear panel. 
Sliding the switch to the left selects 115V operation, 
sliding the switch to the right selects 230V operation. 
The voltages available are printed on the switch. The 
specific voltage selected will be visible on the LINE 
SELECT switch, as shown in Figure 2-7. Before apply- 
ing power, verify that LINE SELECT switch is properly 
set for the desired ac supply voltage and that the 
correct fuse is installed. 


VOUUCU EON o OUD 


5006A _ 'B 
SIGNATURE 
ANALYZER 


~ LINE INPUT 
25VA MAX A SERIAL NO 


eo) co 


LINE SELECT LINE FUSE 


FOR_LABOR 
BY QUALIFIE 


SWITCH 


5006A REAR PANEL 


SELECTION OF OPERATING VOLTAGE 


For 115V operation, slide the LINE SELECT switch 
to the left until the label 115V is visible. 


For 230V operation, slide the LINE SELECT switch 
to the right until the label 230V is visible. 


Figure 2-1. Line Voltage Selection 


2-10. Selection of the Line Fuse 


2-11. The LINE FUSE is accessible from the rear panel. 
The 5006A will be shipped with the correct fuse for the 
country of destination installed, and the LINE SELECT 
switch set properly. To replace the line fuse use a small 
flat-bladed screwdriver to remove the fuse carrier from 
the fuseholder. Press in slightly and turn counter- 
clockwise, until the fuse carrier springs free. Replace 
the fuse in the fuse carrier and reinstall by reinserting 
and turning clockwise. Be sure to install the correct 
fuse value; 250 mAT/250V Slow Blow for 115V operation 
or 125 mAT/250V Slow Blow for 230V operation. 


2-12. Power Cable 


2-13. The 5006A is shipped with a three-wire power 
cable. When the cable is connected to an appropriate 
ac power source, this cable connects the instrument 
chassis to earth ground. The type of power cable plug 
shipped with each instrument depends on the country 


2-1 


Model 5006A 
Installation 


YSTEMS 


of destination. Refer to Figure 2-2 for the part num- 


bers of 


the power cable and plug configurations 


available. 


WARNING 


BEFORE SWITCHING ON THIS INSTRUMENT, 


THE 


PROTECTIVE EARTH TERMINAL OF THIS 


INSTRUMENT MUST BE CONNECTED TO THE 
PROTECTIVE CONDUCTOR OF THE (MAINS) 
POWER CORD. THE MAINS PLUG SHALL 
ONLY BE INSERTED IN A SOCKET OUTLET 
PROVIDED WITH A PROTECTIVE EARTH 
CONTACT. THE PROTECTIVE ACTION MUST 
NOT BE NEGATED BY THE USE OF AN EX- 
TENSION CORD (POWER CABLE) WITHOUT 


A PROTECTIVE EARTH 


(GROUNDING) 


CONDUCTOR. 


Figure 
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8120-1378 


8120-1369 8120-2104 


POWER-INPUT 
SOCKET 


2-2, Power Cable HP Part Numbers versus Mains 
Plugs Available 


2-14. HP-IB INTERCONNECTIONS (Option 040) 


2-15. The 5006A with Option 040 is compatible with 
the Hewlett-Packard Interface Bus. Interconnection 
data concerning the rear panel HP-IB connector is 
provided in Figure 2-3. This connector is compatible 
with the HP 10833A/B/C/D cables. (See Table 2-1 for 
cable descriptions). The HP-IB system allows intercon- 
nection of up to 15 (including the controller) HP-IB 
compatible instruments. The HP-IB cables have iden- 
tical ““piggy-back” connectors on both ends so that 
several cables can be connected to a single source 
without special adapters or switch boxes. System 
components and devices may be connected in virtu- 
ally any configuration desired. There must, of course, 
be a path from the controller to every device operating 
on the bus. As a practical matter, avoid stacking more 
than three or four cables on any one connector. If the 
stack gets too large, the force on the stack produces 
great leverage which can damage the connector 
mounting. Be sure each connector is firmly (finger 
tight) screwed in place to keep it from working loose 
during use. 


Table 2-1. HP-IB Cable Descriptions 
Model Number Cable Length 


tates 
4 metres (13.2 ft) 


SYSTEMS 
The above symbol when located in the 
upper corner of a page indicates HP-IB 
information is contained on that page. This 
information may be operation, perform- 
ance, adjustment, or service related. 


2-16. Cable Length Restrictions 


2-17. To achieve design performance with the HP- 
IB, the proper voltage levels and timing relationships 
must be maintained. If the system cable is too long, 
the lines cannot be driven properly, and the system 
will fail to perform properly. Therefore, when inter- 
connecting an HP-IB system, it is important to observe 
the following rules. 


a. The total cable length for the system must be 
less than or equal to 20 metres (65 feet). 


b. The total cable length for the system must be 
less than or equal to 2 metres (6.6 feet) times the total 
number of devices connected to the bus. 


€> 


————””—~“Ct:tsC—eS er eee: 


Model 5006A 
Installation 
c. The total number of instruments connected to 2-20. HP-IB Description 


@ the bus must not exceed 15. 
2-21. A description of the HP-IB is provided in Section 


2-18. HP-IB Talk/Listen Address Switch II] of this manual. A study of this information is 
necessary if the user is not familiar with the HP-IB 
2-19. The 5006A provides a rear panel HP-IB instru- concept. Additional information concerning the design 
ment address selection switch. This switch determines criteria and operation of the bus is available in IEEE 
the mode of remote operation as “Talk Only” or Standard 488-1978, titled /EEE Standard Digital Inter- 
“addressable’’, and selects the HP-IB address. Instruc- face for Programmable Instrumentation. 


tions for changing the address are provided in Section, 
Ill of this manual. 


CAUTION 
DIO1 


DIO2 The 5006A contains metric threaded HP-IB cable mounting studs 
DIO3 as opposed to English threads. Metric threaded HP 10833A, B, C, 
DIO4 D HP-IB cable lockscrews must be used to secure the cable to 
DIOS ; the instrument. Identification of the two types of mounting studs 
Bree and lockscrews is made by their color. English threaded fasteners 
DIOB are colored silver and metric threaded fasteners are colored black. 
EOI DO NOT mate silver and black fasteners to each other or the 
REN threads of either or both will be destroyed. Metric threaded HP-IB 
DAV 5 cable hardware illustrations and part numbers follows. 
NRFD 

NDAC 


IFC 
SRQ LONG MOUNTING SHORT MOUNTING 


ATN STUD STUD 
SHIELD-CHASSIS GROUND LOCKSCREW 
P/O TWISTED PAIR WITH PIN 6 1390-0360 
P/O TWISTED PAIR WITH PIN 7 | THESE PINS 

P/O TWISTED PAIR WITH PIN 8 ARE 

P/O TWISTED PAIR WITH PIN [( INTERNALLY 

P/O TWISTED PAIR WITH PIN 10 | GROUNDED 

P/O TWISTED PAIR WITH PIN 11 

ISOLATED DIGITAL GROUND 


0380-0643 0360-0644 


Logic Levels 


The Hewlett-Packard Interface Bus logic levels are TTL compatible, i.e., the true (1) state is 
0.0V dc to 0.4V dc and the false (0) state is +2.5V dc to +5.0V dc. 


Programming and Output Data Format 
Refer to Section III, Operation 
Mating Connector 


HP 1251-0293: Amphenol 57-30240. 


Mating Cables Available 


HP 10833A, 1 metre (3.3 ft.), HP 10833B, 2 metres (6.6 ft.), 
HP 10833C, 4 metres ‘13.2 ft.:, HP 10833D, 1/2 metre /1.6 ft.) 


Cabling Restrictions 


1. A Hewlett-Packard Interface Bus System may contain no more than 2 metres (6.6 ft.) of 
connecting cable per instrument. 

2. The maximum accumulative length of connecting cable for any Hewlett-Packard Inter- 
face Bus System is 20.0 metres (65.6 ft.). 
The maximum number of instruments in one system is fifteen. 


Figure 2-3. Hewlett-Packard Interface Bus Connections 
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2-22. HP-IL INTERCONNECTIONS (Option 030) 


2-23. The 5006A with Option 030 is compatible with 
the Hewlett-Packard Interface Loop. The interface 
connection is made by a pair of two-wire balanced 
line cables. The cable is limited to 10 metres (32.8 feet) 
for unshielded cables (from one device to the next) 
and to 100 metres (328 feet) for shielded cables. A 
typical interface connection is shown in Figure 2-4. 


a 


The above symbol when located in the 
upper corner of a page indicates HP-IL 
information is contained on that page. This 
information may be operation, perform- 
ance, adjustment, or service related. 


2-24. HP-IL Description 


2-25. An introductory description of HP-IL is provided 
in Section III of this manual. As HP-IL is a relatively 
new concept, it is recommended that users unfamiliar 
with the Interface Loop concept review this material 
prior to operating the instrument remotely. Additional 
information is available in An Introductory Guide to 
the Hewlett-Packard Interface Loop, published by 
McGraw Hill. 


PRINTER 
LISTENER 
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LISTENER 
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Figure 2-4. Typical HP-IL Interface Connection 
2-26. OPERATING ENVIRONMENT 


2-27. TEMPERATURE. The 5006A may be operated 
in temperatures from 0°C to +55°C. 


2-28, HUMIDITY. The 5006A may typically be operated 
in environments with humidity up to 95% at 40°C. 
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However, it should be protected from extreme temper- 
atures which cause condensation in the instrument. 


2-29. ALTITUDE. The 5006A may be typically oper- 
ated at altitudes up to 4,600 metres (15,000 feet). 


2-30. STORAGE AND SHIPMENT 


2-31. Environment 
2-32. The instrument may be stored or shipped in 
environments within the following limits: 


TEMPERATURE: -40°C to +75°C 
HUMIDITY: Up to 95% noncondensing 
ALTITUDE: 15,240 metres (50,000 feet) 


2-33. The instrument should also be protected from 
temperature and humidity extremes which cause 
condensation within the instrument. 


2-34. PACKAGING 


2-35. ORIGINAL PACKAGING. Containers and ma- 
terials identical to those used in the factory packaging 
are available through Hewlett-Packard offices. If the 
instrument is being returned to Hewlett-Packard for 
servicing, attach a tag indicating the type of service 
required, return address, model number, and full 
serial number. Also, mark the container FRAGILE to 
ensure careful handling. In any correspondence, 
refer to the instrument by model number and full 
serial number. 


2-36. OTHER PACKAGING. The following general 
instructions should be used for repacking with com- 
mercially available materials. 


a. Wrap instrument in heavy paper or plastic. If 
shipping to Hewlett-Packard office or service center, 
attach tag indicating type of service required, return 
address, model number, and full serial number. 


b. Use strong shipping container. A double-wall 
carton made of 350-pound test material is adequate. 


c. Use a layer of shock-absorbing material 70 to 
100 mm (3- to 4-inch) thick around all sides of the 
instrument to provide firm cushioning and prevent 


movement inside container. Protect control panel 
with cardboard. 


d. Seal shipping container securely. 


e. Mark shipping container FRAGILE to ensure 
careful handling. 


f. In any correspondence, refer to instrument by 
model number and full serial number. 


S 
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SECTION Iil 
OPERATION AND PROGRAMMING 


3-1. INTRODUCTION 


3-2. This section gives complete operating and pro- 
gramming information for the 5006A Signature Ana- 
lyzer. Descriptions of all front panel controls, connec- 
tors, and indicators, as well as an operator’s check, 
operating instructions, and operator’s maintenance, 
are provided. 


3-3. OPERATING CHARACTERISTICS 


3-4. The 5006A Signature Analyzer is a test instru- 
ment capable of both normal and qualified (QUAL) 
signature measurements. The 5006A has a maximum 
clock frequency of 25 MHz. Polarities for the Timing 
Pod Clock, Start, Stop and Qual inputs are selectable. 
Input trigger thresholds are preset to standard TTL 
logic levels (0.8 volts low, 2.0 volts high for Data Probe, 
and 1.4 volts for the Timing Pod inputs). The thresholds 
may be modified to CMOS logic levels via a CMOS 
sense input located on the front panel. In addition to 
the standard Signature Analysis capabilities, the 5006A 
features the following unique enhancements to signa- 
ture measurements. 


3-5. Automatic generation of a unique “composite” 
signature, representative of the set of all signatures 
intentionally probed since CLEAR or Power-up. This 
provides a method of verifying the proper operation 
of an entire IC, bus, or circuit, through a single 
signature. 


3-6. An on-board memory stack which stores up to 
thirty-two sequential signatures. The signatures in 
memory can be reviewed, edited, or added-to. 


3-7. A selectable Signature Latch function for the 
display. If enabled, the displayed signature will be 
held or “latched” in the display until replaced by 
another triggered measurement or cleared. A select- 
able Unstable Signature Latch function for the UN- 
STABLE LED. If enabled, a momentary unstable signa- 
ture will cause the UNSTABLE LED to light and remain 
lighted until cleared or the function is disabled. 


3-8. Input connectors on the front panel to config- 
ure the 5006A for a complete operation verification. 


3-9, The 5006A is fully programmable, through either 
the HP-IB or HP-IL optional interfaces. Interface 
access is provided not only to the current signature, 


but also the keyboard, the signature memory, and the 
logic probe light. For example, the user can even use 
the 5006A as an interfaceable logic probe. 


3-10. OPERATING INSTRUCTIONS 


3-11. Information and instructions for operating the 
5006A in both the local and remote modes are 
provided in this section. The following paragraphs 
summarize the organization and content of the 
operating information. 


3-12. LOCAL OPERATION. The operating informa- 
tion for local (or manual) operation of the 5006A 
consists of the following topics: 


General Operation Information. Begins with para- 
graph 3-39, and describes the basic operation of the 
instrument LEDs, Data Probe switch, Signature Mem- 
ory, Composite Signature, and selectable functions 
and polarities. 


Front and Rear Panel Features. Consists of Figures 3- 
9 through 3-12, which locate and describe all of the 
front and rear panel operator controls and indicators. 


Making Signature Analysis Measurements. Begins 
with paragraph 3-85, and provides a description of the 
modes of Signature Analysis available, illustrates the 
timing relationships of the inputs, and lists the recom- 
mended procedure for making a measurement. 


3-13. REMOTE OPERATION. The remote program- 
ming operating instructions begin with paragraph 3- 
96. A good working knowledge of the local operation 
of the 5006A is essential for remote programming, as 
most of the data messages perform the same key- 
stroke-like sequences. Where applicable, program 
examples are provided. The Remote Operation/Pro- 
gramming instructions describe the following: 


Interface Description 

Interface Functional Overview 
Interface System Terms 

Address Selection 

Front Panel Interface Status LEDs 
Interface Function 

Interface Messages 

Input Format 

Output Format 

Measurement Triggering in Remote 
SRQ, SRQ Mask, and Status Byte 
Device Dependent Commands 
Programming Examples 
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3-14. SIGNATURE ANALYSIS 


3-15. Signature Analysis (SA) is a technique for 
component-level troubleshooting. A Signature Ana- 
lyzer detects and displays the unique digital signatures 
associated with the data at nodes in a circuit under 
test. By comparing these actual signatures to known 
correct ones, a troubleshooter can quickly backtrace 
to a faulty node. 


3-16. The 5006A Signature Analyzer displays a com- 
pressed, four digit ‘‘fingerprint” or signature of the 
digital data stream at a logic node. The special char- 
acters presented on the display represent the residue 
ina CRC (Cyclical Redundancy Code) shift register in 
the 5006A, after START and STOP signals have been 
received. The number of data bits between the START 
and STOP signal can be 1 to ® (infinity). 


3-17. The four character front panel Signature Anal- 
ysis display presents numbers in a special set of 
hexadecimal symbols. The 16 special hexadecimal 
characters used for signature displays are: 


FHP a 


3-18. Notice that the final six symbols are not the 
common hexadecimal symbols “ABCDEF’’. The seven- 
segment LED displays used in the 5006A cannot show 
a ‘“B” or “D” that would appear different from an “8” 
or “0”, respectively. Also, several other symbols could 
be misinterpreted as another character when viewed 
upside-down (e.g. |- = ). 


Note 


No signature appearing on the 5006A dis- 
play has any particular significance beyond 
being a correct (expected) signature or an 
incorrect signature. The number is, how- 
ever, a residue in the 5006A converted to 
and displayed in special hexadecimal form. 


3-19. SIGNATURE ANALYSIS LITERATURE 


3-20. Further Signature Analysis information litera- 
ture is listed in Application Note 222-0, An Index to 
Signature Analysis Publications. This maintained docu- 
ment lists the description and part number of the 
available literature concerning Signature Analysis, which 
can be ordered through the nearest Hewlett-Packard 
Sales and Service Office. 
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3-21. DATA PROBE AND TIMING POD 
HOLDER 


3-22. The 5006A provides as an accessory a metal 
bracket designed as a convenient holder to store the 
Data Probe and Timing Pod. The holder may be used 
during either bench or rack mounted operation. For 
bench operation, the holder may be installed on the 
left front side of the instrument. For rack mounting, 
install the holder on the rack flange. Installation of the 
holder is optional. 
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Figure 3-1. Data Probe and Timing Pod Holder 


3-23. TEST TERMINAL GRABBER 
CONNECTIONS 


3-24. Five test-terminal grabber connectors are sup- 
plied with the 5006A. A grabber can be used on the 
end of the Timing Pod leads to make reliable electrical 
connections from the 5006A to the instrument being 
tested. To connect a grabber to a test lead of the Pod, 
simply press the grabber on to the lead as shown in 
Figure 3-2. To place a grabber on an IC pin, grasp the 
grabber and compress the thumbhold. This allows the 
metal hook to open and be placed on the desired IC 
pin. To remove the grabber, compress the thumbhold 
and remove the grabber from the IC pin. A grabber is 
also provided for the removable ground ( L ) test 
lead for the Data Probe. 


® 


REMOVE fg 


ATTACH 


COMPRESS 
THUMBHOLD IN 


Figure 3-2. Test Terminal Grabber Connections 


3-25. TYPICAL CONNECTIONS OF 5006A 
TO DEVICE UNDER TEST 


3-26. Figure 3-3 shows the 5006A Signature Analyzer 
connected to another device, taking signatures. 


3-27. PANEL FEATURES 

3-28. The front and rear panel connectors, indica- 
tor, and controls of the 5006A are described in Figures 
3-9, 3-10, 3-11, and 3-12. These figures locate and 
describe all operator accessible front and rear panel 
features. 


Figure 3-3. 
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3-29. OPERATOR’S MAINTENANCE 


3-30. The only maintenance the operator should nor- 
mally perform is the replacement of the line fuse. This 
fuse is located on the rear panel. Refer to Section II, 
Line Voltage Selection, for instructions on changing 


the fuse. 
CAUTION 


Make sure that only fuses with the required 
rated current and voltage, and of the slow- 
blow type are used for replacement. The 
use of repaired fuses and the short-circuiting 
of fuse holders must be avoided. 
3-31. POWER-UP SELF-CHECK 
3-32. When the 5006A is turned-on, a power-up self- 
check cycle is automatically started. With no inputs 
applied to the Data Probe or Timing Pod, the sequence 
is as follows: 

1. After pressing the POWER switch in to switch 
the instrument from off to on, all the display segments 
and LED indicators on the front panel and display, 
except for the GATE LED, should light momentarily. 


2. After approximately two seconds, the interface 
address (if installed) will be displayed momentarily, 
formatted as follows: “Ad.10” for interface address 
ten. 


Typical Connections of 5006A to Device Under Test 
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3. Successful completion of the power-up self- 
check is indicated when the front panel assumes its 
power-up default state; all FUNCTIONs off, the 
CLOCK, START, and STOP POLARITIES to “rising 
edge”’ (indicated by the lighted LEDs above the keys), 
QUAL polarity to off, and the four dashes (center 
segments) of the display are lighted. All other front 
panel LEDs are off. 


3-33. During this cycle, the microprocessor performs 
a checksum of the internal programin ROM, anda bit 
pattern is written into and read from RAM. Problems 
during the power-up self-check will usually result ina 
visibly improper state of the front panel display and 
indicators or the display of a numbered error or 
failure message. Error messages, which are preceded 
by ‘Er’, can be cleared by pressing the CLEAR key, 
and the operation reattempted. Failure messages, 
which are preceded by “F-” or an improper power- 
up display state may also be cleared by pressing the 
CLEAR key, but typically indicate service is required. 


3-34. ERROR AND FAILURE MESSAGES 


3-35. Problems during the power-up self-check, the 
Operation Verification, or during local or remote 
operation typically result in an error or failure condi- 
tion, detected by the 5006A and identified by a 
specific numbered message. The 5006A separates 
problems into two classes; Errors and Failures. 


3-36. Errors are defined as problems which occur 
because of the manner in which the instrument is 
operated, but where no hardware failure is present. 
These conditions usually indicate an attempted incor- 
rect operation such as an illegal numeric parameter, 
or an incorrect key operation. Error messages can be 
“cleared”, allowing correction of the problem and 
the operation to be repeated. Error messages are 
assigned numbers 01, 02, 50’s, and 70’s, and are 
preceded by the letters “Er” in the display. The 5006A 
Error messages are shown in Table 3-1. 


3-37. Failures indicate a hardware type problem, 
and generally require the instrument to be serviced. 
Failure messages are categorized by area of failure. 
Failure messages are assigned numbers ranges 10’s, 
20’s, 30’s, 40’s and 60’s, and are preceded by “‘F-”’ in 
the display. The 5006A Failure messages are shown in 
Table 3-1. 


3-38. When a problem is detected in either the 
motherboard or in the interface, the information is 
transmitted from the one to the other. When the 
motherboard either finds a problem or receives the 


code for one from the interface, it stops the operation 
of the instrument and displays the appropriate code. 
When the interface detects or receives a problem it 
stores this information and sets the error bit in the 
serial poll status byte. The CLEAR key on the front 
panel must be pressed or a device clear received from 
the interface to clear the error and resume operation. 
All other keys and commands will be ignored. 


Table 3-1. Error and Failure Messages 


Operator EDIT Errors 


Er01 Attempted EDIT with no signatures 
in memory 
Er02 Attempted EDIT of COMPOSITE 
SIGNATURE 
Interface Command/Protocol Errors 
Er50 Unrecognized command 
Er51 Illegal numeric parameter 
Er52 Illegal character in command 
Er55 HP-IL loop protocol error 
External Interface Connection Errors 
Er70 Controller connected to talk-only 
instrument 


Microprocessor Failures 


F-10 ROM failure 
F-11 Working RAM failure 

F-12 Signature memory RAM failure 
Timer failure 


Microprocessor to Motherboard 


Connection Failures 


Data bus latch failure 
F-21 Data bus latch enable failure 
F-22 Digit driver failure 
Input port failure 
Nonexistent key failure 


Data probe does not recognize lows 


F-31 Data probe does not recognize highs 

F-32 Measurement gate failure, closed 
when should be open 

F-33 Measurement gate failure, open 


when should be closed 
Incorrect signature 


F-34 


Motherboard to Interface Card 


Connection Failures 


F-40 Interface power-up failure 
F-41 Interface timeout on input 
F-42 Interface timeout on output 


Interface Card Microprocessor Failures 


F-60 ROM failure 
F-61 RAM failure 


e 


3-39. GENERAL OPERATION 
INFORMATION 
3-40. Introduction 


3-41. The following paragraphs describe general 
operating features of the 5006A Signature Analyzer. 


3-42. Power-Up Default States 
3-43. When power is initially applied to the 5006A, 


the instrument automatically assumes the power-up 
default states listed in Table 3-2. 


Table 3-2. Power-Up Default States 


RECALL 

EDIT 

SIG LATCH 
UNSTABLE LATCH 
QUAL 


FUNCTION 


RISING 
RISING 
RISING 
Inactive 


POLARITY 


3-44. To change from the power-up state to any 
other function or polarity, refer to paragraphs 3-68 or 
3-77 respectively. The input triggering thresholds for 
the Data Probe and Timing Pod are preset to TTL 
levels. To change from TTL trigger thresholds to 
CMOS levels, refer to paragraph 3-83. 


3-45. Operation of the GATE LED 


3-46. The flashing front panel GATE LED indicates 
that the instrument is being clocked and is actively 
gating. The GATE LED is a hardware driven LED which 
flashes at either a 5 Hz rate, or the actual gate rate 
(whichever is slower). It is important to realize that 
the GATE LED is only an indicator of clock and gate 
activity. It does not necessarily reflect the actual gate 
rate or duration. 


3-47. Operation of the COMPOSITE SIGNATURE 
LED 


3-48. The front panel COMPOSITE SIGNATURE LED 
indicates that the current displayed signature is the 
Composite Signature. The instrument must be in the 
RECALL function to access and display the Composite 
Signature. The Composite Signature is also identified 
by four lighted decimal segments in the display. 


iim 
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3-49. Operation of the UNSTABLE LED 


3-50. The front panel UNSTABLE LED indicates an 
unstable signature condition. A signature must meas- 
ure identically for two consecutive gate cycles to be 
considered stable. The UNSTABLE LED will light 
whenever a signature is found that is not identical to 
the previous signature. The UNSTABLE LED will turn 
off when two identical signatures in a row are found, 
or after 100ms (whichever is longer). If the UNSTABLE 
LATCH function is active, the UNSTABLE LED will light 
and remain lighted until the CLEAR function is 
performed. 


3-51. Operation of the Data Probe Tip LED 


3-52. The Data Probe tip LED normally operates as a 
logic indicator, reflecting the electrical activity at the 
probe tip. The logic state at the tip is sampled over 
=100ms intervals. If neither a high nor a low is seen 
during the interval, the probe LED will be set to DIM 
(indicating high-impedance). If both a high and alow 
are seen, the LED will blink on and off to indicate 
activity. A steady high will cause the LED to turn on 
BRIGHT, a steady low will cause the LED to turn OFF. 


3-53. The only time (other than Self-Test) that the 
probe LED does not operate as a logic indicator is 
during a triggered signature measurement. After a 
trigger (probe switch press) is received, the probe LED 
will turn on BRIGHT (during the measurement). 
When the measurement is complete, the probe LED 
will turn off, then resume normal logic activity. 


3-54. Operation of the Data Probe Switch 


3-55. The Data Probe switch (pushbutton) acts as a 
trigger signal to the instrument. The Data Probe 
switch is the only instrument key which cannot be 
locked out by the interface, and is one of only two 
keys (along with LOCAL) still active while in REMOTE. 
The Data Probe Switch, as shown in Table 3-3, is 
utilized for several functions, depending on the 
instrument mode of operation. 
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Table 3-3. Probe Switch Functions 


NORMAL 
posite Signature. 


SIG LATCH 


RECALL 
one measurement. 


EDIT 


SELF-TEST 


REMOTE 


3-56. The Data Probe switch is used to select the 
signatures to be entered into the memory. When the 
Data Probe switch is pressed during normal operation, 
the next single measurement to start is known as a 
“triggered” signature measurement. Triggered signa- 
tures are (always) stored into the signature memory, 
and are the only signatures stored there. Triggered 
signatures are the only signatures represented in the 
Composite Signature. 


3-57. With the SIG LATCH function enabled, the 
Data Probe switch must be pressed to initiate a 
“triggered” signature measurement (as described in 
Para. 3-56) in order to update or change the displayed 
signature. Only triggered signatures will be displayed 
with the SIG LATCH function. The Data Probe switch 
allows the user to make measurements in a “sample 
and hold” fashion. 


3-58. While in the RECALL function, the Data Probe 
switch is used to increment or roll the memory stack 
through the display. While in the EDIT function, the 
Data Probe switch is used to trigger a new signature to 
replace the signature displayed. The new signature 
acquired after pressing the Data Probe switch assumes 
the position and reference number of the previously 
“recalled” signature. 


3-59. During the Self-Test Operation Verification, 
the Data Probe switch is used to shift the test sequence 
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Data Probe Switch Function 


Initiates a “Triggered” signature measurement which is stored in memory and represented in the Com- 


Initiates a “Triggered” signature measurement which updates the display. The signature is stored 
in memory and represented in the Composite Signature. 


Increments or “rolls” the memory stack through the display. Each keypress decrements the memory 


Initiates a “Triggered”’ signature measurement which replaces the last signature stored in memory 
and recalculates the Composite Signature accordingly. 


When used with RECALL, initiates a “Triggered” signature measurement which replaces the currently 
displayed signature in memory and recalculates the Composite Signature accordingly. 


Shifts the Self-Test Operation Verification sequence from the general PASS/FAIL test to a single 
segment display verification routine. Each LED and display segment on the front panel is lighted 
momentarily. When finished, returns to the standard Self-Test routine. 


Performs all functions as in local, plus the following additional uses unique to remote operation; 
initiates a ‘‘Triggered” signature measurement which is then available to the interface, initiates 
a “Triggered” signature measurement and then automatically outputs the Logic Status of the probe to the 
interface, can be specified in the Service Request Mask to generate an SRQ condition when pressed. 


to a single segment display verification routine. The 
Data Probe switch can also be utilized interactively 
during remote operation. 


3-60. The 5006A Signature Memory 


3-61. The 5006A contains a dedicated memory, to 
accumulate up to thirty-two triggered signatures. In 
operation, the signature memory acts as apush-down 
stack. That is, entries are pushed onto the top of the 
stack. After the stack is full, signatures are lost off the 
bottom. 


3-62. The 5006A automatically assigns each stored 
signature a reference number. This number is used to 
locate the signature during the RECALL or EDIT 
functions. The signatures are numbered in the order 
in which they are entered. The first signature is “1”, 
the second is “2”, and so on. Numbering continues 
incrementally even after the memory is full. For 
example, if thirty-four signatures were entered into 
the memory (refer to Figure 3-4), the most recent 
entry would be number “34” and the oldest retriev- 
able entry would be “3” ( 1 and 2 would be lost). 
Numbering continues until either the memory is 
CLEARED or the instrument is turned off then on. 
Only two digits are used for numbering. When the 
number of stored signatures exceeds 99, only the last 
two significant digits are displayed on recall. 


3-63. THE 5006A COMPOSITE SIGNATURE 


3-64. The 5006A automatically generates a unique 
“Composite Signature” after each triggered signature 
measurement. The Composite Signature is a com- 
puted signature, representative of the binary sum of 
all the triggered signatures accumulated since the last 
CLEAR or power-up. Only triggered signatures (those 
preceded by pressing the Data Probe Switch) can 
affect the Composite Signature. In operation, the 
Composite Signature is automatically recalculated 
and updated with each new measurement, based on 
two factors; the previous Composite Signature and 
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the new triggered signature. In this manner, the 
Composite Signature remains representative of all 
signatures taken, even after signatures have dropped 
off the bottom of the memory stack. 


3-65. The Composite Signature can be reviewed at 
any time by pressing the front panel RECALL key. In 
the RECALL function, the Composite Signature is 
identified in two ways; the front panel COMPOSITE 
SIGNATURE LED annunciator lights and all four 
decimal points in the display light. See Figure 3-5. To 
return to normal operation press RECALL a second 
time to turn the function off. 


Signatures are entered after 
pressing Data Probe switch trigger. 


32 Signature 
MEMORY STACK 


Stack stores 
the last 32 
Triggered 
Signatures 


34 
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Signatures 1 and 2 are lost from memory (but are 
still represented in Composite Signature) 


Figure 3-4. Signature Memory 


Ki: 5006A SIGNATURE ANALYZER 
IP HEWLETT » PACKARD 


REMOTE 


UL 4 
ou 


GATE 


@ 
SIGNATURE 
UNSTABLE 


en 


OQ@O00000000 - 


POLARITY 


FUNCTION 


Figure 3-5. Composite Signature Display 
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3-66. The Composite Signature is very useful for 
identifying an area of circuitry or a number of nodes 
by one verified signature. For example, the Composite 
Signature for all pins of a forty-pin IC may be 
documented. To verify the proper operation of the 
IC, probe each pin of the device, entering the 
signature by pressing the Data Probe switch. The 
measurements do not have to be entered in any 
specific order, although entering them in order will 
keep the pin and reference numbers consistent. 
When you have finished probing all the pins, press 
the RECALL key to display the Composite Signture. If 
the displayed Composite Signature matches the docu- 
mented signature, all forty signatures are correct. 


3-67. A Composite Signature can be used to repre- 
sent as many signatures as you like, from a single pin 
to an entire circuit board. You should be aware that 
the larger the number of pins involved, the greater 
the chance of a duplication or misprobe. Approxi- 
mately twenty-four measurements per composite 
signature is generally a safe and convenient amount. 


3-68. Selecting FUNCTIONS 


3-69. The 5006A provides six measurement functions 
selectable through front panel keys. The functions 
are: LOCAL/CLEAR, RECALL, EDIT, SIG LATCH, UN- 
STABLE LATCH, and QUAL. 


@ @ @ O @ . 
SIG UNSTABLE 


LEAR RECALL EDIT LATCH LATCH QUAL 


OOULUE 


FUNCTION 


Figure 3-6. Front Panel FUNCTION Keys 


3-70. LOCAL/CLEAR. For both local and remote 
operation, the LOCAL/CLEAR function clears the 
5006A display, composite signature, signature mem- 
ory, and UNSTABLE LED, and resets the gate state 
machine. It also aborts any measurements in progress 
and clears any pending “Send Data” commands. If in 
remote, this function also returns the instrument to 
local. The CLEAR function may also be used to clear 
an instrument Error or Fail state. If an Error or Fail 
message is displayed, the first press of the CLEAR key 
clears the message from the display allowing the 
instrument to continue operation (if possible). A 
second press of the CLEAR key clears the display and 
memories as described above. 
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3-71. RECALL. The RECALL function accesses the 
Composite Signature and signature memory. Pressing 
the RECALL key selects the function and turns on the 
LED above the key. If EDIT is disabled (off) and 
RECALL is enabled (on) the 5006A enters its only non- 
measuring mode. In this mode, none of the front 
panel keys other than CLEAR, RECALL, and EDIT can 
affect operation. The UNSTABLE LED will be off, 
although the Data Probe LED and GATE LED will 
retain their normal functions. 


3-72. The initial display in RECALL will be the 
Composite Signature, indicated by the lighting of the 
front panel COMPOSITE SIGNATURE LED and all 
four decimal points in the display. The Composite 
Signature and the most recent triggered signatures 
(up to 32) can be reviewed by pressing the Data Probe 
switch. With each press of the Data Probe switch, a 
two-digit reference number is displayed followed by 
the corresponding signature. The signatures in mem- 
ory are accessed in reverse order, beginning with the 
most recent entries (the highest reference numbers). 
No more than 32 signatures can be stored at one time. 
Signatures are reviewed in a scrolling fashion, even- 
tually returning to the Composite Signature, then 
beginning again. 


3-73. EDIT. The EDIT function allows signatures 
stored in memory to be replaced with new measure- 
ments. The EDIT function, by itself, allows the replace- 
ment of the last triggered signature placed into 
memory. EDIT, in conjunction with the RECALL 
function, allows replacement of any of the (up to 32) 
signatures in memory. To replace the “last” signature 
stored, press EDIT (the EDIT LED will light), place the 
Data Probe tip on the desired node for the replace- 
ment measurement and press the Data Probe switch. 
The last triggered signature stored will be replaced 
with the measurement just taken. No visual indication 
of the replacement is returned; however, you may 
verify the edit through the RECALL function. To edit a 
signature other than the last entry, select RECALL, 
then use the Data Probe switch to scroll through the 
memory until you find the signature you want to edit. 
The initial display in RECALL will be the Composite 
Signature, which cannot be edited. Each press of the 
Data Probe switch will increment the signature mem- 
ory, displaying first the reference number, then the 
corresponding signature. The signature which appears 
in the display is the signature that will be edited. Once 
the desired signature is displayed, press EDIT. The 
signature can be replaced by inputting the new 
signature . The new signature is input by placing the 
Data Probe tip on the desired node and pressing the 
data probe switch. Whenever a signature in memory 


is edited (replaced), the Composite Signature is auto- 
matically recomputed, to reflect the change. Signa- 
tures placed in the memory cannot be purged, only 
replaced through EDIT. You may edit signatures in 
memory as often and as many times as you wish. 


3-74. SIG LATCH. The Signature Latch function 
selects only triggered signatures to be displayed or 
made available to the interface. The display will only 
update when a triggered signature is received. A 
triggered signature is a signature preceded by a press 
of the Data Probe switch or the remote GET command. 
Note that the operation of the UNSTABLE LED is 
independent of this function. If the probe is placed 
on an unstable node, the UNSTABLE LED will light 
even if the probe switch is not pressed. This allows the 
user to place the probe on a node and determine that 
the node is stable before enabling the trigger. If an 
unstable signature is entered, the UNSTABLE LED will 
not remain latched on unless the UNSTABLE LATCH 
function is on also. The LED above the SIG LATCH 
FUNCTION key will be lighted whenever the function 
is enabled. 


3-75. UNSTABLE LATCH. The Unstable Latch func- 
tion sets the unstable signature circuits to an armed/ 
latch configuration. When the Unstable Latch func- 
tion is selected, any unstable signature through the 
probe will cause the UNSTABLE LED to light. Note that 
this function does not require triggered signatures, 
and monitors all signatures input through the probe. 
The UNSTABLE LED will remain lighted until either 
the CLEAR key is pressed or the UNSTABLE LATCH 
function is turned off. This mode allows a user to 
connect the instrument to a system under test, leave it 
unattended, then return later and determine if the 
signature had remained stable. The LED above the 
UNSTABLE LATCH FUNCTION key will be lighted 
whenever the function is enabled. 


3-76. QUAL. The Qual function adds a qualifier to 
the timing inputs. If QUAL is selected, clock edges 
will be accepted only when the logic level on the 
STOP/QUAL input is at the level set by the QUAL 
POLARITY key. The LED above the QUAL FUNCTION 
key will be lighted whenever the function is enabled. 


3-77. 5006A POLARITY Selections 


3-78. The 5006A interprets the Timing Pod input 
signal levels according to the settings of the POLARITY 
keys. That is, the active trigger edge (or state) for each 
of the Timing Pod inputs is selectable with the front 
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panel POLARITY keys. The power-up state for the 
POLARITY keys is “rising edge’”’ for CLOCK, START, 
and STOP, with QUAL set to off. 


e@ ®@ @- S @x 
co) eu aes 1°) 
CLO STAR TOP Qu 


LO 
WAL 
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POLARITY 


Figure 3-7. Front Panel POLARITY Keys 


3-79. All four POLARITY keys, CLOCK, START, STOP, 
and QUAL, operate in a simple toggle fashion. Each 
keypress toggles the polarity to the complementary 
state. To change the POLARITY edges for the CLOCK, 
START, STOP, or QUAL (if the QUAL function is 
enabled) Timing Pod inputs, press the corresponding 
labeled key. 


3-80. For any selected POLARITY key, LED indicators 
above the key identify the active logic edge or level as 
follows. For CLOCK, START, and STOP inputs, a 
lighted LED indicates the “‘rising edge”’ is selected, an 
unlighted LED indicates the “falling edge”’ is selected. 
For the QUAL input, a lighted LED indicates that a 
“HI” level is required to enable the measurement, an 
unlighted LED indicates that a ‘‘LO”’ level is required 
to enable the measurement. The QUAL Function must 
be activated before a QUAL Polarity can be selected. 


3-81. Trigger Thresholds 


3-82. The 5006A is pre-programmed to trigger on 
the standard logic thresholds for the TTL. The pre- 
programmed standard trigger threshold values for 
each input are given in Table 3-4. Notice that both a 
logic High and Low value are programmed for the 
DATA PROBE input, while only a logic family mean 
(midpoint) is required for the CLOCK, START, STOP, 
and QUAL inputs. 


Table 3-4. Preset Trigger Thresholds 


| Pa | clock | stat | stop | Qua 
2.00V High 
0.80V Leow 1.40V 1.40V 1.40V 


Model 5006A 
Operation and Programming 


3-83. Selecting CMOS Input Logic Thresholds 


3-84. The 5006A is pre-programmed to trigger on 
standard TTL logic levels. The actual trigger threshold 
values may be set to any level between +0.9 volts and 
+14.0 volts. To change the input trigger thresholds, 
connect the CMOS power supply (any level between 
+3.0 and 20.0 volts) to the 5006A front panel connec- 


tor labeled “CMOS”. The dc value will be sensed by . 


the 5006A, and the trigger thresholds for the various 
inputs will be modifided as follows: 


Data Probe Input 


Logic one 70% (nominal) of the 
reference value 
Logic zero 30% (nominal) of the 


reference value 


Timing Pod Inputs 
Logic mean 50% (nominal) of the 


reference value 


3-85. MAKING SIGNATURE ANALYSIS 
MEASUREMENTS 


3-86. Signature Analysis (SA) employs a unique data 
compression technique that reduces any long, com- 
plex data stream pattern on a logic node to a four- 
digit “signature”. The operator supplies the Start and 
Stop signals to identify the data stream, and a Clock 
signal to control the sample rate of the probe input. 
An illustration of the timing involved in a Signature 


Analysis measurement window can be seen in Figure 
3-8, 


3-87. The following paragraphs describe the two 
signature analysis modes of operation for the 5006A. 


3-88. Signature Analysis Measurements (Normal) 


3-89. The 5006A makes Signature Analysis (SA) meas- 
urements on TTL and CMOS logic families. The 
trigger thresholds for the inputs are selectable from 
the standard preset values for TTL logic families, or 
determined from an external dc input for CMOS. The 
edge for the Clock, Start, and Stop inputs is selectable 
using the POLARITY keys. The Start signal is applied to 
the START/ST/SP (green) Timing Pod lead. The Stop 
signal is applied to the STOP/QUAL (red) Timing Pod 
lead. The Clock signal is applied to the CLOCK 
(yellow) Timing Pod lead, and the measurement is 
made through the Data Probe. 


3-90. During SA measurements the front panel GATE 
LED indicator will flash if there are valid Startand Stop 
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inputs and an active Clock input. The Data Probe tip 
LED acts as a logic state indicator, lighting “brightly” 
for a logic high state, “dimly” for a high-impedance 
state, and “off’’ for a logic low state. The Data Probe 
tip LED will “flash’’ to indicate activity at the node, 
however the flash duration is controlled by a pulse- 
stretching circuit and does not reflect the frequency 
of the input. The UNSTABLE LED will flash if there is a 
difference between two or more successive signatures. 


3-91. Signature Analysis Measurements (Qualified) 


3-92. The Qualified SA mode is selected by pressing 
the QUAL function key. The Qualified Signature 
Analysis mode is similar to the normal mode, but with 
the following enhancement. In this mode, the STOP/ 
QUAL input on the Timing Pod is sensed as a “‘data 
qualifier’. Conceptually, the qualifier can be thought 
of as “enable” signal. By controlling the logic state of 
this input, the operator can effectively window the 
signature measurement within a specific stream of 
data. Refer to Figure 3-8. The trigger thresholds for 
the inputs are selectable from the standard preset 
values for TTL, or determined from an external dc 
input for CMOS. The active edge or level for CLOCK, 
START, STOP and QUAL, is selectable using the 
POLARITY keys. When in the QUAL Signature mode, 
the red Timing Pod lead is the QUAL (qualifier) input, 
and the green Timing Pod lead is both the START and 
STOP input. The measurement is made through the 
Data Probe. 


3-93. The operation of the GATE, UNSTABLE, and 
Data Probe tip LEDs during the SA QUAL mode is the 
same as in SA normal (see paragraph 3-88). 


DATA CLOCKED 
IN without QUAL 


Active High 


DATA CLOCKED 
IN with QUAL 


Figure 3-8. Signature Analysis Measurement Timing 


> 
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3-94. Basic Measurement Procedure 


3-95. The recommended sequence for setting-up 
and making a measurement with the 5006A is given 
below. 


1. Set the 5006A POWER switch to ON. The 5006A 
should perform a power-up self-check, then preset to 
the power-up default settings described in paragraph 
3-43. 


2. Select the desired POLARITY edges for the 
CLOCK, START, and STOP Timing Pod inputs. 


3. Activate the QUAL Timing Pod input, if desired, 
by pressing the QUAL FUNCTION key. Select the 
desired active enable level for the QUAL input with 
the QUAL POLARITY key; when the QUAL POLARITY 
LED is lighted, the active enable state is “HI”, when 
the QUAL POLARITY LED is off, the active enable 
state is “LO”. 


4. If the circuit logic under test is CMOS, input the 
CMOS power supply (+3V to +20V) into the front 
panel CMOS connector. 
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5. Select the SIG LATCH function, if desired, by 
pressing the labeled FUNCTION key. The SIG LATCH 
function displays only triggered signatures. The FUNC- 
TION indicator LED above the key should light 
whenever the function is activated. 


6. If desired, select the UNSTABLE LATCH function 
by pressing the labeled FUNCTION key. The UNSTABLE 
LATCH function monitors the Data Probe input for an 
unstable signature, latching the front panel UNSTABLE 
LED on if one is desired. 


7. Connect the Timing Pod leads to the appropriate 
input signals. The GATE LED should be flashing. 


8. Touch the Data Probe tip to the desired node. 
The node signature should be displayed, unless the 
Signature Latch function is on. To enter the displayed 
signature into the 5006A memory, press the Data 
Probe switch. 
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@ DATA PROBE, Point of entry for data. The lamp within the probe tip indicates the logic state of 
PROTECTIVE the data: ON BRIGHT=High, ON DIM=High-impedance, OFF=Low, FLASH- 
COVER, and ING=Activity. Note the removable ground connector wire (internally connected 
GND LEAD to earth ground) and protective cap cover for the Data Probe. 


@ DATA PROBE Used as an operator interactive prompt/response signal.Used to initiate a “trig- 
SWITCH gered signature measurement” during SA functions, to scroll through the 
signature memory in RECALL, or to replace a signature in EDIT. The function of 

the Data Probe switch is identical for both local and remote operation. 


@ DATA PROBE Accessory holder, used to store the Data Probe and Timing Pod when notin use. 


and TIMING May be installed on either bench or rack mounted instruments. 
POD HOLDER 


@ TIMING Pop Supplies the four timing inputs START/ST/SP, STOP/QUAL, CLOCK, and 
+ (GND) from the unit under test to the 5006A Signature Analyzer. 


(5) START/ST/SP Point of entry for START signal in normal SA mode, and for both START and 
STOP signals in QUAL SA. 


6) STOP/QUAL Point of entry for STOP signal in normal SA and for the QUAL signal in QUAL SA. 
@ cLock Point of entry for CLOCK signal during normal and QUAL SA. 


8) . Ground Common ground lead between 5006A and device under test for all function 
modes. Note that this lead is internally connected to earth ground. 


Figure 3-9. Signature Analyzer, Data Probe and Timing Pod Features 
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POWER clean RfcaALL 


DISPLAY 


GATE LED 


COMPOSITE 
SIGNATURE LED 


UNSTABLE LED 


RECALL LED 
EDIT LED 
SIG LATCH LED 


UNSTABLE LATCH 
LED 


QUAL LED 


Contains the four seven-segment LED displays. 


Flashing of GATE LED indicates the 5006A is being gated. It does not indicate the 
frequency of the gate cycle. 


If lighted, indicates that the signature displayed is the computed Composite Sig- 
nature derived from all the signatures taken since the last CLEAR or POWER-UP 
condition. 


If lighted, indicates the current signature measurement is different from the 
previous signature measurement. 


If lighted, indicates the RECALL function is activated. 
If lighted, indicates the EDIT function is activated. 
If lighted, indicates the SIGNATURE LATCH function is activated. 


If lighted, indicates the UNSTABLE SIGNATURE LATCH function is activated. 


If lighted, indicates the QUAL function mode of SA is activated. 


Figure 3-10. Front Panel Indicators 
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KY 5006A SIGNATURE ANALYZER 


HEWLETT © PACKARD 


@ care 


e@ COMPOSITE 
SIGNATURE 


@ unstaste 


Eas RECALL tor 


FUNCTION 


CLOCK LED LED indicator for the status of the CLOCK Polarity.If lighted indicates rising 
edge selected, off indicates falling edge. 


START LED LED indicator for the status of the START Polarity.If lighted indicates rising 
edge selected, off indicates falling edge. 


STOP LED LED indicator for the status of the STOP Polarity. If lighted indicates rising 
edge selected, off indicates falling edge. 


QUAL LED LED indicator for the status of the QUAL Polarity. If lighted indicates HI level 
selected, off indicates LO level selected. The QUAL FUNCTION must be selected 
for QUAL POLARITY to be activated. 

REMOTE LED Interface status indicator. Lights when the 5006A is under remote control. 

TALK LED Interface status indicator. Lights when the 5006A is addressed to talk. 

LISTEN LED Interface status indicator. Lights when the 5006A is addressed to listen. 

SRQ LED Interface status indicator. Lights when the 5006A has requested service from the 


controller. SRQ may (or may not) generate an interrupt in the controller. The set- 
ting of the SRQ Mask determines whether or not an SRQ is issued. 


*Provided only with Option 030 or Option 040. ( 


Figure 3-10. Front Panel Indicators (Continued) 
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Ky 5006A SIGNATURE ANALYZER 


HEWLETT « PACKARD 


REMOTE 
TALK 


USTEN 


POWER Key 


CLEAR/LOCAL Key 


RECALL Key 


EDIT Key 


SIG LATCH Key 


UNSTABLE LATCH Key 


FUI\CTION 


Main power switch for the 5006A. Press and lock in to power the instrument. 
Press again, releasing the pushbutton, to remove power. When power is off, 
there are no components energized within the instrument, however, ac line 
voltage is present at the rear panel line connector and in the primary winding 
of the main power transformer. 


With no Error or Failure displayed, this key will clear the memory of triggered 
signatures and the Unstable Signature LED. In remote operation, with no Error 
or Failure displayed, this key will return the instrument to “Local” operation and 
clear the memory of triggered signatures (unless the Local Lockout command 
has been issued). If an Error or Failure is displayed, this key will clear only the 
Error or Failure display. Pressing the key a second time will complete the CLEAR 
and LOCAL function. 


Selects the RECALL function. RECALL first displays the Composite Signature. Press- 
ing the Data Probe switch accesses the triggered signatures stored in memory for 
review or edit, beginning with the most recent entry. Repeated presses of the 
Data Probe switch recall each of the stored signatures in reverse order. 


Selects the EDIT function. EDIT allows replacement of the last triggered signature 
in memory, or in conjunction with RECALL allows replacement of any stored signa- 
ture. Replacing a stored signature in memory causes the Composite Signature to 
change. 


Selects the SIGNATURE LATCH function, which latches the last signature into the 
display. The Data Probe switch must be pressed to update the display. 


Selects the UNSTABLE SIGNATURE LATCH function, which sets up the 
UNSTABLE LED to light and remain lighted whenever an unstable signature 
is detected. 


Selects the QUAL function mode of SA. In this mode, signature measurement 
is enabled by either the high (HI) or low (LO) level of the qualifying input signal. 


Figure 3-11. Front Panel Controls 
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KY 5006A SIGNATURE ANALYZER 
KARD 


" GATE 


COMPOSITE 
SIGNATURE 


O@0000 


FUNCTION 


Guar CLOCK 


® CLOCK Key Selects the CLOCK Polarity. Pressing the CLOCK key toggles the current setting 
of the Clock polarity, indicated by the LED above the key. A lighted LED indicates 
the rising edge, an unlighted LED indicates the falling edge. 


€) START Key Selects the START Polarity. Pressing the START key toggles the current setting 
of the Start polarity, indicated by the LED above the key. A lighted LED indicates 
the rising edge, an unlighted LED indicates the falling edge. 


€B sTOP Key Selects the STOP Polarity. Pressing the STOP key toggles the current setting of 
the Stop polarity, indicated by the LED above the key. A lighted LED indicates 
the rising edge, an unlighted LED indicates the falling edge. 


€3 QUAL Key Selects the QUAL Polarity. Pressing the QUAL key toggles the current setting of 
the Qual polarity, indicated by the LED above the key. A lighted LED indicates a 
HI level selected, an unlighted LED indicates a LO level selected. 


€) ST Connector Test connector for START Timing Pod lead during Operation Verification 
test procedure. 


€ SP Connector Test connector for STOP Timing Pod lead during Operation Verification 
test procedure. 


€) CLK Connector Test connector for CLOCK Timing Pod lead during Operation Verification 
test procedure. 


@ L Connector Test connector for 1. (GND) Timing Pod lead during Operation Verification 


test procedure. CAUTION: This connector is not connected to chassis ground 
( . ) and is not at zero volts. 


@ CMOS Connector Input connector for CMOS sense voltage. When using CMOS circuitry, input 


the corresponding CMOS power supply through this connector to modify the 
5006A trigger levels. 


@ PROBE Connector Test connector for the Data Probe during Operation Verification test procedure. 


Figure 3-11. Front Panel Controls (Continued) 
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LINE INPUT The ac power input connector. Accepts the input ac power cord. Protective 
grounding conductor connects to the instrument through this connector. 


LINE SELECT Selects the instrument line voltage. The number visible on the switch indicates 
SWITCH the nominal line voltage to which the instrument must be connected (see Figure 
2-1). Selects either 115 or 230 volts ac. 


LINE FUSE The line fuse for the instrument. The fuse value should be 250 mAT for 115 volt 
operation, or 125 mAT for 230 volt operation. 


HP-IB CONNECTOR HP-IB Interface Connector for remote operation via the HP-IB. Provided only 
(Shown in Photo) with Option 040. 
or 
HP-IL CONNECTOR HP-IL Interface Connector for remote operation via the HP-IL. Provided only 
with Option 030. 


INTERFACE ADDRESS Interface address switch, contains switches A1 through AS to select up to 31 
SWITCH (binary) addresses. Address 31(all switches to ‘‘1’’) selects the TALK-ONLY mode. 
Provided only with Option 030 or Option 040. 


Figure 3-12. Rear Panel Features 
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3-96. REMOTE PROGRAMMING 


3-97. Introduction 

3-98. The 5006A Signature Analyzer (with Option 
040) is compatible with the Hewlett-Packard Interface 
Bus (HP-IB), and (with Option 030) is compatible with 
the Hewlett-Packard Interface Loop (HP-IL). Remote 
programming allows the instrument to respond to 
remote control instructions and output measurement 
data via the interface. At the simplest level, the 5006A 
can output data in the talk only mode to other devices 
such as a controller or printer. In more sophisticated 
systems, a controller can remotely program the 5006A 
to perform a specific type of measurement, trigger 
the measurement, and output the results. 


Note 


HP-IB is Hewlett-Packard’s implementation 
of IEEE Std. 488-1978, “Standard Digital Inter- 
face for Programmable Instrumentation”’. 


3-99. The programming information in this section, 
except where noted, applies to both HP-IB and HP-IL 
interfaces. In general, the HP-IB may be considered a 
subset of HP-IL, as almost all capabilities of the HP-IB 
are also capabilities of the HP-IL. Every effort has been 
made to make the programming of the 5006A consis- 
tent, regardless of which interface is configured. 


3-100. To remotely program the 5006A efficiently, 
the operator must be familiar with the selected 
controller, the configured interface, and the local 
(manual) operation of the 5006A. Typical controllers 
for the HP-IB are the 9825A/B, 9826A, 9830A, 9835/45A, 
or 85A. The typical controller for the HP-IL is the 
HP 41CV. Users of the HP-IB Interface should find the 
following manuals useful background information: 


Condensed Description of the Hewlett-Packard 
Interface Bus(P/N 59401-90030) 


HP-IB Programming Hints For Selected Instruments 
(P/N 59300-90005) 


Tutorial Description of the Hewlett-Packard 
Interface Bus (P/N 5952-0156) 


3-101. Users of the HP-IL interface may be unfamiliar 
with the HP-IL system. An introductory description of 
the interface system, and the Hewlett-Packard Inter- 
face Loop (HP-IL) is provided in paragraph 3-105. 
More detailed information on the HP-IL is available in 
the following publications: 


HP-IL Interface Specification (P/N 82166-90017) 
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The HP-IL System: An Introductory Guide to the Hewlett- 
Packard Interface Loop (Published by OSBORNE/ 
McGraw-Hill, 630 Bancroft Way, Berkeley, CA 94710) 


3-102. INTERFACE DESCRIPTION 


3-103. Hewlett-Packard Interface Bus (HP-IB) 
3-104. The Hewlett-Packard Interface Bus (HP-IB) 
system utilizes a party-line bus structure (devices 
share signal lines) to which a maximum of 15 devices 
may be connected in one contiguous bus. Sixteen 
signal lines and 8 ground lines are used to intercon- 
nect devices in a parallel arrangement and maintain 
an orderly flow of device and interface related 
information. 

3-105. Hewlett-Packard Interface Loop (HP-IL) 
3-106. The Hewlett-Packard Interface Loop (HP-IL) 
is a two-wire serial interface that provides program- 
mable control of instruments while being easy to use 
and understand. The controller and all devices in the 
loop, including the 5006A, are connected together in 
series, forming a continuous loop communications 
circuit. Any information (instructions or data) that is 
transferred among HP-IL devices is passed from one 
device to the next around the loop (one direction 
only). If the information is not intended for a partic- 
ular device, that device simply passes the information 
on to the next device in the loop. When the proper 
device receives the information, that device responds 
as directed. In this way, the controller or the 5006A 
can send information to and receive information 
from each device in the loop, according to the 
device’s capability. 


3-107. The 5006A may be connected anywhere in 
the interface loop. The loop consists of up to 30 
devices plus the controller using simple addressing. 
When installing or removing the 5006A (or any other 
device) it is a good practice to turn off the controller 
first. Then simply disconnect the loop in one place 
and connect the 5006A at that point. Remember, the 
interface cables must form a continuous loop. All HP- 
IL connectors are designed to ensure proper orienta- 
tion and indicate the direction of information transfer. 


3-108. INTERFACE FUNCTIONAL 
OVERVIEW 
3-109. 


Each device on the interface may possess one 
or more of the following major device capabilities: 

Controller, Talker, or Listener. The controller, as the 
name implies, has the responsibility to control inter- 


face activity. The controller, of course, must be 
equipped with the proper interface module. Control- 
lers transmit all device independent commands to 
other devices in the interface and usually have Talker 
and Listener capabilities. The 5006A cannot serve as a 
controller. Only one device in the interface may be 
the active controller at any one time. 


3-110. Talkers are devices that have the ability to 
send data or device dependent commands through 
the interface. Note that a talker will not actually send 
its data or information until told to do so by the 
controller. The 5006A has Talker capabilities. When 
the 5006A is talking on the interface, its TALK annun- 
ciator will turn on. In special situations, one device 
may be classified as a Talk-only device and sends 
information to Listen-only devices. Such a system 
would not have a controller. For example, the 5006A 
can be configured for Talk-only mode and send 
measurement results to a printer. 


3-111. Listeners are devices with the capability to 
receive information over the interface. When the 
5006A is “‘listening”’, its LISTEN annunciator turns on. 
Listeners must also be enabled by the controller to 
receive the information. 


3-112. INTERFACE SYSTEM TERMS 

3-113. The following paragraphs define the terms 
and concepts used to describe HP-IB and HP-IL 
system operations. 


a. Address: Each device in the interface is assigned 
an address. The address is used to specify which 
device on the interface will receive information or 
send information. 


b. Byte: A byte is a unit of information consisting 
of 8 binary digits called bits. 


c. Device: Any instrument or unit that is HP-IB or 
HP-IL compatible is called a device. 


d. Device Dependent: An action a device performs 
in response to information sent through the interface. 
The action is characteristic of a particular instrument 
and will probably vary from device to device. 


e. Device Independent Command: A command 
pre-defined by the interface standard to have a 
specified bit pattern and resulting action. 


f. Device Dependent Command: A command not 
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pre-defined by the interface standard, which is specific 
to a particular instrument or family of instruments. 
Device dependent commands are usually sent as 
ASCII strings of characters. 


g. Frame: Messages sent through the HP-IL inter- 
face as a sequence of eleven bits are called a message 
“frame”. 


h. Polling: Polling is a process typically used by a 
controller to locate a device that has requested 
service from the controller. There are two types of 
polling, Serial Poll and Parallel Poll: 


1. Serial Poll. When the controller executes a 
serial poll, the addressed device sends one byte 
of operational information called a status byte. 
If more than one device in the interface is 
capable of requesting service, each device on 
the interface must be serial polled until the 
device that requested service is located. 


2. Parallel Poll. When the controller executes 
a parallel poll, all devices on the interface 
respond, each one setting or clearing a partic- 
ular data bit to indicate whether or not it 
requested service. 


3-114. ADDRESS SELECTION 


3-115. Manual Addressing. To use the 5006A in a 
system, set the rear panel address switches to the 
desired address. Addresses 0 through 30 represent the 
addressable mode range. Address 31 selects the TALK 
ONLY mode. The addressable mode is used when the 
5006A functions as a talker and listener. The TALK 
ONLY mode is employed when the 5006A is operating 
in an output-only condition (no controller on the 
bus) and sends its data to another device on the bus, 
such as a printer, set to LISTEN ALWAYS. 


3-116. The five rightmost switches, A5 through A1, 
set the addresses of the 5006A. Table 3-5 shows all 
possible address settings and the corresponding ASCII 
codes used by some controllers for talk and listen. The 
5006A is factory set to address 10 as shown in Figure 3-13. 


Figure 3-13. 5006A Address Switches 
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Table 3-5. Address Selection 


ADDRESS 


14684 2 1 


ARRLINEIS 


AAAAAAA 
WeG Moya 738 25 1 


| = NOT USED 
FOR INTERNAL TESTS 


1 


0 


(Shown in addressable mode, and address 10) 


NOTE 


Select the decimal listen address from the table below and set the 
address switches to the corresponding positions. 


ASCII CODE 

CHARACTER ADDRESS SWITCHES | ore 
DECIMAL CODE 

LISTEN | TALK | A, A, A; A, A, 


"= WOON DU AWH | BQN: 


@ 
A 
B 
C 
D 
E 
F 
G 
H 
| 
J 
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L 
M 
N 
fe) 
P 
Q 
R 
S 
T 
U 
Vv 
Ww 
X 
Y 
Z 
Cc 
\ 
3 
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Vv iT] A. 


*Address “21” is the preset controller address for HP controllers. 


O 


— 


3-117. Auto-addressing. Auto-addressing is a method 
of setting the instrument’s address, unique to HP-IL, 
and is provided by the HP85, 75, and 41. When auto- 
addressing is enabled, each device in the loop is 
assigned an address by the controller. The assigned 
address will probably be different than the factory 
preset address. The 5006A, for example, has a preset 
address of 10. If the 5006A is the only device in the 
loop with the controller, the controller will assign it 
an address of “1”. The address permits the controller 
to specify or select a particular device in the loop 
when sending commands. As shown in Figure 3-14, 
addresses are assigned to particular devices sequen- 
tially around the loop in the direction of information 
flow. The first device after the controller is assigned an 
address of ‘1’. The second device is assigned the 
address “2”, and so on around the loop. The control- 
ler has an address of ‘0’. 


PLOTTER 
LISTENER 


PRINTER 
LISTENER 


ADDRESS 1 


CONTROLLER 
TALKER 
LISTENER 


ADDRESS 2 


VOLTMETER 
TALKER 
LISTENER 


ADDRESS 0 ADDRESS 3 


SIGNATURE 
ANALYZER 
TALKER 
LISTENER 


ADDRESS 4 


Figure 3-14. Typical HP-IL System Addressing 
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3-118. FRONT PANEL INTERFACE 
STATUS LEDS 


3-119. The four Interface Status LEDs on the front 
panel indicate the remote status of the 5006A. The 
REMOTE LED lights to indicate that the 5006A is under 
remote control. The TALK LED lights to indicate that 
the 5006A is addressed to talk (send data). The LISTEN 
LED lights to indicate that the 5006A is addressed to 
listen (receive commands). The SRQ LED lights to 
indicate that a service request condition exists (as 
determined by a set service request mask bit). 


3-120. When the 5006A returns from remote opera- 
tion to the local mode, the REMOTE LED turns off. 
The TALK or LISTEN, and SRQ LEDs will remain in 
their current state. If the 5006A is unaddressed, the 
SRQ LED will remain in its current state. In the TALK 
ONLY mode, the TALK LED is always lighted. 
3-121. INTERFACE FUNCTION 

3-122. The capability of a device connected to the 
bus (or in the loop) is specified by its interface 
functions. These functions provide the means for a 
device to receive, process, and send messages over 
the interface. Table 3-6 lists the 5006A interface 
functions using the terminology of the IEEE 488-1978 
standard and of the HP-IL Interface Specification. 
These functions appear on the rear panel near the 
interface connector, as follows: 


HP-IB SH1,AH1,T5,TE0,L4,LE0,SR1,RL1, 
PPO,DC1,DT1,CO 


HP-IL  R,AH,SH1,D,L1,(11,2,3,4,5)C0,DC2,DT1, 
PP1,SR2,AA1,RL2,PD0,DD1 


3-123. The number following the interface function 
code indicates the particular capability of that function. 


Table 3-6. Interface Functions 


Interface Function : Asc 
Subset identifier HP-IB Interface Function Description 


Source handshake. Full capability. 
Acceptor handshake. Full capability. 
Talker. Includes serial poll, talk-only, unaddress if my-listen-address (MLA) capabilities. 


a 


Extended talker. No capability. 

Listener. Includes unlisten if my-listen-address. 
Extended listener. No capability. 

Service request. Full capability. 

Remote/local. Full capability. 

Parallel poll. No capability. 

Device clear. Full capability. 

Device trigger. Full capability. 

Controller. No capability. 
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Table 3-6. Interface Functions (Continued) 


Interface Function 
Subset Identifier 


HP-IL Interface Function Description 


Receiver. Full capability. 
Acceptor handshake. Full capability. 
Source handshake. Full capability. 
Driver. Full capability. 

Listener. Basic listener. 

Talker. Basic talker. 

Talker. Serial poll. 

Talker. Send device ID. 

Talker. Send accessory ID. 

Talker. Talk-only. 

Controller. No capability. 

Device clear. Full capability. 
Device trigger. Full capability. 
Parallel poll. Full capability. 
Service Request. Full capability. 
Auto address. Simple addressing. 


Remote local. Full capability. 
Power down. No capability. 


Device dependent commands. Full capability. 


3-124. The 5006A can operate (as listed in Table 3-6) 
as both a talker and listener. The 5006A output format 
is the same regardless of the mode (talk only or 
addressable). 


a. TALK. The 5006A can be addressed to Talk by a 
controller or by the TALK ONLY interface function. 
When addressed as a Talker, the 5006A will send data 
to other devices on the interface, depending on the 
function selected. The TALK ONLY function is selected 
by setting the interface address switches, located on 
the rear panel, to address “31”. 


b. LISTEN. When addressed as a Listener, the in- 
strument will accept commands via the interface. 
These commands are used to program the instru- 
ment’s operation. 


c. SERVICE REQUEST (SRQ). SRQ can be sent 
active on the interface whenever an enabled status 
bit is set. The 5006A can also request service asyn- 
chronously from the controller. Refer to the “RMnnn” 
command described in paragraph 3-158. 


d. REMOTE/LOCAL: On power up, the 5006A is 
under front panel (local) control. To program the 
5006A, it must be placed in Remote. Once in Remote, 
programmable functions cannot be changed by front 
panel control. The LOCAL key may be used to return 
the 5006A to local control. This key may be disabled 
with the Local Lockout (LLO) command. In LLO, the 
interface command NRE (Not Remote Enable) must 
be sent to disable LLO and return the instrument 


to local operation. 
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e. PARALLEL POLL: The 5006A with HP-IB does 


not support parallel poll. The 5006A with HP-IL 
does support parallel poll. 


f. DEVICE CLEAR: When a group or selected 
device clear is received, the instrument resets and 
clears the display. 


h. DEVICE TRIGGER: When a device trigger is 
received, the 5006A flags the next measurement as 
a triggered measurement. 


i. CONTROLLER: The 5006A cannot act as a 
controller. 
3-125. INTERFACE COMMANDS 


3-126. The commands that the HP5006A recognizes 
can be separated into two classes: device depen- 
dent commands and device independent commands. 
Device dependent commands are those that are 
unique to the instrument and are defined by the in- 
strument designer. They are normally sent to an 
instrument as ASCII strings, as, for example, in the 
HP85 command OUTPUT 710; “FR1”, which turns on 
the Recall function. 


3-127. Device independent commands, on the other 
hand, are defined by the interface standard document 
and are the same in all instruments. These commands 
are identified by a three letter mnemonicsuch as GTL, 
which represents Go to Local. Device independent 
commands are sent as specially encoded bytes on 


the interface and not as ASCII strings. Thus these 
commands cannot be sent using the OUTPUT state- 
ment on the HP85. However, many controllers do in- 
corporate a command of the form SEND7; CMD nnn, 
where nnn is the decimal equivalent to the bit pattern 
corresponding to a particular device independent 
command. 


3-128. INTERFACE CAPABILITIES 

3-129. Since the device independent commands are 
standardized and are the same in all instruments, the 
functions these commands perform can be listed on 
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the instrument in a standardized manner. This is 
known as the interface capability label. 


3-130. Table 3-7 provides a list of the interface capa- 
bilities of the instrument. 

3-131. DEVICE INDEPENDENT COMMANDS 
3-132. Table 3-8 provides a list of supported device in- 
dependent command mnemonics. The command’s 
full name, whether the command is used on HP-IB, 
HP-IL, or both, and a description of the function of 
the command. 


|HP- 


Table 3-7. 5006A Interface Capabilities 


The instrument can generate messages. 


The instrument can receive messages. 


AH The instrument can interpret received messages. 
R 
D The instrument can drive the HP-IL loop. 


712345 The instrument can function as a talker. In addition, it can operate as a Talker Only 


instrument and can respond to serial poll, send device ID, and send accessory ID. 
The instrument cannot function as an extended talker. 


The instrument can function as a listener. In addition, it will untalk itself if addressed 
as a listener. 


The instrument cannot function as an extended listener. 


The instrument can generate a service request. In addition, the instrument can gen- 
erate an IDY frame on HP-IL. 


The instrument can operate in both remote and local modes. In addition, it can res- 
pond to local lockout. 


The instrument does not support parallel poll on HP-IB. On HP-IL, the instrument 
does support parallel poll. 


The instrument supports both the device clear (DCL) and selected device clear 
(SDC) commands. 


The instrument can be remotely triggered. 
The instrument cannot function as a controller. 
The instrument can be remotely addressed with simple (non-extended: addresses. 


The instrument cannot be remotely powered down. 


The instrument responds to the device dependent listener (DDL) command. 
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Table 3-8. 5006A Device Independent Commands 


Auto Address n 

Auto Address Unconfigure 
Attention (See Note 1)* 
Device Clear 

Device Dependent Listener 
Enable Asynchronous Request 
End or Identify (See Note 1)* 
End of Transmission, error 
End of Transmission, OK 
Group Execute Trigger 

Go To Local 

Illegal Auto Address 

Identify 

Interface Clear (See Note 1)* 
Listen Address n 

Local Lockout 

My Listen Address 

My Talk Address 

No Operation 

Not Ready for Data 

Not Remote Enable (see Note 1)* 
Null 

Parallel poll disable 

Parallel poll enable 

Parallel poll unconfigure 
Remote Enable (See Note 1)* 
Ready For Command 

Send Accessory Identification 
Send Data 

Selected Device Clear 

Send Device Identification 
Serial Poll Disable 

Serial Poll Enable 

Send Status 

Talk Address n 

Unlisten 

Untalk 


X 
X 
X 
X 
X 
x 
X 
X 
X 
X 
X 
X 
X 
X 
X 
X 
X 
X 
xX 
X 
X 
X 
X 
X 


*Note 1: These messages are sent on single lines on HP-IB, rather than as complete bytes. 


3-133. The response of the instrument to the device ATN Alerts the instrument that a device inde- 

independent messages is listed below: pendent message is coming. 

AAD n_ The instrument accepts n as its address, DCL pee eee net in Menai 
then transmits ADD (n+1) to the next Wee ee Gaiiall pending send ‘data 
instrument on the loop. commands, resets the gate state machine, 

AAU The instrument’s address returns to the and clears the composite signature, signa- 
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power-up default set by the rear panel 
switch. 


ture memory, and unstable LED. This is 
equivalent to the front panel clear button. 


DDL n 


EAR 


EOI 


ETE 
ETO 
GET 


GTL 


IAA 
IDY 


IFC 


LAD n 


LLO 
MLA 


MTA 


NOP 
NRD 


NRE 


NUL 
PPD 


If the instrument is a listener and is not cur- 
rently auto-addressed, the auto-address 
function in the instrument will be disabled 
if n=0 and enabled if n=1. This command 
allows the instrument using HP-IL to more 
closely resemble one using HP-IB, as with 
auto-addressing disabled the instrument 
will always use the address set by the rear 
panel switches. The user should note that 
disabled auto-addressing is an abnormal 
state of the instrument and should only be 
used with caution. 


The instrument is enabled to source an IDY 
frame when it requires service. 


If Attention is false and the instrument is 
a listener, EOI acts as a message delimiter. 


No effect when received by the instrument. 


~No effect when received by the instrument. 


If the instrument is addressed to listen, GET 
causes the next measurement to be a trig- 
gered measurement. This is equivalent 
to pressing the Data Probe switch. 


If the instrument is addressed to listen, 
GTL causes the instrument to go to its local 
state. Local lockout is not cleared. 


No effect when received by the instrument. 


The instrument includes its parallel poll 
status bit in IDY command and retransmits it. 


The instrument untalks and unlistens. 


If n matches the instruments address, the 
instrument becomes a listener. 


The front panel Clear/Local key is disabled. 


MLA is that particular LAD n for which n 
matches the instrument address. 


MTA is that particular TAD n for which n 
matches the instrument address. 


Asynchronous service requests are disabled. 


The instrument stops sending data until an 
SDA is received. 


The instrument goes to local and local lock- 
out is cleared. 


No effect when received by the instrument. 


If the instrument is a listener, parallel poll 
is disabled. 
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PPE n Parallel poll is enabled. The instrument uses 
n to determine the proper parallel poll 
response. 

PPU Parallel poll is disabled whether or not the 
instrument is a listener. 

REN The instrument is enabled to enter the re- 
mote state on the next addressing as a 
listener. 

RFC The instrument holds the RFC byte until 
ready for the next command. 

SAI The instrument sends the number 81 in 
binary. This identifies the instrument as an 
instrument with measurement or detection 
capabilities. 

SDA The instrument sends a data message. 

SDC If the instrument is a listener, SDC will cause 


the same response as DCL. 


SDI The instrument sends the string “HP5006A”’ 
to identify itself. 


SPD Disables serial polling. 

SPE Enables serial poll and causes the instrument 
to send its serial poll status byte. 

SSt The instrument sends its serial poll status 
byte. 

TAD n__ If n matches the instrument address, the 


instrument becomes a talker. 


UNL The instrument ceases to be a listener. 


UNT The instrument ceases to be a talker. 


3-134. META MESSAGES 


3-135. In order to simplify the use of the HP-IB and 
HP-IL interfaces, HP has developed what is called the 
Meta Messages concept. Rather than requiring the 
user to remember all the device independent mes- 
sages and their interactions, useful sequences of these 
commands have been integrated into a single com- 
mand on many of HP’s controllers. For example, to 
clear the the instrument at address 10 using the device 
independent commands, it is necessary to send the 
sequence ATN, UNL, MTA, LAD 10, SDC. In the HP85, 
the command CLEAR 710 causes this sequence to be 
sent with no further user interaction. This greatly sim- 
plifies the use of the interface. 


3-136. Many of the meta messages as implemented 


on the HP85 may be sent in either of two forms, either 
with or without addressing. The form with addressing 
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will normally listen address the instrument. For exam- 3-137. Table 3-9 lists the meta messages, their re- 
ple, the command REMOTE 7 will send a REN without sults in the HP5006A, and typical interface message 
making any instrument a listener, while the command sequences corresponding to them. The sequences 
REMOTE 710 will send REN and then make the instru- are typical in that different controllers may send dif- 
ment a listener. In the following tables, the form with ferent sequences, while still obtaining the same results. 


addressing is shown. 


Table 3-9. Meta Messages 


Description/Response 

DATA A means to send device dependent commands and receive measurement data. 
HP-IB: [UNL, MTA, LADn, data] 
HP-IL: [UNL, MTA, LADn, SDA, data] 

TRIGGER Will cause the next measurement to be a triggered measurement. 
[UNL, MTA, LADn, GET] 

CLEAR Will clear the display, composite signature, memory, unstable LED, and gate state machine if 
not in error state. If in error state, clears error only. 
[UNL, MTA, LADn, SDC] 

REMOTE Disables front panel keys (except for Clear/Local). 
[REN, UNL, MTA, LADn| 

LOCAL Enables the front panel keys. 
[UNL, MTA, LADn, GTL] 


LOCAL Enables the front panel keys and clear local lockout. 
AND |NRE] 


CLEAR 
LOCKOUT 


LOCAL Disables the Clear/Local key when in remote. 

LOCKOUT {LLO] 

SERVICE This command is ignored when received by the instrument. It will be sent by the instrument 

REQUEST when an enabled service condition is present. 

STATUS Presents status information. 

BYTE HP-IB: [UNL, MLA, TADn, SPE, data, SPD, UNT| 
HP-IL: [UNL, MLA, TADn, SST, data, UNT] 


STATUS Single bit parallel poll response indicates whether this instrument is requesting service. 
BIT [IDY} 


PASS CONTROL Not supported. 


ABORT Terminates bus communications by unlistening and untalking all instruments. 
[IFC] 
DEVICE ID Causes the instrument to send the string “HP5006A”. 
{UNL, MLA, TADn, SDI, data] 
ACCESSORY ID Causes the instrument to send the number 81 in binary. This identifies the instrument as a 


measuring instrument. 
|UNL, MLA, TADn, SAI, data| 


3-26 


¢ 


“ 


3-138. Table 3-10 lists the meta messages and the 
HP9825, HP85, and HP41C commands that correspond 
to them. (Only the addressed form is shown for the 
commands that support both the unaddressed and 
addressed forms. The HP41C requires the address 
selection to be made using a SELECT statement). The 
table assumes the instrument is set to address 10 and 
the interface to select code 7. 


3-139. SRQ, SRQ MASK, AND STATUS BYTE 


3-140. When in remote operation, the 5006A can send 
a service request (SRQ) to the controller under any, 
all, or none of the following conditions, as defined by 
the Service Request Mask. The Service Request Mask 
(RM command, see paragraph 3-158) must be set prior 
to the condition. 


1. Data ready. A measurement has been completed 
and is available for collection. 


2. Trigger Occurred. The Data Probe switch has 
been pressed, after the ST command was sent. Pressing 
the Data Probe switch selects the next measurement 
as a “triggered” measurement. 
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3. Error or Fail. An Error or Failure condition 
exists, and is displayed. 


4. Local. Instrument is in local. 


3-141. In general, the controller can read the 5006A 
Status Byte at any time to check selected operating con- 
ditions. During remote operation, you may selectively 
program the 5006A Service Request Mask (RMnnnj) to 
identify the conditions which you feel may require 
service or data collection. 


3-142. Once SRQ has been sent, the controller can 
identify which condition or conditions caused the 
Service Request by reading the Status Byte. When the 
Status Byte is read, conditions that have occurred 
since the last clear will be set to 1 whether or not 
enabled as a condition to generate SRQ. Sending a 
“rds (710)” with the 9825A, or ‘“A=SPOLL (710)” with 
the 85A requests the eight-bit binary Status Byte. The 
number returned will be a decimal equivalent to the 
sum of the different status bits set, as shown in Table 
3-11. 


Table 3-10. Meta Messages and Controller Commands 


STATUS BIT 


ACCESSORY ID 


red 710; A$ ENTER 710; A$ INA 
a ec 
More 


LOCAL Icl 710 LOCAL 710 LOCAL 


LOCAL/CLEAR Icl 7 LOCAL 7 
LOCKOUT 


Ce WE ieee 
REQUEST 
Lie Li | 
CMe Ut =< | 
Lic i A ae 
Ph Mc | 


REMOTE 


Table 3-11. HP5006A Status Byte 


TRIGGER 


OCCURRED 
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3-143. For example; the instrument requested service 
(SRQ) and a reading of the Status Byte returned a value 
of “99”. This can be interpreted as 64 + 32+ 2+1=99, 
meaning the SRQ FLAG is set, power is on, a trigger 
(data probe switch) occurred, and data is ready. The 
bits of the status byte are set regardless of the service 
request mask, however, if that bit is masked out, it will 
not generate an SRQ. 


3-144. DEVICE DEPENDENT COMMANDS 


3-145. Input Format 

3-146. The 5006A will accept command strings in 
either upper or lower case. Spaces and commas 
between commands are ignored. Semicolons are 
interpreted as command terminators. In addition, 
parity bits will be ignored. Depending upon the 
controller, this can help to speed up programming. 
The following command statements will produce 
identical results: 


OUTPUT 710; “FQ1,FS1,FU1,PC2,PT2,PP2,PQ1” 
output 710; “fq1,fs1,ful,pc2,pt2,pp2,pq1” 


3-147. Command Descriptions 


3-148. All local functions are programmable with 
individual command codes via the interface. In general, 
all functions operate the same in remote as in local. 
The 5006A commands are described in the following 
paragraphs and listed in Table 3-12. 


3-149. The listed command set contains several com- 
mands which may appear redundant in function or 
unrelated to the 5006A (i.e.; F0, F1, and RS). Many of 
these commands have been included simply to provide 
programming compatibility with the 5005B Signature 
Analyzer. 


3-150. The following paragraphs describe the program- 
mable function and polarity commands for the 5006A. 
Bold type denotes the default states assumed on 
power up. 


3-151. Function Commands 
FRn RECALL 
FRO = RECALL function disabled. 
FR1 = RECALL function enabled. 
FEn EDIT 


FEO = EDIT function disabled. 
FE1 = EDIT function enabled. 
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FSn SIG LATCH 

FSO = SIGNATURE LATCH function disabled. 
FS1 = SIGNATURE LATCH function enabled. 
FUn UNSTABLE LATCH 

FUO = UNSTABLE LATCH function disabled. 
FU1 = UNSTABLE LATCH function enabled. 
FQn QUAL 

FQO = Clock QUALified function disabled. 
FQ1 = Clock QUALIified function enabled. 
3-152. Polarity Commands 

PCn CLOCK POLARITY Select 

PC1 = Clock triggers on rising edge of signal. 
PC2 = Clock triggers on falling edge of signal. 
PTn START POLARITY Select 

PT1 = Start triggers on rising edge of signal. 
PT2 = Start triggers on falling edge of signal. 
PPn STOP POLARITY Select 

PP1 = Stop triggers on rising edge of signal. 
PP2 = Stop triggers on falling edge of signal. 
PQn QUAL POLARITY Select 

PQ1 = Qualify set to active high level. 
PQ2 = Qualify set to active low level. 


3-153. SEND DATA COMMANDS 


3-154. Measurement Triggering in Remote 
(Default Mode) 


3-155. The 5006A (with no latch Functions enabled) 
normally operates in a free-run status, with the instru- 
ment self-armed. When proper Start, Stop, and Clock 
inputs are connected, the 5006A will take measurements 
continuously, with the latest completed data available 
to the interface after the measurement is completed. 
As data becomes available, it does not automatically 
transfer to the controller unless specifically requested, 
and is normally replaced after the next measurement 
is completed. If the controller sends the command 
“GET” or the operator presses the Data Probe switch, 
the next measurement will be a triggered measurement. 
When the controller sends a “Send Data” command, 
the specific action is performed, then on the next 
measurement cycle the 5006A returns to its default 
condition of continuous measurements. 


3-156. 


7) 
3-157. 


Command Descriptions 


The following paragraphs describe the send 


data commands for the 5006A. Sending one of the 
following commands will cause the 5006A to respond 
by returning the requested data, then return to the 
previous state. The receipt of any device dependent 
command will abort any pending send data command 
and cause the instrument to revert to the continuous 
measurement mode. 


SE 


Sl 


®. 


SL2 


Send Error Code 


Causes the 5006A to send the error code to 
the controller. This code is the two digit 
decimal number which corresponds to the 
error or failure condition, as shown in 
Table 3-1. If no failure has occurred, the 
error code returned will be ‘‘00”. 


Send Device Identification 


Causes the 5006A to respond with “HP5006A 
CR LF”. This command is useful for ascertain- 
ing the address of the 5006A or for determin- 
ing which instrument has been assigned to 
a particular address. 


Send Logic Probe Current State 


Causes the 5006A to send the current state 
of the Logic Probe. Upon receipt of the 
Send Logic Probe State command, the 
instrument will send out one of the following 
messages; HI, LO, PU, or FL. The message 
corresponds to the current logic probe 
indication as follows: (HI) High, (LO) Low, 
(PU) Pulsing, or (FL) Floating. 


Send Logic Probe Triggered States 


Causes the 5006A to send a summary of the 
Logic Probe states which occur during the 
next triggered gate cycle. Upon receipt of 
the Send Logic Probe Triggered command, 
the instrument will cease sending signatures 
and will wait for a trigger. Once a trigger is 
received, the instrument will look for highs 
and lows at the data probe. When the end 
of the gate interval is detected the instrument 
will send out one of the following messages; 
HI, LO, PU, or FL. The message corresponds 
to the logic probe indications which occurred 
during the triggered gate cycle as follows: 
(HI) Highs but no Lows occurred, (LO) 


SP 


SS1 
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Lows but no Highs occurred, (PU) both 
Lows and Highs occurred, or (FL) neither 
High nor Low occurred. 


Send Polarities 


Causes the 5006A to send the current state 
of the polarities. Upon receipt of the Send 
Polarities command, the instrument will 
send a decimal number, corresponding to 
the sum of the binary weights of the 
polarity bits set as follows: 


Bit Meaning Weight 
Bit7, Always 0 128 
Bit6 Always 0 64 
Bits Qualifier Level (1=HI) 32 
Bit4 Qualifier Enable (1=Enabled) 16 
Bit3. Always 0 8 
Bit2 Stop Edge (1=rising) 4 
Bitl Start Edge (1=rising) 2 
BitO0 Clock Edge (1=rising) 1 


For example, if QUAL Function was enabled 
and the QUAL level set to HI and the Stop, 
Start, and Clock edges were set to rising, 
the 5006A would return the decimal number 
“55”. This represents the sum of the set bits 
(32+16+4+2+1). 


The intent of this function is to allow a 
controller to store the state of the instrument 
temporarily so as to return it to that state at 
a later time. The data is not intended for 
user interpretation. 


Send Triggered Signature 


Causes the 5006A to send the next triggered 
signature. A triggered signature is the first 
complete signature which follows a trigger 
from either the Data Probe switch or the 
GET command. 


If the instrument is operating as a talker, it 
will normally transmit all signatures as 
available to be sent to the interface. The 
Send Triggered Signature command inhibits 
the instrument from sending signatures 
until a triggered signature is received. 
Once a triggered measurement has been 
sent, the instrument returns to its normal 
mode of sending all signatures. 
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SS2 Send Unstable Signature For each of the Receive Digit commands 
(RA, RB, RC, RD) the binary value of “nnn” ¢ 
Causes the 5006A to send the next unstable is interpreted as follows: 
ie BIT MEANING WEIGHT 
: : : : Bit? Segment decimal point 128 
If the instrument is operating as a talker, it Bie Seementa 64 
will normally transmit all signatures as Bits Segment b 32 
available to be sent to the interface. The Bit4 Segment c 16 
Send Unstable Signature command inhibits Bit3 Segment d 8 
the instrument from sending signatures Bit2 Segment e 4 
until an unstable signature is taken. Once Bit! Segment f 2 
an unstable measurement has been sent, Bit0. Segment g 1 
the instrument returns to its normal mode ; i : 
of sending all signatures. For example, if the instrument received the 
command “RA255” display digit A register 
would be loaded with the value “255”. The 
ST Send Trigger Bit value, interpreted as 128+ 64+32+16+8+ 


4 + 2+ 1, would enable all the segments 
Causes the 5006A to set the triggered bit and decimal point in digit A (leftmost digit 
(Bit 1) in the status byte when a triggered in display). 

measurement occurs. The assignment of display digits and digit 
segments is as follows: 


3-158. Receive Data Commands is fe a a |_| 
| | | clea peal ie a hats 
3-159. The following paragraphs describe the receive ip 
data command codes for the 5006A. Paisray eG A eaiicee, carers ( 
RM Recei ice R k 
RAnnn Receive Digit A Display Data ale GCEIVE SEtY Ce Reg uESt Mg 
: Upon receipt of the RMnnn command, the 
ren cor! e hs ES 2 ale instrument will load the binary value of 
quent Bee wee nary sae ‘ “nnn” into the service request mask register. 
eee : opaine aaa Hg LO The SRQ/line bit will be set if a bit in the 
ns eh uae SP Aa: status byte becomes set and the correspond- 
i itin th i k is set. T 
RBAnnleIREcEHENIees Disnlay Dain ing bit in the service request mask is set. To 


specify the service request mask, send the 

; RM command followed by a decimal num- 

pen Soe of Re RBANN cominand, aE ber representative of the binary sum of the 

instrument will load the binary value of bits that you want enabled. Only the five LSB 

can be masked or unmasked. You may 

send any number between 0 and 255, 

although only the five least significant bits 

are used. The binary value of “nnn” is 
interpreted as follows: 


“nnn” into the register corresponding to 
the “B” digit of the display. 


RCnnn Receive Digit C Display Data 


Upon receipt of the RCnnn command, the 
instrument will load the binary value of 


“nnn” into the register corresponding to BIT MEANING WEIGHT 
“C” digit of the display. Bit? Always 0 128 
the 6 Not Bits SRQ 64 
Maskable | Bits Power On 32 
i igit D Display Data 
RDnnn Receive Digit D Display Bit4 Instrument in Local 16 
Bit3 Al 0 
Upon receipt of the RDnnn command, the Maikable Bit2 meres Fail Condition : ” 
instrument will load the binary value of Bits Bit] Trigger occurred after ST 2 
“nnn” into the register corresponding to Pomme 
the “D” digit of the display. BitO Data Ready 1 
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For example, sending the command “RM7” 
will generate a service request (SRQ) after; 
an Error or Fail condition or a trigger 
occurred or data is ready (4 + 2 + 1). 
Sending the command ‘‘RMO” masks off 
(or disables) all SRQ conditions. The condi- 
tion or conditions which caused the service 
request may be determined by reading the 
Status Byte. 


Receive Data to Write to Polarities 


Upon receipt of the RPnnn command the 
instrument will load the binary value of 
“nnn” into the polarity register. The binary 
value of “nnn” is interpreted as follows: 


BIT MEANING WEIGHT 
Bit7 Always 0 128 
Bit6 Always 0 64 
Bit5S Qualifier Level HI 32 
Bit4 QUALIFY FUNCTION 16 
Bits. Always 0 8 
Bit2 Stop Edge Rising 4 
Bit1 Start Edge Rising 2 
BitO Clock Edge Rising 1 


Although each of the Polarity states can be 
programmed individually, via each keys 
unique command (PC1, PC2, etc.) the RPnnn 
command allows all of the Polarity settings 
to be specified in one command. This is 
particularly useful in conjunction with the 
SP command. These two together allow a 
polarity setup to be stored in the controller 
and later re-established. 


You should also be aware of the interactive 
relationship of the QUALIFY Function and 
Qualify level within this command. If your 
RP command does not set the QUALIFY 
FUNCTION (16), no QUALIFY level will be 
set. To set the QUALIFY FUNCTION on 
and QUALIFY level LOW, send “16”; to set 
the QUALIFY FUNCTION on and QUALIFY 
level HI, send ‘48’. For example, if the 
instrument received the command “RP55”, 
the polarity register would be loaded with 
the value “55”. The value, interpreted as 32 
+ 16+4+2+1, would enable the Clock 
QUALIFY FUNCTION and set the QUAL 
level to HI, the Stop, Start, and Clock edges 
to rising. 


| 3-160. Other Device Dependent Commands 


3-161. 


The following paragraphs describe additional 
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device dependent commands. These commands are 
included to ensure programming compatibility with 
other remote programmable signature analyzers, 
such as the HP5005B. 


RS 


PSn 


Fn 


QMn 


SMn 


Reset 


RS. This command is equivalent to FRO, FEO, 
FSO, FU0, FQO, PC1, PT1, PP1, PQO. 


Probe Switch Enable 


PSO. Upon receipt of the PSO command, the 
instrument sets the RECALL, EDIT, SIG LATCH, 
and UNSTABLE LATCH functions to the dis- 
abled state (FRO, FEO, FSO, FUO), then clears 
the SS1 and SS2 commands and resets the gate 
control state machine. 

PS1. Upon receipt of the PS1 command, the 
instrument sets the RECALL, EDIT, SIG LATCH, 
and UNSTABLE LATCH functions to be disabled 
state (FRO, FEO, FSO, FUO), then sets the SS1 
command and resets the gate control state 
machine. 


HP5005B Compatible Function 


FO. Upon receipt of the FO command, the 
instrument sets the RECALL, EDIT, SIG LATCH, 
UNSTABLE LATCH, and QUAL functions to 
the disabled state (FRO, FEO, FSO, FUO, FQO). 
F1. Upon receipt of the F1 command, the 
instrument sets the RECALL, EDIT, SIG LATCH, 
UNSTABLE LATCH functions to the disable 
state and sets the QUAL function to the 
enabled state (FRO, FEO, FSO, FUO, FQ1). 


Device Identification 
ID. This command is identical to the Send 


Device Identification command (SI). It causes 
the 5006A to respond with “‘HP5006A CR LF”’. 


Service Request Mask 


QMn. This command is identical to the Receive 
Service Request Mask command (RMn). 


Set Service Request Mask 


SMn. This command is identical to the Receive 
Service Request Mask command (RMn). 
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Table 3-12. Instrument Program Command Set 


Function Signature Analysis NORM (FRO,FEO,FSO,FU0,FQO) 
Function Signature Analysis QUAL (FRO,FEO,FSO,FU0,FQ1) 


FRO Function Recall Disable 
FR1 Function Recall Enable 
FEO Function Edit Disable 
FE1 Function Edit Enable 
FSO Function Signature Latch Disable 
FS1 Function Signature Latch Enable 
FUO Function Unstable Latch Disable 
FU1 Function Unstable Latch Enable 
FQO Function Qualifier Disable 
FQ1 Function Qualifier Enable 
*RS Send Reset 
PC1 Set CLOCK to Rising Edge 
PC2 Set CLOCK to Falling Edge 
PT1 Set START to Rising Edge 
PT2 Set START to Falling Edge 
PP1 Set STOP to Rising Edge 
PP2 Set STOP to Falling Edge 
PQ1 Set QUAL to HI Level 
PQ2 Set QUAL to LO Level 
*PSO Data Probe Switch Disable (FRO,FEO,FSO,FUO) 
*PS1 Data Probe Switch Enable (FRO,FEO,FSO,FU0,SS1) 
SS1 Send next Triggered Signature 
$82 Send next Unstable Signature 
SL1 Send Logic Status/Current State 
SL2 Send Logic Status/Triggered State 
SE Send Error 
SP Send Polarities 
SI Send ID 


Send ID 
Send Trigger Bit 


Receive Polarities 


RAnnn Receive Display Digit A 
RBnnn Receive Display Digit B 
RCnnn Receive Display Digit C 
RDnnn Receive Display Digit D 
RMnnn Receive Service Request Mask 


Receive Service Request Mask 
Receive Service Request Mask 


*Note: These commands are included to ensure programming compatibility with other remote program- 
mable signature analyzers, such as HP5005B. 
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3-162. PROGRAMMING EXAMPLES 


3-163. The following examples demonstrate program- 
ming capabilities of the 5006A. The examples are 
written for the HP85A controller. A summary of the 
program operation and a line-by-line description are 
provided for each example. 


Operation and Programming 


EX5 Collects and displays accumulated 
signatures on controller 

EX6 Reads the Logic Probe Status 

3-164. The examples listed in this section assume a 


5006A address setting of ‘“10” (Address switches to 
“01010”’). The 5006A is addressed to talk and listen by 
using the code “710” where “10” is the 5006A address 


and “7” is the interface select code. The ASCII 


characters for the same switch settings are “‘J’”’ for a 
EX1 Initializing the Front Panel talk address and ‘‘*” for a listen address. These 
EX2 Sending a Signature to the Controller characters would be used if the controller were an 
EX3 Displaying the Contents of the Status Byte HP9830A calculator (or 9825A/B when using the 
EX4 Displays User Message on 5006 Display “cmd” statement). 


EXAMPLE 1. INITIALIZING FRONT PANEL 

The following example demonstrates how to initialize the front panel of the 5006A. The program clears the 5006A, 
then requests the instrument identification. The response is read into “A$”, which is then displayed. The program 
sends the a command string which sets all functions to their “0” or inactive (default) states. The following 
command “RP7”’, sets the Clock, Start, and Stop Polarities to “rising”. 


LINE 10: Clears the 5006A at address 10. 

LINE 20: Send “ID” command to 5006A. The ID 
“I command requests an instrument to re- 
e.. turn its identification; the 5006A will re- 
+ turn “HP5006A CR”. 

A GFE LINE 30: Read 5006A “ID” response into AS. 

LINE 40: Display contents of AS. 
LINE 50: Set all functions to “O”. 
LINE 60: Set all polarities to “rising”. 
LINE 70: End program execution. 
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EXAMPLE 2. SEND SIGNATURE TO CONTROLLER 


The following example sends the “‘SS1”’ send data command to the 5006A. This command causes the 5006A to 
send the next triggered signature. A triggered signature is the first complete signature after pressing the Data Probe 
switch. The controller loops through a serial poll step until the value of the DATA READY bit (LSB) of the status 
byte is not zero, indicating a triggered signature was taken and is ready to send. The signature data is entered into 
“A$”, then displayed on the HP85 screen, with a beep. The program then repeats. 


LINE 10: Clears the HP85 display. 
LINE 20: Display operator prompt message. 

1@ CLEAF LINE 30: Send “SS1”" command to 5006A. The 
2H OISF "PROBE NOUOE-~ PRESS FROB SS1 command sends the next triggered 
E SWITCH TO STORE SIGNATURE signature back over the interfa = 
IN CONTROLLERDISPLAY" g ae 
ZQ@ OUTPUT 71@ ;:"Ss1i" LINE 40: Read the status of SOO6A by a serial poll 

48 S=SPOLL¢71@> : at address 10. 
9G IF BIT¢S.@)=6 THEN GOTO 46 LINE 50: _If value of bit 0 of the status byte is “0” 
6@ ENTER 716 + AS (no data ready), then loop back to line 40 
74 DISP AS y), then loop back to line 40. 
SG BEEP LINE 60: Read 5006A status response into AS. 
9@ GOTO 3@ LINE 70: Display contents of AS. 
1464 END LINE 80: Beep. 
LINE 90: Return to line 30. 
LINE 100: End program execution. 
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EXAMPLE 3. DISPLAY CONTENTS OF STATUS BYTE 


The following example reads the status byte of the 5006A by a serial poll at address 10. The value returned is input 


into “A”. The program then displays the meaning of each bit and the corresponding value returned in the status 
byte. 


LINE 10: Read the status of 5006A (into A) by a 
serial poll at address 10. 
LINE 20: Display “REQUEST SERVICE=" followed 


16 A=SPOLL+T1a: by the value of bit 6 of status byte. 
26 DISP "REQUEST SERVICE LINE 30: Display “POWER-UP=" followed by the 
3A DISP iano as value of bit 5 of status byte. 
= Vee ilalericnss LINE 40: Display “INSTRUMENT INLOCAL STATE=" 
46 QISP " INSTRUMENT | IN LOCAL ST followed by the value of bit 4 of 
S® DISP “ERROR OR FAILURE OCCUR Phaliie OTE: 
eee ea eee LINE 50: Display “ERROR OR FAILURE OC- 
566 DISP “TRIGGER AFTER ST COMMA CURRED=" followed by the value of bit 2 
ND =" + BITCA, 1> of status byte. 
78 DISP PCaT AS RERDY LINE 60: Display “TRIGGER AFTER ST COM- 
="{BIT*Ch: @> 
39 END MAND= followed by the value of bit 1 


of status byte. 

LINE 70: Display “DATA READY=" followed by 
the value of bit O of status byte. 

LINE 80: End program execution. 


Running the program produces a display similar to the following: 


RETUEST SERVICE 

POWER UE 

INSTRUMENT TN LOCAL STATE 
ERROR OF FAILURE OOCURED 
TRIGGER AFTER ST COMMAND 
ORTA READY 


<< 
me Dt aes 


EXAMPLE 4. SENDING TO THE 5006A DISPLAY 


The following example demonstrates how to program the segments of the 5006A display digits, to generate a 
unique message. This function may be used interactively during a program to guide the operator with a specific 
instruction or response. 


LINE 10: Send “FS1” command to 5006A. The FS1 
command activates the Signature 
Latch function. 


16 GUIPOT (it 7*rert. LINE 20: Send display data for the four display dig- 
26 OUTPUT 718° + RAL2ZSRBESRC LORD its generating the message “goto”. 

30 ALT 3666 LINE 30: Wait three seconds. 

46 OUTPUT 714 »“RALOSRB223RC126 LINE 40: Send display data for the four display digits 

Pppg1" generating the message “26.05”. 

59 WAIT 3499 out LINE 50: Wait three seconds. 

6G GUTPUT 714 i"FS LINE 60: Send “FSO” command to 5006A. The FSO 
7@ END command disables the Signature Latch 

function. 


LINE 70: End program execution. 
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The program begins by sending the command “FS1” which enables the Signature Latch function. The Signature 
Latch function latches the display data until it is replaced by new triggered data. This allows the unique displays to 
remain displayed for a length of time specified by WAIT statements. The command strings in lines 20 and 40 
specify the segments of each digit (A, B, C, D) to be lighted. The 5006A interprets the decimal number following 
each digit data command (e.g. RA123) as a binary value corresponding to the segments of the digit as follows: 


MEANING WEIGHT 

Segment decimal point 128 

Segment a 64 64 
Segment b 32 
Segment c 16 
Segment d 8 
Segment e --- 
Segment f 2 
Segment g 1 


123 


The command code “RA123” lights the a, b, c, d, f, and g segments of display A. The remaining commands are 
intrepeted in a similar fashion, and produce a display of “goto”. After a three second wait the sequence is 
repeated, to display “26.05”. The display “26.05” may be used to identify the circuit node location U26, pin 5. 


The assignment of display digits and digit segments is as follows: 


i aucun Oatoul a iz 
i cioom wate — fal a 


DIGIT A DIGIT B DIGIT C  DIGITD 


EXAMPLE 5. STORE, RECALL AND EDIT SIGNATURE MEMORY 


The following example sets the 5006A up to take signatures when the Data Probe switch is pressed. The HP85 
display prompts when a signature may be taken. As signatures are taken, they are entered into the signature 
memory and displayed on the HP85 screen. The HP85 also displays the programmed softkey labels, which allow 
the operator to select the RECALL function. During RECALL, the signature memory may be reviewed with SCAN 
or modified with EDIT. The signature memory reference number for any stored signature is not accessable 
directly. In this example, the reference number is computed using values stored in an internal addressable RAM, 
and then displayed on the HP85 screen. 


LINE 05: Dimension A string variable to 4 char- 
acters. 

LINE 10: Initialize variable C; set value to “O”. 

LINE 20: Assign K1 softkey label; “RECALL”. 
lf K1 is pressed, program goes to 170. 


S O1NM AtC4I LINE 30: Clears the HP85 display. 
14 C=o Pi 8, a Te ae LINE 40: Displays the softkey labels. 
oe raya Ree Aciaton Porm) eer LINE 50: Displays the operator prompt mes- 
4a KEY LABEL sage “PRESS PROBE SWITCH TO 
So. DSP s"PRESS: PROBE SWITCH Te STORE SIGNATURES”. 
STORE SIGNATURES" LINE 60: Generates CR and LF for cursor. 
= eee =A LINE 70: Clears the 5006A at address 10. 
ai OUTPUT. 745 ; "Fa" LINE 80: Send “FO” command to 5006A, which 
46 WAIT Sea sets all functions to off. 
i@6 OUTPUT 716 ;"Ssi" LINE 90: Wait 500 msecs. 
114 SSSsPOLL er lea eee P LINE 100: Send “SS1" command to 5006A, which 
i268 IF BIT¢S,.863=8 THEN GOTU 118 


sends the next triggered signature. 
LINE 110: Read the status of 5006A by a serial 
poll at address 10. 
LINE 120: If value of bit 0 of the status byte is “O” 
(no data ready’, then loop back to line 
110. 
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134 
14@ 
1356 
168 
17a 
180 
196 
288 
214 


224 
236 
248 
2356 
260 
27a 
2398 
296 
348 
316 
320 
336 
346 
356 
366 
376 
386 
396 
486 
416 
426 
436 
446 
456 
468 
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ENTER (1G i; AF 

BEEP 

DISF A¢ 

GOTO 96 

OQUTFUT 716 ;"FRi" 

ENTER 710 ; RAS 

CLEAR 

KEY LABEL 

pore :>"COMPOSITE SIGNATURE 
as $ 

IF C=1 THEN E£O0TO 296 

ON KEY# 1."SCAN" GOTG 284 
ON KEY7# 2."EDIT” GOTO 338 
KEY LABEL 

ON KEY# 1,."SCAN" GOTO 286 
GOTG 264 

IF C=i THEN GOTO 179 
TRIGGER 71G 

ENTER 710 ; AS 

OUTPUT 71@ ;"“SRZ5" 

ENTER 710 ; A 

GUTPUT 716 ;“SR2e" 

ENTER 710 ; B 

C=A/2+B+1 

DISP ;C;" ";AS 

GOTG 266 

DUTPUT 7180 ;"FE1" 

DISP ;"TAKE A NEW SIGNATURE" 
OUTPUT 718 ;"SS1” 
S=SPOLL(716) 

IF BIT¢S,@>=6 THEN GOTO 414 
GUTPUT 716 ;"FEQ@" 

BEEP 

GOTO 176 

END 


LINE 130: 
LINE 140: 
LINE 150: 
LINE 160: 
LINE 170: 


LINE 180: 
LINE 190: 
LINE 200: 
LINE 210: 


LINE 220: 
LINE 230: 


LINE 240: 


LINE 250: 
LINE 260: 


LINE 270: 
LINE 280: 
LINE 290: 
LINE 300: 
LINE 310: 
LINE 320: 


LINE 330: 


LINE 340: 
LINE 350: 
LINE 360: 
LINE 370: 
LINE 380: 
LINE 390: 
LINE 400: 
LINE 410: 
LINE 420: 
LINE 430: 
LINE 440: 


LINE 450: 
LINE 460: 


Read 5006A signature value into A$. 
Beep. 

Display contents of A$. 

Return to line 90 to take the next signature. 
Send “FR1” command to 5006A, which 
enables the RECALL function. 

Reads the Composite Signature value 
(accessed by RECALL) into A$. 
Clears the HP85 display. 

Displays the softkey labels. 

Displays “COMPOSITE SIGNATURE” 
followed by the value of A$. 

If the value of C equals 1, go to 290. 
Assign K1 softkey label; “SCAN”. If K1 
is pressed, program goes to 280. 
Assign K2 softkey label; “EDIT”. If K2 
is pressed, program goes to 380. 
Displays the softkey labels. 

Assign K1 softkey label; “SCAN”. If K1 
is pressed, program goes to 280. 

Go to line 260. 

If the value of C equals 1, go to 170. 
Send trigger command to address 10. 
Read 5006A signature value into A$. 
Send “SR35” command to 5006A. The 
SR35 command requests the value at 
address “35” of an internal register. 
Reads the value of register address 
location 35 into variable A. 

Send “SR28” command to 5006A. The 
SR28 command requests the value at 
address 28” of an internal register. 
Reads the value of register address 
location 28 into variable B. 

Computes the value of the signature 
memory reference number for the 
displayed signature. 

Displays the computed signature mem- 
ory reference number followed by the 
corresponding signature value. 

Go to line 260. 

Send “FE1” command to 5006A. The 
FE1 command enables the EDIT function. 
Displays the operator prompt message 
“TAKE A NEW SIGNATURE”. 

Send “SS1” command to 5006A, which 
sends the next triggered signature. 
Read the status of 5006A by a Serial 
poll at address 10. 

If value of status byte is “0” (no SRQ), 
then loop back to line 410. 

Send “FEO” command to 5006A. The 
FEO command disables the EDIT function. 
Beep. 

Go to line 170. 

End program execution. 
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9 EXAMPLE 6. READING LOGIC STATUS OF THE DATA PROBE 


The following example sets the 5006A up to return the logic status of the Data Probe, each time the Data Probe 
switch is pressed. The status returned is then displayed on the HP85 screen, in an unabbreviated form ‘i.e. FL will 
be displayed as ‘“FLOATING’’). 


LINE 10: Send command “SL2” to 5006A. The 
SL2 command requests the logic status 
of the Data Probe on the next triggered 


ot) 
’ 
co 
4 
q 
f= 
4 


see ee Be ar ; ae signature. | 
3h IF Af="FU" THEN Goto ea LINE 20: Read 5006A response into AS. 
44 TF Af="HI" THEM GoTo 1ta6 LINE 30: If value of AS is “PU”, go to Line 80. 
SH TF A¢="LO" THEH GOTO Lee LINE 40: If value of AS is “HI”, go to line 100. 
BG DISP "THE HOGE PROBED WAS FL LINE 50: If value of AS is “LO”, go to line 120. 
ate eee LINE 60: Display operator prompt message for 
2G OSPF "THE NODE PROBED WAS PL FLOATING probe response. 
LS TlHG" LINE 70: Go to line 10. 
24 GOTO 1a : _— LINE 80: Display operator prompt message for 
LBA aa THE HOQE PROBED WRS HI PULSING probe response. 
11a moto La LINE 100: Display operator prompt message for 
126 GISFE “THE HOOE PRPOBEO WAS Lo HIGH probe response. 
I ie. LINE 110: Go to line 10. 
128 GAT yh : P 
iam END : LINE 120: Display operator prompt message for 


LOW probe response. 
LINE 130: Go to line 10. 
LINE 140: End program execution. 
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SECTION IV 
PERFORMANCE TESTS 


4-1. INTRODUCTION 


4-2. The procedures in this section test the electrical 
performance of the 5006A using the specifications in 
Table 1-1 as a standard. Two levels of tests are provided; 
Operation Verification Tests and Performance Tests. 
The Operation Verification tests, beginning with para- 
graph 4-9, check the major functions of the 5006A in 
both Local and Remote operation. These tests may be 
performed to provide a high degree of confidence that 
the 5006A is operating properly. The Operation Verifi- 
cation Tests should be useful for incoming QA, and 
after instrument repair or routine maintenance. The 
Performance Tests, beginning with paragraph 4-22, 
measure instrument’s performance against the given 
specifications. All tests may be performed without 
access to the interior of the instrument. 


4-3. EQUIPMENT REQUIRED 


4-4, The equipment required for the operation verifi- 
cation procedures is listed in Table 1-2. Any equipment 
that satisfies the critical specifications given in the table 
may be substituted for the recommended model 
numberrs. 


4-5. CALIBRATION CYCLE 


4-6. The 5006A requires periodic verification of opera- 
tion. Depending on the use and environmental condi- 
tions, the 5006A should be checked using the Opera- 
tion Verification procedure at least once every year. 


5006A SIGNATURE ANALYZER 


Sj@cCCCeceee 


FUNCTION 


4-7. TEST RECORD 


4-8. Results of the Operation Verification tests may 
be tabuled on Table 4-2, Operation Verification Test 
Record, located at the end of the procedures. Results 
of the Performance Tests may be tabulated on Table 
4-3, Performance Test Record. 


4-9. OPERATION VERIFICATION TESTS 


4-10. Local Operation. The local operation of the HP 
5006A may be verified by performing the two-part SELF- 
TEST described in paragraph 4-12. The first part of the 
test automatically verifies a majority of the instrument 
circuitry, including all cables, then displays the results as 
either a “PASS” or “F-xx’’ (Fail) message. The second 
part of the test initiates a front panel LED verification 
cycle, which is activated by the operator by pressing the 
Data Probe Switch. This test allows each individual front 
panel LED and display segment to be visually verified. 
The SELF-TEST requires no additional equipment. 


4-11. Remote Operation. The remote operation of the 
HP5006A may be verified by performing the Interface 
Test described in paragraph 4-14. The Interface Test 
verifies either interface; Option 030 HP-IL or Option 040 
HP-IB. 


4-12. SELF-TEST VERIFICATION 


4-13. The following SELF-TEST can be used to verify 
other circuits not checked in the power-up self-check 
routine. The procedure is as follows: 


Figure 4-1, SELF-TEST Verification Setup 


4-1 
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a. Turn the 5006A ON, by pressing in the POWER 
switch. 


b. Insert the Data Probe tip into the PROBE test 
connector on the front panel. 


c. Connect the START, STOP, CLOCK, and GND 
Timing Pod inputs to corresponding POD test con- 
nectors on the front panel. See Figure 4-1. 


d. Verify that all front panel LEDs flash (some very 


briefly) and the display flashes ‘“‘PASS’’. Record results 
on Table 4-2. 


The SELF-TEST cycle is activated when the GND 
Timing Pod lead is connected. A flashing failure 
display will appear whenever the GND lead is con- 
nected and any of the other leads or the probe tip is 
not connected. The SELF-TEST displays should res- 
pond as follows: 


—-_ Se 


e. Press the probe switch and observe the front 
panel LED test. Verify that each front panel LED and 


each display segment lights, in sequence. Record 
results on Table 4-2. 


HP 85A 


4-14. INTERFACE VERIFICATION 


4-15. The HP 85A program listed in Table 4-7 exercises 
the 5006A through the majority of its command code set 
via the HP-IB. If the 5006A successfully completes all 
checkpoints of the verification program, then there is a 
high probability that the HP-IB (A5) or HP-IL (A4) 
assembly is functioning properly. 


4-16. To perform the verification, set up the equip- 
ment as shown in Figure 4-2. Note that in addition to the 
HP 85A and the HP 5006A, the following equipment is 
required: 


00085-15003 Input/Output ROM 


82936A ROM Drawer 
82937A HP-IB Interface 
Card/Cable 
or 
82938A HP-IL Interface 


4-17. The program listed in Table 4-2 may be keyed 
into the HP 85A or loaded from an HP-IB Verification 
Cassette, HP P/N 59300-10002 Revision F (or later). The 
test enables, then verifies that each of the front panel 


functions, polarities, and display digits can be remotely 
programmed. 


Desktop Computer 


5006A 
Signature Analyzer 


Figure 4-2. HP-IB Operation Verification Setup 


4-2 


HP00085-15003 
1/0 ROM 


HP82936A 
ROM Drawer 


(or HP82938A for HP-IL) 
Interface 
Card/Cable 


4-18. Torun the program, insert the cassette in the HP 
85A and power up the controller. If the controller 
power is already on, insert the cassette and type: 
CHAIN “Autost” END LINE 

4-19. Press the softkey corresponding to 5006A. The 
program will load and run automatically. The 5006A 
REMOTE and LISTEN indicators should be lighted and 
the display should contain “HP-Ilb”. The program 
begins by identifying the program title, instrument, and 
operator instructions on the HP 85A screen, as shown 
below: 


THIS IS THE INTERFACE VERIFICATI 
ON PROGRAM FOR THE 5486 SiGNATU 
RE ANALYZER. 

THE FOO AHO THE PROBE SHOULO NOT 
BE CONNECTED TO ANY THING WHILE 
RUHNIHG THIS PROGRAM. 


PRESS SOFTKEY KI¢START) TO 
BEGIH THE INTERFACE VERIFICATION 
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4-20. Press START (K1) to begin the test. The HP-IB 
Verification program takes approximately five seconds 
to complete, during which time the FUNCTION and 
POLARITY indicators (except for EDIT) will light mo- 
mentiarily. If the test is sucessfully completed, the 5006A 
will display “PASS”, and the HP 85A screen will display: 


“INTERFACE VERIFICATION PASSED” 


4-21. If the test fails to run after START (K1), check the 
address of the 5006A. It may be set to any address except 
“21” (HP controllers are preset to address 21), or “31” 
(talk-only mode). Recheck the configuration of the 
controller (see paragraph 4-16) and the interface cable 
connections. Instrument failures during the test will 
result in an “FAIL” display on the 5006A, and a list of the 
test(s) failed displayed on the HP 85A screen. Fail 
messages are followed by the instruction “PERFORM 
SELF-TEST”. Record results on Table 4-2. 
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10 ! 
20 ! 
30 ! 
4o ! 
50 ! 
60 ! 
70 ! 
80 ! 
90 ! 
100 
110 
120 
130 
140 
150 
160 
170 
180 
190 
200 
210 
220 
230 
240 
250 
260 
270 


290 
300 
310 
320 
330 
340 
350 
360 
370 
380 
390 
400 
410 
420 
430 
440 
450 
460 
470 
480 
490 
500 
510 
520 


540 
550 
560 
570 
580 
590 
600 
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280 ! 


530 ! 


Table 4-1. Interface Operation Verification Program Listing 


! THIS PROGRAM IS THE INTERFACE VERIFICATION FOR A SIGNATURE 


ANALYZER, THE HP5006A. 

THE PURPOSE OF THIS PROGRAM IS TO EXERCISE AN INSTRUMENT USING 

MOST OF ITS INTERFACE COMMANDS. 

THIS IS ACHIEVED, FIRST,BY ENABLING THE FUNCTIONS AND THEN CHECKING 
IF INFACT EACH FUNCTION WAS ENABLED, AND SECOND, BY DISABLING EACH 
FUNCTION AND THEN CHECKING IF EACH FUNCTION WAS DISABLED. 

IT ALSO PRINTS OUT THE APPROPRIATE MESSAGES. 


THE FOLLOWING BLOCK DISPLAYS THE STARTING INSTRUCTIONS. 
1 RRR REAR ERE EEK EEE RE 


i] 

DIM A$(2J,D$(7],S$(10],M$([80] 

CLEAR 

DISP "THIS IS THE INTERFACE VERIFICA- TION PROGRAM FOR THE 5006A" 
DISP "SIGNATURE ANALYZER." 

DISP 


DISP "THE POD AND THE PROBE SHOULD NOTBE CONNECTED TO ANYTHING WHILE" 
DISP "RUNNING THIS PROGRAM." 

DISP 

DISP "PRESS SOFTKEY K1(START) TO BEGIN THE INTERFACE VERIFICATION" 
ON KEY# 1,"START" GOTO 240 

KEY LABEL 

GOTO 210 

CLEAR 


DISP "ENTER THE 10 DIGIT S/N LISTED ONTHE REAR PANEL OF THE INSTRUMENT" 
DISP "PRESS 'ENDLINE' TO CONTINUE" 

INPUT S$ 

' 


1 HERRERA ERE REE EHH HE 
LU 
: 


THIS BLOCK SEARCHES FOR THE INTERFACE ADDRESS OF THE 5006A. IF A 
5006A IS NOT FOUND, PROGRAM STOPS AFTER DISPLAYING FEW MESSAGES. 
CLEAR @ DISP “SEARCHING FOR THE INTERFACE ADDRESS. ." 

SET TIMEOUT 7;100 

FOR N=700 TO 731 

D$="NO5006A" 

IF N=721 THEN GOTO 440 

REMOTE N 

OUTPUT N ;"ID" 

ENTER N ; D$ 

IF D$="HP5006A" THEN GOTO 590 

LOCAL N 

ABORTIO 7 

NEXT N 

CLEAR 

DISP "HP5006A NOT FOUND. CHECK, IF IT IS POWERED-UP." 

DISP "CHECK INTERFACE CABLE CONNECTIONS." @ DISP 

DISP "CHANGE THE 5006A TO ADDRESSABLE MODE IF IT IS IN TALK ONLY MODE." 
DISP 

DISP "CHECK THE INTERFACE BOARD INSIDETHE 5006A FOR A PROBLEM." @ DISP 


DISP "AFTER CORRECTING THE SITUATION, TRY RUNNING THE PROGRAM AGAIN." 
END 


CKELEKAKEKLEKAEKAKE KEK EE 


: 
! 
! IF 5006A IS FOUND THEN THIS BLOCK INITIALIZES THE INSTRUMENT AND 

! STARTS THE TEST. IT ALSO DISPLAYS "HP-Ib" ON THE DISPLAY OF 5006A. 
1 

PRINT "THE INTERFACE VERIFICATION TEST RESULTS OF INSTRUMENT" 

PRINT "S/N ";S$;" ARE:" 

PRINT 


0 


620 
630 
640 
650 
660 
670 
680 
690 
700 
710 


720 ! 


730 
760 
770 
780 
790 
800 
810 
820 
830 
840 
850 
860 
870 
880 
890 
900 
910 
920 
930 
940 
950 
960 
970 
980 
990 
1000 
1010 
1020 
1030 
1040 
1050 
1060 
1070 
1080 
1090 
1100 
1110 
1120 
1130 
1140 
1150 
1160 
1170 
1180 
1190 
1200 
1210 
1220 
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Table 4-1. Interface Operation Verification Program Listing (Continued) 


CLEAR 
DISP "TEST IN PROGRESS. PLEASE DO NOT DISTURB!" 
E=0 
CLEAR N 
OUTPUT N ;"FORPO" 
OUTPUT N ;"RA55RB103RC49RD31" 
WAIT 2000 
' 
| 3 HE 9 ae SE HE HE Ob ae ae HE He He a aE HE HE HE HE a 
' 
THIS BLOCK CHECKS THE BUS DRIVERS ON THE INTERFACE BOARD OF 
! THE 5006A. 
CONTROL 7,16 ; 128 
PRINTER IS N 
PRINT USING "K" ; "LE"&CHR$(85) 
CONTROL 7,16 ; 2 
PRINTER IS 2 
OUTPUT N ;"SE" 
ENTER 710 USING "%,%K" ; A$ 
IF A$="55" THEN GOTO 880 
PRINT "INTERFACE DRIVER FAILURE. REPLACE THE DRIVERS U1 & U2 " 
PRINT "ON THE INTERFACE BOARD." 
PRINT 
GOTO 1990 
CONTROL 7,16 ; 128 
PRINTER IS N 
PRINT USING "K" ; "LE"&CHR$(170) 
CONTROL 7,16 ; 2 
PRINTER IS 2 
OUTPUT N ;"SE" 
ENTER 710 USING "%Z,%K" ; A$ 
IF A$="::" THEN GOTO 970 
GOTO 840 
' 
! ME HE HE HE HE He HE HE TE TE HE TE TE SE SE aE OE HE HE EE 
! THIS BLOCK CHECKS IF RECALL FUNCTION IS DISABLED. 
' 
OUTPUT N ;"SR18" 
ENTER N 3; A 
IF BIT(A,5)=1 THEN GOSUB 2140 
IF E=1 THEN GOSUB 2100 
' 


| 9 9 9 He SE Se AE ME HE BE OE AE HE AE HE OE HE HE HE HE HE 

! IN THIS BLOCK THE RECALL FUNCTION IS ENABLED AND CHECKED. IT ALSO 
! CHECKS FOR INTRUMENT TO BE IN REMOTE AND FOR COMPOSITE SIGNATURE 
! ANNUNCIATOR TO BE ON. 

' 

OUTPUT N ;"FR1" 

OUTPUT N ;"SR18" 

ENTER N ; A 

IF BIT(A,3)=0 THEN GOSUB 2740 

IF BIT(A,5)=0 THEN GOSUB 2780 

IF BIT(A,7)=0 THEN GOSUB 2820 

IF E=1 THEN GOSUB 2100 

OUTPUT N ;"FRO" 

OUTPUT N ;"RA55RB103RC49RD31" 

! 

' 90-06 90 0G SE AE Se AE Sb aE AE ESE OEE aE HE Oa a aE 

! THIS BLOCK CHECKS IF THE FOLLOWING FUNCTIONS: SIGNATURE LATCH, 
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Table 4-1. Interface Operation Verification Program Listing (Continued) 


1230 ! UNSTABLE LATCH, AND QUALIFIER ARE DISABLED.IT ALSO CHECKS FOR THE 
1240 ! QUALIFIER POLARITY TO BE LOW. 
1250 ! 

1260 OUTPUT N ;"SR17" 

1270 ENTER N ; A 

1280 IF BIT(A,6)=1 THEN GOSUB 2180 
1290 IF BIT(A,7)=1 THEN GOSUB 2220 
1300 IF BIT(A,4)=1 THEN GOSUB 2300 
1310 IF BIT(A,3)=1 THEN GOSUB 2340 
1320 IF E=1 THEN GOSUB 2100 

1330 ! 

13U0 | RRHRRRH RE HHH RHE RHEE EEE 

1350 ! THIS BLOCK CHECKS IF SIGNATURE AND UNSTABLE LATCHES CAN BE ENABLED. 
1360 ! 

1370 OUTPUT N ;"FS1FU1" 

1380 OUTPUT N ;"SR17" 

1390 ENTER N; A 

1400 IF BIT(A,6)=0 THEN GOSUB 2260 
1410 IF BIT(A,7)=0 THEN GOSUB 2380 
1420 IF E=1 THEN GOSUB 2100 

1430 WAIT 2000 

1440 OUTPUT N ;"FSOFUO" 

1450 ! 

LUGO 1 RERRRRREK RARER KERR EER EH 


1470 ! THIS BLOCK CHECKS, IF QUALIFIER CAN BE ENABLED AND ITS POLARITY 
1480 ! CAN BE CHANGED TO HIGH. 
1490 ! 

1500 OUTPUT N ;"FQ1PQ1" 

1510 OUTPUT N ;"SR17" 

1520 ENTER N; A 

1530 IF BIT(A,4)=0 THEN GOSUB 2420 
1540 IF BIT(A,3)=0 THEN GOSUB 2460 
1550 IF E=1 THEN GOSUB 2100 

1560 WAIT 2000 

1570 ! 

1580 | RANERREHRERHERERERKEREX 
1590 ! THIS BLOCK CHECKS, IF CLOCK, START, AND STOP POLARITIES ARE 
1600 ! FALLING EDGE. 

1610 ! 

1620 OUTPUT N ;"SR17" 

1630 ENTER N ; A 

1640 IF BIT(A,0)=1 THEN GOSUB 2500 
1650 IF BIT(A,1)=1 THEN GOSUB 2540 
1660 IF BIT(A,2)=1 THEN GOSUB 2580 
1670 IF E=1 THEN GOSUB 2100 

1680 ! 


16QO | ise a a ee 


1700 ! THIS BLOCK CHECKS, IF CLOCK, START, AND STOP POLARITIES ARE 
1710 ! RISING EDGE. 


1720 ! 

1730 OUTPUT N ;"RP7" 

1740 OUTPUT N ;"SR17" 

1750 ENTER N; A 

1760 IF BIT(A,0)=0 THEN GOSUB 2620 
1770 IF BIT(A,1)=0 THEN GOSUB 2660 
1780 IF BIT(A,2)=0 THEN GOSUB 2700 
1790 IF E=1 THEN GOSUB 2100 

1800 WAIT 2000 

1810 OUTPUT N ;"RPO" 

1820 IF E=1 THEN GOTO 1990 

1830 ! 
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Table 4-1. Interface Operation Verification Program Listing (Continued) 


$e Fe Th TE TE aE TE Se aE ae HE GE OE SE TE GE SE SE aE aE aE et 


! 
! THIS BLOCK DISPLAYS "PASS" ON THE FRONT PANEL OF 5006A AND 
! PRINTS A PASS MESSAGE, 


! 

1880 OUTPUT N ;"RA103RB119RC91RD91" 
1890 CLEAR 

1900 M$="NO FAILURE OCCURED. 

1910 PRINT M$ @ DISP M$ 

1920 PRINT @ PRINT @ PRINT @ PRINT @ PRINT 


INTERFACE VERIFICATION PASSED" 


1930 END 
1940 ! 
1950 | i Ava ae ae ae ae ae ae ae a ae ae ae He aE 


1960 ! THIS BLOCK DISPLAYS "FAIL" ON THE FRONT PANEL OF 5006A AND 
1970 ! PRINTS A FAILURE MESSAGE, 


2020 
2030 
2040 


PRINT M$ @ DISP M$ 


1980 ! 

1990 CLEAR 

2000 OUTPUT N RA71RB119RC6RD14" 

2010 M$="INTERFACE VERIFICATION FAILED, PERFORM SELF-TEST" 


PRINT @ PRINT @ PRINT @ PRINT @ PRINT 


END 


2050 ! 

DOGO 1 HHH Hae HH He HE He HE He HEE HE aE aE 

2070 ! 

2080 ! THE FOLLOWING SUBROUTINESARE CALLED, IF AN ERROR IS ENCOUNTERED. 
2090 ! 

2100 WAIT 2000 

2110 CLEAR 

2120 DISP "TEST IN PROGRESS. 
2130 RETURN 


PLEASE DO NOT DISTURB!" 


2140 M$="FUNCTION RECALL IS NOT BEING DISABLED" 
2150 DISP M$ @ PRINT M$ @ PRINT 

2160 E=1 

2170 RETURN 

2180 M$="SIGNATURE LATCH IS NOT BEING DISABLED" 
2190 DISP M$ @ PRINT M$ @ PRINT 

2200 E=1 

2210 RETURN 

2220 M$="UNSTABLE LATCH IS NOT BEING DISABLED" 
2230 DISP M$ @ PRINT M$ @ PRINT 

2240 E=1 

2250 RETURN 

2260 M$="SIGNATURE LATCH IS NOT BEING ENABLED" 

2270 DISP M$ @ PRINT M$ @ PRINT 

2280 E=1 

2290 RETURN 

2300 M$="QUALIFIER ENABLE IS NOT BEING DISABLED" 


2310 DISP M$ @ PRINT M$ @ PRINT 

2320 E=1 

2330 RETURN 

2340 M$="QUALIFIER POLARITY DIDN'T CHANGETO LOW" 
2350 DISP M$ @ PRINT M$ @ PRINT 

2360 E=1 

2370 RETURN 


2380 M$="UNSTABLE LATCH IS NOT BEING ENABLED" 
2390 DISP M$ @ PRINT M$ @ PRINT 

2400 E=1 

2410 RETURN 

2420 M$="QUALIFIER ENABLE IS NOT BEING ENABLED" 


2430 DISP M$ @ PRINT M$ @ PRINT 
E=1 
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RETURN 
2460 M$="QUALIFIER POLARITY DIDN'T CHANGETO HIGH" 

2470 DISP M$ @ PRINT M$ @ PRINT 

2480 E=1 

2490 RETURN 

2500 M$="CLOCK POLARITY DIDN'T CHANGE TO FALLING EDGE" 
2510 DISP M$ @ PRINT M$ @ PRINT 

2520 E=1 

2530 RETURN 

2540 M$="START POLARITY DIDN'T CHANGE TO FALLING EDGE" 
2550 DISP M$ @ PRINT M$ @ PRINT 

2560 E=1 

2570 RETURN 

2580 M$="STOP POLARITY DIDN'T CHANGE TO FALLING EDGE" 
2590 DISP M$ @ PRINT M$ @ PRINT 

2600 E=1 

2610 RETURN 

2620 M$="CLOCK POLARITY DIDN'T CHANGE TO RISING EDGE" 


2630 DISP M$ @ PRINT M$ @ PRINT 
2640 E=1 


2650 RETURN 

2660 M$="START POLARITY DIDN'T CHANGE TO RISING EDGE" 
2670 DISP M$ @ PRINT M$ @ PRINT 

2680 E=1 

2690 RETURN 

2700 M$="STOP POLARITY DIDN'T CHANGE TO RISING EDGE" 
2710 DISP M$ @ PRINT M$ @ PRINT 

2720 E=1 

2730 RETURN 

2740 M$="INSTRUMENT SHOULD BE IN REMOTE" 

2750 DISP M$ @ PRINT M$ @ PRINT 

2760 E=1 

2770 RETURN 

2780 M$="FUNCTION RECALL IS NOT BEING ENABLED" 
2790 DISP M$ @ PRINT M$ @ PRINT 

2800 E=1 

2810 RETURN 

2820 M$="THE COMPOSITE SIGNATURE ANUNCIATOR IS NOT LIT" 
2830 DISP M$ @ PRINT M$ @ PRINT 

2840 E=1 

2850 RETURN 

END 
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4-23. Data Probe Setup and Hold Test. The following 
procedure is designed to test the setup (toc) and hold 
(toH) time constants within the 5006A Data Probe. 
Multiple pulse generators are configured to provide 
waveforms with adjustable duty cycles. The accuracy of 
the waveforms are monitored with an oscilloscope and 
time interval counter. The 5006A is set to the Normal 
Signature mode. The pulse waveform is varied for all 
combinations of data and clock controls. The toc or tbH, 
displayed by the time interval counter, should remain 
within the given limits and the 5006A signature display 
should change as indicated. 


Specification: 


Setup Time: 10 ns (data to be valid at least 10 ns before 
selected clock edge) 


Hold Time: 0 ns (data to be held until the occurrence of 
selected clock edge) 


Note 


The specification for Setup Time (tbc) actu- 
ally defines two conditions. The specification 
“tpc = 10 ns min” means first; that’ the 
minimum or fastest allowable time between 
the data edge and the clock edge generated 
by the measurement timing source cannot 
be less (or faster) than 10 ns. This is a 
conditional requirement for the unit from 
which signatures will be taken. Second, 
given the first condition, the 5006A must 
now respond to the data and clock edges in 
less than 10 ns (max). 


Likewise, the specfication for Hold Time 
(toH), “toH = 0 ns max”, means that the 
maximum time the 5006A needs to hold data 
before the occurrence of the selected clock 
edge is “O ns”. During these tests, the 
frequency counter displays the toc and tbH 
values for each test setup. The counter 
should display toc values less than 10 ns 
(typically 4 to 9 ns), and tbH values less than 0 
ns (typically -6 to 0 ns). 


Equipment: 
Pulse Getieraton: iced.08 vin ve caw eneeeea 8082A 
Pulse: Generator vii4 ces caswencexmeeee 8007B 
Time Interval Counter .............0005 5370B 
OSC OSCOMG 10 ovine say dant tae kee ee 1725A 
DVR e VG os 4 ta whee e ieip alee ree 74S74 
Logic Lab Breadboard ..............06: 5035T 
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Procedure: 
a. Configure the equipment as shown in Figure 4-3. 


b. Set the master pulse generator (8082) to output a 
squarewave, ~5 V p-p, at ~25 MHz rate. Adjust the 
leading and trailing edge controls for the fastest pos- 
sible transition times, i.e. the squarest squarewave. 
Connect the pulse generator TRIGGER OUTPUT to the 
oscilloscope EXT TRIGGER input. 


c. Set the “A” and “B” pulse generators to output 
squarewaves, ~5 V p-p, at a rate externally set by the 
master pulse generator. If 8007B pulse generators are 
used, set the controls as follows: 


LE We Sie amie e PRES dis 454 cakes 10 ns 
PULSE DELAY ....... 5 n-50 n (DELAY) 
PULSE DELAY VERNIER ...... Fully CCW 
PUES WIDTE wesesatecs ce oc er ec ew 5 ns 
PULSE WIDTH VERNIER ...... Adjust for 

50-50 duty cycle 
TRIGGERIMODE: Fei ncn s secs scene EXT 
TRANSITION TIME 2.0 n - 0.1 u(Sec) max 
LEADING: EDGE “eavectes oes. Fully CCW 
TRAILING EDGE ............- Fully CCW 
ARAPLITUDE ep egrens ss ce 5V p-p 
AMPLITUDE VERNIER = Adjust for 5V/p-p 
OJASER Sderot Oooh. (or eee OFF 


d. Set the oscilloscope (1725) controls as 
follows: 


CHANNEL A ... DC Coupled, 2 Volts/Div 
CHANNEL B ... DC Coupled, 2 Volts/Div 


SWEEP ex wenews Reece ee ese AUTO 
MAIN TRIGGERING .......-+--00- EXT 
VERTICAL DISPLAY .....2--.ses000. ALT 
HORIZONTAL DISPLAY .......... MAIN 
INT TRIGGER cicdew see ccnsccnscccens A 
TIME/DIV | awe te neteec ses ecesss .01 -Sec 


e. Set the time interval counter (5370B) trigger 
levels as indicated on the procedure figures. Set the 
5370B controls as follows: 


oe eo eS er Tl 
Fig | i so) Ss 1 
PAN RINALIN Gatntatcrente oe a oiateisc's ¢.¢'e cere wee +Tl 
GY A A ee DC 
SUA OCW ee aah vx sicceccewcnes SEP 
SEOHES indus ciemeae-e +s. Per procedure 
FRG LEVEES ce steseas.- Per procedure 
Se I +1 
gS SE Se eee 50 ohm 
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f. The 5006A should be set to the Normal Signa- 
ture Analysis mode with Start, Stop, and Clock controls 
as shown in the figures. Initially with a toc =0 ns, the 
5006A should display “0000”. 


g. Using the delay and pulse width verniers of the 
two pulse generators (A and B), adjust the controls to 
produce the waveforms shown in Figure 4-4. 


h. The toc delay can be changed by varying the 
pulse delay verniers of the ‘‘A” pulse generator. The 
5370A will display the value of toc. Vary toc from 0 to 
25 ns. The 5006A display should change from “0000” 
to “0001”. This should occur with toc less than 10 ns. 
The point at which the display change occurs is the 
actual data “1” rising edge clocked setup time. 
Typical times are from 4 to 9 ns. Record the results on 
the Performance Test Record. 


i. Repeat the procedure described in step h., for 
the remaining three tpc tests, changing the tested 
slope edges as indicated in Figures 4-5 through 4-7. 
Record the results on the Performance Test Record. 


j. The four data hold (tbH) tests are analogous, 
except the 5370A displays -tpH. That is, when the 
counter displays —5 ns, record the absolute value “toy 
=5 ns”. Perform all four tbH tests, as shown in Figures 
4-8 through 4-117. Verify that the toH specification of 
“0 ns max” is met. Record the results on the Perform- 
ance Test Record. 


Note 


The following eight tests (Data Probe Setup 
Time, Figures 4-4 through 4-7 and Data 
Probe Hold Time, Figures 4-8 through 4-17) 
all utilize the equipment setup shown in 
Figure 4-3. Each test, however, requires 
minor changes in control settings or pro- 
cedure (e.g. change counter slope control 
from JS to 1.) As an aid to the 
technician, information shown in boldface 
type in Figures 4-4 through 4-717, highlight 
(only) the information which has changed 
from the previous test figure. 


— 


8082A-25 MHz 
PULSE 
GENERATOR 
MASTER 


GENERATOR 


COUNTER 
TIME POD 
“CLK” 


A 
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5006A 
SIGNATURE 
MULTIMETER 


5035T 
LOGIC LAB 
BREADBOARD 


PULSE 
GENERATOR 


FREQUENCY 
COUNTER 


BNC TEE 


508 


1725A 
OSCILLOSCOPE 


Figure 4-3. Data Probe Test Setup 
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DATA® , 2.0v 


nae a] 


5.0V 
00V | 


| 
— 
cLocK® | 


5 0V 
00V 


ft too 
| 
! 


Faw 


1.4V 
START/STOP 

+2 OUTPUT 

5.0V 

0.0V 

DATA PROBE SETUP TIME 


a 


Waveform Edge Set 5006A Polarity to: 


® Data = Lo to Hi 
Clock = Rising Edge 


Set Counter Thresholds to: 


Data = A channel = 2.0V £ 
Clock = B channel = 1.4V £ 


START STOP CLOCK 


Paige 


---> 


VARY WITH 
DELAY VERNIER 


ae 


Vary toc from 0 to 
25 ns 

5006A Display 
changes from 0000 
to 0001 


Figure 4-4. Data Probe Setup Time - Test 1 


CLOCK@) 


5.0V 
0.0V 


START/STOP| 
+2 OUTPUT 


5.0V 
0.0V 


DATA PROBE SETUP TIME 


---> 


VARY WITH 
DELAY VERNIER 


Waveform Edge Set 5006A Polarity to: 


® Data = Lo to Hi 


Clock = Falling Edge START — STOP CLOCK 
Set Counter Thresholds to: 
Data = A channel = 2.0V £ 


Clock = B channel = 14V\ 


Figure 4-5. Data Probe Setup Time - Test 2 


Vary toc from 0 to 
25 ns 

5006A Display 
changes from 0000 
to 0001 


toc =10ns 
minimum 
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VARY WITH 
DELAY VERNIER 


CLOCK@) 


5.0V 
0.0V 


START/STOP 
+2 OUTPUT 


5.0V 
0.0V 


DATA PROBE SETUP TIME 


es 
Waveform Edge Set 5006A Polarity to: Vary toc from 0 to toc = 10 ns 


@®) Data = Hi to Lo 25 ns minimum 
Clock = Rising Edge START STOP CLOCK 5006A Display 
changes from 0001 
Data = A channel = 0.8V \& cc. Ne a 
Clock = B channel = 1.4V_4 


Figure 4-6. Data Probe Setup Time - Test 3 


VARY WITH 
DELAY VERNIER 


CLOCK@) 


5.0V 
0.0V 


START/STOP 
+2 OUTPUT 


5.0V 
0.0V 


DATA PROBE SETUP TIME 


Setup Specifications 


Waveform Edge Set 5006A Polarity to: Vary toc from 0 to toc = 10 ns 


® Data = Hi to Lo 25 ns minimum 
Clock = Falling Edge START STOP CLOCK | 5006A Display 
changes from 0001 


Set Counter Thresholds to: coma Y ge px to 0000 
Data = A channel = 0.8V \ | 7"° s ay 


Clock = B channel = 1.4V \. 


Figure 4-7. Data Probe Setup Time - Test 4 
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11 Sosy VARY WITH 
DELAY VERNIER 


CLOCK®)! 
5.0V 
0.0V 


START/STOP, 
+2 OUTPUT, 


5.0V 
0.0V 


DATA HOLD TIME 


Waveform Edge Set 5006A Polarity to: 


@ Data = Lo to Hi 
Clock = Rising Edge 


Set Counter Thresholds to: 
Data = A channel = 0.8V_4 
Clock = B channel = 1.4V_4 


Vary toH from +10 to 
-10 ns 
5006A Display 


START STOP CLOCK 
changes from 0000 
to 0001 


Note: Counter displays -tpyy 


Figure 4-8. Data Hold Time - Test 1 


tpH =Ons 
maximum 


DATA® e 3 


==. “BV. == 
+ 0.0V \ Mov > 
a ke 'py >25 ns VARY WITH 
| DELAY VERNIER 
CLOCK®)| ai ns 
5.0V | sa—1.4V 
0.0V 


START/STOP 
+2 OUTPUT 


5.0V 
0.0V 


DATA HOLD TIME 


a 
Waveform Edge Set 5006A Polarity to: 


@) Data = Lo to Hi 
Clock = Falling Edge 


Set Counter Thresholds to: 


Data = A channel = 0.8V Ff 
Clock = B channel = 1.4V% 


Vary tpH from +10 
to -10 ns 
5006A Display 


START STOP CLOCK 
changes from 0000 
to 0001 


Note: Counter displays -toH 


Figure 4-9. Data Hold Time - Test 2 


tpyH = Ons 
maximum 


DATA @) 


5.0V 
0.0V 


CLOCK ® 


5.0V 
0.0V 


START/STOP 
+2 OUTPUT 


5.0V 
0.0V 


Setup 


Waveform Edge Set 5006A Polarity to: Vary tpy from +10 


® Data = Hi to Lo 
Clock = Rising Edge 


Set Counter Thresholds to: 


Data = A channel = 2.0V %. 
Clock = B channel = 1.4V_/ 


DATA@) 


<b Soe OV, 


0.0V 


CLOCK @) 


5.0V 

0.0V 
START/ 
STOP +2 
OUTPUT 


5.0V 
0.0V 


@) Data = Hi to Lo 
Clock = Falling Edge 


Set Counter Thresholds to: 


Data = A channel = 2.0V \. 
Clock = B channel = 1.4V% 


; | Seea 


| >25 ns DELAY VERNIER 
| Fs 
a 14V 7 


Setup 
Waveform Edge Set 5006A Polarity to: 


START STOP 


t 
Le Sv . ’ 
- = ~ 
- ea S 
tr. ' 41 
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VARY WITH 
DELAY VERNIER 


DATA HOLD TIME 


Specifications 


tpoH = Ons 
to -10 ns maximum 
5006A Display 


changes from 0001 


START STOP CLOCK 


TE eG TH Ke & | totem 


es ea 
y-2.0V 


=--> 


VARY WITH 


Raise 


DATA HOLD TIME 


Specifications 
Vary toy from +10 
to -10 ns 

5006A Display 
changes from 0001 
to 0000 


Note: Counter displays -tpy 


Figure 4-11. Data Hold Time - Test 4 


tpoH = Ons 
maximum 


CLOCK 
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Table 4-2. Operation Verification Test Record 


Pass/Fail Results 


SELF-TEST 


SELF-TEST LED Check 


INTERFACE TEST 


Table 4-3. Performance Test Record 


5006 SN eee Test Date 


4-22. DATA PROBE SETUP AND HOLD 


Lo to Hi 10 ns Min 0000 = 0001 
Lo to Hi 10 ns Min 0000 = 0001 
Hi to Lo 10 ns Min 0001 = 0000 
Hi to Lo 10 ns Min 0001 = 0000 


Lo to Hi 0 ns Max 0000 = 0001 


Lo to Hi 0 ns Max 0000 = 0001 


Hi to Lo 0 ns Max 0001 = 0000 


Hi to Lo 0 ns Max 0001 = 0000 
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SECTION V 
ADJUSTMENTS 


5-1. INTRODUCTION 


5-2, This section describes the adjustments which 
will return the 5006A to peak operating condition 
after repairs are completed. If the adjustments are to 
be considered valid, the 5006A line voltage must be 
within +5% to -10% of nominal. 


5-3. In general, periodic adjustment should not be 
necessary. However, to assure proper calibration, it is 
recommended that the adjustments be performed 
whenever repairs are made or the instrument fails the 
Performance Tests listed in Section IV. 


5-4. SAFETY CONSIDERATIONS 


5-5. Although the 5006A has been designed in 
accordance with international safety standards, this 
manual contains cautions and warnings which MUST 
be followed to ensure safe operation and to retain the 
5006A in safe condition (also see Section VIII of this 
manual). Service and adjustments should be per- 
formed only by qualified personnel. 


WARNING 


ANY INTERRUPTION OF THE PROTEC- 
TIVE (GROUNDING) CONDUCTOR OR 
DISCONNECTION OF THE PROTECTIVE 
EARTH TERMINAL IS LIKELY TO MAKE 
THE 5006A DANGEROUS. 


5-6. Any adjustment, maintenance, or repair of the 
opened 5006A with voltage applied should be avoided 
as much as possible, and when inevitable should be 
carried out by a skilled person who is aware of the 
hazard involved. Capacitors inside the 5006A may still 
be charged even if the 5006A has been disconnected 
from its source of supply. 


5-7. Make sure that only fuses with the required 
rated current and of the specified type are used for 
replacement. The use of repaired fuses and the short 
circuiting of fuseholders must be avoided. Whenever 
it is likely that the protection offered by fuses has 
been impaired, the 5006A must be rendered inopera- 
tive and secured against any operation until repaired. 


ADJUSTMENTS DESCRIBED HEREIN ARE 
PERFORMED WITH POWER SUPPLIED TO 
THE 5006A WHILE THE PROTECTIVE COVERS 
ARE REMOVED. ENERGY AVAILABLE AT 
THE REAR PANEL LINE INPUT CONNEC- 
TOR MAY, IF CONTACTED, RESULT IN 
PERSONAL INJURY. 


5-8. EQUIPMENT REQUIRED 


5-9. The test equipment required for the adjust- 
ments is listed in Table 1-2, Recommended Test 
Equipment. The critical specifications of any sub- 
stituted test equipment must meet or exceed the 
standards listed in Table 1-2 if the 5006A is to meet the 
specifications in Table 1-1. 


5-10. ADJUSTMENT PROCEDURE 


5-11. The following procedure is provided to fine 
tune the high frequency compensation circuit for the 
Data Probe input. The procedure adjusts the input 
circuitry for minimum waveform distortion into the 
Data Probe Input Voltage Comparators. This is accom- 
plished by applying a squarewave to the Data Probe 
input, while monitoring the voltage comparator out- 
put. The technician varies the dc offset of the input 
signal, while observing the voltage comparator out- 
put on an oscilloscope. If the input circuitry is 
adjusted to undercompensate, the rising edge of the 
waveform into the voltage comparator will be slower, 
and any change in the dc offset will affect the timing at 
the leading edge of the comparator output. If the 
input circuitry is adjusted to overcompensate, the 
waveform at the voltage comparator input will have 
an overshoot. At some dc offset value, the output 
pulse from the voltage comparator will occur only for 
the duration of the overshoot, with the trailing edge 
timing dependent on the dc offset. In a properly 
compensated circuit, the dc offset of the input signal 
can cause the appearance or disappearance of the 
pulse at the voltage comparator output, but will not 
affect its width. 


5-12. The input compensation adjustment is made 
to produce minimum distortion in the leading and 
trailing edges of extremely fast input signals. It is 
important to use an input pulse generator with very 
fast transition times, typically 2 ns or better. 
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5-13. The following procedure adjusts the Data Main Assembly and locate the connection and 


Probe input circuitry such that the voltage comparator adjustment points as shown in Figure 5-1. ( 
output pulse appears and disappears cleanly with no 
change in pulse width, as the input signal DC offset is a. 


Set up the equipment as shown in Figure 5-2, 
varied. To perform the adjustments, access the A1 using the shortest cables and ground leads available. 


% 


= c,c 
, | 
c17 TP+5S CRI2 64 biti 
R26 Beet 


no 
nw 


Citi | 


Ee ies 


gt HNO uy 


NOTE: USE IC TEST CLIP 


Figure 5-1. Data Probe Input Compensation Adjustment Locator 
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1740 


5006A OSCILLOSCOPE 
SIGNATURE 


MULTIMETER 


8007B 
PULSE SEE VIEW A 


GENERATOR 


OUTPUT 
BNC 


Figure 5-2. Input Compensation Adjustment Setup 


b, Set the oscilloscope controls as follows: output dc offset to the adjustable mode (see Figure 
5-3). If an HP 8007B is available, set the controls as 
HANINELAAS cata mets sieie oe DC Coupled, Rs 

.02 Volts/Div PYM ie SoadichconoUneTcrecoouL 3k - 10K 
GHANNELB) oc. ee.ces <4 DC Coupled, RATE VERNIER ....... Adjust for 1 KHz 
.2 Volts/Div PUESE DELAY e125 +s 5 n-50n (DELAY) 
SMVISELYM Maye ese Ripene Leis she sieehe Maa secs AUTO PULSE DELAY VERNIER ..... Fully CCW 
MAINGTIRIGGERING? o.% ic 4% x bps EXT PULSE WIDTH ......... 50u- 1.5 m(Sec) 

VERTIGAL DISPLAY “2o..ctn .5 sae ALT PULSE WIDTH 
HORIZONTAL DISPLAY ........ MAIN VERNIER See ccntee 2<snlo ornate Adjust for 
UNITING GER enced sieeve sehen ace A 50-50 duty cycle 
TNA AIDIN  Shcistare 8 6.4.04 Soulare 9 OO 0.2 mSEC TRIGGER MODE .......--eeee NORM 
TRANSITION TIME .... 2.0 n - 0.1p(Sec) 
LEADING EDGE ............ Fully CCW 
TRAILING EDGE ........... Fully CCW 
c. Set the pulse generator to output a squarewave, AMPLITUDE: 22.68 sce sn0% 0.5 - 1.0 (Volts) 
> 500 mv p-p, at a 1 KHz rate. Adjust the leading and AMPLITUDES cee cc nuns VERNIER Adjust 
trailing edge controls for the fastest possible transi- for 500 mv/p-p 
uf tion times, i.e. the squarest squarewave. Connect the ORFSEI Soc fines wesaaeweeceamas® ON 
pulse generator TRIGGER OUTPUT to the oscillo- OFFSED «cs <ac<exeseuseda. VERNIER Per 
scope EXT TRIGGER input. Set the pulse generator adjustment procedure 
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d. Connect the Channel A oscilloscope probe to 
the pulse generator PULSE OUTPUT as shown in the 
setup diagram. 


e. Connect the Channel B oscilloscope probe to 
A1 U21 pin 10, and the ground wire to U21 pin 8. 


f. Connect the 5006A Data Probe tip to the pulse 
generator PULSE OUTPUT. Connect the Data Probe 


ground wire to the pulse generator output ground 
connection. 


200 mv/div 


.2 ms/div 


g. Begin with the Pulse Generator OFFSET VERNIER 
set to the fully negative position. Due to the hysteresis 
of the comparator circuitry, it is important for the 
input voltages to approach the trigger level from the 
negative direction. Using the OFFSET VERNIER, slowly 
raise the DC offset of the input signal until the voltage 
comparator output (U21 pin 10), displayed on Chan- 
nel B of the oscilloscope, triggers as shown in 
Figure 5-4. The Channel A POSN (position) control 
should be readjusted as needed to return the input 
waveform to the display. Using the OFFSET VERNIER, 
decrease the DC offset slightly, and slowly increase it 
again until it just begins to trigger. 


Figure 5-3. Pulse Generator Output 


& PULSE OUTPUT 
7 4 ADJUSTABLE 
pepe|| | ocorrset 
7 30.45 Vde 
AT INPUT COMPARATOR 
DC THRESHOLD 


Figure 5-4. Voltage Comparator Triggering 


5-4 


h, If the comparator Circuit is properly compen Visti the Cope obn fee 
n sated, the comparator output squareware will osaap slightly ariel otevwly ie views 
” in” on Channel 8 — re 3-4). othe comparator pile pevagapee aie nt hei , 
circuit is uncompensated, TRE VOage Comparator Wah eget thie paeye ee 
output will be displayed as 2 marrow pulse on Chan OUTPUE septa ye ors, 4 / 
nel B (see Figure 5-5). Adjust MICAS i inthe sddoVuntl brought through the t fear in 
the narrow pulse is tuned out as shown in figure 6, direction y 


COMPARATOR 
DC THRESHOLD — 
APPROX. 


Figure 5-6. Narrow Pulse Tuned Out 
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6-1. INTRODUCTION 


6-2. This section contains information for ordering 
parts. Table 6-7 lists abbreviations used in the parts 
lists and throughout the manual. Table 6-2 lists all 
replaceable parts in reference designation order. 
Table 6-3 contains the names and addresses that 
correspond with the manufacturer’s code numbers. 


6-3. ABBREVIATIONS 


6-4. Table 6-1 lists abbreviations used in the parts 
list, and throughout the manual. In some cases, two 
forms of the abbreviations are used, one all in capital 
letters and one partial or no capitals. This occurs 
because the abbreviations in the parts lists are always 
all capitals. However, in the schematics and other 
parts of the manual, other abbreviation forms are 
used with both lower case and upper case letters. 


6-5. REPLACEABLE PARTS LIST 


6-6. Table 6-2 is the list of replaceable parts and is 
organized as follows: 


a. Electrical assemblies and their components in 
alphanumerical order by reference designation. 


b. Chassis-mounted parts in alphanumerical order 
by reference designation. 


c. Miscellaneous parts. 
6-7. The information given for each part consists of 
the following: 

a. The Hewlett-Packard part number. 

b. Part number check digit (CD). 

c. The total quantity (Qty) in the assembly. 

d. The description of the part. 


e. Atypical manufacturer of the part ina five-digit 
code, 


f, The manufacturer’s number for the part. 


6-8. The total quantity for each part is given only 


ae — at the first appearance of the part number in 
the list. 
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SECTION VI : 
REPLACEABLE PARTS 


6-9. MANUFACTURERS CODE LIST 


6-10. Table 6-3 contains the names and addresses 
that correspond to the manufacturer’s code numbers. 


6-11. ORDERING INFORMATION 

6-12. To order a part listed in the replaceable parts 
table, quote the Hewlett-Packard part number, the 
check digit, indicate the quantity required, and 
address the order to the nearest Hewlett-Packard 
office. The check digit will ensure accurate and timely 
processing of your order. 


6-13. To order a part that is not listed in the 
replaceable parts table, include the instrument model 
number, instrument serial number, the description 
and function of the part, and the number of parts 
required. Address the order to the nearest Hewlett- 
Packard office. 


6-14. DIRECT MAIL ORDER SYSTEM 


6-15. Within the USA, Hewlett-Packard can supply 
parts through a direct mail order system. Advantages 
of using the system are as follows: 


a. Direct ordering and shipment from the HP Parts 
Center in Mountain View, California. 


b. No maximum or minimum on any mail order 
(there is a minimum order ammount for parts ordered 
through a local HP office when the orders require 
billing and invoicing). 


c. Prepaid transportation (there is a small handling 
charge for each order). 


e. No invoices — to provide these advantages, a 
check or money order must accompany each order. 


6-16. Mail order forms and specific ordering infor- 
mation is available through your HP office. Addresses 
and phone numbers are located at the back of this 
manual. 
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6-17. CABINET PARTS AND HARDWARE 


6-18. To locate and identify miscellaneous cabinet 
parts and instrument hardware, refer to Figures 6-17 
through 6-3. These figures provide various exploded 
views of the instrument, identified with Reference 


Designators. A table is provided opposite each illus- 
tration, containing the part number, description, and 
quantity information for each reference designator 
shown. The quantity indicated represents the total 
number used within the instrument. 


‘al 


ee a ee 


™” 


A = assembly 
AT = attenuator, isolator; 
termination 

B = fan; motor 

BT = battery 

Cc = capacitor 

cp =coupler 

CR =diode; diode thyristor, 

varactor 

OC =directional coupler 

A = ampere 

ac = alternating current 

ACCESS = accessory 

ADJ = adjustment 

A/D = analog-to-digital 

AF = audio frequency 

AFC = automatic frequency control 

AGC = automatic gain contre! 

AL = aluminum 

ALC = automatic level control 

AM = amplitude modulation 

AMPL = amplifier 

APC = automatic phasecontro! 

ASSY = assembly 

AUX = auxiliary 

AVG = average 

AWG = american wire gauge 

BAL = balance 

8CD = binary coded decimal 

BD = board 

BE CU = beryllium copper 

BFO = beat frequency oscillator 

BH = binder head 

BKON = breakdown 

BP = bandpass 

BPF = bandpass filter 

BRS = brass 

BWwO = backward-wave oscillator 

CAL = calibrate 

cow = counterclockwise 

CER = ceramic 

CHAN = channel 

cm = centimeter 

CMO = coaxial 

COEF = coefficient 

COM = common 

COMP = composition 

COMPL =complete 

CONN = connector 

cP = cadmium plate 

CRT = cathode-ray tube 

CTL = complementary transistor logic 

Cw = continuous wave 

cw = clockwise 

O/A = digital-to-analog 

dB = decibel 

dBm =decibelreferredto1m\v 

dc = direct current 

deg = degree ‘temperature 
interval or difference 

eee = degree ‘plane angie 

°C = degree Celsius centrigrade 

°F = degree Fahrenheit 

°K = degree Kelvin 

DEPC = deposited carbon 

DET = detector 

diam = diameter 

OIA = diameter used in parts list 


OIFF AMPL= differential amplifier 


div = division 

OPDT = double-pole, dcuble-throw 
OR = drive 

OSB = double sideband 

OTL = diode transistor logic 
OVM = digital voltmeter 

ECL = emitter coupled log:c 
EMF = electromotive force 
EDP = electronic data processing 
ELECT = electrolytic 

ENCAP = encapsulated 

EXT = external 

F = farad 

FET = field-effect transistor 
F/F = flip-flop 

FH = flat head 

FOLH = fillister head 

FM = frequency modulation 
FP = front panel 

FREQ = frequency 

FXD = fixed 

9 = gram 

GE = germanium 

GHz = gigahertz 

GL = glass 

GND = groundied 

H = henry 

h = hour 

HET = heterodyne 

HEX = hexagonal 


Table 6-1. Reference Designations and Abbrenation. 


REFERENCE DESIGNATIONS 


K 


rolay 

call, inductor 

metro 

miscellaneous M6Lhantal Cae 
oloctacal Gontettar (4104 
portion), plug 

tranaistor, GOGH, ode Wyneiort 
resistor 

thermistor 

switch 


ABBREVIATIONS 


meg 105 used in parts list) 
metal film 

meta! oxide 

medium frequency; microfarad 
used in parts list 


OL = delay line 
OS = annunciator, signaling device 
audible or visual); lamp, LED 
E = miscellaneous electrical part 
F = fuse 
FL = filter 
H = hardware 
HY = circulator 
J electrical connector stationary 
portion ; jack 
HD = head 
HOW = hardware 
HF = high frequency 
HG = mercury 
HI = high 
HP = Hewlett-Packard 
HPF = high pass filter 
HR = hour used in parts list) 
HV = high voltage 
Hz = hertz 
Ic = integrated circuit 
ID = inside diameter 
lF = intermediate frequency 
IMPG = impregnated 
in = inch 
INCD = incandescent 
INCL = includes 
INP = input 
INS = insulation 
INT = internal 
kg = kilogram 
kHz = kilohertz 
kn =kilohm 
kV = kilovolt 
ib = pound 
Lc = inductance-capacitance 
LED = light-emitting diode 
LF = low frequency 
LG = long 
LH = left hand 
LIM = limit 
LIN = linear taper ‘used in parts list) 
lin = linear 
LK WASH = lockwasher 
LO = low; local oscillator 
LOG = logarithmic taper (used 
in parts list 
log = logarithm ic 
LPF = low pass filter 
LV = low voltage 
= metre distance 
= milllampere 
= maximum 
= megohm 


MMF = manufacturer 

mg = milligram 

MHz = megahertz 

mH = millihenry 

mho = conductance 

MIN = minimum 

min = minute time, 

oes = minute ‘plane angle 
MINAT = miniature 

mm = millimetre 

MOD = modulator 

MOM = momentary 

MOS = metal-oxide semiconductor 
ms = millisecond 

MTG = mounting 

MTR = meter indicating device, 
mV = millivolt 

mVac = millivolt, ac 

mVcc = millivolt, dc 

mVpr = millivolt, peak 

mVp-p = mullivolt, peak-to-peak 
mVrms = millivolt, rms 

mv = milliwatt 

MUX = multiplex 

MY = mylar 

bh = microampere 

pF = microfarad 

ywH = microhenry 

pmho = micromho 

us = microsecond 

BV = microvolt 

pac = microvolt, ac 

pVde = microvolt, dc 

uVpk = microvolt, peak 
pVp-p = microvolt, peak-to-peak 
pens = microvolt, rms 

py = microwatt 

nA = nanoampere 

NC no connection 

N/C normally closed 


NE neon 

NEG nogative 

nF nanofarad 

NI PL nickel plate 

N/O normally oper 

NOM nominal 

NORM normal 

NPN = Negative-positive-Negar. 1 

NPO > Negative-positive Zerg ‘2616 
temperature coefficient 

NRAFR not recommended for fsid 
replacement 

ns = nanosecond 

NSA = not separately replaceable 

nw = nanowatt 

OBD = order by description 

OD = outside diameter 

OH = oval head 

OP AMPL = operational amplifier 

OPT = option 

OSC = oscillator 

Ox = oxide 

oz = ounce 

nN =ohm 

P = peak (used in parts list 

PAM = pulse-amplitude modulation 

PC = printed circuit 

PCM = pulse-code modulation; 
pulse-count modulation 

PDM = pulse-duration modulation 

pF = picofarad 

PH ®BRZ = phosphor bronze 

PHL = phillips 

PIN = positive-intrinsic-negative 

PIV = peak inverse voltage 

pk = peak 

PL = phase lock 

PLO = phase lock oscillator 

PM = phase modulation 

PNP = positive-negative-positive 

P/O = part of 

POLY = polystyrene 

PORC = porcelain 

POS = positive; position|s; used in 
parts list) 

POSN = position 

POT = potentiometer 

p-p = peak-to-peak 

PP = peak-to-peak (used in parts ist 

PPM = pulse-position modulatien 


PREAMPL = preamplifier 


PRF = pulse-repetition frequency 
PRR = pulse repetition rate 
ps = picosecond 
PT = point 
PTM = pulse-time modulation 
PWM = pulse-width modulation 
PWV = peak working voltage 
RC = resistance capacitance 
RECT = rectifier 
REF = reference 
REG = regulated 
REPL = replaceable 
RF radio frequency 
RFI 2 radio frequency interference 
RH round head, right hand 
RLC FOSISLANCO-INdUCLANCE-CAPAS LA WO 
RMO rack mount only 
rms root-mean-square 
RND round 
ROM read-only memory 
R&P rack and panel 
RWV roverse working veltage 
8 scattoring parameter 
5 second «time! 
” 
ee second (plane angie 
6-6 slow blow fuse suised 6 pao 
SCR dilicon Contiotled CeChher sooo 
SE selontum 
SECT neelions 
SEMICON © semiconductor 
SHE superbigh frequens 
Sl allicon 
il! silver 
St slide 
SONU nlgnal te none cates 


Angle pote double Tyee 
Apring 
aplit cing 


At, 
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4 
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- Ye 
ve 
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Figure 6-1. Cabinet Parts and Hardware 


REFERENCE 


DESIGNATOR 


HP PART 
NUMBER 


7101-0622 
7101-0623 
05006-00001 
05006-00002 
05006-00003 


05006-40002 
05006-40003 
4177-0236 
05006-00006 
1600-1185 


5001-0434 

5040-7201 
1460-1345 
4040-1993 
1460-1938 


0890-1411 
4040-1992 
5040-7222 
4040-1991 
0380-1534 
0340-1070 


05006-60001 
05006-60002 
05006-60004 
05384-60005 


2510-0200 
0515-1285 
2360-0482 
0515-0886 
0515-0898 


0510-0592 
0361-1137 
2190-0585 
3050-0892 
0380-1332 


0515-0887 
0624-0276 
3050-0756 


8150-2846 
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DESCRIPTION QUANTITY 


SHELL-TOP 


SHELL-BOTTOM 
PANEL-FRONT 

PANEL-REAR 

PANEL-REAR, OPTION 030, 040 


WINDOW-DISPLAY, OPTION 030, 040 
WINDOW-DISPLAY 

SPACER TUBE-PLASTIC 

HOLDER PROBE 

FASTENER-RACK MOUNT 


TRIM-SIDE 

FOOT CABINET-FRONT 

TILT STAND-STAINLESS STEEL 
MOUNT, HANDLE-FRONT 
WIRE FORM-HANDLE 


EXTRUSION-HANDLE 

MOUNT, HANDLE-REAR 

FOOT CABINET-REAR, NON-SKID 
BUMPER FOOT 

SPACER ‘‘1” PLASTIC, OPTION 030, 040 
INSULATOR-T0220 STICKY 


BOARD ASSY-MAIN 
BOARD ASSY-DISPLAY 
HP-IL ASSEMBLY 
HP-IB ASSEMBLY 


SCREW-MACH 8-32 .5-IN-LG PAN-HD-POZI 
SCREW-MACH M3.5 X 0.6 35MM-LG PAN-HD 
SCREW-MACH 6-32 1.25 POZI 

SCREW METRIC 3.0 6.0 LG POZI 

SCREW METRIC 4.0 6.0 LG POZI 


RETAINER-PUSH 
RIVET-SPECIAL 
WASHER-LOCK 
WASHER-FLAT 
STANDOFF HP-IB 


SCREW METRIC 3.5 6.0 LG POZI 
SCREW-TAPPING 
WASHER-INSULATING 


WIRE 18 (GREEN/YELLOW) 


Part of Figure 6-1. Cabinet Parts and Hardware 
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Figure 6-2. Cabinet Parts and Hardware (Data Probe) 


~~ 


REFERENCE 
DESIGNATOR 


HP PART 
NUMBER 


7121-2701 
05005-20209 
00546-40004 
00546-40003 
00546-00002 


0570-0662 
00546-40002 
5060-0418 
00547-40005 
05005-20208 


05006-60003 


0624-0276 
0624-0340 


05006-60102 
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DESCRIPTION 


LABEL-PROBE 
PROBE BODY-TOP 
BUTTON-SWITCH 
RETAINER-SWITCH 
SWITCH-CONTACT 


STUD-PROBE TIP 

PROBE LAMP WINDOW, RED PLASTIC 
PIN TIP ASSY 

PROBE TIP COVER 

PROBE BODY-BOTTOM 


BOARD ASSY-PROBE 


SCREW-TAPPING 
SCREW-TAPPING 


CBL ASSY-PROBE 


Part of Figure 6-2. Cabinet Parts and Hardware (Data Probe) 
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Figure 6-3. Cabinet Parts and Hardware (Timing Pod) 


REFERENCE HP PART 
DESIGNATOR NUMBER DESCRIPTION 


7121-2702 LABEL TOP-POD 
05005-40001 COVER-POD 
05005-40011 BOOT-POD LEADS 

7121-2703 LABEL BOOT-POD 


05006-60005 BOARD ASSY-POD 
0624-0276 SCREW-TAPPING 


05006-60101 CBL ASSY-POD 

05005-60115 CBL ASSY-GROUND (BLACK) 
05005-60114 CBL ASSY-CLOCK (YELLOW) 
05005-60113 CBL ASSY-STOP (RED) 
05005-60112 CBL ASSY-START (GREEN) 


Part of Figure 6-3. Cabinet Parts and Hardware (Timing Pod) 
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Reference 
Designation 


Al 


aici 
A1C2 
AICS 
A1C4 
Alcs 


A1C& 
A1C7 
A1C8 
Aic9? 
A1C10 


A1C11 
A1C12 
AIC13 
A1C14 
aicis 


€1C16 
41017 
A1C18 
A1lC19 
A1C20 


A1C21 
A1C22 
A1lC23 
A1C24 
A1C25 


A1C26 
&1C27 
A1C2B8 
Alcea? 
A1C30 


AlC31 
41C32 
A1C33 
A1C34 
A1C35 


A1C36 
A1C37 
A1C3S 
AiC39 
A1C40 


A1C41 
A1C42 
A1C43 
A1C44 
A1C45 


A1C46 
41047 
A1C48 
AiC49 
A1C59 


AiCS1 


A1CR1 

4iCRe2 
A1CRI 
F1CR4 
A1CRS 


AICRE 
A1CR7 
A1CRE 
A1CRY 
A1ICR10 


A1CR11 
AICRI2 
AICRIS 
AICR14 
A1CRIS 


A1lF1 
AlF1 


HP Part 


Number Oty 


05006-60001 


Po] 


0160-455 

0160-4557 
0180-0291 
0160-4554 
0160-4554 


NNWoo 


0160-4554 
0160-4554 
0160-4554 
0160-4554 
0160-4554 


NVNNWN 


0140-4554 
0160-4554 
0160-4554 
0160-4554 
0160-4554 


NNN 


9160-4554 
0160-4554 
0180-2827 
0160-4557 
0160-4819 


0180-2827 
0160-4557 
0180-2816 
0160-4554 
0160-4557 


onnou NeuUnn 


0160-4554 
0160-4557 
0160-4557 
0180-2892 
0180-0116 


“poor 


01930-0374 
0160-4557 
0121-0114 
0160-4557 
0160-455 


ooMmow 


0160-4805 
0160-4805 
0160-4557 
0180-0374 
0180-0374 


Ww Oo mao 


0160-4805 
0160-4805 
0160-455 

0160-4791 
0160-4791 


bpboru 


0160-4791 
0160-455 
0160-455 
6180-29788 
0160-4557 


owoon 


0160-455 


i) 


1701-0059 
1901-0050 
1701-0050 
1701-0050 
1701-0050 


1901-0050 
1701-0050 
1701-0050 
1901-0050 
1701-0050 


WAU AWaAwWu 


1901-0050 
1702-0522 
1901-0782 
1906-0096 
1902-0175 


Oyaeuw 


2110-0201 
2110-0218 


wo 


Table 6-2. Replaceable Parts 


Description 


MAIN ASSEMBLY 


CAPACITOR -FXD 
CAPACITOR-FXD 
CAPACITOR -FXD 
CAPACITOR-FXD 
CAPACTTOR—FXD 


CAPACI TOR-FXD 
CAPACITOR -FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACI TOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACTTOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR -FXD 
CAPACITOR-FXD 


CAPACITOR~-FXD 
CAPACITOR-FXD 


CAPACITOR-V TRHMR-CER 7-25PF 350V PC-MTG 


CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR -FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 


(SERIES 2314) 


»1UF 4-20% SOVDC CER 
»1UF +-20% SOVDC CER 
1UF#-10% 35VDC TA 
-Q1UF +-20% SOVDC CER 
»O1UF +-20% SOVDC CER 


»O1UF +-20% SOVDC CER 
-O1UF #-20% SOVDC CER 
-O1UF +-20% SOVDC CER 
-O1UF +~20% SOVNC CER 
-O1UF +-20% SOVDC CER 


»O1UF +-20% SOVDC CER 
-O1UF +-20% SOVDC CER 
-O1UF +#-20% SOVDC CER 
-O1UF +-20% SOVDC CER 
-O1UF +-20% SOVDC CER 


-O1UF +-20% SOVDC CER 
»O1UF +-20% SOVDC CER 
47UF+100-10% 40VDC AL 
-1UF +~20% SOVDC CER 
2200PF +~5% 100VDC CER 


A7UF+100-10% 40VDC AL 
-1UF +-20% SOVDC CER 
68UF+-20% 10VDC TA 
»O1UF +~20% SOVDC CER 
-1UF +~20% SOVDC CER 


-O1UF +~20% SOVDC CER 
-1UF +~20% SOVDC CER 
-1UF +-20% SOVDC CER 
2200UF+75-10% 16VDC AL 
6.8UF+-10% 35VDC TA 


10UF+-10% 20VDC TA 
-1UF +-20% SOVDC CER 


»1UF +-20% SOVDC CER 
-1UF 4~20% SOVDC CER 


A7PF +-5% 100VDC CER 
47PF +-S% 100VDC CER 
-1UF +-20% SOVDC CER 
10UF+-10% 20VDC TA 
10UF+-10% 20VDC TA 


47PF +-5% 100VDC CER 
A7PF +-S% 100VDC CER 
»1UF +~20% SOVDC CER 
10PF +-S% 100VDC CER 
10PF +-5% 100VDC CER 


10PF +-5% 100VDC CER 
-1UF +-20% SOVDC CER 
»1UF +-20% SOVDC CER 
B20UF+75-10% 40VDC AL 
»1UF +-20% SOVDC CER 


-1UF +-20% SOVDC CER 


DIODE-SWITCHING 80V 200MA 2NS DO-35 
DIODE -SWITCHING 80V 200MA 2NS DO-35 
DIONE-SWITCHING 80V 200MA 2NS DO-35 
DIODE-SWITCHING 30V 200MA 2NS DO-35 
DIODE~SWITCHING 80V 200MA 2NS DO-35 


DIODE-SWITCHING SOY 200MA 2NS DO-35 
DIODE-SWITCHING 80V 200MA 2NS DO-35 
DIODE-SWITCHING 80V 200MA ANS DO-35 
DIODE-SWITCHING 80V 200MA 2NS DO-35 
DIODE-SWITCHING GOV 200MA 2NS DO-35 


DIODE~SWITCHING 80V 200MA 2NS DO-35 
DIODE -ZNR 1NS340B 6 5% PD=SW IR=1UA 
DIODE-SCHOTTKY 1NS621 30V 3A 


DIODE-FW BRDG 


200V 2 


DIODE-ZNR 100V SZ PD=1W IR=SUA 


FUSE .25A 250V TD 1.25X.25 UL (115 VAC) 


FUSE .1A 250V 


+25X.27 (230 VAC) 


205480 


16299 
14299 
56289 
26400 
728480 


28400 
28480 
26480 
28480 
26480 


28480 
28480 
28480 
2684690 
28480 


26480 
28480 
2480 
16299 
en4o0 


78480 
14299 
28480 
28480 
16299 


25480 
16299 
16299 
28480 
56289 


56289 
164299 
52763 
16299 
16299 


28480 
28480 
16299 
56289 
56289 


78480 
20480 
16299 
28480 
28480 


28480 
16299 
16299 
56289 
14299 


16299 


28480 
28480 
28480 
?8480 
28480 


28480 
29480 
28480 
20480 
28480 


28400 
04713 
04713 
04713 
20480 


28480 
26480 


Mfr Part Number 


05006-60001 


CAC U4X7R104H050A 
CACO4X7R104M050A 
150D105xX9035A2 
0140-4554 
0160-4554 


0160-4554 
01560-4554 
0160-4554 
0160-4554 
0160-4554 


0160-4554 
0160-4554 
0160-4554 
0160-4554 
0160-4554 


0160-455 
0160-4554 
01980-2827 
CACN4X7R1044H050A 
0160-4819 


0180-2627 
CACO4X7R104M050A 
0180-2016 
0160-4554 
CAC 04X7R104H050A 


0160-455 

CAL 04X7R1044050A 
CACO4X7R104M0S0A 
0180-2892 
150D685X9035h2 


150D106X9020%2 
CACO4X7R104N050A 
304322 7/25PF N300 
CACO4X7R104M05S0A 
CACO 4X7R104H050A 


9140-4805 
0160-4805 
CACO4X7R1IO4HOSO0A 
150D106xX9020K2 
150D106X9020h2 


0160-4805 
0160-4805 
CAC04X7R104H050A 
0160-4791 
0160-4791 


0160-4791 
CAC04X7R104M050A 
CACO4X7R104N0S50A 
37DXB27GC040GI6 
CACO4X7R104M0S50A 


CACON4X7R104H050A 


1901-0050 
1901-0050 
1901-0050 
1901-0050 
1901-0050 


1901-0050 
1901-0050 
1701-0050 
1901-0050 
1901-0050 


1701-0050 
1N5340B 
1INSG21 
MDA2Z02 
1902-0175 


2110-0201 
2110-0218 


A1J1 1251-8427 
AlJs2 1251-7484 
A1J3 1251-4743 


CONNECTOR POST TYPE .150-PIN-SPCG S-CONT 28480 
CABLE ASSY 14 POST 28490 1251-7664 


1251-8427 


251-4743 ¢ \ 


opa 


CONNECTOR-AC PWR HIP-9 MALE REC-FLG THRMP 28480 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 5006A 
Replaceable Parts 


Table 6-2. Replaceable Parts (Continued) 


Reference HP Part i: 
Designation Number Description 


A1L1 97100-3017 300 MH AT S AMP DC 
AlL2 9100~1637 INDUCTOR RF-CH-MLD 120UH 5% .166D%, 50516 


TRANSISTOR NPN SI PD=350MW FT=3500MH7 
TRANSISTOR PNY ST PD=SOW FT=20MiiZ 


A101 1854-0215 
A102 1853-0363 


RESISTOR 200 1% .125W F TC=0+-100 4SAG 

RESISTOR 100K 1% .125W fF TC=0+-100 24546 

RESISTOR 150 1% .125W F Te=0+-100 PASAG 

NETWORK-RES 6-STP10.0K OM XS O1101 POLALIGS 
NETWORK-RES B-SIP150.0 OiIM XK 4 PGB4B0 1910-0529 


AIRI 0757-0407 
AIR2 0757-0465 
AIRS 0757-0284 
AIRS 1810-0368 
AIR7Z 1810-0529 


NETWORK-RES 8-S1P150.0 OM XK 4 P0430 1619-9529 
RESISTOR 5K 1% .125W F TC=04-100 P4546 C4 -1/8-T6 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-TS 
RESISTOR SK 1% .125W F TC=01t-100 24546 £4-178-TO 
RESISTOR 61.9 1% ,125W F TC=0+-100 24546 £4-1/8-TS 


AIRS 1810-0529 
AIR? 0678-4002 
A1R10 0757-0442 
AIR12 0698-4002 
AIR1IZ 0757-0276 


RESTSTOR 1K 1% .125W F TC=O0+-100 24546 C4 1/8-TO 
RESISTOR SK 1% .125W F TC=04+-100 24AS4E C4-1/8-T9 
RESISTOR 4.64K 1% .125W F TC=0+-100 24546 C4-1/5-T0-464% 
RESISTOR .025 10% 2W PW TC=04-100 26420 0011-3206 
ESISTOR 30K .5% .125W F TC=0+-100 24546 C4-1/8-TO0-3000 


AIR14 0757-0280 
AIRIS 0698-4002 
AIR16 0698-3155 
A1R17 osii- weere 
A1R18 0698-521 


HAeOw NWVvO DAWNED OH 


RESISTOR 21.5K 1% -1e25W F TC=0+-100 24546 CA 1/8-TO 
RESISTOR 51.1 1% .125W F TC=0+-100 24546 C4-1/3-T . 
RESISTOR 100 S% 3W PW TC=01-20 71637 Cweki-3u- 12 
RESISTOR 348 1% .125W F TC=0+-100 24546 C4 -1/8-T0- 448% 
RESISTOR 7.5K 1% .125W F TC=0+-100 24546 C4 1/8-TO0-7561 


AIRIP 0757-0199 
A1R20 0757-0394 
A1R21 0613-0050 
A1R22 0698-3445 
A1R23 0757-0440 


NN GOW 


RESISTOR 3K 1% .125W F TC=0+-100 24546 C4-1/8-TO0-3001 
NETWORK-RES 6-SIP470.0 OHM X 5 01121 20LA4S71 

SISTOR 51.1 1% .SW F TC=0+-100 28480 0757-16000 
RESISTOR 10 1% 125u F TC=0:-100 2An4E C4-1/8-TH-719KRG 
RESISTOR 150 1% .125W F TC=0+-100 24546 C4-1/8-TO0-151 


A1R24 0757-1093 
AITR25 1810-0364 
AIR26 0757-1000 
A1R27 0757-0346 
A1R28 0757-0284 


NMNYO 


RESISTOR 10K .5% .125W F TC=0+-100 03008 PMCSS-1/9-TO 199 
RESISTOR 750 1% .125W F TC=0+-100 24546 C4-1/793-T) -751-5 
RESISTOR 10 1% .125W F TC=0+-100 24546 C4 1/8-TS- 7ORO FF 
RESISTOR 10K .5% .125W F TC=0+-100 038898 PMESS -1/3-79-1992 
RESISTOR 4.5K .1% .125W F TC=0+-25 264580 0698-8607 


AIR29 0698-3329 
A1R30 0757-0420 
AIRS 0757-0346 
A1R32 0698-3329 
ALR33 0698-8607 


OeNwe 


RESISTOR 10 1% .125W F TC=0+-100 PASSE C4-1/8-TO-16k 0-F 
RESISTOR 750 1% .125W F TC=0+-100 24546 C4-1/8-T9-753-F 
RESISTOR 10K .5% .125W F TC=0+-100 03868 PMLS5S-1/78-TS-106 
RESISTOR 750 1% .125W F TC=0+-100 24546 C4-1/8-T9-751-F 
RESISTOR 10 1% .125W F TC=0+-100 PAS4G C4-1/9-TU-10R0-F 


AIR34 0757-0346 
ALRIS 0757-0420 
AIRS6 0678-3329 
A1R37 0757-0420 
A1R38 0757-0346 


VA Wry 


RESISTOR 10K .125W F TC=0+-100 osceo PMESS-1/G- TH- 1002 
RESISTOR 4.5K .125W F TC=0+-25 284530 0499 -697 
RESISTOR 4.5K .125W F TC=0+-25 PSA 069% 8607 
RESISTOR SK . .125W F TC=0+-100 PASAG C4-1/G-T9-S5901 -D 
RESISTOR SOK .125W F TC=0+-100 24546 C4 °-1/B8-TO-SI9e-F 


A1R39 0698-3329 
AIR40 0698-8607 
AITRA1 0698-8607 
A1R42 0698-5579 
A1R43 0698-4009 


RESISTOR 215 1% .12 eS if TC=0+-100 24546 C4-1/38-TH-215 
RESISTOR 4.5K .1% ,12 F TC=0+ “eS 20480 0698-8607 
RESISTOR 4.5K .1% ese F TC=0+-2 78480 UG7?B-B607 
RESISTOR SK .5% .125W F TC=0+-100- PASS we 1/9-TO-"001 
RESISTOR 4.5K .1% .125W F TC=0+-25 73450 0678-G507 


A1R44 0698-3441 
A1R45 0698-8607 
A1R46 0698-8607 
A1R47 0698-5579 
A1R4B 0698-8607 


ONGOOD Cxyuao- 


RESISTOR 4.5K .1% .125W F TC=0+-25 20400 0490-8697 
RESISTOR SK .5% .125W F TC=0'-100 ?2AS4S6 C4-1/9-TO-So01 
RESISTOR 348 1% .125W F TC=0+-100 P4546 C4 Uo pepe 
RESISTOR 147 1% .125W F TC=0+-100 24546 C4 1/9-T0-1478- 
RESISTOR 4.5K .1% .125W F TC=0+-25 e400 0490-8607 


AILRAP 0698-8607 
A1R5S0 0698-557? 
A1R51 0698-3445 
AIRS2 0698-3438 
A1LRSZ 0698-8607 


we 


RESISTOR SK .5% .125W TC=0+t-100 24546 C4-1/8-T9 
RESISTOR 121 1% .125W TC=0+-100 24546 C4 1/8-TO- 


A1R54 0698-5579 30 
RESISTOR 215 1% .125W F Tc=0+-100 24546 C4-1/8-TO-2 
1 
5 


A1RSS 0757-0403 
AIR56 0678-3441 
A1R57 0757-0442 
A1RSB 06978-4009 


001 

2IR 
1 
iS 


RESISTOR 10K 1% ‘125 TC=04-100 24546 C4 1/8-Th 
RESISTOR SOK 1% .125W TC=0+-100 RASAG C4-1/58-T9- 


an7ay 


4 
c 
= 
N02 
G. 


0 
my) 


CVONN DAN ND 


A1S1-A1S11 3101- 2581 
A1S12 3101-25970 
A1S13 SL icaees 


SP MUL STA SE/PC 28460 3101-2561 
SS 6PDT .24K PC 27480 3101-2570 
SS LIN SEL 90PC 20450 3101-265¢ 


ann 


PCMHNT PWR #7,.6VDC 79400 P1A0-P700 


> 


A1IT1 9100-2700 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 5006A 
Replaceable Parts 


Reference 
Designation 


Alvi 
€1U3 
AlUa 
A1US 
AlU6 


Alu? 
A1US 
Alup 
A1U10 
Alu11 


A1u12 
A1u13 
A1U14 
A1U1S 
A1U16 


Alui7 
A1U1B 
A1lUi? 
A1uU20 
A1u21 


A1U22 
A1U23 
A1U24 
41U25 
A1U26 


A1U27 
A1U28 
A1U29 


Alv1 
Alwe 


A1XF1 


A1XU6 


6-12 


HP Part 
Number 


1820-1200 
1820-2641 
1820-2641 
1820-2641 
1820-3427 


1820-2695 
1820-1303 
1820-2696 
1820-2596 
1820-2674 


1820-2676 
1820-2691 
1620-2691 
1820-2686 
1826-0565 


1820-1158 
1820-1158 
1820-2691 
1920-2692 
1820-1015 


1820-2492 
1820-2992 
1820-2676 
1620-1052 
16820-1052 


1826-0215 
1826-0630 
1826-0122 


8120-3670 
05006-60103 


2110-0642 


1200-0654 


0515-0898 
0515-0886 
0535-0004 
1205-0349 


-Uunivdu 


Owoo- 


oun Ouse om onn 


NW NO 


Table 6-2. Replaceable Parts (Continued) 


Description 


IC INV TTL LS HEX 
IC FF TTL LS D-TYPE POS-EDGE-TRIG COM 
IC FF TIL LS D-TYPE POS-EDGE-TRIG COM 


Ic FF TTL LS D-TYPE POS-EDGE-TRIG COM 
IC-MCU W RAM ROM 


IC FF TTL F D-TYPE POS-EDGE-TRIG COM CLK 
1C SHF-RGTR TTL S R-S PRL-~IN PRL-OUT 

IC FF TTL F D-TYPE POS-EDGE-TRIG COM CLK 
IC FF TTL F D-TYPE POS-EDGE--TRIG COM CLK 
IC GATE TTL F AND-OR-INV 


IC GATE TTL F AND-OR-INV 

IC FF TTL F D-TYPE POS-EDGE-TRIG 
IC FF TTL F D-TYPE POS-EDGE-TRIG 
IC GATE TTL F AND QUAD 2-INP 
IC-TL494 


IC GATE TTL S AND-OR-INV DUAL 2-INP 

IC GATE TTL S AND-OR-INV DUAL 2-INP 

IC FF TTL F D-TYPE POS-EDGE-TRIG 

IC GATE TTL F EXCL-OR QUAD 2-INP 

IC MUXR/DATA-SEL. TTL S 2-TO-1-LINE QUAD 


IC GATE TTL F EXCL-OR QUAD 2-INP 
TTL 748112 F/F 

IC GATE TTL F AND-OR-INV 

IC XLTR ECL ECL-TO-TTL QUAD 2-INP 
IC XLTR ECL ECL-TO-TTL QUAN 2-INP 


IC V RGLTR TO-220 
IC COMPARATOR HS 
IC 7805 VY RGLTR TO-220 


CABLE ASSY 24 POST 
CABLE ASSY-REGULATOR 


FUSEHOLDER-EXTR POST 6.3A 250V BAY CAP 


SOCKET-IC 40-CONT DIP DIP-SLDR 


Al MISCELLANEOUS 


SCREW-MACH M4 X 07 6MM-LG PAN-HD 
SCREW-MACH M3 X 05 6MM-LG PAN-HD 
NUT-HEX DBL-CHAM M3 X 05 24MM-THK 
HEAT SINK SGL PLSTC-PWR-CS 


01295 
01295 
01295 
01295 
28480 


07263 
01295 
07263 
07263 
07263 


07263 
07263 
07263 
07263 
28480 


01295 
01295 
07263 
07263 
01295 


07263 
28480 
07263 
04713 
04713 


04713 
28480 
07263 


28480 
28480 


28480 


28480 


See introduction to this section for ordering information 


*Indicates factory selected value 


Mfr Part Number 


SN74LS05N 
SN741 S374N 
SN74LS374N 


SN74LS374N 
1820-3427 


74FI7SPC 
SN74S195N 
7AFA7SPC 
7AF175PC 
TAFGAPC 


747 64PC 
7AF74PC 
74F74PC 
74F08PC 
1826-0565 


SN74SS1N 
SN74S51N 
FAF74PC 
7AFE6PC 
SN74S158N 


7AFBGPC 
1820-2992 
7AFEAPC 
MC 10125L 
4C10125-L 


4C7905.2CT 
18246-0630 
780SUC 


8120-3670 
05006-60103 


2110-0642 


1200-0654 


ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
6025B-TT 


Model 5006A 
Replaceable Parts 


Table 6-2. Replaceable Parts (Continued) 


HP Part 
Number 


Reference Mfr Part Number 


Description 


. 
jy? 


= 


a 


Designation 


A2DS1 
A2DS2 
A2DS3 
A2DS4 
A2DS5 


A2DS6 
A2DS7 
A2Dse 
A2DS9 
A2DS10 


A2DS11 
Aensi2 
A2D813 
A2DS14 
A2D815 


A2DS16 
A2DS17 
A2DS818 
A2DS19 
A2DS20 


AaR1 
ABR] 
ARS 
AARA 
ARS 


A2RGE 
A2R7 


A2u1 
A2U2 


AaU3 


95006-60002 
0160-4557 


1990-0574 
1990-0574 
1990-0574 
1990-0574 
17970-0486 


1990-0547 
1990-0547 
1990-0547 
1990-0547 
1990-0547 


1990-0547 
1990-0547 
1990-0547 
1990-0547 
1990-0547 


1990-0547 
1990-0547 
1990-0547 
1990-0547 
1990-0547 


1810-0206 
0698-3447 
0698-3447 
0698-3447 
0678-3447 


0698-3447 
0698-3447 


1858-0074 
1658-0076 
1820-1200 


9120-3670 


1251--4750 
4040-2121 
4040-2122 
05006-20201 


05006-20202 
05006-40001 
05006-63100 


coooso (— 7) CUWWAw co o 


cococ 


Aco bd HS ODD 


Co 


uno Neon 


DISPLAY ASSEMELY (SERI 


ES 2314) 


CAPACITOR-FXD .1UF +-20% SOYDC CER 


DISPLAY -NUM-SEG 1 -CHAR 
DISPLAY-NUM-SEG 1-CHAR 
DISPLAY -NUM-SEG 1-CHAR 
DISPLAY-NUM--SEG 1-CHAR 
LED-LAMP LUM-INT=1H4CD 


LED-LAMP LUM~-INT=2HMCD 
LED -LAMP LUM-INT=2é6CD 
LED-LAMP LUM-INT=2é4CD 
LED -_LAMP LUM-INT=2MCD 
LED-LAMP LUM-INT=2HCD 


LED-LAMP LUM-INT=24CD 
LED-LAMP LUM--INT=2HCD 
LED-LAMP LUM-INT=?MCD 
LED-LAMP LUM-INT=2MCD 
LED-LAMP LUM-INT=24CD 


LED-LAMP LUM-INT=2HCD 
LED-LAMP LUM-INT=2hCD 
LED-LAMP LUM-INT=2HCD 
LED-LAMP 1UM-TINT=2MCD 
LED-LAMP LUM-INT=2HCD 


NETWORK-RES 8-SIP10.0K 
RESISTOR 422 1% .125W 
RESISTOR 422 1% .125W 
RESISTOR 422 1% .125W 
RESISTOR 422 1% ,125wW 


RESISTOR 422 1% .125W 
RESISTOR 422 1% .125W 


TRANSISTOR ARRAY 14-PIN 
TRANSISTOR ARRAY 14-PIN 


Ic INV TTL LS HEX 


CABLE ASSY 24 POST 


ABH 
“ASH 
ASH 
-43-H 
IF=20MA -MAX 


IF=20HA- MAX 
IF =21HA -MAX 
IF =7 0MA-MAX 
IF=20MA- MAX 
If =20MA-HAX 


IF=20MA -MAX 
IF =? 0MA-MAX 
IF =20HA-MAK 
IF=20MA-HAX 
TF=20MA~MAX 


IF =20MA-MAX 
IF=20MA-MAX 
IF =20MA- MAX 
TF=20MA -MAX 
IF=20MA-MAX 


OHM X 7 
TC=0+-100 
TC=0+-100 
TC=0+-100 
Te=0+-100 


TC=0+-100 
TC=0+-100 


A2 MISCELLANEOUS 


CONNECTOR-SGL CONT PIN 
STANDOFF-LED 7.5 MML 
STANDOFF-LED 3HHMIG 
TEST POINT~PRORE 


TEST POINT-CHOS 
HOLDCR-TEST PIN 
SEQ PTS AY--68100 


»03-TN-BSC 


TPYVR=SVU 


RYVP=SY 
RVRESY 
BUR=SV 
BVR=SV 
BYR=SV 


KYR=SV 
RUR=SV 
LYUR=SY 
AYVR=SV 
BVR=SV 


BYR=5V 


HYR=SV 


PLSTC TO~-116 
PLSTC TO-116 


5Z RND 


23400 


16299 


A480 
PA4o0 
70480 
P8480 
78450 


70460 
284530 
70400 
28430 
7o4e0 


28450 
?o4oo 
28460 
20480 
28480 


?e4g0 
284680 
29480 
20400 
284c0 


01121 
24546 
74546 
24546 
24546 


2ASAG 
24546 


04713 
04713 


01295 


28480 


26480 
28460 
720480 
28480 


284330 
20480 
2849 


See introduction to this section for ordering information 


*Indicates factory selected value 


65006-40062 


CACOALTR LOADS 


SOR?- 4604,5F1 
5092-44684, SEL 
5002-4694 , SEL 
$082 4604, SEL 
5902-4694, SEL 


5007-4684, SEL 
5062-4604, SEL 
S087-4684 , SEL 
5097-4684, SEI 


5002-4604, SEL 


500? -4684, 6° 
5097-4694, SEL 
508? 4684 ,501 
5092-46084, SEL 
509?-4684 ,SE£1 


20BA103 

C4-1/8-TO 4208 
04-1/78-T0- 422k 
C4 1/8-T0-420R 
C4-1/8-T0-422) 


CA 1/8-TO0 -42008 
C4-1/8-TO0-422%: 


MPOe907P 
HPO2907P 
SN74L GUSN 


G12?9-3670 


1251-4750 
4040-2121 
4040-2122 
05006-20701 


05006-20202 
05006-40001 
95906-62100 


oA 
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Table 6-2. Replaceable Parts (Continued) 


Reference HP Part J Je 
Designation | Number Qty Description Mfr Part Number 


05006-60003 DATA-PRODE ASSEMBLY (SERIES 2240) 28480 05006-60003 
0160-2255 CAPACTTOR-FXD 0,.2PF +-.25PF S00VUDC CFR 204680 0160-2255 
1990-0547 LED LAMP LUM-INT=2MCD IF=20NA-MAX RVR=5V 284B0 5092-4684,SEL, IV 
RESISTOR 87,6K .1% .,25W F TC=0+-25 284500 0698-3985 


RESISTOR SOK 1% .125W F TC=0+~-100 24546 C4~-1/8~T0-5002-F 
STUD-PROBE TIP 28480 05570-0662 


0698-3985 
05798-4009 
0570-0660 


wn Cou 


CONNECTOR-SGL CONT PIN .031-IN-BSC--SZ 28460 1251-4259 


A4 05006-60004 HP-IL ASSEMBLY (SERIES 2243) 28480 05006-60004 
CAPACITOR-FXD 100PF 4-5% 100VDC CER 28480 0140-4801 
CAPACITOR-FXD 220PF +-S% 100VDC CER 20480 0140-4812 
CAPACITOR-FXD 220PF +-5% 100VDC CER 28480 0160-4812 
CAPACITOR-FXD 3.3UF+-20% 15VDC TA 56289 150D335X0015A2 
CAPACITOR-FXD .1UF +-20% SOVDC CER 16299 CAC04X7R104H050A 


A4C1 0160-4801 
A4C2 0160-4812 
A4C3 9160-4812 
A4C4 0180-0210 
44C5 0160-4557 


ersoy nw 


DIOPE-ZNR 33V 5% DO-35 PD=.4W TC=41,097% 28480 1902-0970 
DIODE -ZNR 33V 5X DO-35 PD=.4W TC=+,097% 28480 1902-0970 
DIODE-7NR 33V 5% DO-35 PD=.4W TC=1.097% 28480 1902-0970 
DIODE-ZNR 33V 5% DO-35 PD=.4W TC=+.097% 26480 1902-0970 
DIODE-SWITCHING 80V 200MA 2NS DO-35 28480 1901-0050 


A4TRI 1902-0970 
ASTRA 1902-0970 
AACRS 1902-0970 
A4CRA 1902-0970 
AACRS 1901-0050 


CONNECTOR ASSY HP-TlL. 284380 05006-60104 
HEADER ASSY, 8 PIN 28480 1251-8426 


A4T1 05006-60104 
A4T2 1251-8426 


>u Wawona 


INDUCTOR RF-CH -MLD S6UH 5% .166DX,3G5LG 293480 9100-1631 
INDUCTOR RF-CH-MLD 120UH 5% .166DX.385LG 28480 9100-1637 


A4S4L1 9100-1631 
A4L2 9100-1637 


RESISTOR 15K 1% .125W F TC=0+ -100 24546 C4- 1/8-T0-1502-F 
RESISTOR 383 1% .125W F TC=0+-100 24546 C4- 1/8-T0-383R-F 
RESISTOR 15K 1% .125W F TC=0+—100 24546 C4-1/8-T0-1502.-F 
RESISTOR 383 1% .125W F TC=0+-100 24546 C4--1/8-T0-383R-F 
RESISTOR 100K 1% ,125W F TC=0+-100 24546 C4 -1/8-T0-1003-F 


A4SR1 0757-0446 
A4R2 0698-3446 
AARG 0757-0446 
A4R4 0698-3446 
ASRS 0757-0465 


RESISTOR 10K 1% .125W F TC=0+-100 24546 C4--1/8-T0-1002-F 
RESTSTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 


A4RG 0757-0442 
A4R7 9757-0442 


A4S1 3101-2215 SWITCH-RKR DIP-RKR-ASSY 7-1A .05A 3OVDC 28450 3101-2215 


8 
4 
3 
3 
3 
3 
6 
9 
9 
2 
3 


A4T1 9100-4226 TRANSFORMER 28480 9100-4226 


A4U1 1LB3-0003 IC HPIL 28 PIN 28400 1LB3-0003 
A4U2 95006-80002 EPROM-HPIL 28480 05006-80002 
1820-2650 NMOS 38°70 MPR 28480 1820-2650 


A4Si 8120-3671 FLAT RIBBON ASSY 14-COND 268480 8120-3671 


05384-60005 HP-IB INTERFACE BOARD ASSY (SERIES 2244) 28480 05384-60005 


A5C1 0180-0229 CAPACITOR-FXD 33UF+-10% 10VDC TA 56289 150D336X9010B2 
€aSC2 0160-4554 CAPACITOR-FXD .01UF +-20% SOVDC CER 28480 0160-4554 

ASC3 0160-4557 CAPACITOR-FXD .1UF 4--20% SOVDC CER 16299 CACO4X7R104M050A 
ASC4 0160-4557 CAPACITOR-FXD .1UF +-20% SOVDC CER 16299 CACO4X7R104M050A 
aAsScsS 0180-0210 CAPACITOR -FXD 3.3UF+-20% 15YNC TA 56289 150D335xX0015A2 


ASCR1 1901-0050 DIODE-SWITCHING 80Y¥ 200MA 2NS DO-35 25480 1901-0050 
ASJ1 1252-0268 CONNECTOR 24-PIN F MICRO-RIBBON 28480 1252-0268 


ASL1 9100-1788 CHOKE-WIDE BAND ZMAX=680 OHM 180 Mii7 02114 VK200 20/748 
ASL2 9100-1637 INDUCTOR RF-CH-MLD 120UH 5% .166DX,385LG 268480 9100-1637 


ASR1 0698-3155 RESISTOR 4.64K 1% .125W F TC=0+-100 24546 C4~-1/8-T0-4641-F 
ASR] 0678-0062 RESISTOR 464 1% .125W F TC=04-100 24546 C4~-1/8-T0-4640-F 
ASR 0698-3155 RESISTOR 4.64K 1% .125W F TC=0+-100 24546 C4--1/8-T0~-4641-F 
ASR4 0678-0082 RESISTOR 464 1% .125W F TC=0+-100 24546 C4--1/8-T0-4640-F 
ASRS 1810-0247 NETWORK-RES 16-DIP220.0 OIIM X 8 01121 316B221 


ASRK6 0757-0465 RESISTOR 100K 1% .125W F TC=0+-100 24546 C4 -1/8-T0-1003-F 
ASR7 0698-3441 RESISTOR 215 1% .125W F TC=04-100 24546 C4-1/8-T0-215R-F 
ASRB 0678-3441 RESISTOR 215 1% .125W F TC=0+--100 24546 C4-1/8-T0-215R -F 
ASS1 3101-2215 SWITCH-RKR DIP-RKR-ASSY 7-1A .0SA 30VDC 26480 3101-2215 


ASTP1-ASTP7 1251-8096 HEADER ASSY 7PIN 268480 251-8096 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Reference 
Designation 


HP Part 
Number 


1820-2461 
1820-2461 
1820-1198 
1820-1440 
1820-3970 


8120-3671 


1200-0654 


Table 6-2. Replaceable Parts (Continued) 


Description 


IC MISC TTL OCTL 

IC MISC TTL OCTL 

IC GATE TTL LS NAND QUAD 2-INP 
IC LCH TTL LS QUAD 

IC MCU 4MHZ W ROM RAM 


FLAT RIBBON ASSY 14 COND 


SOCKET-IC 40-CONT DIP DIP-SLDR 


See introduction to this section for ordering information 
*Indicates factory selected value 


Model 5006A 
Replaceable Parts 


Mfr Part Number 


MC3447P3 
MCI447P3 
SN74LS279N 
SN74LSO3N 
1820-3970 


8120-3671 


1200 -0654 
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Model 5006A 
Replaceable Parts 


Reference 
Designation 


Ab 


A6C1 
A6C2 
AbC3 


AGR1 
AGRE 
AGRZ 
AGR4 
ARS 


AGRE 


AbW2 
ABW3 
ABW4 
ABWS5 


F1 FOR 115V 
F1 FOR 230V 


H1 
H2 
H3 
H4 
HS 


H6& 
Nt? 
Ho 
i? 
H10 


BP 1 
MP2 
MP3 
MP4 
HPS 


MP6 
HP? 
MPS 
MP9 
MP 10 


MP11 
MP12 
MP13 
MP 14 
MP1S 


MP16 
P17 
HP18 
MP1? 
MP 20 


MP21 
AP 22 
MP23 
MP 24 
AP2S 


HP27 
MP2B 
MP 29 
MP30 
MP 31 


MP32 
MP 33 
HP34 
HP 35 
HP36 


MP37 
W1 


AWV/1 
A6W1 


05006-60005 


0160-2255 
0160-2055 


0160-2255 


0698-3986 
0698-3986 
06968-7231 
0598-7231 
04978-3986 


0698-7231 


05005-60115 
05005-60114 
05005-60113 
05005-60112 


2110-0201 
2110-0318 


2510-0200 
0515-1265 
2360-0482 
0515-0886 
0515-0898 


0510-0592 
0361--1137 
2190-0585 
3050-0892 
0380-1332 


7101-0622 
7101-0623 
05006-00001 
05006-00002 
95006-00003 


05006-40002 
05006-40003 
4177-0236 
05006-00006 
1600-1185 


5001-0438 
5040-7201 

1460-1345 
4040-1993 
1460-1938 


0890-1411 
4040-1992 
5040-7222 
4040-1991 
0380-1534 


7121-2701 

05005-20209 
90546-40004 
00546-40003 
00546-00002 


00546-40002 
5960-0418 

00547-40005 
05905-20208 
05005-40009 


7121-2792 
05005-40001 
95005-40011 
05005-40010 
7121-2703 


05005-40008 


9159-2646 
05006-60102 
95006-60101 


2650-0128 
3050-0755 
7120-3530 
7121-2523 
05005-60116 
0515-0887 


et 


Nowra ff oCnrmyre 
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Table 6-2. Replaceable Parts (Continued) 


Description 


POD BOARD ASSEMBLY (SERIES 2240) 


CAPACTTOR-FXD 8.2PF +—-.25°F SOOVDC CCR 
CAPACCTTOR-FXD 8.2PF 4+-.25PF SO0VDC CER 
CAPACITOR-FXD 8.2PF +-,.25PF SOOVDC CER 


RESISTOR B9K .1X% .125W F TC=0+-25 
RESISTOR 89K .1% ,125W F TC=04+-25 
RESISTOR 619 1% .05W F TC=0+t-100 
RESISTOR 619 1% .05W F TC=04-100 
RESISTOR B9K .1% .125W F TC=04+-25 


RESISTOR 619 1% .05W F TC=0+-100 


CBL AY-GROUND (BLACK) 
CBRL AY--CLOCK (YELLOW) 
CHL AY -STOP (RED) 

CBRL AY--START (GREEN) 


MISCELLANEOUS 


FUSE .25A 250V TD 1.25xX,.25 Ut 
FUSE .12S5A 250V TD 1,.25X.25 UL 


SCREW-MACH B-32 5-IN-LG PAN-HO-POZ! 
SCREW-MACH M3 5 X 06 35MM-LG PAN-HD 
SC MC 632 1 2510 

SCREW-MACH M3 X 05 6MM-LG PAN-HD 
SCREW-MACH M3 X 05 6MM-LG PAN-HD 


RETAINER-PUSH ON TUD EXT .14-IN-DIA 
RIVET-SPECIAL 4 

WASHER-LK HLCL 3.5 MM 3.6-MM-ID 
WASHER-FL MTLC 3.5 MM 3.8-MM-ID 
STANDOFF-HEX M/F 


SHELL TOP 

SHELL ROTTOM 

PANEI_~FRONT 

PANEL-—REAR 

PANEL-REAR (OPT 040,040) 


WINDOW-DISPLAY (OPT 030,040) 
WINDOW DISPLAY 

CLAMP TUBE HD, DN 

HOLDER -PROBE 

FASTCNCR-RACK MOUNT 


TRIM: SIDE 

FOOT (STANDARD) 
TILT STAND SST 
MONT FRONT HANDLE 
WIRE FORM HANDLE 


EXTRUSION HANDLE 

MONT REAR HANDLE 

FOOT NON-SKID 

BUMPER FOOT 

SPACER-SNAP~-IN 1,0 IN LG; .26 IN DIA 


LADEL-INFORMATION S-MM-WD 123.5-MM-LG 
PROBC BODY-TOP 

BUTTON-SWITCH 

RETAINER-SWITCH 

SWITCH-CONTACT 


WINDOW-LAMP PROGE 
PIN TIP ASSY 
cov-TIP 

PROGE BODY-BOT 
BOOT--PROBE CBL 


LAGEL -INFORMATION 26-mhM-WD 54-MM-LG 
COVER~POD 

BOOT-POD LEADS 

BOOT-POD 

LAGEL-INFORMATION 26-MM-WD 5S4-MM-LG 


BOOT-POD CBL 


WIRE 1B8AWG G7Y 300Y PVC 19x30 105C 
CBL ASSY-PROBE 
CBL ASSY-POD 


SCREW MACH 10-32 .25-IN-LG PAN-HD-POZJ 
WASHER -SHLD2 NO. 4 .115-IN-ID .24-IN-DD 
LALEL- WARNING .6-IN-WD 1.5 IN-LG VINYL 


LABEL -TNFORMATION 9-MHK-WD S4-MM-LG POLYC 


CEL AY-PROBE GND 
SCREW-MACH M3 5 X 0 6 6MM-LG PAN-HD 


28430 


284680 
28480 
28480 


26480 
28400 
24546 
24546 
28480 


24546 


26480 
264890 
28400 
28480 


28480 
28480 


00000 
00000 
28480 
00000 
00000 


28480 
28480 
28460 
28480 
29400 


28480 
28400 
28480 
28480 
28400 


28480 
28480 
28480 
28480 
2840 


28480 
28460 
28480 
28480 
28480 


28460 
28480 
28400 
28480 
28480 


23480 
28480 
28430 
298480 
28480 


28480 
?B4B0 
28480 
284930 
28480 


29480 
28480 
28480 
28480 
28430 


28400 


28480 
28460 
28480 


00000 
28480 
20480 
?8400 
284600 
00000 


Mfr Part Number 


05006-60005 


2 
~2255 


0698-3986 
0698-3906 
C3 -1/B-TO-619R-F 
C3--1/8-TO> G19R-F 
0698-3986 


C3 1/8-TO* G19R-F 


05005-60115 
05005-60114 
05005--60113 
05005-60112 


2110-0201 
2110-0318 


ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
2360-0482 

ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 


0510-0592 
0361-1137 
2190-0505 
3050-0892 
0360-1342 


7101-06422 
7101-0623 
05006-00001 
05004-00002 
05096-00003 


05006-40002 
05006-40003 
4177-0236 
05006-00006 
1600-1185 


9001-0438 
5040-7201 
1460-1345 
4040-1993 
14460-1938 


0090-1411 
4040-1992 
5040-7222 
4040-19971 
0360--1534 


7121-2701 

05005-20209 
00546-40004 
00546-40003 
00546-00002 


00546-40002 
5060-0418 

00547-40005 
05005-20208 
05005-40009 


7121-2702 
05005-40001 
05005-40011 
05005-40010 
7121-2703 


05005-40008 


8150-2846 
05006-60102 
05006-60101 


ORDER BY DESCRIPTION 
3050-0756 

7120-3530 

7121-2528 
05005-60116 

ORDER BY DESC 


See introduction to this section for ordering information 
*Indicates factory selected value 
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ps Table 6-2. Replaceable Parts (Continued) 


Ref Ses 
Besturiation Description Mfr Part Number 


SCREW-TPG +1868-IN-LG PAN-HD-POZI 00000 ORDER BY DOSCRIPTION 
SCREW--TPG -4? ,198-IN-LG BNG-HD SLT STL 00000 ORDER MY DEG RIPTION 
GRABBER 28430 107°.39-62101 


0624-0276 
0624-0340 
10230-62101 


Nao 


FUSENOLDER CAP 12A MAX FOR UL 7G4A80 2110-0565 
WASHER-LK INTL T NO. 10 .195-IN-ID 204890 2190-0011 
WASHER-LK HLCL NO, 10 .1974 IN-ID 28480 2190-0577 
WASHER GRD 28480 1696-9506 


2110-0565 
21970-0011 
2190-0577 
1600-0506 


CABLE TIC .062-1.25-DIA .14-WD NYL 06383 PL T1.5-hPE 
KEY CAP WHITE 298460 5041-0201 
KEY CAP QUARTER ‘LIGHT GREY 28480 5041-03500 
KEY CAP QUARTER ‘DARK GREY: 2400 5041-0366 


1400-0493 
5041-0201 
5041-0300 
5041-0366 


INSULATOR TO220 STIO 26400 0340-1070 


0340-1070 
CABLE ASSY 1BAWG 3-CNDCT JGK -JKT 2480 8120-1521 


8120-1521 


Co o7oer fFHoOv 


See introduction to this section for ordering information 
*Indicates factory selected value 6-17 
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ANY SATISFACTORY SUPPLIER 
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Table 6-3. Manufacturers Code List 


ALLEN-BRADLEY CO 


TEXAS INSTR INC SEMICOND CMPNT DIV 


FERROXCUBE CORP 


GE CO SEMICONDUCTOR PROD DEPT 


KDI PYROFILM CORP 


MOTOROLA SEMICONDUCTOR PRODUCTS 


PANDUIT CORP 


FAIRCHILD SEMICONDUCTOR DIV 


THERMALLOY CO 


CORNING GLASS WORKS CMPNT DIV 
CORNING GLASS WORKS (BRADFORD) 
HEWLETT-PACKARD CO CORPORATE HQ 
STETTNER ELECTRONICS INC 


SPRAGUE ELECTRIC CO 


DALE ELECTRONICS INC 


MILWAUKEE, WI 
DALLAS, TX 
SAUGERTIES, NY 
AUBURN, NY 
WHIPPANY, NY 
PHOENIX, AZ 
TINLEY PARK, IL 
MOUNTAIN VIEW, CA 
DALLAS, TX 
RALEIGH, NC 
BRADFORD, PA 
PALO ALTO, CA 
CHATTANOOGA, TN 
NORTH ADAMS, MA 
COLUMBUS, NE 
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SECTION VII 
MANUAL CHANGES 


7-1. INTRODUCTION 


7-2. This section contains information necessary to 
adapt this manual to older instruments by making 
manual changes to “backdate” the manual for a 
particular instrument configuration as determined by 
the Serial Prefix Number or complete Serial Number 
on the rear of the instrument. 


7-3. MANUAL CHANGES 


7-4. This manual applies directly to model 5006A 
Signature Analyzers with Serial Prefix No. 2314A and 
includes any option 030 circuit board with SERIES 
number 2243 and option 040 with SERIES number 
2244, 


7-5. As engineering changes are made, newer instru- 
ments may have Serial Prefix numbers higher than 
2314A or circuit boards for options with series numbers 
higher than 2243 or 2244 respectively. Manuals for 
these instruments will be supplied with MANUAL 
CHANGES, printed on yellow paper, containing the 
required information. Replace affected pages or change 
existing information as directed in the MANUAL 
CHANGES. If the change information is missing contact 
the nearest Hewlett-Packard sales and service office. 


7-6. OLDER INSTRUMENTS 


7-7. \f your instrument has a Serial Prefix Number 
of 2314A or lower, refer to Table 7-1 and perform the 
manual backdating change(s) that applies to your 
instrument. Older instruments are at the bottom of 
the table. 


Table 7-1. Manual Backdating 


If Instrument 
Has Serial Prefix 
or Option Series 


Circuit Board or 
Circuits Involved 


CHANGE 1 (2314A) 


The following changes do not affect the Instrument 
Serial Prefix. Some units with Instrument Serial Prefix 
numbers 2314A have the two-chip microprocessor/ 


EPROM combination while later units will have a 
single-chip masked unit. 


1. HP-IB Board Option 040 (05384-60005) : 
The two-chip combination (A5U5), with part num- 
ber 05384-80003, was replaced by a single-chip unit 
with part number 1820-3687. 


In units with serial numbers 2314A02256 or later, 
part number 1820-3687 is replaced with 1820-3970 
(NMOS 3870 MPU). 


2. A1 Main Assembly (05006-60001) : 
The two-chip combination (A1U6), with part num- 
ber 05006-80003, is replaced with the current unit, 


1820-3424. 


CHANGE 2A/B (2302A) 


Part A: 
Pages 6-10 and 6-12, Table 6-2. A1 (05006-60001) 


Replaceable Parts: 
Change the A1 SERIES number from 2314 to 2302. 
Change the HP Part Number for A1U6 from 05006- 


80003 to 05006-80001. 


Page 8-43, Figure 8-24. Al MAIN ASSEMBLY SCHE- 


MATIC DIAGRAM: 
Change the A1 SERIES number from 2314 to 2302. 


Part B: 
Page 6-13, Table 6-2. A2 (05006-60002) Replaceable 


Parts: 
Change the A2 SERIES number from 2314 to 2302. 


There is no other change to the A2 board at this 
time. 
Page 8-45, Figure 8-25. A2 DISPLAY ASSEMBLY SCHE- 
MATIC DIAGRAM: 
Change the A2 SERIES number from 2314 to 2302. 


Instruments with the following serial numbers do not 
have Part A of CHANGE 2. 


2302A00125 
2302A00128 
2302A00140 


2302A00157 through 2302A00165 
2302A00182 through 2302A00190 
2302A00216 through 2302A00221 


2302A00224 
2302A00225 
2302A00228 
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CHANGE 3 (2243A) 


Page 6-10, Table 6-2. A1 (05006-60001) Replaceable 
Parts: 
Change the A1 SERIES from 2302 to 2240. 
Change C22, C32 from 0160-4557 .1UF to 0160-5572 
CAPACITOR-FXD 1500PF +20% 250 VAC (RMS). 


WARNING: A1 with SERIES number 2240 should 
always have 250V capacitors for C22 and C32. 


Page 8-43, Figure 8-24. A1 MAIN ASSEMBLY SCHE- 
MATIC DIAGRAM: 
Change the A1 SERIES number from 2302 to 2240. 


7-2 


Delete C22 and C32 .1 UF 50V on the secondary side 
of the transformer. 

Add C22 and C32 1500 PF 250V on the primary side 
of the transformer: C22 from the J4 side of the 
fuse to ground; C32 from T1 pin 5 to ground. 


Page 6-13, Table 6-2. A2 (05002-60002) Replaceable 
Parts: 
Change the A2 SERIES number from 2302 to 2240. 
There is no other change at this time to the A2 
board. 


Page 8-45, Figure 8-25. A2 DISPLAY ASSEMBLY SCHE- 
MATIC DIAGRAM: 
Change the A2 SERIES from 2302 to 2240. 
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SECTION VIII 
SERVICE 


8-1. INTRODUCTION 


8-2. This section contains the information needed to 
service the HP Model 5006A Signature Analyzer. The 
information includes theory of operation, recommend- 
ed test equipment, schematic diagram notes, safety 
considerations, assembly/disassembly procedures, 
troubleshooting procedures, and block and schematic 
diagrams. 


8-3. THEORY OF OPERATION 


8-4. The theory of operation is presented in two 
levels; first a block level description which describes the 
functional operation of the instrument by major blocks 
or stages. Second, a detailed theory presented by stages, 
in a format which summarizes the purpose, devices, 
Input, Output, and control signals, and describes the 
actual operation of the circuit. 


8-5. TROUBLESHOOTING 


8-6. Troubleshooting for the 5006A is presented 
through a series of troubleshooting flowcharts. The 
troubleshooting procedure utilizes a built-in diag- 
nostic service mode, selected by a switch on the main 
printed circuit board. The troubleshooting proce- 
dure is organized so that only the flowcharts and 
procedures necessary will be indicated. Troubleshoot- 
Ing is accomplished using signature analysis, signal 
tracing, and conventional measurements. These proce- 
dures can efficiently isolate malfunctions to component 
level for diagnosis. Troubleshooting is keyed to the 
Overall Troubleshooting Flowchart shown in Figure 8-9. 


8-7. The schematic diagrams for all of the assemblies 
are located at the end of this section. They are arranged 
in numerical order according to the assembly number 
(i.e., A1, A2, A3, etc.) in Figures 8-24 through 8-28. 


8-8. RECOMMENDED TEST EQUIPMENT 


8-9. Test equipment required to test the 5006A is listed 
in Table 1-2. Equipment other than that listed may be 
substituted if the substitute meets or exceeds the critical 
specifications. The following paragraphs describe equip- 
ment whose use is optional, but can prove very helpful 
during troubleshooting. 


8-10. HP 545A Logic Probe, HP 546A Logic Pulser, and 
HP 547A Current Tracer. 


8-11. The Logic Probe, Logic Pulser, and Current 
Tracer are self contained troubleshooting instruments 
designed to stimulate and measure digital activity in 
logic circuits. When bad signatures on a Signature 
Analyzer indicate printed circuit board opens or shorts, 
these instruments are very effective in isolating the 
specific point. 


8-12. The logic Probe is a self-contained, easy-to-use 
tool for examining logic nodes. Continuity, signal flow, 
bus device, address decoder, clock, and switch activity 
of the 5006A may be verified. The circuits operating 
characteristics while in defined diagnostic loops may be 
examined. 


8-13. The Logic Pulser forces overriding pulses into 
nodes. It can be programmed to output single pulses, 
pulse streams, or bursts. The pulser can be used to force 
ICs to enable or clock. When used with the Logic Probe, 
logic circuit inputs can be pulsed while their outputs are 
monitored with the probe. By this technique, correct 
signal propagation through logic elements can be 
verified. 


8-14. The Current Tracer can be used to monitor 
current activity on a logic node or power bus, and can 
tell approximately how much pulse current is present 
and what path it takes. When a Logic Pulser is used to 
inject current into a nonactive (no pulse activity) node, 
the impedance and nature of possible stuck nodes ‘e.g. 
output, hard short) can be estimated. Then the actual 
low impedance point can be found by tracing the path 
of the current from the Logic Pulser to the location 
where the current either goes to a short or enters a 
component. 


8-15. SCHEMATIC DIAGRAM NOTES AND 
REFERENCE DESIGNATORS 


8-16. Figure 8-1 shows common symbols used on 
schematic diagrams, printed circuit board identification 
codes, and the system for assigning reference designa- 
tors, assemblies, and subassemblies. For a detailed 
explanation of the concepts and conventions used for 
schematic Logic Symbols, refer to paragraph 8-35. 
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DANGEROUS VOLTAGE, EXCEEDS SYMBOLS 
1000 VOLTS KNOB CONTROL 


FRONT PANEL LABEL SCREWDRIVER ADJUST 


REAR PANEL LABEL 


eo = 
[| 
2) INTERIOR AND PC BOARDS LABEL 


MAIN SIGNAL PATH 


FEEDBACK PATH 
WIPER MOVES TOWARD “CW" WHEN 


CONTROL IS ROTATED CLOCKWISE Por @ on BY TEST POINT 


ae i) @) PROTECTIVE CONDUCTOR TERMINAL A\ INSTRUCTION MANUAL REFERENCE 


CIRCUIT COMMON 


W IDENTIFIED COMMON 


Thy of wha CHASSIS TERMINAL 


ALTERNATING CURRENT 


DIRECT CURRENT 
ALTERNATING OR DIRECT CURRENT 


PRINTED CIRCUIT BOARD IDENTIFICATION 


SS HP PART NO. 
05340-60037 
we a 


: MANUFACTURING 
DIVISION CODE 
PRODUCTION CODE 
SERIES NO. 


(May Be Stamped 
Elsewhere On The Board) 


REVISION LETTER 


REFERENCE DESIGNATIONS 


REFERENCE DESIGNATIONS WITHIN ASSEMBLIES ARE ABBREVI- 
ATED. ADD ASSEMBLY NUMBER TO ABBREVIATION FOR COM- 
PLETE DESCRIPTION. JACKS ARE THE STATIONARY CONNECTORS 
AND PLUGS ARE THE MORE MOVEABLE OF TWO CONNECTORS. 


ASSEMBLY ABBREVIATION COMPLETE DESCRIPTION 


A25 Cl A25C1 


A25A1 CR1 A25AI1CRI1 
NO PREFIX J3 J3 


Assembly Stk. No. Assembly Series No. 
Assembly Assembly (includes A25A1 (used to document 
Number Name Assembly) changes) 
A25 POWER SUPPLY ASSY(05100-6007) SERIES 330 
J2 mounted on Rectifier aA Nicabeei J3 not mounted 
Assembly A25 : Assembly | on Assembly A25 
Numbers es Part of A25 
Pins of J2 PIO PIO 


1 xal ile IR WHT-ORN-GY neo! 3 +6.3V 

Pe TO 

" 7 er er ere AS5PI(6) 

! 7 leo 

I 

' | +6.3V supplied 

a 
\ 


from J3 to Pin 6 
of Pl on 
Assembly A5 


Transformer 4 


Terminal Sa A25XAI1 
Numbers ! Pin Numbers 


Figure 8-1. Schematic Diagram Notes 


8-17. HP 5006A ASSEMBLY AND 
CABLE DESIGNATIONS 


8-18. Assemblies within the 5006A, such as printed 
circuit boards, are assigned numbers in sequence, 
prefixed by the letter “A”. There are six assemblies 
associated with the 5006A, identified as A1 through Aé6. 
Table 8-1 lists the description and HP Part Number of 
the assemblies. Individual components on an assembly 
are identified by combining the component reference 
designator with the assembly number. For example, 
U28 on the A1 Main Assembly is designated A1U28. 


Table 8-1. Assembly Designations 


Al Main Assembly 05006-60001 
A2 Display Assembly 05006-60002 
A3 Data Probe Assembly 05006-60003 
A4 HP-IL Interface 05006-60004 


Assembly (Opt 030) 
HP-IB Interface 

Assembly (Opt 040) 
Timing Pod Assembly 


A5 05384-60005 


A6 05006-60005 


8-19. Cables and wiring harnesses are assigned num- 
bers in sequence, prefixed by the letter “W”’. Cables 
which freely disconnect from all assemblies are iden- 
tified simply as W1, W2, W3, etc. The 5006A Main Power 
Cable, for example, is designated ‘“W1”. Cables which 
are soldered to an assembly become subordinate to that 
assembly, such as A4W1. 


8-20. Identification Marks on Printed Circuit 
Boards 


8-21. HP printed circuit boards have three identifica- 
tion marks as shown in Figure 8-7. The marks are the HP 
part number for the assembly, a “SERIES” number 
stamped on the circuit board, and an etched revision 
letter. The circuit board assembly part number has ten 
etched digits, such as 05006-60001. The series number 
consists of four digits stamped in a blank space on the 
board. These two numbers determine the electrical 
configuration of the circuit board. All circuit boards 
with the same part number and series number are 
directly interchangeable. 


8-22, When a production change is made in an 
assembly that makes the assembly not directly inter- 
changeable with the previously manufactured assem- 
bly, the circuit board part number and/or series num- 
ber(s) are changed. The series number is incremented 
each time an electrical change is made on the circuit 
board. The series changes typically consist of value 
changes for circuit board components such as capaci- 
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tors and resistors or type number changes of active 
elements that do not change the boards so they are 
incompatible with the previous assembly. 


8-23. Revision letters (A, B, C, etc.) denote changes in 
printed circuit layout and are incremented each time 
the layout is changed. The changes very often are for 
minor revisions in the layout to improve instrument 
reliability, simplify board loading, instrument produc- 
tion or testing but do not always change the ciruit board 
part number or series number. Any change which 
revises the circuit board layout for a change in circuitry 
has a change in series number and the revision letter is 
changed. 


8-24. When replacement assemblies are ordered, you 
may receive a replacement with a series number that 
differs from the one you are replacing. If the series 
number on the assembly is lower, refer to Section VII, 
Manual Changes. Section VII contains documentation 
for assemblies with lower series numbers. If the number 
is higher, refer to the yellow looseleaf manual change 
sheet for this manual. If the change sheets are missing or 
do not cover the series number of the replacement 
circuit board, contact your local HP Sales and Service 
Office. See the listings at the back of this manual. 


8-25. SAFETY CONSIDERATIONS 


8-26. The 5006A has been designed in accordance 
with international safety standards and this manual 
contains information with cautions and warnings which 
must be followed to insure safe operation (also see 
Sections II through V). Service and adjustments should 
be performed only by qualified personnel who are 
aware of the hazards involved. 


WARNING 


ANY INTERRUPTION OF THE PROTECTIVE 
(GROUNDING) CONDUCTOR (INSIDE OR 
OUTSIDE THE 5006A) IS LIKELY TO MAKE 
THE 5006A DANGEROUS TO PERSONNEL. 


8-27. Opening the 5006A while power is connected 
should be avoided as much as possible and, when 
necessary, should be carried out by a skilled person who 
is aware of the hazards involved. Capacitors inside the 
5006A may still be charged even if the instrument has 
been disconnected from an external power supply. 


8-28. Make sure that only fuses with the required 
rated current and of the type specified in Table 6-2 are 
used for replacement. The use of repaired fuses or short 
circuiting of fuseholders MUST be avoided. Whenever 
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it is likely that protection is impaired, the 5006A must be 
rendered inoperative and secured against any opera- 
tion until repaired. 


8-29. The safety symbols in Table 8-2 are used on HP 
equipment and in the associated Operating and Service 


the Power-Up Self-Check Routine. The SELF-TEST Rou- 
tine is performed by following the outlined procedure 
in Section IV. While the instrument is running the SELF- 
TEST Routine, service switch $12 on the A1 main board 
can be switched to the service position. The display will 
show F-32 which should be ignored. This will provide 


Manuals. 


8-30. SERVICE AIDS 


stable signatures for troubleshooting purposes. The 
service technician should have an understanding of the 
concepts of Signature Analysis, as an in-circuit trouble- 
shooting technique. Hewlett-Packard makes available a 
variety of Application Notes on the concepts and 
useage of Signature Analysis. It may be helpful to 
contact the nearest Hewlett-Packard Sales and Service 
Office and request a copy of the Signature Analysis 
publications index; AN INDEX TO SIGNATURE ANAL- 
YSIS PUBLICATIONS, Application Note 222-0. 


8-31. Service Aids on Printed Circuit Board 


8-32. Several service aids are provided on assembly 
printed circuit boards. These aids include test points, 
reference designators, adjustment callouts, and assem- 
bly stock numbers. 


8-33. Diagnostic Routines 


8-34. The 5006A has two diagnostic routines. On 
power-up the instrument automatically goes through 


Table 8-2. Safety Symbols used on HP Equipment 


Instruction manual symbol. The product will be marked with this symbol 
when it is necessary for the user to refer to the instruction manual in order 
to prevent damage to the instrument. 


Indicates dangerous voltage (terminals fed from internal or external sources 
exceed 1000 volts.) Protective conductor terminal. For protection against 
electrical shock in case of a fault. Used with field wiring terminals to indicate 
the terminal which must be connected to ground before operating the 
equipment. 


Low-noise or noiseless clean ground (earth) terminal. Used for signal 
common as well as providing protection against electrical shock in case of 
fault. A terminal marked with this symbol must be connected to ground as 
described in Section II Installation in this manual before operating the 
equipment. 


Frame and chassis terminal. A connection to the frame (chassis) of the 
equipment which normally includes all exposed metal structures. 


Alternating current. 
Direct current. 
The WARNING signal denotes a hazard to call attention to a procedure, 


practice, or the like which could result in personal injury if not adhered to 
or correctly performed. 


The CAUTION signal denotes a hazard to call attention to an operating 
procedure, practice, or the like which could result in damage to or 
destruction to part of or all of the product if not adhered to or correctly 
performed. 
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8-35. LOGIC SYMBOLS 


s 8-36. Logic symbols used in this manual conform to 


the American National Standard ANSI Y32.14-1973 (IEEE 
Std. 91-1973). This standard supersedes MIL-STD-806B. 
In the following paragraphs logic symbols are described. 
For further descriptions refer to HP Logic Symbology 
manual, part number 5951-6116. 


8-37. Logic Concepts 


8-38. The binary numbers 1 and @ are used in pure 
logic where 1 represents true, yes, or active and 6 
represents false, no, inactive. These terms should not 
be confused with the physical quantity (e.g., voltage) 
that may be used to implement the logic, nor should 
the term “active” be confused with a level that turns a 
device on or off. A truth table for a relationship in 
logic shows (implicitly or explicitly) all the combi- 
nations of true and false input conditions and the 
result (output). There are only two basic logic relation- 
ships, AND and OR. The following illustrations assume 
two inputs (A and B), but these can be generalized to 
apply to more than two inputs. 


AND_Y is true if and only if A is true and B is true (or more 
generally, if all inputs are true). 

Y=1 if and only if A=1 and B=1 

Y=AeB 


OR Y is true if and only if A is true or B is true (or more 
generally, if one or more input(s) is (are) true). 


Y=1 if and only if A=1 or B=1 
Y=A+B 


EQUIVALENT 
SYMBOLS 


Ect al Te) 
fab 
a Yi 


EQUIVALENT 
SYMBOLS 


TRUTH TABLE 


oo-- 
o-o- 


TRUTH TABLE 


jas, 


oo-- 
o-oo = 


2>- 
B va 
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8-39. Negation 


8-40. In logic symbology, the presence of the nega- 
tion indication symbol o provides for the presenta- 
tion of logic function inputs and outputs in terms 
independent of their physical values, the @-state of 
the input or output being the 1-state of the symbol 
referred to the symbol description. 


EXAMPLE 2 


EXAMPLE 1 
Le) 
D= 
is 


TRUTH TABLE 


EXAMPLE 3 
J2>e— a—d 
- - 
8 8B e 


TRUTH TABLE 


oo _— = 
o- Oo = 


EXAMPLE1 says that Z is not true if A is true and Bis true or 
that Z is true if A and B are not both true. Z=AB or Z=AB. 
This is frequently referred to as NAND (for NOT AND). 


EXAMPLE 2 says that Z is true if A is not true or if B is not 
true. Z=A+B. Note that this truth table is identical to that 
of Example 1. The logic equation is merely a DeMorgan’s 
transformation of the equations in Example 1. The symbols 
are equivalent. 


EXAMPLE 3 Z=A+B or Z=A+B and, 


EXAMPLE 4 Z=A °B,also share common truth table and 
are equivalent transformations of each other. The NOT OR 
form (Example 3) is frequently referred to as NOR. 


NOTE 


In this manual the logic negation symbol is NOT 
used. 
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8-41. Logic Implementation and Polarity Indication 


8-42. Devices that can perform the basic logic func- 
tions, AND or OR, are called gates. Any device that can 
perform one of these functions can also be used to 
perform the other if the relationship of the input and 
output voltage levels to the logic variables 1 and @ is 
redefined suitably. 


8-43. In describing the operation of electronic logic 
devices, the symbol H is used to represent a “high 
level”, which is a voltage within the more-positive 
(less-negative) of the two ranges of voltages used to 
represent the binary variables. L is used to representa 
“low level”, which is a voltage within the less-positive 
(more-negative) range. 


8-44. A function table for a device shows (implicitly or 
explicitly) all the combinations of input conditions and 
the resulting output conditions. 


8-45. In graphic symbols, inputs or outputs that are 
active when at the high level are shown without polarity 
indication. The polarity indicator symbol CX denotes 
that the active (one) state of an input or output with 
respect to the symbol to which it is attached is the low 


level. 
NOTE 
The polarity indicator symbol “ [CX ” is used in this 


manual. 


EXAMPLE 5 assume two devices having the following 
function tables. 


DEVICE #1 
FUNCTION TABLE 


DEVICE #2 
FUNCTION TABLE 


POSITIVE LOGIC. By assigning the relationship H=1, L=@ at 
both input and output, Device #1 can perform the AND 
function and Device #2 can perform the OR function. Such 
a consistent assignment is referred to as positive logic. The 
corresponding logic symbols would be: 


DEVICE #1 DEVICE #2 


A 
Y 
B 


NEGATIVELOGIC. Alternatively, by assigning the relation- 
ship H=@, L=1 at both input and output, Device #1 can 
perform the OR function and Device #2 can perform the 
AND function. Sucha consistent assignment is referred toas 
negative logic. The corresponding logic symbols would be: 


DEVICE #1 DEVICE #2 


: ' | & 
Y Y 
=> 
B B e 


8-46. MIXED LOGIC. The use of the polarity indica- 
tor symbol ( (X ) automatically invokes a mixed- 
logic convention. That is, positive logic is used at the 
inputs and outputs that do not have polarity indica- 
tors, negative logic is used at the inputs and outputs 
that have polarity indicators. 


EXAMPLE 6 
FUNCTION TABLE 


EXAMPLE 7 
FUNCTION TABLE 


This may be shown either of two ways: 


A s AS 
2 Zz 
8B g—B 


Note the equivalence of these symbols to examples 1 and 2 
and the fact that the function table is a positive-logic 
translation (H=1. L=@) of the NAND truth table, and also 
note that the function table is the negative-logic translation 
(H=6, L=1) of the NOR truth table, given in Example 3. 


This may be shown either of two ways: 


Note the equivalence of these symbols to examples 3 and 4 
and the fact that the function table is a positive-logic 
translation (H=1, L=@) of the NOR truth table, and also 
note that the function table is the negative-logic translation 
(H=8, L=1) of the NAND truth table, given in Example 1. 


8-47. It should be noted that one can easily convert 
from the symbology of positive-logic merely by 
substituting a polarity indicator ( CX ) for each nega- 


a 


tive indicator (0) while leaving the distinctive shape 
alone. To convert from the symbology of negative- 
logic, a polarity indication ( (W ) is substituted for 
each negation indicator (0) and the OR shape is 
substituted for the AND shape or vice versa. 


8-48. It was shown that any device that can perform 
OR logic can also perform AND logic and vice versa. 
DeMorgan’s transformation is illustrated in Example 1 
through 7. The rules of the transformation are: 


1. Ateach input or output having a negation (0) or 
polarity ( (KX ) indicator, delete the indicator. 


2. Ateach input or output not having an indicator, 
add a negation (0) or polarity ( & ) indicator. 


3. Substitute the AND symbol for the OR 
symbol or vice versa. 


These straps do not alter the assumed conven- 
tion; positive-logic stays positive, negative-logic 
stays negative, and mixed-logic stays mixed. 


8-49. The choice of symbols may be influenced by 
these considerations: (1) The operation being per- 
formed may best be understood as AND or OR. (2) Ina 
function more complex than a basic gate, the inputs will 
usually be considered as inherently active high or active 
low (e.g., the J and K inputs of a J-K flip-flop are active 
high and active low, respectively). (3) Ina chain of logic, 
understanding and the writing of logic equations are 
often facilitated if active low or negated outputs feed 
into active low or negated inputs. 


8-50. Other Symbols 


8-51. Additional symbols are required to depict com- 
plex logic diagrams, as follows: 


Dynamic input activated by transition 
from a low level to a high level. The 
opposite transition has no effect at the 
output. 


Dynamic input activated by transition 
from a high level to a low level. The 
opposite transition has no effect at the 
output. 


Exclusive OR function. The output will 
assume its indicated active level if and 
only if one and only one of the two 
inputs assumes its indicated active 
level. 


= 
Ely 


fa] 
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Inverting function. The output is low if 
the input is high and it is high if the 
input is low. The two symbols shown 
are equivalent. 


Noninverting function. The output is 
high if the input is high and it is low if 
the input is low. The two symbols 
shown are equivalent. 


OUTPUT DELAY. The output signal is 
effective when the input signal returns 
to its opposite state. 


EXTENDER. Indicates when a logic 
function increases (extends) the num- 
ber of inputs to another logic function. 


FLIP-FLOP. A binary sequential ele- 
ment with two stable states: a set (1) 
state and a reset (0) state. Outputs are 
shown in the 1 state when the flip-flop 
is set. In the reset state the outputs will 
be opposite to the set state. 


RESET. A 1 input will reset the flip-flop. 
A return to 8 will cause no further 
effect. 


SET. A 1 input will set the flip-flop. A 
return to @ will cause no further action. 


TOGGLE. A 1 input will cause the flip- 
flop to change state. A return to 0 will 
cause no further action. 


J INPUT. Similar to the S input except if 
both J and K (see below) are at 1, the 
flip-flop changes state. 


K INPUT. Similar to the R input (see 
above). 


D INPUT (Data). Always dependent on 
another input (usually C). When the C 
and D inputs are at 1, the flip-flop will 
be set. When the C1 is 1 and the D is 9, 
the flip-flop will reset. 


Address symbol has multiplexing rela- 


tionship at inputs and demultiplexing 
relationship at outputs. 
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8-52. Dependency Notation “C” “G” “V" “F” 


8-53. Dependency notation is a way to simplify sym- 
bols for complex IC elements by defining the existence 
of an AND relationship between inputs, or by the AND 
conditioning of an output by an input without actually 
showing all the elements and interconnections in- 
volved. The following examples use the letter “C” for 
control and “G” for gate. The dependent input is 
labeled with a number that is either prefixed (e.g., 1X). 
They both mean the same thing. The letter “V” is used 
to indicate an OR relationship between inputs or 
between inputs and outputs with this letter (V). The 
letter “F” indicates a connect-disconnect relationship. 
If the “F” (free dependency) inputs or outputs are active 
(1) the other usual normal conditions apply. If one or 
more of the “F” inputs are inactive (8), the related “F” 
output is disconnected from its normal output condi- 
tion (it floats). 


The input that controls or gates other 
inputs is labeled with a “C” ora “G”, 
G1 followed by an identifying number. 
1 The controlled or gated input or out- 
put is labeled with the same number. 
In this example, “1” is controlled by 
“GH 


ci When the controlled or gated input or 
output already hasa functional label (X 
is used here), that label will be prefixed 
or subscripted by the identifying num- 
ber. 


x 
= 


If a particular device has only one 
C gating or control input then the iden- 
tifying number may be eliminated and 


x 
“ the relationship shown with a sub- 
script. 
= If the input or output is affected by 


more than one gate or control input, 
G2 ‘ ae 
then the identifying numbers of each 
gate or control input will appear in the 
G1 prefix or subscript, separated by com- 
mas. In this example “X” is controlled 
by “G1” and “G2”. 


8-54. Control Blocks 


8-55. A class of symbols for complex logic are called 
control blocks. Control blocks are used to show where 
common control signals are applied to a group of 
functionally separate units. Examples of types of control 
blocks follow. 
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REG 


SEL 


SEL 


OUTPUT 
SEL 


Register control block. This symbol is 
used with an associated array of flip- 
flop symbols to provide a point of 
placement for common function lines, 
such as a common Clear. 


Shift register control block. These sym- 
bols are used with any array of flip-flop 
symbols to form a shift register. An 
active transition at the inputs causes 
left or right shifting as indicated. 


Counter control block. The symbol is 
used with an array of flip-flops or other 
circuits serving as a binary or decade 
counter. An active transition at the +1 
or -1 input causes the counter to 
increment one count upward or down- 
ward, respectively. An active transition 
at the +1 input causes the counter to 
increment one count upward or down- 
ward depending on the input at an 
up/down control. 


Selector control block. These symbols 
are used with an array of OR symbols to 
provide a point of placement for selec- 
tion (S) or gating (G) lines. The selection 
lines enable the input designated 9,1, 
....n of each OR function by means of a 
binary code where SQ is the least signifi- 
cant digit. If the 1 level of these lines if 
low, polarity indicators (KY) will be 
used. The gating lines have an AND 
relation with the respective input of 
each OR function: G1 with the inputs 
numbered 1, G2 with the input num- 
bered 2, and so forth. If the enabling 
levels of these lines is low, polarity 
indicators ( K,) will be used. 


Output selector control block. This sym- 
bol is used with a block symbol having 
multiple outputs to form a decoder. The 
selection lines enable the output desig- 
nated @, 1, .....n of each block by means 
of a binary code where S@ is the least 
significant digit. If the 1 level of these 
lines is low, polarity indicators ( KY ) will 
be used. 


d 


8-56. REPAIR TECHNIQUES 
8-57. Disassembly and Reassembly 


8-58. The following pages provide procedures which 
describe how to disassemble the 5006A Main Cabinet, 
Data Probe, and Timing Pod, allowing access and/or 
removal of the printed circuit board assemblies. Re- 
assembly is essentially the reverse of the disassembly 


procedures. 
CAUTION 


The 5006A containes metric and English 
threaded hardware. Screws in the 5006A that 
appear to have Phillips heads are actually 
Pozidrive heads, as identified by marks bet- 
ween the four slots in the head of the screw. 
When servicing the 5006A, use only Pozi- 
drive type screwdrivers in order to avoid 
damage to the screws or screwdriver. 


8-59. The following tools are required to disassemble 
the 5006A. 


fe¥) 


. Large Pozidrive screwdriver 
. Small Pozidrive screwdriver 
. Small Flat-bladed screwdriver 
. Needle-nose pliers 
. Solder-aid tool 
Nutdriver, 9/32” 


oO 


0 £0 


8-60. Before performing any disassembly or reassem- 
bly, be sure that the front panel POWER switch is in the 
off (out) position, and that the line power cord is 
removed from the rear panel connector. 


WARNING 


LINE VOLTAGE IS EXPOSED WITHIN THE 
5006A ON BOTH, THE TOP AND THE BOT- 
TOM OF THE CIRCUIT BOARD, EVEN 
WHEN THE POWER SWITCH IS SET TO OFF. 
REMOVAL OF THE POWER CORD IS NEC- 
ESSARY TO FULLY UNPOWER THE INSTRU- 
MENT. 


8-61. MAIN CABINET DISASSEMBLY 


a. Remove bottom feet. Remove front and rear 
cabinet bottom feet. 


b. Remove trim strip. Using a small flat-bladed 
screwdriver or X-acto knife tip, gently lift and remove 
the adhesive type trim strip from the front left side of 
the cabinet. 
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c. Remove rear panel feet. Using a large pozi-driv 
screwdriver, remove two rear panel feet. 


d. Remove carrying strap. Using a large pozi-driv 
screwdriver, remove the carrying strap retainer on 
the front right side of the cabinet. 

Remove the carrying strap. 


e. Remove top cover. Turn the instrument upside- 
down and remove the four pozidriv screws recessed 
in the bottom cover. Turn the instrument right side up 
and remove the top cover. 


f. Remove spacers. There are four black spacers, 
shaped like tubes, approximately 5 cms (2.0 inches) 
long, in each corner of the instrument. Remove all 
four spacers. 


g. Remove bottom cover. The instrument is 
secured to the bottom cover with two pozi-driv 
screws, located at the center and right rear area of the 
A1 Main Assembly. See Figure 8-2. Remove both 
screws. Lift straight up on both rear panel and front 
panels, sliding the A1 Assembly up and free from the 
bottom cover. 


Figure 8-2. Main Cabinet Disassembly 
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8-62. DISASSEMBLY OF INTERFACE, 
FRONT PANEL AND REAR PANEL 


a. Remove A4/A5 Interface assembly. Using a 9-32 
nutdriver, remove the black interface connector 
mounting studs, securing the interface assembly (A5) 
to the rear panel. (For A4 use a pozidriv.) Disconnect 
the 14-line ribbon cable connecting the interface 
assembly to the A1 assembly at A1J2. Pull the white 
nylon standoff catch away from the pc board and lift 
the interface assembly up and free of the A1 assembly. 


b. Remove Front Panel from A2 Display Assembly. 
Using a small posidriv screwdriver, remove the single 
screw from the inside top edge (top left from solder 
side of A2 pc board) of the Display/Front Panel 
assembly. Using needle-nose pliers, remove the three 
spring retainers securing the A2 pc board to front 
panel mounting studs. This should free the A2 Display 
Assembly from the front panel. Care must be taken 
when handling the A1 and A2 pc board assemblies, as 
they are connected together by a flat ribbon cable, 
soldered at both ends. The Timing Pod and Data 
Probe cable strain relief boots may be removed from 
the front panel by sliding upward. Be sure when 
reassembling, that the cables are positioned correctly, 
with the Data Probe cable to outside (right). The front 
panel window may be removed by sliding to the left. 


c. Remove Rear Panel. Remove the two nylon 
rivets, securing the LINE INPUT connector to the rear 
panel. These rivets can be removed using the tip of a 
solder aid tool, pressing in on the inside end of the 
center post within the fastener, until it pops out. 
Replace it by installing rivet, then pressing the center 
post in with a flat-bladed screwdriver until flush. 
Remove the three-wire cable assembly connecting 
rear panel mounted voltage regulator U27 to the A1 
Main Assembly. Remove the ground wire after de- 
soldering it with a soldering iron. This should free the 
rear panel from the Al Main Assembly. Be sure when 
reassembling, that the cable connector is positioned 
correctly. The cable wires should connect directly to 
the regulator as if no cable were there. When installed 
correctly, there should be no twist in the cable. See 
Figure 8-3. 


3 Zs 
Figure 8-3. Rear Panel Disassembly 
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8-63. DATA PROBE DISASSEMBLY 


a. To disassemble the Data Probe, unscrew the Data 
Probe tip and pull off the red window. Slide the bottom 
probe body half off first (this is the probe body half 
without the ground pin or switch). Lift the top probe 
body off, being careful not to bend the ground pin 
which protrudes slightly through the probe body half. 
Note the position of the probe switch key, which may 
now be removed. The A3 Data Probe Assembly printed 
circuit board can be separated from the cable assembly 
by removing the two small screws securing the pc board 
to the crimped cable strain relief. Disconnect the pc 
board by firmly grasping the cable boot while gently 
lifting the PC board, rocking it side to side until it clears 
the stops on the boot. See Figure 8-4. 


Figure 8-4. Data Probe Disassembly 


8-64. TIMING POD DISASSEMBLY 


a. The Timing Pod halves are secured together by 
four locking retainers, two located on either side of the 
pod. To disassemble the pod, insert the tip of a small 
flat-bladed screwdriver, pressing in on the retainer 
while gently separating the pod halves. Note the 
positions of the wire colors as a reminder for reassembly; 
green = START/ST/SP/, red = STOP/QUAL, 
yellow = CLOCK, and black L . See Figure 8-5. 


8-65. INSTRUMENT REASSEMBLY 


8-66. | Reassembly procedures are essentially the re- 
verse of the disassembly procedures. 


Figure 8-5. Timing Pod Disassembly 


8-67. 5006A THEORY OF OPERATION 
8-68. Introduction 


8-69. The following paragraphs provide the theory of 
operation for the 5006A Signature Analyzer. The theory 
begins with a block level description which introduces 
each major stage of the instrument, describing its 
function or purpose. The block level discussion refer- 
ences the block diagram in Figure 8-6. 


8-70. Following the block level description is the 
detailed circuit theory. The detailed circuit theory 
describes the purpose, devices, input and output sig- 
nals, and circuit operation for each stage. 


8-71. Block Level Description 


8-72. The 5006A is a Signature Analyzer, featuring 
remote programmability via either HP-IB or HP-IL 
(depending on installed optional interface). The instru- 
ment also generates a Composite Signature measure- 
ment, representative of the signatures stored in on- 
board memory. The stored signatures are chosen by the 
Operator, and identified as triggered signatures by 
pressing the Data Probe switch. The last 32 stored 
signatures can be reviewed, modified, replaced, or 
removed, 


8-73. The 5006A can make SA measurements in either 
Normal or Qualified modes, on TTL or CMOS circuitry. 
With proper stimulus, the instrument will take and 
display signatures as fast as possible. Depending on the 
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mode invoked by a remote controller, it may also send 
each of these signatures to the remote interface. The 
display is subject to a 100 ms stretching period. This 
stretching period means that any given signature (not 
measurement) will be displayed for at least 100 ms, 
before being replaced by another signature. If a mixture 
of stable and unstable signatures occurs, the instrument 
may display both stable and unstable signatures. 


8-74. The CENTRAL CONTROL UNIT uses a micro- 
computer, which contains RAM and ROM. The oper- 
ational instructions for the instrument are stored in 
ROM, within the microcomputer. The CENTRAL CON- 
TROL UNIT monitors and directs the overall instrument 
operation. The primary functions performed by the 
microcomputer include the movement and display of 
data, enabling of measurements, display of messages 
(Error and Failure), and the sending of data to the 
remote interface. All updating and multiplexing of the 
display and scanning of the KEYBOARD MATRIX are 
done in the microcomputer, as well as generation of the 
self-test stimuli. In operation, measurement function 
and polarities are selected (in local) via the front panel 
KEYBOARD. The microcomputer scanes the KEY- 
BOARD MATRIX for any pressed keys.The micro- 
computer then responds by setting control lines or 
changing the measurement routine. The microcom- 
puter also controls all front panel indicators and 
annunciators. 


8-75. Signals are input to the 5006A through the Data 
Probe and Timing Pod. The INPUT VOLTAGE COMPA- 
RATORS AND LEVEL SHIFTERS terminate the probe 
and pod cables, and include compensation circuitry for 
matching cable impedance. The input signals are 
compared to references in Input Voltage Comparators. 
The reference levels are established either by internal 
TTL references or external CMOS sense input. The 
comparator outputs are level-shifted from ECL to TTL, 
then selectively passed or inverted by the EDGE- 
SELECT and QUAL ENABLE circuits, depending on the 
chosen polarities and SA mode. 


8-76. Measurement timing signals from the Timing 
Pod drive the GATE CONTROL circuit. The GATE 
CONTROL circuit is a free-running synchronous state 
machine, which establishes a window around the data 
of interest. During the Qualfied mode of operation, 
the QUAL input may be used to select a subset of the 
data window, within a measurement window. The 
GATE HANDSHAKE circuit is a state machine incorpo- 
rating both synchronous and asynchronous logic. It is 
used to interface the Central Control Unit to the 
measurement window. It helps the microcomputer 
determine when to enable measurements and when 
measurements are available. 
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Figure 8-6. 5006A Block Diagram 
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8-77. Measurement DATA from the Data Probe is 
routed to the DATA SAMPLER and LOGIC PROBE 
LATCHES. The DATA SAMPLER circuit examines the 
incoming data once each clock edge. The synchronous 
data stream output is then routed to the Feedback Shift 
Register. The LOGIC PROBE LATCHES are used to 
monitor the incoming data for the occurrance of highs 
and lows, which are sent to the microcomputer to 
hes Operation of the Data Probe Logic Indicator 
ight. 


8-78. The Feedback Shift Register (FSR) is a 16-stage 
serial shift register with selected feedback. During a 
measurement, a serial stream of data from the DATA 
SAMPLER is clocked through the FSR by CLK, during a 
window specified by the enable lines GATE, REG 
ENABLE, and QUAL. At the finish of the gate window, 
CLK is gated off, leaving a 16-bit residue from the data 
in the FSR. The microcomputer then sends a burst of 16 
clock pulses, via DATA STROBE, to read the contents of 
the FSR. The 16 bits, output as SA DATA, are formatted 
by the microcomputer to produce the four-character 
signature of the original data stream. The four-character 
signature is then output through DISPLAY DRIVER 
Circuits, to the front panel display. 


8-79. DETAILED CIRCUIT THEORY 


8-80. The following paragraphs provide the detailed 
circuit theory for the 5006A. The theory is presented ina 
format which first lists the Purpose, Circuit Devices, 
Signals In, Control Signals, and Signals Out, followed by 
a detailed Circuit Description. This information is re- 
peated for each specific stage of the instrument. The 
circuit theory and stage names reference the individual 
schematic diagrams in Figures 8-24 through 8-28. 


8-81. STAGE NAME: Power Supply 
PURPOSE: 
Generate +5.0 Vdc, -5.2 Vdc, and high current +5.0 
Vdc supplies from ac line input voltage. The three 
regulated dc voltages are used to power all instru- 
ment circuitry. 


CIRCUIT DEVICES: 
$13, Line Voltage Selector 
Switch (3101-2656) 
F1, 0.25 Amp Line Fuse for 115 Vac (2110-0201) 
F1, 0.125 Amp Line Fuse for 230 Vac (2110-0318) 
T1, Power Transformer (9100-2700) 
CR14, Full Wave Diode Bridge 
Rectifier (1906-0096) 
U29, +5 Volt Regulator (1826-0122) 
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U27, -5.2 Volt Regulator (1826-0215) 
U16, Switching Regulator IC (1826-0565) 
Q2, PNP silicon (1853-0363) 

CR12, 6 volt Zener Diode (1902-0522) 
CR13, Diode (1901-0782) 

L1, Inductor (9100-3017) 


SIGNALS IN: 
115 or 230 ac volts, line power input 


SIGNALS OUT: 
+5.0 Vdc (Clean) 
-5.2 Vdc 
+5.0 Vdc (High current) 


8-82. Circuit Description 


8-83. The line power input (either 115V or 230V) is 
input through connector J4 on the rear panel of the 
instrument. The ac power is routed through protec- 
tive Line Fuse F1, to the line voltage select switch $13. 
The line voltage select switch directs the input ac 
voltage to the two primary windings of power trans- 
former T1, as follows; when $13 is set to the 115V 
position, the primary windings are connected in 
parallel, when $13 is set to the 230V position, the 
primary windings are connected in series. 


8-84. Power transformer T1 reduces the voltage to 
about 28 Vac across the center-tapped secondary 
winding. The stepped-down ac voltage from the 
secondary is rectified to produce positive and nega- 
tive dc voltages by two parallel full-wave rectifiers. 
Diodes CR14 A and B form the positive rectifier, CR14 
C and D form the negative rectifier. The secondary 
center-tap is circuit common. On the positive half of 
the ac cycle, diodes CR14 A and C are forward biased 
(on), and CR14 B and D are reversed biased (off). 
Conduction through CR14 A produces positive half- 
wave rectified voltage at CR14 pin 1. Conduction 
through CR14 C produces negative half-wave recti- 
fied voltage at CR14 pin 4. During the negative half of 
the ac cycle the operation is reversed, with CR14 B 
and D conducting and CR14 A and C off. This yields 
both positive and negative full wave rectified dc 


supplies. 


8-85. The output of the positive supply is filtered by 
C40, yielding a dc voltage of approximately 15Vdc, with 
less than 500 mv peak to peak ripple. The output of the 
negative supply is filtered by C49, yielding a dc voltage 
of approximately -15 Vdc, with less than 1.5V peak to 
peak ripple. Figure 8-7 shows the typical ripple asso- 
ciated with the positive and negative unregulated 
supplies. 
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~400 mV p-p 


Ripple voltage, Positive dc supply (unregulated) 


VOUTS/DIV" 1.5 secpaeaae j 
TIME/DIV 
COUPLING 


~-15 Vde —! bee 


Ripple voltage, Negative dc supply ‘unregulated: 


VOUTIS/ DIM trciawep.2 d's iors : 


Figure 8-7. Unregulated Power Supply Ripple 
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CHECK POWER 
SUPPLY AND FUSE 


REPLACE 
A1 U6 


GOTO 
FLOWCHART “A” 


IF CARD OR 
A1 U6 


GO TO 
FLOWCHART “B” 


REPLACE 
US: HP-IB: OR 
U2 (HP-IL 


Figure 8-9. Overall Troubleshooting Tree 
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COMPARE 
SIGNATURES 


NOTE 1. IF ANY OF THE LINES MENTIONED ABOVE 
IS LOW OR HIGH BUT SHOULD HAVE SOME ACTIVITY 
ON IT, THE FAULT COULD BE IN U3, U4, U5 OR UB. 
THEREFORE DO NOT REPLACE U6. INSTEAD TRY TO 
LOCATE A SHORT WITH THE HELP OF ALOGIC PULSER 
AND A CURRENT TRACER. 


SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT’S CLK, ST, SP AND GND LINES TO THE 
RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


“E222” 
AND ERRONEOUS DISPLAY 


COMPARE 
SIGNATURES 


THE uP U6 IS ON A SOCKET. TRY SWAPPING U6. IF THE 
PROBLEM STILL EXISTS IT IS EITHER U1 OR U3. SEE 
NOTE 2. 


NOTE 2. IF THE LINES PROBED ARE EITHER HIGH OR 
LOW, THEN THE PROBLEM COULD BE IN U1 OR U3 ON 
THE DISPLAY BOARD. USE THE LOGIC PROBE AND 
A CURRENT TRACER TO LOCATE THE BAD IC. 
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CHECK SWITCHES, CHECK U6 PIN 24 
AND 25 FOR SHORT. 


Figure 8-10. Troubleshooting FlowChart A 
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CONNECT THE POD AND THE PROBE TO THE RESPECTIVE INPUTS OF THE FRONT 
PANEL (WITH THE SERV/NORM SWITCH IN THE NORM POSITION. 


THE DISPLAY 


UNIT IS OK 


GO TO “F-XXx" 


“E.30” 
“E231 ” 


COULD BE A DEFECTIVE 
U19, U22, U26, U28 OR 
DATA PROBE. GO TO 
FLOWCHART 8B1. 


COULD BE A DEFECTIVE U11, 
U12, U13, U14 TIMING POD 
OR OTHER COMBINATIONAL 
LOGIC IN THE SIGNAL PATH. 
GO TO FLOWCHART B2. 


COULD BE A DEFECTIVE U14 
PART OF U15. PUT SERVICE 
SWITCH TO THE “NORM” 
POSITION. IF DISPLAY STILL 
SHOWS F-32 THEN GO TO 
FLOWCHART B2. 


COULD BE A DEFECTIVE U7, 
U8, U9, U10, U17, U18 AND 
OTHER COMBINATIONAL 
LOGIC IN THE SIGNAL PATH 
AND CONTROL SIGNALS. GO 
TO FLOWCHART B4. 
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BEFORE GOING TO THE FLOWCHARTS, CHECK THE SIGNATURES ON THE CONTROL LINES LEAVING U3, U4 
AND U5. TO DO THIS CHECK, FOLLOW THE PROCEDURE GIVEN FOR “F-20" AND “F-21". THIS WILL GIVE US 
CONFIDENCE IN OUR CONTROL LINES. 


Figure 8-11. Troubleshooting Flowchart B 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE 
SERV POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT’S CLK, ST, SP AND GND LINES TO 
THE RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


PROBE U22-5 
"6374" 


PROBE U28-2 
MEASURE VOLTAGE 
0.026V - 0.088V. 


PROBE U22-6 SEE NOTE 1. 


"6374" 


CHECK CAPS AND RESISTORS 
SUSTAINING THAT VOLTAGE 


CHECK IF 
U28-24 IS 
TOGGLING BETWEEN 
ECL LEVELS 


PROBE U19-5 
“APUO” 


CHECK DATA PROBE 
CIRCUITRY. IF GOOD 


REPLACE U19 THEN REPLACE U28 


BAD 
REPLACE U22. 
BAD 


CHECK TO SEE IF U26-2 IS SITTING AT 
-1.1V. IF YES, THEN REPLACE U26 
OTHERWISE CORRECT THIS. 


NOTE 1. THE VOLTAGE AT THE U28 PIN 2 IS ALWAYS LESS THAN THE VOLTAGE AT U28 PIN 13 AND 14. AND 
THE VOLTAGE AT U28 PIN 13 IS ALWAYS LESS THAN THE VOLTAGE AT U28 PIN 21. 


Figure 8-12. Troubleshooting Flowchart B1 (F-30) 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH ISIN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO THE 
RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 


SIGNATURE TO VERIFY CONNECTIONS. 


PROBE U22-1 
“FH84" 


PROBE U28-21 
MEASURE VOLTAGE 
0.124V-0.203V 
SEE NOTE 1. 


PROBE U22-3 


“FH84” 
CHECK CAPS AND 
RES'STORS SUSTAINING 
THAT VOLTAGE. 


CHECK IF U28-23 IS 


PROBE U19-9 TOGGLING BETWEEN 
ECL LEVELS? 


“APUO” 


CHECK THE DATA PROBE. 


IF GOOD, REPLACE U28. 


CHECK THE VOLTAGE AT U26-7 
TO BE -1.1V. IF YES, REPLACE 
U26 OTHERWISE CORRECT 
THE VOLTAGE LEVEL. 


Figure 8-13. Troubleshooting Flowchart B1 (F-31) 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW "F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO THE 


RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


PROBE U13-8 
“9C7U" 


USING BACK TRACING TECH- 
NIQUE, PROBE U12, U13, U11, 
U20, U21, U25 TO TRACE THE 
BAD I.C. (BY COMPARING 
SIGNATURES). 


PROBE U14-6 
“672U" NO PROBLEM FOUND 


PROBE U28-13 
AND CHECK THE 
VOLTAGE 
0.071-0.139V 


PROBE U15-3 
“672U" 


PROBE U14-8 
“6U84" 


REPLACE U14 


CHECK POD 


GOOD 


PROBE U28-10 
IS IT TOGGLING 
BETWEEN ECL 
LEVELS? 


YES REPLACE U28 
GO TO CLOCK CHECK 


Figure 8-14, Troubleshooting Flowchart B2 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO THE 
RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


CHECK POD 


PROBE U28-11 
IS IT TOGGLING 
BETWEEN ECL LEVELS? 


REPLACE U28 


COMING 
FROM FAILURE 
F-34? 


GO TO 
CLOCK CHECK 


REPLACE U26. 


Figure 8-15. Troubleshooting Flowchart B3 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO THE 
RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


CLOCK CHECK 


PROBE U28-14 
CHECK THE VOLTAGE 
.071V-.14V 


CHECK THE BIASING 
RESISTORS AND CAP 


PROBE U28-19 
TOGGLING BETWEEN 
TTL LEVEL? 


CHECK POD 


PROBE U28-17 
TOGGLING BETWEEN 
ECL LEVEL? 


REPLACE U28 


PROBE U25-5 
“APUO"” 
PROBE U26-12 
“0000” 


REPLACE THE 
RESPECTIVE DEVICE 


PROBE U20-11 
“TA3P" 
PROBE U22-11 
“C4FP" 


REPLACE THE 
GOOD RESPECTIVE DEVICE 


CLOCK IS 
FUNCTIONING OKAY 


Figure 8-16. Troubleshooting Flowchart Clock Check 


SET-UP FOR TAKING SIGNATURES 
CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32"” WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO THE 
RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


B4 
“F234” 


PROBE U24-11 
“90C2”" 


PROBE U24-8 
“U66F" 


GO TO B5 


PROBE U24-12 
“C4FP" 


GO TO 86 


REPLACE U24 


PROBE U7-6 
“29CU" 
PROBE U7-7 
“874U" 


PROBE U15-11 
“4556” 
PROBE U15-8 
“PCA6" 


GO TO B7 


COULD BE U7, U8, 
U9, U10, U17, U18 


GO TO B8 


Figure 8-17. Troubleshooting Flowchart B4 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT’S CLK, ST, SP AND GND LINES TO THE 
RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


PROBE U23-2 PROBE U23-3 
“SCFP” “U53P" 


PROBE U22-8 
“A712” PROBE U22-8 


“SCFP" 
PROBE U23-5 


“90C2" 
REPLACE U15 
REPLACE U20 
REPLACE U23 


PROBE U22-10 
“UFHF" 


REPLACE U22 
GO TO B3 


Figure 8-18. Troubleshooting Flowchart B5 


8-34 


Model 5006A 
Service 


SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32”" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE 
SERV POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO 
THE RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


PROBE U22-12 
“0000"" 


CHECK U26-11 
TO BE AT -1.1V 


REPLACE U22 


FOLLOW THE TRACE 
AND CHECK C27. 
CORRECT THE VOLTAGE 


REPLACE U26 


PROBE U23-7 
“PCA6" 
PROBE U23-9 
"4556" 


REPLACE U15 


PROBE U23-11 
“6374” 
PROBE U23-12 
“FHB4" 


REPLACE U21 
REPLACE U23 


Figure 8-19. Troubleshooting Flowchart B6 and B7 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 4) 
POSITION. THE DISPLAY WILL SHOW "“F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE 
SERV POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO 


THE RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


PROBE U18-8 PROBE U8-12 
"4556" ‘1UUF" 


REPLACE U18 


PROBE U10-7 PROBE US-7 
“C88F” F946 
PROBE U9-6 
“67C6” 


REPLACE U10 


PROBE U18-6 PROBE U17-6 
“C88F” 


“F946" 
REPLACE U18 


GO TO NEXT 1 
PROBE U8-7 
“FFUI" 


REPLACE U7 


Figure 8-20. Troubleshooting Flowchart B8 
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SET-UP FOR TAKING SIGNATURES 


CONNECT THE POD AND PROBE TO THE FRONT PANEL. SWITCH THE SERV/NORM SWITCH TO THE SERVICE 
POSITION. THE DISPLAY WILL SHOW “F-32" WHICH IS NORMAL WHEN THE SERV/NORM SWITCH IS IN THE SERV 
POSITION. TAKE ANOTHER SIGNATURE ANALYZER AND PLUG IT'S CLK, ST, SP AND GND LINES TO THE 
RESPECTIVE PINS ON THE MOTHERBOARD. NOW YOU ARE READY TO TAKE SIGNATURES. CHECK VCC 
SIGNATURE TO VERIFY CONNECTIONS. 


PROBE U8-5 
“69UU" 


PROBE U17-1 
“8F4P" 
PROBE U17-9 
“22CP" 


REPLACE U7 
GOOD REPLACE U9 


PROBE U8-14 
“F994” 


PROBE U17-8 
“22CP” 


REPLACE U8 
REPLACE U17 


PROBE U8-6 
“7964” 


PROBE U8-4 
“A8HC” 


REPLACE U7 
REPLACE U9 


PROBE U8-13 
“UUHC" 


PROBE U8-15 
“S1FC” 


GooD REPLACE U8 


REPLACE U7 


REPLACE U8 


Figure 8-21. Troubleshooting Flowchart Next 1 
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* Activity present on this line even though the signature is 0000. 


Figure 8-22. Signature Table 
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Table 8-3. Error and Failure Message Response during Troubleshooting 


Recommended Action 


Numbered Error and Failure Messages 
Operator EDIT Errors 


Attempted EDIT with no signatures in memory 
Attempted EDIT of COMPOSITE SIGNATURE 


Interface Command/Protocol Errors 


Unrecognized command 
Illegal numeric parameter 
Illegal character in command 
HP-IL loop protocol error 


External Interface Connection Error 


Controller connected to talk-only instrument —— is 


Microcomputer Failures 


ROM failure 

Working RAM failure 
Signature memory RAM failure 
Timer failure 


Microcomputer to Main Board Connection Failures 


Data bus latch failure 

Data bus latch enable failure 
Digit driver failure 

Input port failure 
Nonexistent key failure 


Main Board Failures 


Data probe does not recognize lows 

Data probe does not recognize highs 

Measurement gate failure, closed when should be open 
Measurement gate failure, open when should be closed 
Incorrect signature 


Main Board to Interface Connection Failures 


Interface power-up failure 
Interface timeout on input 
Interface timeout on output 


Interface Microprocessor Failures 


ROM failure 
RAM failure 
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Replace: 
A1U6 
A1U6 
A1U6 
A1U6 


Check: 
A1U3,U4,U5 
A1U4,U5 
A1U1,Connector 
A1U7, U14 
A1U1, Keyboard 


Check: 
U19,22,26,28,DP 
U19,22,26,28,DP 
U14 
U11,12,13,14,TP 
U7,8,9,10,17,18 


Run Service Loop, 
Check: 

U6 

U6 

U6 


Replace: 
A5U5/A4U5 
A5U5/A4U5 


Figure 8-23 
BLOCK DIAGRAM 


(See Page 8-41) 
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5006A BLOCK DIAGRAM 


2 se ES SSE GS SE SS EF AS Se A 


QUAL ENABLE 


2 J ST EDGE, JSP EDGE 


ST, SP START MEAS. 


GATE GATE 
CONTROL HANDSHAKE END .OF MEASURE 


eed FEEDBACK 
DATA SAMPLER Beeter ie 
(FSR) 


Si er wal EDGE SELECT 


AND 
QUAL ENABLE 


CLK 


TIMING 
POD 


INPUT 
VOLTAGE 
COMPARATORS 
AND 
LEVEL SHIFTERS 


DATA 
PROBE 


DATA 
DATA LOW, ,2 


CENTRAL 
CONTROL 
UNIT 


DATA STROBE 


2 LATCH DATA HI, LATCH DATA LOW 


REMOTE 


LOGIC PROBE (CCU) 


INTERFACE 
LATCHES 


DATA HI CLR, DATA LOW CLR 2 


KEYBOARD S 
MATRIX ; 
oat 14 DISPLAY 14 
sre DRIVER 
ANNUNGIATORS 
SELF - TEST - 


CONNECTOR 
BLOCK 


+5V (CLEAN ) 
—5.2V 
+5V 


POWER 
SUPPLY 


Figure 8-23. Block Diagram 
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Part of Figure 8-24. Al Main Assembly Component Locator 
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1. REFERENCE DESIGh 
ASSEMBLY ARE ABE 

S ASSEMBLY NUMBEF 
FOR COMPLETE DES 


2. UNLESS OTHERWISI 
RESISTANCE IN 
CAPACITANCE | 
INDUCTANCE IN 


3. ASTERISK (*) INDIC 
SELECTED COMPON 
SHOWN. 


4. THESYMBOL V_ 1! 
CIRCUIT COMMON. 
THE DIGITAL CIRCU 


A 
REFEF 
DESIGN 


MARGIN SCHEMATI 


] 


i 


1 
— L 
© SERVICE 
Figure 8-24 
Al MAIN ASSEMBLY SCHEMATIC DIAGRAM 


‘See Page 8-43) 
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Ay WAIN ASSEWBLY seers sus se SSS. 
|. REFERENCE DESIGNATIONS WITHIN THIS. Al ACTIVE COMPONENTS : 5 — a S rg i q 
ASSEMBLY ARE ABBREVIATED, ADD 
| ASSEMBLY NUMBER TO ABBREVIATION onan HP PART NO. 
FOR COMPLETE DESCRIPTION. 
GRI-CRIT 1907-0050 
2, UNLESS OTHERWISE INDICATED: ae Dees, 
' RESISTANCE IN OHMS; pores, 
CAPACITANCE IN FARADS; OCs Cae, 
INDUCTANCE IN HENRIES. ieaeoi7e 
3, ASTERISK INDICATES FACTORY tese-o303 
SELECTED COMPONENT, AVERAGE VALUE 
SHOWN. 1820-1200 
NOT ASSIGNED 
4, THE SYMBOL VY INDICATES THE ANALOG leeaaett 
CIRCUIT COMMON. THE SYMBOL Wo INDICATES Tea een 
THE DIGITAL CIRCUIT COMMON, Terese 
1820-9427 
| 1820-2606 
} At 1820-1303 
? REFERENCE 1820-2696 
DESIGNATORS 1820-2698 


c1-C51 


1820-2676 
CRI-CRIS 


1820-2676 
1820-2691 
1820-2691 
1820-2686 


1826-0565 
1820-1158 
1820-1158 
1820-2691 
1820-2692 


1820-1015 
1820-2692 
1820-2992 
1820-2676 
1820-1052 


7820-1052 
1826-0215 
1826-0630 
1826-0122 


= 7 Bt, — 


7 eve 


S13 
‘SorroM view" VOLTAGE SELECT swiTcH 


PC-SOLDER SIDE 
‘OF BOARD 


Fen fen fer fan 
Ye 


Figure 8:24, At Main Assernbly Schematic Diagram 
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; 


Se EE oma er Nn tener 


te) 


eS a ee A 
“s ieee aahenedenind a sate 


DS13 DS14 0S15 DS16_ DS17 


Part of Figure 8-25. A2 Display Assembly Component Locator 
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Figure 8-25 
A2 DISPLAY ASSEMBLY SCHEMATIC DIAGRAM 


See Page 8-45 
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Part of Figure 8-25. A2 Display Assembly Component Locator 
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NOTES: 


REFERENCE DESIGNATIONS WITHIN THIS 
ASSEMBLY ARE ABBREVIATED. ADD 
ASSEMBLY NUMBER TO ABBREVIATION 
FOR COMPLETE DESCRIPTION. 


UNLESS OTHERWISE INDICATED: 
RESISTANCE IN OHMS; 
CAPACITANCE IN FARADS; 
INDUCTANCE IN HENRIES 


ASTERISK .*, INDICATES FACTORY 
SELECTED COMPONENT, AVERAGE VALUE 
SHOWN. 


R1 10K: X7 


-NWARONANO 
Ooco00000 


A2 
REFERENCE 
DESIGNATORS 


U1-U3 
Ri-R7 


DS1-DS20 
J1 


A2 TABLE OF ACTIVE COMPONENTS 


REFERENCE 
DESIGNATION HP PART NO. 


DS1-DS4 
DS5-DS20 
U1, U2 

U3 


FROM AIJ3 


— ee 8g 0 et} 


| 
f 
| 
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A2 DISPLAY ASSEMBLY (05006-90002) SERIES 2314 


LS SS SS TD OF SNS CERNE te SE ce om 


COMPOSITE 
SIGNATURE 


UNSTABLE 
RECALL 


€oir 


A TT OO Ll CES HE CSS LS od Sed GEESE nd tid GRENSON Gud Ox) GomnnnEENETENEE Ce OW 


——— at —__—_—___—— —_—_—— —_—_—— = - 
b 2 
———_—_— = By ae a eS ™ ———— 


Figure 8-25. A2 Display Assembly Schematic Diagram 
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Part of Figure 8- 


26. A3 Data Probe Assembly Component Locator and 
A6 Pod Timing Assembly Component Locator 


A3 


1. REFERENCE DESIGNATIONS WITHIN THIS 
ASSEMBLY ARE ABBREVIATED. ADD 
ASSEMBLY NUMBER TO ABBREVIATION 
FOR COMPLETE DESCRIPTION. 


2. UNLESS OTHERWISE INDICATED: 
RESISTANCE IN OHMS; 
CAPACITANCE IN FARADS; 
INDUCTANCE IN HENRIES 


3. ASTERISK (*) INDICATES FACTORY 


SELECTED COMPONENT, AVERAGE VALUE 


SHOWN. 


4. COAXIAL GROUND IS CONNECTED TO Ai 
COAXIAL GROUND. 


A3 
REFERENCE 
DESIGNATIONS 


C1 

DS1 
R1, R2 
$1 


A3 ACTIVE COMPONENTS 


REFERENCE 
DESIGNATION HP PART NO- 


1990-0547 


Model 5006A 


Service 


POD ASSEMBLY (05005-60006) 


cl 
8.2P 


8.2P 1 


8.2P 


SERIES 2240 


ure 8-26. A3 Data Probe Assembly and A6 Pod Timing Assembly 


Schematic Diagram 
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A3 


REFERENCE DESIGNATIONS WITHIN THIS 
ASSEMBLY ARE ABBREVIATED. ADD 
ASSEMBLY NUMBER TO ABBREVIATION 
FOR COMPLETE DESCRIPTION. 


UNLESS OTHERWISE INDICATED: 
RESISTANCE IN OHMS; 
CAPACITANCE IN FARADS; 
INDUCTANCE IN HENRIES 


ASTERISK (*) INDICATES FACTORY 
SELECTED COMPONENT, AVERAGE VALUE 
SHOWN. 


COAXIAL GROUND IS CONNECTED TO Ai 
COAXIAL GROUND. 


A3 
REFERENCE 
DESIGNATIONS 


C1 

DS1 
Ri, R2 
S1 


A3 ACTIVE COMPONENTS 


REFERENCE 
DESIGNATION HP PART NO. 


DS1 1990-0547 


NOTES: 


AG 


REFERENCE DESIGNATIONS WITHIN THIS 
ASSEMBLY ARE ABBREVIATED. ADD 
ASSEMBLY NUMBER TO ABBREVIATION 
FOR COMPLETE DESCRIPTION. 


UNLESS OTHERWISE INDICATED: 
RESISTANCE IN OHMS; 
CAPACITANCE IN FARADS; 
INDUCTANCE IN HENRIES 


ASTERISK (*) INDICATES FACTORY 
SELECTED COMPONENT, AVERAGE VALUE 
SHOWN. 


A6 


REFERENCE 
DESIGNATIONS 


C1-C3 
R1-R6 


A6 ACTIVE COMPONENTS 


NONE 
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/17812-2 
A3 DATA PROBE ASSEMBLY (05006-60003) SERIES 2240 
FS A 
R2 
PROBE ! | 
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Figure 


8-26. A3 Data Probe Assembly and A6 Pod Timing Assembly 


Schematic Diagram 
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A4 


Part of Figure 8-27. A4 HP-IL OPT 030 Assembly Component Locator 
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Figure 8-27 
A4 HP-IL OPT 030 ASSEMBLY 
SCHEMATIC DIAGRAM 


See Page 8-49 
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Part of Figure 8-27. A4 HP-IL OPT 030 Assembly Component Locator 
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1. REFERENCE DESIGNATIONS WITHIN THIS 

ASSEMBLY ARE ABBREVIATED. ADD 
ASSEMBLY NUMBER TO ABBREVIATION 
FOR COMPLETE DESCRIPTION. 


2. UNLESS OTHERWISE INDICATED: 
RESISTANCE IN OHMS; 
CAPACITANCE IN FARADS; 
INDUCTANCE IN HENRIES 


3. ASTERISK (*) INDICATES FACTORY 
SELECTED COMPONENT, AVERAGE VALUE 
SHOWN. 


A4 
REFERENCE 
DESIGNATIONS 


A4 ACTIVE COMPONENTS 


REFERENCE 
DESIGNATIONS HP PART NO. 


CR1-CR4 1902-0970 
CRS 1901-0050 
U1 1LB3-0003 
U2 1820-2650 


A4WIPl 


13,14 


yo AWA NN @ CO Bb 
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Figure 8-27, A4 HP-IL OPT 030 Assembly Schematic Diagram 
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Figure 8-27. A4 HP-IL OPT 030 Assembly Schematic Diagram 
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A5 


- are 68. AS HP-1B OPT 040 Assembly Component Locator 
| Part of Figure &<" 


Figure 8-25 
A5 HP-IB OPT 040 ASSEMBLY 
SCHEMATIC DIAGRAM 


See Page 8-51 
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Part of Figure 8-28. AS HP-IB OPT 040 Assembly Component Locator 
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oe 


NOTES: 


REFERENCE DESIGNATIONS WITHIN THIS 
ASSEMBLY ARE ABBREVIATED. ADD 
ASSEMBLY NUMBER TO ABBREVIATION 
FOR COMPLETE DESCRIPTION. 


UNLESS OTHERWISE INDICATED: 
RESISTANCE IN OHMS; 
CAPACITANCE IN FARADS; 
INDUCTANCE IN HENRIES 


ASTERISK (*) INDICATES FACTORY 
SELECTED COMPONENT, AVERAGE VALUE 
SHOWN. 


AS 
REFERENCE 
DESIGNATORS 


A5 ACTIVE COMPONENTS 


REFERENCE 
CR1 1901-0050 
1820-2461 
1820-1198 
1820-1440 
1820-3687 


> oye 


“i 


Model 5006A 
Service 
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Figure 8-25. A5 HP-IB OPT 040 Assembly Schematic Diagram 
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Key Product Line 

A Analytical 

CM Components 

C Computer Systems 


@ Product Line Sales/Support Key 


Electronic Instruments & Measurement Systems 


E 

M Medical Products 

P Personal Computation Products 

* — Sales only for specific product line 


** Support only for specific product line 
IMPORTANT: These symbols designate general product line capability. They do not insure sales or 
support availability for all products within a line, at all locations.Contact your local sales office for 
information regarding locations where HP support is available for specific products. 


HEADQUARTERS OFFICES 


If there is no sales office listed for your area, contact one of these 


headquarters offices. 


ASIA 

Hewlett-Packard Asia Ltd. 
47/F, 26 Harbour Rd., 
Wanchai, HONG KONG 
G.P.0. Box 863, Hong Kong 
Tel: 5-8330833 

Telex: 76793 HPA HX 
Cable: HPASIAL TD 


CANADA 

Hewlett-Packard (Canada) Ltd. 
6877 Goreway Drive 
MISSISSAUGA, Ontario L4V 1M8 
Tel: (416) 678-9430 

Telex: 069-8644 


EASTERN EUROPE 
Hewlett-Packard Ges.m.b.h. 
Lieblgasse 1 

P.0.Box 72 

A-1222 VIENNA, Austria 

Tel: (222) 2500-0 

Telex: 13 4425 HEPAA 


NORTHERN EUROPE 
Hewlett-Packard S.A. 

V. D. Hooplaan 241 

P.0.Box 999 

NL-118 LN 15 AMSTELVEEN 
The Netherlands 

Tel: 20 5479999 

Telex: 18919 hpner 


SOUTH EAST EUROPE 
Hewlett-Packard S.A. 

World Trade Center 

110 Avenue Louis-Casai 

1215 Cointrin, GENEVA, Switzerland 
Tel: (022) 98 96 51 

Telex: 27225 hpser 

Mail Address: 

P.O. Box 

CH-1217 Meyrin 1 

GENEVA 

Switzerland 


MIDDLE EAST 
AND CENTRAL AFRICA 
Hewlett-Packard S.A. 
Middle East/Central 
Africa Sales H.Q. 

7, rue du Bois-du-Lan 
P.O. Box 364 

CH-1217 Meyrin 1 
GENEVA 

Switzerland 

Tel: (022) 83 12 12 
Telex: 27835 hmea ch 
Telefax: (022) 83 15 35 


UNITED KINGDOM 
Hewlett-Packard Ltd. 

Nine Mile Ride 

WOKINGHAM 

Berkshire, RG113LL 

Tel: 0344 773100 

Telex: 848805/8488 14/8489 12 


UNITED STATES OF 
AMERICA 

Customer Information Center 
(800) 752-0900 

6:00 AM to 5 PM Pacific Time 


EASTERN USA 
Hewlett-Packard Co. 

4 Choke Cherry Road 
ROCKVILLE, MD 20850 
Tel: (301) 948-6370 


MIDWESTERN USA 
Hewlett-Packard Co. 

5201 Toliview Drive 

ROLLING MEADOWS, IL 60008 
Tel: (312) 255-9800 


SOUTHERN USA 
Hewlett-Packard Co. 

2000 South Park Place 
ATLANTA, GA 30339 

Tel: (404) 955-1500 


WESTERN USA 
Hewlett-Packard Co. 

5161 Lankershim Blvd. 

NORTH HOLLYWOOD, CA 91601 
Tel: (818) 505-5600 


OTHER 
INTERNATIONAL 
AREAS 

Hewlett-Packard Co. 
Intercontinental Headquarters 
3495 Deer Creek Road 

PALO ALTO, CA 94304 

Tel: (415) 857-1501 

Telex: 034-8300 

Cable: HEWPACK 


ALGERIA 
Hewlett-Packard Trading S.A 
Bureau de Liaison Alger 

Villa des Lions 

9, Hai Galloul 

DZ-BORDJ EL BAHRI 

Tel: 76 03 36 

Telex: 63343 dlion dz 


SALES & SUPPORT OFFICES 


Arranged alphabetically by country 


ANGOLA 

Telectra Angola LDA 

Empresa Técnica de Equipamentos 
16 rue Cons. Julio de Vilhema 
LUANDA 

Tel: 35515,35516 

Telex: 3134 

E,P 


ARGENTINA 

Hewlett-Packard Argentina S.A. 

Montaneses 2140/50 

1428 BUENOS AIRES 

Tel: 541-11-1447 

Telex: 22796 HEW PAC-AR 

A.C,E,P 

Biotron S.A.C.1.M.e.l. 

Av. Paso Colon 221, Piso 9 

1399 BUENOS AIRES 

Tel: 541-333-490, 
§41-322-587 

Telex: 17595 BIONAR 

M 

Laboratorio Rodriguez 

Corswant S.R.L. 

Misiones, 1156 - 1876 

Bernal, Oeste 

BUENOS AIRES 

Tel: 252-3958, 252-4991 

A 

intermaco S.R.L. 

Florida 537/71 

Galeria Jardin - Local 28 

1005 BUENOS AIRES 

Tel: 393-447 1/1928 

Telex: 22796 HEW PAC-AR 

P (Calculators) 

Argentina Esanco S.R.L. 

A/ASCO 2328 

1416 BUENOS AIRES 

Tel: 54-58-1981, 54 1-59-2767 

Telex: 22796 HEW PAC-AR 

A 

All Computers S.A 

Montaneses 2140/50 5 Piso 

1428 BUENOS AIRES 

Tel: 781-4030/4039/783-4886 

Telex. 18148 Ocme 

p 


AUSTRALIA 
Adelaide, South 
Australia Office 
Hewlett-Packard Australia Ltd 
153 Greenhill Road 
PARKSIDE, S.A. 5063 

Tel: 61-8-272-5911 

Telex: 82536 

Cable HEWPARD Adelaide 
A‘.C.CM.EP 


Brisbane, Queensland 
Office 

Hewlett-Packard Austraia Lic 
10 Payne Road 

THE GAP, Queensland 4061 
Tel: 61-7-300-4 133 

Telex: 42133 

Cable: HEWPARD Brisbane 
A.C,CM,E.M.P 
Canberra, Australia 
Capital Territory 
Office 

Hewlett-Packard Australia Ltd 
Thynne Street, Fern Hill Park 
BRUCE, A.C.T. 2617 

P.O. Box 257, 

JAMISON, A.C.T. 2614 

Tel: 61-62-80-4244 

Telex: 62650 

Cable: HEWPARD Canberra 
C,CM.E,P 

Melbourne, Victoria 
Office 

Hewlett-Packard Australia Lic. 
31-41 Joseph Street 

P.O. Box 221 

BLACKBURN, Victoria 3130 

Tel: 61-3-895-2895 

Telex: 31-024 

Cable: HEWPARD Melbourne 
A.C,CM,E,M,P 

Perth, Western Australia 
Office 

Hewlett-Packard Australia Ltd. 
Herdsman Business Park 
CLAREMONT, WA. 6010 

Tel: 6 1-9-383-2 188 

Telex: 93859 

Cable: HEWPARD Perth 

C,CM.E,P 

Sydney, New South 
Wales Office 
Hewlett-Packard Australia Ltd 
17-23 Talavera Road 

P.O. Box 306 
NORTH RYDE, N.S.W. 2113 
Tel: 61-2-868-4444 
Telex: 21561 
Cable: HEWPARD Sydney 
A.C.CM.E.M.P 


AUSTRIA 
Hewlett-Packard Ges.m.0.4 
Verkaufsbuero Graz 
Grottennotstrasse 94 
A-8052 GRAZ 

Tel. 43-3 16-29 1-5660 

Telex: 312375 

CE 

Hewlett-Packard Ges. m.D.n 
Liebigasse 1 

P.O Box 72 

A-1222 VIENNA 

Tel: 43-222-2500 

Telex 134425 HEPA A 
ACCM EMP 


BAHRAIN 
Green Salon 

P.O. Box 557 
MANAMA 

Tel: 255503-250950 
Telex $4419 

Pp 


Wael Pharmacy 
P.O Box 648 


MANAMA 


EM 
Zayani Computer Systems 
218 Shaik Mubarak Buriding 


Telex: 9015 plans bn 


p 


BELGIUM 


Hewlett-Packard Beigum S$ A/N.Y 


Bivd de la Woluwe, 700 


Wi ohuwedal 


Telex: 23494 hewpac 
A.C,CM.E.M.P 


BERMUDA 

Applied Computer Technologres 
Atiantic House Busiding 

P.O. Box HM 2091 

Par-La-Ville Road 
HAMILTON 5 

Tel: 295-1616 

Telex: 380 3589/ACT BA 

P 

BOLIVIA 

Arreilano Lida 

Av. 20 de Octubre #2125 
Casilla 1383 

LA PAZ 

Tel: 36854! 

M 

BRAZIL 

Hewlett-Packard do Sras!i SA 
Alameda Ric Negro, 750-!. AND 
ALPHAVILLE 

06400 Baruer SP 

Tek: (011) 421.1311 

Telex: (011) 71351 HPSR BA 
Cable. HEWPACK Sao Pauic 
OM.E 

Hewlett-Packard do Brasil SA 
Praia de Botatago 228-A-6"4 
6 AND -CONJ 501 

Edificio Argentina - Ala A 
22250 RIO DE JANEIRO, RJ 

Tat: (02!) 552-6422 

Telex: 21905 HPBR BR 

Cable: HEWPACK Rio ce Janero 


= 


Van Der Cientifica Lica 
Rua Jose Bonifacio, 458 
Todos os Santos 

2077? RIO OE JANEIRO, BJ 
Tet: (021) 593-8223 

Telex: 33487 EGLB BR 

A 

ANAMED (CE) Lida 
Rua Verguewo, 360 
04012 SAO PAULO, SP 

Tet: (011) 572-1106 

Telex. 24720 HPBR BAR 

y 

Datatronm Electronica Lica 
Av Pacaemdu 746-01! 
SAQ PAULO, SP 

Tek: (118) 2601711 

cM 


7] 


BRUNE! 

Komputer Wisman Sdn Bhd 
G6, Chandrawaseh Cmpix, 
Jalan Tutong 

P.O. Box 1297, 

BANDAR SERI BEGAWAN 
NEGARA BRUNI DARUSSALAM 
Tel: 673-2-2000-70/26711 
CEP 


CAMEROON 
Beriac 

B. P. 23 

DOUALA 

Tel: 420153 

Telex: 5351 

CP 


CANADA 
Alberta 
Hewlett-Packard (Canada) Ltd. 
3030 3rd Avenue NE. 
CALGARY, Alberta T2A 617 
Tel: (403) 235-3100 
A,C,CM,E*.M,P* 
Hewlett-Packard (Canada) Ltd. 
11120-178th Street 
EDMONTON, Alberta TSS 1P2 
Tel: (403) 486-6666 
A.C,CM,E.M,P 
British Columbia 
Hewiet!-Packard (Canada) Ltd. 
10691 Shelibridge Way 
RICHMOND, 
British Columbia V6X 2W8 
Tel: (604) 270-2277 
Telex: 610-922-5059 
A,C,CM.E*,M,P* 
Hewlett-Packard (Canada) Ltd. 
121 - 3350 Douglas Street 
VICTORIA, British Columbia V8Z 3L1 
Tei: (604) 381-6616 
c 
Manitoba 
Hewlett-Packard (Canada) Lid. 
1825 Inkster Bivd. 
WINNIPEG, Manitoba R2X 1R3 
Tel: (204) 694-2777 
A,C,OM,E.M,P* 
New Brunswick 
Hewlett-Packard (Canada) Ltd. 
614 Main Street 
MONCTON, New Brunswick E10 1£6 
Tel: (506) 855-2841 
c 
Nova Scotia 
Hewlett-Packard (Canada) Ltd. 
Suite 111 
$00 Windmill Road 
DARTMOUTH, Nova Scotia 838 1P7 
Tel: (902) 469-7820 
C,CM,E*.M,P* 


Ontario 
Hewlett-Packard (Canada) Ltd. 
3325 N. Service Ad., Unit WO3 
BURLINGTON, Ontario L7N 3G2 
Tel: (416) 335-8644 
C.M’ 
Hewlett-Packard (Canada) Lid. 
552 Newbold Street 
LONDON, Ontario N6E 2S5 
Tel: (519) 686-9 181 
A,C,CM.E°.M.P° 


Hewlett-Packard (Canada) Ltd. 
6877 Goreway Drive 
MISSISSAUGA, Ontario L4V 1M8 
Tel: (418) 678-9430 

Telex: 069-83644 
A.C,CM,E.M.P 
Hewlett-Packard (Canada) Ltd. 
2670 Queensview Dr. 
OTTAWA, Ontario K2B 8K1 
Tel: (613) 820-6483 
A,C,CM,E*.M,P* 


Hewlett-Packard (Canada) Ltd. 
3790 Victoria Park Ave. 
WILLOWDALE, Ontario M2H 3H7 
Tel: (416) 499-2550 

CE 


Quebec 

Hewlett-Packard (Canada) Ltd. 
17500 Trans Canada Highway 
South Service Road 
KIRKLAND, Quebec H9J 2X8 
Tel: (514) 697-4232 

Telex: 058-21521 
A.C,CM,E,.M,P* 


Hewlett-Packard (Canada) Ltd. 
1150 rue Claire Fontaine 
QUEBEC CITY, Quebec G1R 5G4 
Tel: (418) 648-0726 

c 


Hewlett-Packard (Canada) Ltd. 

130 Robin Crescent 

SASKATOON, Saskatchewan S7L 6M7 
Tel: (306) 242-3702 

Cc 


CHILE 

ASC Lida. 

Austria 2041 

SANTIAGO 

Tel: 223-5946, 223-6148 
Telex: 392-340192 ASC CK 
C.P 

Jorge Calcagni y Cia 

Ay. Italia 634 Santiago 
Casilla 16475 

SANTIAGO 9 

Tel: 9-01 1-562-222-0222 
Telex: 392440283 JCYCL CZ 
CM,E.M 

Metrolab S.A. 

Monjitas 454 of. 206 
SANTIAGO 

Tel: 395752, 398296 

Telex: 340866 METLAB CK 
A 

Olympia (Chile) Ltda. 

Ay. Rodrigo de Araya 1045 
Casilla 256-V 

SANTIAGO 21 

Tel: 225-5044 

Telex: 340892 OLYMP 
Cable: Olympiachile Santiagochile 
C.P 


CHINA, People’s 
Republic of 

China Hewlett-Packard Co., Ltd. 
47/F China Resources Bidg. 

26 Harbour Road 

HONG KONG 

Tel: 5-€330833 

Telex: 76793 HPA HX 

Cable: HP ASIA LTD 

A’ 


China Hewlett-Packard Co., Ltd. 
P.O. Box 9610, Beijing 

4th Floor, 2nd Watch Factory Main 
Shuang Yu Shou, Bei San Huan Road 
Hat Dian District 

BEWING 

Tel: 33-1947 33-7426 

Telex: 22601 CTSHP CN 

Cable: 1920 Beijing 

A.C,CM,E.M,P 


China Hewlett-Packard Co., Ltd. 
CHP Shanghai Branch 

23/F Shanghai Union Building 
100 Yan An Rd. East 
SHANG-HAI 

Tel: 265550 

Telex: 33571 CHPSB CN 

Cable: 3416 Shanghai 
A,C,CM,E.M,P 


COLOMBIA 
Instrumentaci6n 

H. A. Langebaek & Kier S.A. 
Carrerra 4A No. 52A-26 
Apartado Aereo 6287 
BOGOTA 1, D.E. 

Tel: 212-1466 

Telex: 44400 INST CO 
Cable: AARIS Bogota 
CM,E.M 


Nefromedicas Ltda. 
Calle 123 No. 98-31 
Apartado Aereo 100-958 
BOGOTA D.E., 10 

Tel: 213-5267, 213-1615 
Telex: 43415 HEGAS CO 
A 


Compumundo 

Avenida 15 # 107-80 
BOGOTA D.E. 

Tel: 57-214-4458 

Telex: 39645466 MARCO 
p 

Carvajal, S.A. 

Calle 29 Norte No. 6A-40 
Apartado Aereo 46 

CALI 

Tel: 9-011-57-3-621888 
Telex: 39655650 CUJCL CO 
C.E,P 


CONGO 
Seric-Congo 
B. P. 2105 
BRAZZAVILLE 
Tel: 815034 
Telex: 5262 


COSTA RICA 
Cientifica Costarricense S.A. 
Avenida 2, Calle 5 

San Pedro de Montes de Oca 
Apartado 10159 

SAN JOSE 

Tel: 9-011-506-243-820 
Telex: 3032367 GALGUR CR 
CM,.E.M 


O. Fischel R. Y. Cia. S.A. 
Apartados 434-10174 
SAN JOSE 

Tel: 23-72-44 

Telex: 2379 

Cable: OFIR 

A 


CYPRUS 
Telerexa Ltd 

P.O. Box 1152 
Valentine House 

8 Stassandrou St. 
NICOSIA 

Tel: 45 628, 62 698 
Telex: 5845 tirx cy 
E,M,P 


DENMARK 
Hewlett-Packard A/S 
Kongevejen 25 
DK-3460 BIRKEROD 
Tel: 45-02-81-6640 
Telex: 37409 hpas dk 
A,C,CM,E,M,P 


Hewlett-Packard A/S 
Rolighedsvej 32 

OK-8240 RISSKOV, Aarhus 
Tel: 45-06- 17-6000 

Telex: 37409 hpas dk 

C.E 


DOMINICAN REPUBLIC 
Microprog S.A. 

Juan Tomas Mejia y Cotes No. 60 
Arroyo Hondo 

SANTO DOMINGO 

Tel: 565-6268 

Telex: 4510 ARENTA DR (RCA) 

Pp 


ECUADOR 

CYEDE Cia. Ltda. 
Avenida Eloy Alfaro 1749 
y Belgica 

Casilla 6423 CC! 

QUITO 

Tel: 9-011-593-2-450975 
Telex: 39322548 CYEDE ED 
EP 

Medtronics 

Valladolid 524 Madrid 
P.0. 9171, QUITO 

Tel: 2-238-951 

Telex: 2298 ECUAME ED 
A 


Hospitalar S.A. 

Robles 625 

Casilla 3590 

QUITO 

Tel: 545-250, 545-122 
Telex: 2485 HOSPTL ED 
Cable: HOSPITALAR-Quito 
M 

Ecuador Overseas Agencies C.A. 
Calle 9 de Octubre #818 
P.O. Box 1296, Guayaquil 
QUITO 

Tel: 306022 

Telex: 3361 PBCGYE ED 

M 


EGYPT 

Sakrco Enterprises 

P.O. Box 259 

ALEXANORIA 

Tel: 802906, 808020, 805302 
Telex: 54333 

c 


International Engineering Associates 
6 El Gamea Street 

Agouza 

CAIRO 

Tel: 71-21-68 134-80-940 

Telex: 93830 IEA UN 

Cable: INTEGASSO 

E 


Sakrco Enterprises 
70 Mossadak Street 
Dokki, Giza 

CAIRO 

Tel: 706 440, 701 087 
Telex: 9337 

C 


S.S.C. Medical 

40 Gezerat El Arab Street 
Mohandessin 

CAIRO 

Tel: 803844, 805998, 810263 
Telex: 20503 SSC UN 

Me 

EL SALVADOR 
IPESA de El Salvador S.A. 
29 Avenida Norte 1223 

SAN SALVADOR 

Tel: 9-0 11-503-266-858 
Telex: 301 20539 IPESA SAL 
A.C,CM,E.P 


ETHIOPIA 
Seric-Ethiopia 
P.O. Box 2764 
ADDIS ABABA 
Tel: 185114 
Telex: 21150 
C.P 


FINLAND 
Hewlett-Packard Finland 
Field Oy 

Niittylanpolku 1O 

00620 HELSINKI 

Tel: (90) 757-1011 

Telex: 122022 Field SF 
CM 

Hewlett-Packard Oy 
Piispankalliontie 17 
02200 ESPOO 

Tel: (90) 887-21 

Telex: 121563 HEWPA SF 
A.C, E, M, P 


FRANCE 
Hewlett-Packard France 
Z.1. Mercure B 

Rue Berthelot 

13763 Les Milles Cedex 
AIX-EN-PROVENCE 

Tel: 33-42-59-4 102 
Telex: 410770F 

A,C,E,M 


Hewlett-Packard France 
64, Rue Marchand Saillant 
F-61000 ALENCON 

Tel: (33) 29 04 42 

G ee 

Hewlett-Packard France 
Batiment Levitan 

2585, route de Grasse 
Bretelle Autoroute 
06600 ANTIBES 

Tel: (93) 74-59-19 

Cc 


al 


SALES & SUPPORT OFFICES 


Arranged alphabetically by country 


[| 


€ FRANCE (Cont'd) 


Hewlett-Packard France 

28 Rue de la République 
Boite Postale 503 

25026 BESANCON CEDEX, FRANCE 
Tel: (81) 83-16-22 

Telex: 361157 

CE" 

Hewlett-Packard France 

ZA Kergaradec 

Rue Fernand Forest 

F-29239 GOUEESNOU 

Tel: (98) 41-87-90 

E 

Hewlett-Packard France 
Chemin des Mouilles 

Boite Postala 162 

69131 ECULLY Cedex (Lyon) 
Tel: 33-78-33-8125 

Telex: 310617F 

A,C,E,M,P* 

Hewlett-Packard France 
Parc d'activités du Bois Briard 
2 Avenue du Lac 

F-91040 EVRY Cedex 

Tel: 3311/6077 9660 

Telex: 6923 15F 

C 


Hewlett-Packard France 
Application Center 

5, avenue Raymond Chanas 
38320 EYBENS (Grenoble) 

Tel: (76) 62-57-98 

Telex: 980124 HP GRENOB EYBE 
Cc 


Hewlett-Packard France 
Rue Fernand. Forest 
Z.A. Kergaradec 
29239 GOUESNOU 
Tel: (98) 41-87-90 
Hewlett-Packard France 
Parc Club des Tanneries 
Batiment B4 
4, Rue de la Faisanderie 
67381 LINCOLSHEIM 
(Strasbourg) 
Tel: (88) 76-15-00 
Telex: 890141F 
C,E*.M*,P° 
Hewlett-Packard France 
Centre d'atfaires Paris-Nord 
Batiment Ampére 
Rue de la Commune de Paris 
Boite Postale 300 
93153 LE BLANC-MESNIL 
Tel: (1) 865-44-52 
Telex: 211032F 
C.E.M 
Hewlett-Packard France 
Parc d'activités Cadéra 
Quartier Jean-Mermoz 
Avenue du Président JF Kennedy 
33700 MERIGNAC (Bordeaux) 
Tel: 33-56-34-0084 
Telex: 550 105F 
C.E.M 


Hewlett-Packard France 
3, Rue Graham Bell 
BP 5149 
57074 METZ Cedex 
Tel: (87) 36-13-31 
Telex: 860602F 
C.E 
Hewlett-Packard France 
Miniparc-ZiIRST 
Chemin du Vieux Chéene 
38240 MEYLAN (Grenoble) 
Tel: (76) 90-38-40 
980124 HP Grenobe 
Cc 
Hewlett-Packard France 
Bureau vert du Bois Briand 
Cheman de la Garde 
- CP 212 212 
44085 NANTES Cedex 
Tel: (40) 50-32-22 
Telex: 711085F 
A,C,E.CM*,P 
Hewlett-Packard France 
125, Rue du Faubourg Bannier 
45000 ORLEANS 
Tel: 33-38-62-2031 
E,P° 
Hewlett-Packard France 
Zone Industrielle de Courtaboeuf 
Avenue des Tropiques 
91947 LES ULIS Cedex (Orsay) 
Tel: 33-6-907 7825 
Telex: 600048F 
A,C,CM,E.M,P** 
Hewlett-Packard France 
15, Avenue de L’Amiral-Bruix 
75782 PARIS Cedex 16 
Tel: 33-15-02-1220 
Telex: 613663F 
C,P° 
Hewlett-Packard France 
242 Ter, Ave J Mermoz 
64000 PAU 
Tel: 33-59-80-3802 
Telex: 550365F 
C,E° 
Hewlett-Packard France 
6, Place Sainte Croix 
86000 POITIERS 
Tel: 33-49-41-2707 
Telex: 792335F 
C,E* 
Hewlett-Packard France 
47, Rue de Chativesle 
51100 REIMS 
Tel: 33-26-88-6919 
C,P° 
Hewlett-Packard France 
Parc d'activités de !a Poterie 
Rue Louis Kerautel-Botmel 
35000 RENNES 
Tel: 33-99-5 1-4244 
Telex: 740912F 
A*,C,E.M,P* 
Hewlett-Packard France 
98 Avenue de Bretagne 
76100 ROUEN 
Tel: 33-35-63-5766 
Telex: 770035F 
CE 


Hewlett-Packard France 

4, Rue Thomas-Mann 

Boite Postale 56 

67033 STRASBOURG Cedex 
Tel: (88) 28-56-46 

Telex: 890141F 

C,.E.M,P° 

Hewlett-Packard France 

Le Péripole Ill 


Hewlett-Packard GmbH 
Verbindungsstelle Bonn 
Friedrich-Ebert-Aliee 26 
5300 BONN 

Tel: (0228) 234001 

Telex: 8869421 
Hewlett-Packard GmbH 
Vertriebszentrun Sudwes 
Schickardstrasse 2 


3, Chemin du Pigeonnier de la Cépiére 0-7030 BOBLINGEN 


31081 TOULOUSE Cedex 
Tel: 33-61-40-1112 

Telex: 531639F 
A,C,E,M,.P* 
Hewlett-Packard France 
Les Cardoulines 

Batiment B2 

Route des Dolines 

Parc d’activite de Valbonne 
Sophia Antipolis 

06560 VALBONNE (Nice) 
Tel: (93) 65-39-40 

Cc 

Hewlett-Packard France 

9, Rue Baudin 

26000 VALENCE 

Tel: 33-75-42-7616 

cs . 

Hewlett-Packard France 
Carolor 

ZAC de Bois Briand 

57640 VIGY (Metz) 

Tel: (8) 771 20 22 

Cc 

Hewlett-Packard France 
Parc d’activité des Prés 

1, Rue Papin Cedex 

59658 VILLENEUVE D'ASCQ 
Tel: 33-20-9 1-4125 

Telex: 160124F 

C.E,M.P 

Hewlett-Packard France 
Parc d'activités Paris-Nord 11 
Boite Postale 60020 

95971 Roissy Charles de Gaulle 
VILLEPINTE 

Tel: (1) 48 63 80 80 

Telex: 211032F 

C,E.M,P° 


GABON 
Sho Gabon 
P.O. Box 8&9 
LIBREVILLE 
Tel: 721 484 
Telex: 5230 


GERMAN FEDERAL 


REPUBLIC 
Hewlett-Packard GmbH 
Vertriebszentrum Mitte 
Hewilett-Packard-Strasse 
D-6380 BAD HOMBURG 
Tel: (06172) 400-0 
Telex: 410 844 hpbhg 
A.C.E.M.P 
Hewlett-Packard GmbH 
Geschattsstelle 
Kerthstrasse 2-4 

D- 1000 BERLIN 30 

Tel: (030) 21 99 04-0 
Telex: 018 3405 hpbin d 
ACEMP 


Postfach 1427 
Tel: (07031) 645-0 
Telex: 7265 743 hep 
A,C,CM,E,M,P 
Hewlett-Packard GmbH 
Zeneralbereich Mktg 
Herrenberger Strasse 130 
D-7030 BOBLINGEN 
Tel: (07031) 14-0 
Telex: 7265739 hep 
Hewlett-Packard GmbH 
Geschaftsstelle 
Schieefstr. 28a 
D-4600 DORTMUND-4 1 
Tel: (0231) 45001 
Telex: 822858 hepdod 
ACE 
Hewlett-Packard gmbH 
Reparaturzentrum Frankfurt 
Berner Strasse 117 
6000 FRANKFURT/MAIN 60 
Tel: (069) 50000 1-0 
Telex: 413249 hptfm 
Hewlett-Packard GmbH 
Vertriebszentrum Nord 
Kapstadtring 5 
0-2000 HAMBURG 60 
Tel: 49-40-63-804-0 
Telex: 021 63 032 hphh d 
A,C,E,.M,P 
Hewlett-Packard GmbH 
Geschattsstelle 
Heidering 37-39 
D-3000 HANNOVER 61 
Tel: (0511) 5706-0 
Telex: 092 3259 hphan 
A.C,CM,E.M,P 
Hewlett-Packard GmbH 
Geschattsstetle 
Rossiauer Weg 2-4 
D-6800 MANNHEIM 
Tel: 49-062 1-70-05-0 
Telex: 0462105 homhm 
ACE 
Hewlett-Packard GmbH 
Geschattsstetle 
Messerschmittstrasse 7 
D-7910 NEU ULM 
Tet: 49-0731-70-73-0 
Telex: 0712816 HP ULM-D 
ACE 
Hewlett-Packard GmdH 
Geschattsstelle 
Emmericher Strasse 13 
D-8500 NURNBERG 10 
Tet: (0911) 5205-0 
Telex: 0623 860 hpndg 
C,CM.E.M.P 


Hewlett-Packard GmbH 
szentrum Ratingen 
Berliner Strasse 111 

0-4020 RATINGEN 4 
Postfach 31 12 

Tet: (02102) 494-0 

Telex: 589 070 hprad 
AC.E.M,P 
Hewlett-Packard GmbH 
Veriniebszentr 
Eschenstrasse 5 
0-8028 TAUFKIRCHEN 

Tet: 49-89-6 1-2070 

Telex: 0524985 hpmeh 
A,C.CM,E.M.P 
Hewlett-Packard GmbH 
Geschaftsstelie 

Ermisaiiee 

7517 WALDBRONN 2 

Postfach 1251 

Tet: (07243) 602-0 

Telex: 782 838 hep 

ACE 

GREAT BRITAIN 
See United Kingdom 


GREECE 
Hewlett-Packard AE. 
178, Kifissias Avenue 

th Floor 
Halandri-ATHENS 
Greece 
Tel: 301116473 360, 301116726 090 
Telex: 221 286 HPHLGR 
A.C,CM*’,E.M.P 
Kostas Karaynnis S.A 
&, Omirou Street 
ATHENS 133 
Tel: 32 30 303, 32 37 371 
Telex: 215962 RKAR GR 
A.C*.CM.E 
Impexin 
Intelect Div. 
209 Mesogion 
11525 ATHENS 
Tel: 6474481/2 
Telex: 216286 
P 
Hanil Company 
38, Mihaiakopoulou 
ATHENS 612 
Tek: 7236071 
Telex: 218767 
vo 
Hellamco 
P.O. Box 87528 
18507 PIRAEUS 
Tel: 4827049 
Telex 247441 
A 
GUATEMALA 
\PESA DE GUATEMALA 
Avenida Reforma 3-48, Zona 2 
GUATEMALA CITY 
Tet 316627, 317853,66471/5 
9-01 1-502-2-3 16627 
Telex. 3055765 IPESA GU 
ACCMEMP 


hed 
Ve 


HONG KONG 


Hewlett-Packard Hong Kong, Ltd. 


G.P.0. Box 795 

Sth Floor, Sun Hung Kai Centre 
30 Harbour Road, Wan Chai 
HONG KONG 

Tel: 852-5-832-3211 

Telex: 66678 HEWPA HX 
Cable: HEWPACK HONG KONG 
E,C,P 


CET Ltd. 
10th Floor, Hua Asia Bidg. 
64-66 Gloucester Road 
HONG KONG 
Tel: (5) 200922 
Telex: 85148 CET HX 
CM 
Schmidt & Co. (Hong Kong) Ltd. 
18th Floor, Great Eagle Centre 
23 Harbour Road, Wanchai 
HONG KONG 
Tel: 5-8330222 
Telex: 74766 SCHMC HX 
AM 


ICELAND 
Hewlett-Packard iceland 
Hoefdabakka 9 

112 REYKJAVIK 

Tel: 354-1-67-1000 
Telex: 37409 
A,C,CM,E.M,P 


INDIA 


Computer products are sold through 
Blue Star Ltd.All computer repairs 
and maintenance service is done 
through Computer Maintenance Corp. 


Bive Star Ltd. 
B. D. Patel House 
Near Sardar Patel Colony 
AHMEDABAD 380 014 
Tel: 403531, 403532 
Telex: 0121-234 
Cable: BLUE FROST 
A,C,CM,E 
Bive Star Ltd. 
40/4 Lavelle Road 
BANGALORE 560 001 
Tel: 57881, 867780 
Telex: 0845-430 BSLBIN 
Cable: BLUESTAR 
A.C*.CM.E 
Bive Star Ltd. 
Band Box House 
Prabhadevi 
BOMBAY 400 025 
Tel: 4933101, 4933222 
Telex: 011-71051 
Cable: BLUESTAR 
AM 
Blue Star Lid. 
Sahas 
414/2 Vir Savarkar Marg 
Prabhadevi 
BOMBAY 400 025 
Tel: 422-6155 
Telex: 011-71193 BSSS IN 
Cable: FROSTBLUE 
A.CM,E.M 
Blue Star Ltd. 
Kevan, 19 Vishwas Colony 
Alkapuri, BORODA, 390 005 
Tet: 65235, 65236 
Cable: BLUE STAR 
A 


Blue Star Ltd. 

7 Hare Street 

P.O. Box 506 

CALCUTTA 700 001 

Tel: 230131, 230132 
Telex: 031-61120 BSNF IN 
Cable: BLUESTAR 
AM.C,E 


Blue Star Ltd. 

133 Kodambakkam High Road 
MADRAS 600 034 
Tel: 472056, 470238 
Telex: 041-379 
Cable: BLUESTAR 
AM 

Blue Star Ltd. 

13 Community Center 
New Friends Colony 
NEW DELHI 110 065 
Tel: 682547 

Telex: 031-2463 
Cable: BLUEFROST 
A.C*.CM,E.M 

Blue Star Ltd. 

15/16 C Wellesley Rd. 
PUNE 411011 

Tel: 22775 

Cable: BLUE STAR 
A 


Blue Star Ltd. 
2-2-47/1108 Bolarum Rd. 
SECUNDERABAD 500 003 
Tel: 72057, 72058 

Telex: 0155-459 

Cable: BLUEFROST 
ACE 

Biue Star Ltd. 

T.C. 7/603 Poornima 
Maruthunkuzhi 
TRIVANDRUM 695 013 
Tel: 65799, 65820 
Telex: 0884-259 

Cable: BLUESTAR 

E 


Computer Maintenance Corporation 


Ltd. 

115, Sarojini Devi Road 
SECUNDERABAD 500 003 
Tel: 310-184, 345-774 
Telex: 031-2960 

c 


INDONESIA 
BERCA Indonesia P.T. 

P.O .Box 496/Jkt. 

Ji, Abdul Muis 62 
JAKARTA 

Tel: 21-373009 

Telex: 46748 BERSAL IA 
Cable: BERSAL JAKARTA 
Pp 


BERCA Indonesia P.T. 

P.O Box 2497/Jkt 

Antara Bidg., 12th Floor 

Ji. Medan Merdeka Selatan 17 
JAKARTA-PUSAT 

Tek 21-340417 

Telex: 46748 BERSAL !A 
ACEM?P 

BERCA Indonesia P.T. 

Jalan Kutai 24 

SURABAYA 

Tet 67118 

Telex: 31146 BERSAL SB 
Cable: BERSAL-SURABAYA 
A’ EMP 


IRAQ 

Hewlett-Packard Trading S.A. 
Service Operation 

Al Mansoor City 9B/3/7 
BAGHOAD 

Tel: 51-49-73 

Telex: 212-455 HEPAIRAQ IK 
Cc 


IRELAND 
Hewlett-Packard Ireland Ltd. 
Temple House, Temple Road 
Blackrock, Co. DUBLIN 

Tel: 88/333/99 

Telex: 30439 

C,E,P 

Hewlett-Packard Ltd. 

75 Belfast Rd, Carrickfergus 
Belfast BT38 8PH 
NORTHERN IRELAND 

Tel: 09603-67333 

Telex: 747626 

M 


ISRAEL 


Eldan Electronic Instrument Ltd. 


P.0.Box 1270 

JERUSALEM 91000 

16, Ohaliav St. 
JERUSALEM 94467 

Tel: 533 221, 553 242 
Telex: 25231 AB/PAKAD IL 
AM 

Computation and Measurement 
Systems (CMS) Ltd. 

11 Masad Street 

67060 

TEL-AVIV 

Tel: 388 388 

Telex: 33569 Motil IL 
C,CM,E,P 


ITALY 

Hewlett-Packard Italiana S.p.A 
Traversa 99C 

Via Giulio Petroni, 19 

1-70124 BARI 

Tel: (080) 41-07-44 

C.M 

Hewlett-Packard Italiana S.p.A. 
Via Emilia, 51/C 


1-40011 BOLOGNA Anzola Dell'Emilia 


Tel: 39-051-731061 
Telex: 511630 
C,E,.M 


Hewlett-Packard Italiana S.p.A. 
Via Principe Nicola 43G/C 
1-95126 CATANIA 

Tel: (095) 37-10-87 

Telex: 970291 

c 


Hewlett-Packard Italiana S.p.A. 
Via G. di Vittorio 10 

20094 CORSICO (Milano) 

Tel: 39-02-4408351 
Hewlett-Packard Italiana S.p.A. 
Viale Brigata Bisagno 2 

16129 GENOVA 

Tel: 39-10-541141 

Telex: 215238 


Hewlett-Packard Italiana S.p A. 
Viale G. Modugno 33 

1-16156 GENOVA PEGLI 

Tel: (010) 68-37-07 

Telex: 215238 

CE 


Hewlett-Packard Italiana S.p.A. 
Via G. di Vittorio 9 

|-20063 CERNUSCO SUL 
NAVIGLIO 

(Milano) 

Tel: (02) 923691 

Telex: 334632 

A,C,CM,E,M,P 
Hewlett-Packard Italiana S.p.A. 
Via Nuova Rivoltana 95 

20090 LIMITO (Milano) 

Tel: 02-92761 

Hewlett-Packard Italiana S.p.A. 
Via Nuova San Rocco a 
Capodimonte, 62/A 

1-80131 NAPOLI 

Tel: (081) 7413544 

Telex: 710698 

A**,C,E.M 

Hewlett-Packard Italiana S.p.A. 
Via Orazio 16 

80122 NAPOLI 

Tel: (081) 7611444 
Telex: 710698 


Hewlett-Packard Italiana S.p.A. 
Via Pellizzo 15 

35128 PADOVA 

Tel: 39-49-664-888 

Telex: 430315 

A,C,E.M 

Hewlett-Packard Italiana S.p.A. 
Viale C. Pavese 340 

1-00144 ROMA EUR 

Tel: 39-65-48-3 1 

Telex: 610514 

A,C,E,M,P* 

Hewlett-Packard Italiana S.p.A. 
Via di Casellina 57/C 

500518 SCANOICCI-FIRENZE 
Tel: 39-55-753863 

C,E,M 

Hewlett-Packard Italiana S.p.A. 
Corso Svizzera, 185 

1-10144 TORINO 

Tel: 39-11-74-4044 

Telex: 221079 

A’,C,E 


IVORY COAST 
$.LT.E.L 

Societe lvoirienne de 
Telecommunications 
Bd. Giscard d'Estaing 
Carrefour Marcory 
Zone 4.A. 

Boite postale 2580 
ABIDJAN 01 

Tel: 353600 

Telex: 43175 

E 

S.LT.I. 

immeuble “Le General’ 
Av. du General de Gaulle 
01 BP 161 

ABIDJAN 01 

Tel: 321227 

Telex: 22149 

C.P 


JAPAN 
Yokogawa-Hewlett-Packard Ltd. 
152-1, Onna 

ATSUGI, Kanagawa, 243 

Tel; (0462) 25-0031 

C,CM,E 


Yokogawa-Howlett-Packard Ltd. 
Meiji-Seimei Bldg. 6F 

3-1 Motochiba-Cho 

CHIBA, 280 

Tel: (0472) 25 7701 

CE 


Yokogawa-Hewltt-Packard Ltd. 
Yasuda-Seimei Hiroshima Bldg. 
6-11, Hon-dori, Naka-ku 
HIROSHIMA, 730 

Tel: (082) 241-0611 


Yokogawa-Hewlett-Packard Ltd. 
Towa Building 

2-2-3 Kaigan-dori, Chuo-ku 
KOBE, 650 

Tel: (078) 392-4791 

C,E 

Yokogawa-Howlett-Packard Ltd. 
Kumagaya Asahi 82 Bidg. 

3-4 Tsukuba 

KUMAGAYA, Saitama 360 

Tel: (0485) 24-6563 

C,CM,E 


Yokogawa-Hewilett-Packard Ltd. 


Asahi Shinbun Daiichi Seimei Bldg. 


4-7, Hanabata-cho 
KUMAMOTO, 860 

Tel: 96-354-7311 

CE 
Yokogawa-Hewlett-Packard Ltd. 
Shin-Kyoto Center Bldg. 

614, Higashi-Shiokoji-cho 
Karasuma-Nishiiru 

KYOTO, 600 

Tel: 075-343-0921 

CE 
Yokogawa-Hewlett-Packard Ltd. 
Mito Mitsui Bldg. 

1-4-73, Sanno-maru 

MITO, Ibaraki 310 

Tel: (0292) 25-7470 

C,CM,E 
Yokogawa-Hewlett-Packard Ltd. 
Meiji-Seimei Kokubun Bldg. 

7-8 Kokubun, 1 Chome, Sendal 
MIYAGI, 980 

Tel: (0222) 25-1011 

C,E 

Yokogawa-Hewlett-Packard Ltd. 
Gohda Bldg. 2F 

1-2-10 Gohda Okaya-Shi 
Okaya-Shi 

NAGANO, 394 

Tel: (0266) 23 0851 

CE 

Yokogawa-Hewlett-Packard Ltd. 
Nagoya Kokusal Center Building 
1-47-1, Nagono, Nakamura-ku 
NAGOYA, AICHI 450 

Tel: (052) 571-5171 

C,CM,E,M 


Yokogawa-Hewlett-Packard Ltd. 
Sal-Kyo-Ren Building 

1-2 Dote-cho 

OOMIYA-SHI SAITAMA 330 

Tel: (0486) 45-8031 


) 


& JAPAN (Cont'd) 


Yokogawa-Hewlett-Packard Ltd. 
Chuo Bidg., 5-4-20 Nishi-Nakajima 
4-20 Nishinakajima, 5 Chome, 
Yodogawa-ku 

OSAKA, 532 

Tel: (06) 304-6021 

Telex: YHPOSA 523-3624 
C,CM,E,M,P° 


Yokogawa-Hewlett-Packard Ltd. 
1-27-15, Yabo 

SAGAMIHARA Kanagawa, 229 
Tel: 0427 59-1311 


Yokogawa-Hewlett-Packard Ltd. 
Hamamtsu Motoshiro-Cho Daichi 
Seimei Bldg 219-21, Motoshiro-Cho 
Hamamatsu-shi 

SHIZUOKA, 430 

Tel: (0534) 56 1771 

CE 

Yokogawa-Hewlett-Packard Ltd. 
Shinjuku Daiichi Seimei Bidg. 
2-7-1, Nishi Shinjuku 
Shinjuku-ku, TOKYO 163 

Tel: 03-348-4611 

C.E.M 

Yokogawa Hewlett-Packard Ltd. 
9-1, Takakura-cho 

Hachioji-shi, TOKYO, 192 

Tel: 81-426-42-1231 

CE 

Yokogawa-Hewlett-Packard Ltd. 
3-29-21 Takaido-Higashi, 3 Chome 
Suginami-ku TOKYO 168 

Tel: (03) 331-6111 

Telex: 232-2024 YHPTOK 
C,CM,E,P* 

Yokogawa Hokushin Electric 
Corporation 

Shinjuku-NS Bldg. 10F 

4-1 Nishi-Shinjuku 2-Chome 
Shinjuku-ku 

TOKYO, 163 

Tel: (03) 349-1859 

Telex: J27584 

A 


Yokogawa Hokushin Electric Corp. 
9-32 Nokacho 2 Chome 
Musashino-shi 

TOKYO, 180 

Tel: (0422) 54-1111 

Telex: 02822-421 YEW MTK J 

A 


Yokogawa-Hewlett-Packard Ltd. 
Meiji-Seimei 

Utsunomiya Odori Building 

1-5 Odori, 2 Chome 
UTSUNOMIYA, Tochigi 320 

Tel: (0286) 33-1153 

CE 

Yokogawa-Hewlett-Packard Ltd. 
Yasuda Seimei Nishiguchi Bldg. 
30-4 Tsuruya-cho, 3 Chome 
Kanagawa-ku, YOKOHAMA 221 
Tel: (045) 312-1252 

C,CM,E 


JORDAN 


Scientific and Medical Supplies Co. 


P.O. Box 1387 

AMMAN 

Tel: 24907, 39907 
Telex: 21456 SABCO JO 
C,E,M,P 


KENYA 

AOCOM Ltd., Inc., Kenya 
P.O.Box 30070 

NAIROBI 

Tel: 331955 

Telex: 22639 

E.M 


KOREA 


Samsung Hewlett-Packard Co. Ltd. 


Dongbang Yeoeuido Building 
12-16th Floors 

36-1 Yeoeuido-Dong 
Youngdeungpo-Ku 

SEOUL 

Tel: 784-4666, 784-2666 
Telex: 25166 SAMSAN K 
C,CM,E,M,P 

Young In Scientific Co., Ltd. 
Youngwha Building 

547 Shinsa Dong, Kangnam-Ku 
SEOUL 135 

Tel: 546-7771 

Telex: K23457 GINSCO 

A 


Dongbang Healthcare 

Products Co. Ltd. 

Suite 301 Medical Supply Center 
Bldg. 1-31 Dongsungdong 

Jong Ro-gu, SEOUL 

Tel: 764-1171, 741-1641 

Telex: K25706 TKBKO 

Cable: TKBEEPKO 

M 


KUWAIT 
Al-Khaldiya Trading & Contracting 
P.O. Box 830 

SAFAT 

Tel: 424910, 411726 
Telex: 22481 AREEG KT 
Cable: VISCOUNT 
E,M,A 

Gulf Computing Systems 
P.O. Box 25125 

SAFAT 

Tel: 435969 

Telex: 23648 

p 


Photo & Cine Equipment 
P.O. Box 270 

SAFAT 

Tel: 2445111 

Telex: 22247 MATIN KT 
Cable: MATIN KUWAIT 

P 

W.J. Towell Computer Services 
P.O. Box 5897 

SAFAT 

Tel: 2462640/1 

Telex: 30336 TOWELL KT 
Cc 


SALES & SUPPORT OFFICES 


Arranged alphabetically by country 


LEBANON 

Computer Information Systems SAL 
Chammas Building 

P.O. Box 11-6274 Dora 

BEIRUT 

Tel: 89 40 73 

Telex: 42309 chacis le 

C,E.M,P 


LIBERIA 
Unichemicals Inc. 
P.O. Box 4509 
MONROVIA 

Tel: 224262 
Telex: 4509 

E 


LUXEMBOURG 
Hewlett-Packard Belgium S.A./N.V. 
Bivd dela Woluwe, 100 
Woluwedal 

B-1200 BRUSSELS 

Tel: (02) 762-32-00 

Telex: 23-494 paloben bru 
A,C.CM,E,M,P 


MADAGASCAR 
Technique et Precision 
12, rue de Nice 

P.O. Box 1227 

101 ANTANANARIVO 
Tel: 22090 

Telex: 22255 

p 


MALAYSIA 
Hewlett-Packard Sales (Malaysia) 
Sdn. Bhd. 

Sth Floor 

Chung Khiaw Bank Building 

46, Jalan Raja Laut 

50736 KUALA LUMPUR, MALAYSIA 
Tel: 03-2986555 

Telex: 31011 HPSM MA 
A,C,E.M,P* 

Protel Engineering 

P.0.Box 1917 

Lot 6624, Section 64 

23/4 Pending Road 

Kuching, SARAWAK 

Tel: 36299 

Telex: 70904 PROMAL MA 
Cable: PROTELENG 

AEM 


MALTA 

Philip Toledo Ltd. 
Kirkirkara P.O. Box 11 
Notabile Rd. 

MRIEHEL 

Tel: 447 47, 455 66, 4915 25 
Telex: Media MW 649 
E.M.P 


MAURITIUS 
Blanche Birger Co. Ltd 
18, Jules Koenig Street 
PORT LOUIS 

Tel: 20828 

Telex: 4296 

Pp 


MEXICO 
Hewlett-Packard de Mexico, 
SA deCV 

Rio Nio No. 4049 Desp. 12 
Frace. Cordoba 

JUAREZ 

Tet 161-3-15-62 

p 


Hewlett-Packard de Mexico 

SA. dev. 

Condominio Kadereyta 

Circuito del Mezon No. 186 Desp. 6 
COL, DEL PRADO - 76030 Qro 

Tel: 463-6-02-71 

Pp 

Hewlett-Packard de Mexico 

S.A. de C.V 

Monti Morelos No. 299 
Fraccionamiento Loma Bonita 45060 
GUADALAJARA, Jalisco 

Tel: 36-3 1-48-00 

Telex: 0684 186 ECOME 

p 


Hewlett-Packard, S.A. 
Monti Pelvoux 115 
LOS LOMAS, Mexico, D.F. 
Tel: 520-9127 
pP 
Microcomputadoras Hewlett-Packard, 
S.A. de C.V. 
Monte Pelvoux No. 115 
Lomas de Chapultepec, 11000 
MEXICO, D.F. 
Tel: 520-9127 
Pp 
Hewlett-Packard de Mexico, 
S.A. deC.V. 
Monte Pelvoux No. 111 
Lomas de Chapultepec 
11000 MEXICO, D.F. 
Tel: 5-40-62-28, 72-66, 50-25 
Telex: 17-74-507 HEWPACK MEX 
A,C,CM,E,M,P 
Hewlett-Packard De Mexico (Polanco) 
Avenida Ejercito Nacional #573 
2083 piso 
Colonia Granada 11560 
MEXICO DF. 
Tel: 254-4433 
P 
Hewlett-Packard de Mexico, 
S.A. de C.V. 
Czda. del Valle 
409 Ote. 4th Piso 
Colonia del Vaile 
Municipio de Garza 
Garcia Nuevo Leon 
66220 MONTERREY, Nuevo Leon 
Tel: 83-78-42-40 
Telex: 382410 HPMY 
Cc 
intograficas y Sistemas 
dei Noreste, SA 
Rio Orinoco #171 Oriente 
Despacho 2001 
Colonia De! Vaile 
MONTERREY 
Tel: 559-4415, 575-3837 
Telex: 483164 
AE 
Hewlett-Packard de Mexico 
SA deCVv 
Blvd. Independencia No. 2000 Ote 
Col. Estretia 
TORREON, COAH. 
Tet: 17 1- 18-21-99 
-) 


MOROCCO 


Etadessement Hudert Doibeau 4 Fils 


Sema-Maroc 

Dept. Seric 

6, rue Lapedve 

CASABLANCA 

Tek: 260980 

Telex: 21641 

C.P 

NETHERLANDS 

Hewlett-Packard Nederland 8. 

Startbaan 16 

NL-1187 XR AMSTELYEEN 

P.O. Box 667 

NL-1180 AR AMSTELYEEM 

Tet: (020) 547-6911 

Telex: 12 218 HEPA NL 
.C.CM.E.M,P 

Hewlett-Packard Nederand 3.V 

Bongerd 2 

P.O. Box 41 

NL 2900AA CAPELLE A/D WISSEL 

Tel: 31-20-5 1-6444 

Telex: 21261 HEPAC NL 

CE 

Hewlett-Packard Nederland 8 V 

Pastoor Petersstraat 14-136 

P.O. Box 2342 

NL 5600 CH EINDHOVEN 

Tel: 31-40-32-48 1! 

Telex: $1484 hepae of 

C.EP 

NEW ZEALAND 

Hewlett-Packard (N.Z.) Lic 

5 Owens Road 

P.O, Box 26-189 

Epsom, AUCKLAND 

Tel: §4-9-687-159 

Cable. HEWPAK Auck anc 

C.CM.E.P* 

Hewlett-Packard (NZ) Lid 

184-190 Wilks Street 

WELLINGTON 

P.O Box 9443 

Courtenay Place. WELLINGTON 3 

Tel: 64-4-887-199 

Cable: HEWPACK Wellington 

C,CM.E.P 

Northrop instruments 4 Systems Lid 

369 Knyder Pass Road 

P.O. Box 8602 


[] 


Northrop instruments & Systems Ltd. 
110 Mandeville St. 

P.O. Box 8388 

CHRISTCHURCH 

Tel: 488-873 

Telex: 4203 

AM 

Northrop Instruments & Systems Ltd. 
Sturdee House 

85-87 Ghuznee Street 

P.O. Box 2406 

WELLINGTON 

Tel: 850-09 1 

Telex: NZ 3380 

AM 


NIGERIA 
Elmeco Nigeria Ltd. 
45 Saka Tirubu St. 
Victoria Island 
LAGOS 

Tel: 61-98-94 
Telex: 20-117 

E 


NORTHERN IRELAND 
See United Kingdom 


NORWAY 
Hewlett-Packard Norge A/S 
Folke Bernadottes vei 50 
P.O. Box 3558 

N-5033 FYLLINGSDALEN (Bergen) 
Tel: 0047/5/16 55 40 
Telex: 76621 hpnas n 
C.E.M 

Hewlett-Packard Norge A/S 
Osterndalen 16-18 

P.O. Box 34 

N-1345 OESTERAAS 

Tel: 47-2-17-1180 

Telex: 76621 hpnas n 
AC.CM.EMP 
Hewlett-Packard Norge A/S 
Boehmergt. 42 

Box 2470 

N-5037 SOLHEIMSVIK 

Tel: 0047/5/29 00 90 


OMAN 

Khimjil Ramdas 

P.O. Box 18 
MUSCAT/SULTANATE OF OMAN 
Tel: 795 901 

Telex: 3489 BROKER MB MUSCAT 
-) 


Suhail & Saud Bahwan 
P.0.Box 169 
MUSCAT/SULTANATE OF OMAN 
Tel: 734 201-3 

Telex: 5274 BAHWAN MB 

E 

Imtac LLC 

P.O. Box 9196 

MINA AL FAHAL/SULTANATE 
OF OMAN 

Tel: 70-77-27, 70-77-23 
Telex: 3865 Tawoos On 
A.C.M 


PAKISTAN 

Mushko & Company Ltd. 
House No. 16, Street No. 16 
Sector F-6/3 

ISLAMABAD 

Tel: 824545 

Telex: 54001 Muski Pk 
Cable: FEMUS Islamabad 
AEP’ 


Mushko & Company Ltd. 
Oosman Chambers 

Abdullah Haroon Road 
KARACHI 0302 

Tel: 524131, 524132 

Telex: 2894 MUSKO PK 
Cable: COOPERATOR Karachi 
A.E,P* 


PANAMA 

Electronico Balboa, S.A. 

Catie Samuel Lewis, Ed. Alfa 
Apartado 4929 

PANAMA CITY 

Tel: 8-0 11-507-636613 

Telex: 368 3483 ELECTRON PG 
CM,E.M,P 


PERU 

Cia Electro Médica S.A. 

Los Flamencos 145, Ofc. 301/2 
San Isidro 

Casilla 1030 

UMA i 

Tel: $-011-511-4-4 14325, 41-3705 
Telex: 39425257 PE PB SIS. 
CM,E.M,P 

SAMS S.A. 

Arenida Republica de Panama 3534 
San Isidro, LIMA 

Tel: 9-011-511-4-229332/413984/ 
413226 

Telex: 39420450 PE LIBERTAD 
AC,P 


PHILIPPINES 


The Online Advanced Systems Corp. 


2nd Floor, Electra House 
115-117 Esteban Street 
P.O. Box 1510 

Legaspi Village, Makati 
Metro MANILA 

Tel: 8615-38-10 (up to 16) 
Telex: 63274 ONLINE PN 
AC,E.M.P 


PORTUGAL 
Mundinter Intercambio 
Mundial de Comércio S.A.R.L. 
Ay. Antonio Augusto Aguiar 138 
Apartado 2761 

USBON 

Tet: (19) 53-21-31, 53-21-37 
Telex: 16691 munter p 

M 

Soquimica 

Av. da Liberdade, 220-2 

1298 LISBOA Codex 

Tet: 56-21-82 

Telex: 13316 SABASA 

A 

Telectra-Empresa Tecnica de 
Equipmentos Eléctricos S.A.R.L. 
Rua Rodrigo da Fonseca 103 
P.O. Box 2531 

LISBON 1 

Tel: (19) 68-60-72 

Telex: 12598 

CM.E 

CPCS 

Rua de Costa Cabral 575 
4200 PORTO 

Tel: 499174/495173 

Telex: 26054 

CP 


PUERTO RICO 
Hewlett-Packard Puerto Rico 
101 Munoz Rivera Av 

Esu. Calle Ochoa 

HATO REY, Puerto Rico 00918 
Tel: (809) 754-7800 
A,C,CM,M,E,P 


QATAR 
Computer Arabia 
P.O. Box 2750 

DOHA 

Tel: 428555 

Telex: 4806 CHPARB 
P 


Nasser Trading & Contracting 
P.O.Box 1563 

DOHA 

Tel: 422170 

Telex: 4439 NASSER OH 

M 


SAUDI ARABIA 

Modern Electronics Establishment 
Hewlett-Packard Division 

P.O. Box 281 

Thuobah 

AL-KHOBAR 31952 

Tel: 895-1760, 895-1764 

Telex: 671 106 HPMEEK SJ 
Cable: ELECTA AL-KHOBAR 
C,E,M 


Modern Electronics Establishment 
Hewlett-Packard Division 

P.O. Box 1228 

Redec Plaza, 6th Floor 

JEDDAH 

Tel: 644 96 28 

Telex: 4027 12 FARNAS SJ 

Cabie: ELECTA JEDDAH 
A,C,CM,E.M,P 


Modern Electronics Establishment 
Hewlett-Packard Division 
P.O.Box 22015 

RIYADH 11495 

Tel: 491-97 15, 491-63 87 
Telex: 202049 MEERYD SJ 
C,E,M 

Abdul Ghani El Ajou Corp. 
P.O. Box 78 

RIYADH 

Tel: 40 41717 

Telex: 200 932 EL AJOU 

P 


SCOTLAND 
See United Kingdom 


SENEGAL 
Societe Hussein Ayad & Cie. 
76, Avenue Georges Pompidou 
B.P. 305 
DAKAR 
Tel: 32339 
Cable: AYAD-Dakar 
E 
Moneger Distribution S.A. 
1, Rue Parent 
BP. 148 
DAKAR 
Tel: 215 671 
Telex: 587 
p 
Systeme Service Conseil (SSC) 
14, Avenue du Parachois 
DAKAR ETOWE 
Tel 219976 
Telex: 577 
CP 


SINGAPORE 
Hewlett-Packard Singapore (Sales) 
Pte. Ltd. 

1150 Depot Road 

SINGAPORE, 0410 

Tel: 4731788 

Telex: 34209 HPSGSO RS 

Cable: HEWPACK, Singapore 
A,C,E,M,P 


Dynamar International Ltd. 
Unit 05-11 Block 6 

Kolam Ayer Industrial Estate 
SINGAPORE 1334 

Tel: 747-6188 

Telax: 26283 RS 

CM 


SOUTH AFRICA 
Hewlett-Packard So Africa (Pty.) Ltd. 
P.O. Box 120 

Howard Placa, CAPE PROVINCE 
7450 South Africa 

Tel: 27 121153-7954 

Telex: 57-20006 

A,C,CM,E,M,P 

Hewlett-Packard So Africa (Pty.) Ltd. 
2nd Floor Juniper House 

92 Overport Drive 

DURBAN 4067 

Tel: 27-31-28-4178 

Telex: 6-22954 

C 


Hewlett-Packard So Africa (Pty.) Ltd. 
Shop 6 Linton Arcade 

511 Cape Road 

Linton Grange 

PORT ELIZABETH 6001 

Tel: 27141130 1201 

Telex: 24-2916 

Cc 


Hewlett-Packard So Africa (Pty.) Ltd. 
Fountain Center 

Kalkoen Str. 

Monument Park Ext 2 

PRETORIA 0105 

Tel: (012) 45 5725 

Telex: 32163 

CE 


Hewlett-Packard So Africa (Pty.) Ltd. 
Private Bag Wendywood 

SANDTON 2144 

Tel: 27-11-802-5111, 27-11-802-5125 
Telex: 4-20877 SA 

Cable: HEWPACK Johannesburg 
A,C,CM,E,M,P 


SPAIN 

Hewlett-Packard Espaviola, S.A. 
Calle Entenza, 321 
E.-BARCELONA 29 

Tel: 3/322 24 51, 32173 54 
Telex: 52603 hpbee 

A,C,E,M,P 


Hewlett-Packard Espafiola, S.A. 
Calle San Vicente S/N 

Edificio Albia |I-7B 

48001 BALBAO 

Tel: 4/423 83 06 

A.C,E.M 


Hewlett-Packard Espafola, S.A. 
Crta. N-VI, Km. 16, 400 

Las Rozas 

E-+MADRID 

Tel: (1) 637.00.11 

Telex: 23515 HPE 

C.M 


Hewlett-Packard Espatola, S.A. 
Avda. S. Francisco Javier, S/N 
Planta 10. Edificio Sevilla 2 
E-SEVILLA 5, SPAIN 

Tel: 54/64 44 54 ; 
Telax: 72933 | 
A,C,M,P 


Hewlett-Packard Espafiola, S.A. 
Isabel La Catolica, 8 | 
E-46004 VALENCIA } 
Tel: 34-6-361 1354 | 
Telax: 63435 } 
cP 
Hewlett-Packard Espanola, S.A. 
Av. do Zugazarte, 8 

Las Arenas-Guecho 

E-48930 VIZCAYA 

VIZCAYA 

Tel: 34-423-83 06 

Telox: 33032 


SWEDEN 


Hewlett-Packard Sveriga AB | 
Ostra Tullgatan 3 | 
| 
} 
| 
i 


S-20011 MALMO 

Box 6132 

Tel: 46-40-702-70 

Telex: (854) 17886 (via Spanga 
Office) 

CP 


Hewlett-Packard Sverige AB 
Elementvagen 16 

S-7022 7 GREBRO 

Tel: 49-0 19-10-4820 


Telex: (854) 17886 (via Spanga office) a 
: } 


Hewlett-Packard Sverige AB 

Skalholtsgatan 9, Kista 

P.O. Box 19 

S-16393 SPANGA 

Tel: (08) 750-2000 | 

Telex: (854) 17886 

Telefax: (08) 7527781 

A,C,CM,E,M,P 

Hewlett-Packard Sverige AB 

Box 266 

Topasgatan 1A 

S-42123 VASTRA-FROLUNDA 

(Gothenburg) 

Tel: 46-03 1-89-1000 | 

Telex: (854) 17886 (via Spanga 

office) 

A,C,CM,E,M,P | 
{ 


SUDAN 

Mediterranean Engineering 

& Trading Co. Ltd. } 
P.O, Box 1025 | 
KHARTOUM 
Tel: 41184 

Telex: 24052 

CP 
SWITZERLAND ' 
Hewlett-Packard (Schweiz) AG } 
Clarastrasse 12 } 
CH-4058 BASEL 

Tel: 41-6 1-33-5920 

A.C,E,P 

Hewlett-Packard (Schweiz) AG 
7, rue du Bois-du-Lan 

Case postale 365-1366 
CH-1217 MEYRIN 1 

Tel: (0041) 22-83-11-11 
Telex:27333 HPAG CH 
A,C,CM,E,M,P 


————————— 


SWITZERLAND (Cont'd) TOGO 


Hewlett-Packard (Schweiz) AG 
Alimend 2 

CH-§967 WIDEN 

Tel: 41-57-31-2111 

Telex: 53933 hpag ch 

Cable: HPAG CH 
A.C,CM,E,M,P 

Hewlett-Packard (Schweiz) AG 
Schwamendingenstrasse 10 
CH-8050 ZURICH 

Tel: 41-1-315-8181 

Telex: 823 537 HPAG CH 

cP 


SYRIA 

General Electronic Inc. 

Nuri Basha Ahnaf Ebn Kays Street 
P.O. Box 5781 

DAMASCUS 

Tel: 33-24-87 

Telex: 44-19-88 

Cable: ELECTROBOR DAMASCUS 
E 

Middle East Electronics 

P.0.Box 2308 

Abu Rumaneh 

DAMASCUS 

Tel: 33 45 92 

Telex: 411771 Meesy 

M 


TAIWAN 
Hewlett-Packard Taiwan Ltd. 
THM Office 

2, Huan Nan Road 

CHUNG LI, Taoyuan 

Tel: (034) 929-666 

C 

Hewlett-Packard Taiwan Ltd. 
Kaohsiung Office 

11/F, 456, Chung Hsiao 1st Road 
KAOHSIUNG 

Tel: (07) 2412318 

CE 

Hewlett-Packard Taiwan Ltd. 
8th Floor, Hewlett-Packard Building 
337 Fu Hsing North Road 
TAIPEI 

Tel: (02) 712-0404 

Telex: 24439 HEWPACK 
Cable:HEWPACK Taipei 
A.C,CM,E,M,P 

Ing Lih Trading Co. 

3rd Floor, No. 7, Sect. 2 

Jen Ai Road 

TAIPEI 100 

Tel: (02) 394-8191 

Telex: 22894 SANKWANG 

A 


THAILAND 

Unimesa Co, Ltd. 

30 Patpong Ave., Suriwong 
BANGKOK 5, 

Tel: 235-5727, 234-099 1/3 
Telex: 84439 Simonco TH 
Cable: UNIMESA Bangkok 
ACEM 

Bangkok Business Equipment Ltd. 
5/2-6 Dejo Road 

BANGKOK 

Tel: 234-8670, 234-8671 
Telex: 87699-BEQUIPT TH 
Cable: BUSIQUIPT Bangkok 
P 


Sociate Africaine De Promotion 
Immeuble Sageb 

Rue d‘Atakpama 

P.O. Box 4150 

LOME 

Tel: 21-62-88 

Telex: 5357 

Pp 


TRINIDAD & TOBAGO 
Caribbean Telecoms Ltd 

Corner McAllister Street & 
Eastern Main Road, Laventille 
P.O. Box 732 

PORT-OF-SPAIN 

Tel: 624-4213 

Telex: 22561 CARTEL WG 

Cable: CARTEL, PORT OF SPAIN 
CM,E.M,P 


Computer and Controls Ltd. 
P.O. Box 51 

1 Taylor Street 
PORT-OF-SPAIN 

Tel: (809) 622-77 19/622-7985 
Telex: 38722798 COMCON WG 
LOOGO AGENCY 1264 

A,P 

Feral Assoc. 

8 Fitzgerald Lane 
PORT-OF-SPAIN 

Tel: 62-36864, 62-39255 
Telex: 22432 FERALCO 
Cable: FERALCO 

M 


TUNISIA 

Tunisie Electronique S.A.R.L. 
31 Avenue de la Liberte 
TUNIS 

Tel: 280-144 

C,E,P 


Tunisie Electronique S.A.R.L. 
94, Av. Jugurtha, Mutuelleville 
1002 TUNIS-BELVEDERE 

Tel: 280144 

Telex: 13238 

C,E,P 


Corema S.A. 

1 ter. Av. de Carthage 
TUNIS 

Tel: 253-821 

Telex: 12319 CABAM TN 
M 


TURKEY 

E.M.A 

Mediha Eldem Sokak No. 41/6 
Yenisehir 

ANKARA 

Tel: 319175 

Telex: 42321 KTX TR 

Cable: EMATRADE ANKARA 
M 


Teknim Company Ltd. 
Iran Caddesi No. 7 
Karaklidere 

ANKARA 

Tel: 273800 

Telex: 42155 TKNM TR 
C.E 

Kurt & Kurt A.S. 
Mithatpasa Caddesi No. 75 
Kat 4 Kizilay 

ANKARA 

Tel: 318875/6/7/8 
Telex: 42490 MESR TR 
A 


SALES & SUPPORT OFFICES 


Saniva Bilgisayar Sistemteri A.S. 


Buyukdere Caddesi 103/6 
Gayrettepe 

ISTANBUL 

Tel: 1673160 

Telex: 26345 SANI TR 
c.P 

Best Inc. 

Esentepe, Gazeteciler Sitesi 
Keskin Kalem 

Sokak 6/3, Gayrettepe 
ISTANBUL 

Tel: 172 1328, 173 3344 
Telex: 42490 

A 


UNITED ARAB 
EMIRATES 

Emitac Ltd. 

P.O. Box 1641 

SHARJAH 

Tel: 591181 

Telex: 68136 EMITAC EM 
Cable: EMITAC SHARJAH 
E.C,M,P.A 

Emitac Ltd. 

P.O. Box 2711 

ABU DHABI 

Tel: 820419-20 

Cable: EMITACH ABUDHABI 
Emitac Ltd. 

P.O. Box 8391 

DUBAI, 

Tel: 377591 

Emitac Ltd. 

P.O. Box 473 

RAS AL KHAIMAH 

Tel: 28133, 21270 


UNITED KINGDOM 
ENGLAND 
Hewlett-Packard Ltd. 
Miller House 

The Ring, BRACKNELL 
Berks RG12 1XN 

Tel: 44/344/424-898 
Telex: 848733 

E 

Hewlett-Packard Ltd. 
Elstree House, Elstree Way 


BOREHAMWOOD, Herts WO6 1SG 


Tel: 01 207 5000 

Telex: 8952716 

CE 

Hewlett-Packard Ltd. 

Oakfield House, Oakfield Grove 
Clitton BRISTOL, Avon 8S8 28N 
Tel: 44-272-736 806 

Telex: 444302 

CEP 

Hewlett-Packard Ltd. 

9 Bridewell Place 

LONDON EC4V 68S 

Tel: 44-0 1-583-6565 

Telex: 298163 

CP 

Hewlett-Packard Ltd 
Pontetract Road 


Hewlett-Packard Lid 


REDHILL, Surrey RH1 1° 
Tel: 44-737-£86-55 

Telex: 947234 

CEP 

Hewlett-Packard Lid 

Avon House 

435 Stratlord Road 
Shirley, SOLIHULL, West Midlands 
B90 48L 

Tel: 44-21-745-8800 
Telex: 339105 

C.E,P 

Hewlett-Packard Lid. 
Heathside Park Road 
Cheadie Heath, Stockport 
SK3 ORB, United Kingdom 
Tel: 44-06 1-428-0828 
Telex: 668068 

AC.E.M,P 
Hewlett-Packard Ltd. 
Harmon House 

No. 1 George Street 
UXBRIDGE, Middiesex UX8 1H 
Tel: 695 720 20 

Telex: 893 134/5 
C,CM,E,M,P 
Hewlett-Packard Ltd. 

King Street Lane 
Winnersh, WOKINGHAM 
Berkshire RG115AR 

Tel: 44/734/784774 

Telex: 8471789 

A.C.E.M,P 


NORTHERN IRELAND 
Hewlett-Packard (ireland) Ltd. 
Carrickfergus Industrial Centre 
75 Belfast Road, Carrickfergus 
CO. ANTRIM 8138 8PM 

Tel: 09603 67333 

CE 


Cardiac Services Company 
95A Finaghy Road South 
BELFAST, 81 10 OBY 

Tel: 0232-625566 

Telex: 747626 

M 


SCOTLAND 
Hewlett-Packard Lid. 
1/3 Springburn Place 
College Milton North 
EAST KILBRIDE, G74 5NU 
Tel: 041-332-6232 
Telex: 779615 

CE 

Hewlett-Packard Lid 
SOUTH QUEENSFERRY 
West Lothian, EH30 STG 
Tek: 031331 1188 

Telex: 72682 HPSQFYG 
CCMEM® 


NORMANTON, West Yorkshire WF6 1AN 


Tel: 44/924/895 566 
Telex: 557355 
cP 


Arranged alphabetically by country 


UNITED STATES 


Hewlett-Packard Co 
Customer ntormanor Canter 
Tat (800) 752-0900 

Hours: £00 AM to $00 Py 
Pacific Time 

Alabama 


Hewlet!-Packard Co 


Alaska 
Hewlett-Packard Co 

4000 Old Seward Highway 
Suite 101 
ANCHORAGE, AK G9509 
Tek: (907) 562-2 
CE 
Arizona 


Hewlett-Packard Co 
3400 East Britannia Dr. 
Bidg. C, Suite 124 


CEM" 


California 

Hewlett-Packard Co 

99 South Hil Dr. 

BRISBANE, CA 34005 

Tel: (415) 330-2500 

c 

Hewlett-Packard Co 

1SOT North Gateway Sivd 

FRESNO, CA 33727 

Tel. (208) 252-9652 

CM 

hewlett-Packarc Co 

1421 S. Manhattan Ay 

FULLERTON, CA 32531 

Tel (714) 999-8700 
CMEM 

hewiet!-Packard Co 

7408 Hollister Ave #A 

GOLETA CA 93117 

Tet (805) 685-6700 

CE 

Hewlett-Packard Co 

2525 Grand Avenue 

LONG BEACH, CA 308°5 

Tel (219) 498081 

Cc 

Hewlett-Packard Co 
5651 West Manchester Ave 
LOS ANGELES, Ca 30045 
Tet (213) 337-2000 
mewiet!-Pacnarc Co 
3985 Porter ewe 
PALO ALTO, CA 34304 
Tet (415) 857-8000 
CE 


a 


7] 


Hewlett-Packard Co. 
5725 W. Las Positas Bivd. 
PLEASANTON, CA 94566 
Tel: (415) 460-0282 
c 
Hewlett-Packard Co. 
4244 So. Market Court, Suite A 
SACRAMENTO, CA 95834 
Tel: (916) 929-7222 
A‘.C.EM 
Hewlett-Packard Co. 
9606 Aero Drive 
SAN DIEGO, CA 92123 
Tel: (619) 278-3200 
C,CM.E.M 
Hewlett-Packard Co. 
3003 Scott Boulevard 
SANTA CLARA, CA 95054 
Tel: (408) 988-7000 
Telex: 910-338-0586 
A.C,CM.E 
Hewlett-Packard Co, 
2150 W. Hillcrest Dr. 
THOUSAND OAKS, CA 91320 
(805) 373-7000 
C,CM.E 
Colorado 
Hewlett-Packard Co. 
2945 Center Green Court South 
Suite A 
BOULDER, CO 80301 
Tel: (303) 498-6655 
ACE 
Hewlett-Packard Co. 
24 Inverness Place, East 
ENGLEWOOD, CO 80112 
Tel: (303) 649-5000 
ACCMEM 
Connecticut 
Hewlett-Packard Co. 
500 Sylvan Av. 
BRIDGEPORT, CT 06606 
Tel: (203) 371-6454 
CE 
Hewlett-Packard Co. 
47 Barnes Industrial Road South 
WALLINGFORD, CT 06492 
Tel: (203) 265-7801 
A.C.CM.EM 
Florida 
Hewlett-Packard Co. 
2901 N.W. 62nd Street 
FORT LAUDERDALE, FL 33309 
Tel: (305) 973-2600 
C.E.MP* 
Hewlett-Packard Co. 
6800 South Point Parkway 
Suite 301 
JACKSONVILLE, FL 32216 
Tel: (904) 636-9955 
Cc" M of 
Hewlett-Packard Co. 
255 East Drive, Suite 8 
MELBOURNE, FL 32901 
Tel: (305) 729-0704 
CME 
Hewlett-Packard Co 
6177 Lake Ellenor Drive 
ORLANDO, FL 32609 
Tel: (305) 659-2900 
A.C.CM.E,P" 


Hewlett-Packard Co. 
4700 Bayou Bivd. 
Building 5 
PENSACOLA, FL 32503 
Tei: (904) 476-8422 
A.C.M 
Hewlett-Packard Co. 
5550 W. Idlewild, #150 
TAMPA, FL 33614 

Tel: (813) 884-3282 
C,E,M.P 


Georgia 
Hewlett-Packard Co. 
2015 South Park Place 
ATLANTA, GA 30339 
Tel: (404) 955-1500 
Telex: 810-766-4890 
A,C,CM,E,M,P* 
Hewlett-Packard Co. 
3607 Parkway Lane 
Suite 300 

NORCROSS, GA 30092 
Tel: (404) 448-1894 
CEP 


Hawaii 
Hewlett-Packard Co. 
Pacific Tower 

1001 Bishop St. 
Suite 2400 
HONOLULU, HI 96813 
Tel: (808) 526-1555 
AC,E.M 


Idaho 
Hewlett-Packard Co. 
11309 Chinden Bivd. 
BOISE, ID 63714 

Tel: (208) 323-2700 
c 


Illinois 
Hewlett-Packard Co. 
2205 E. Empire St. 
P.O. Box 1607 
BLOOMINGTON, IL 61702-1607 
Tel: (309) 662-9414 
ACEM** 
Hewlett-Packard Co. 
525 W. Monroe, #1308 
CHICAGO, IL 60606 
Tel: (312) 930-0010 
Cc 
Hewlett-Packard Co. 
1200 East Dieh! Road 
WAPERVILLE, iL 60566 
Tet (312) 357-8800 
c 
Hewlett-Packard Co 
$201 Tollmew Drive 
ROLLING MEADOWS, IL 60008 
Tet: (312) 255-9800 
Telex: 910-687-1066 
ACCMEM 
Indiana 
Hewlett-Packard Co 
T1911 N Meridian St 
CARMEL, |N 46032 
Tet (317) 844-4100 
ACCMEM 
Hewlett-Packard Co 
111 € Ludwig Road 
Suite 108 
FT. WAYWE, IN 46225 
Tel (219) 482-4283 
oF 


lowa 

Hewlett-Packard Co. 
4070 22nd Av. SW 
CEDAR RAPIDS, IA 52404 
Tel: (319) 390-4250 
C,E.M 

Hewlett-Packard Co. 
4201 Corporate Dr. 
WEST DES MOINES, IA 50265 
Tel: (515) 224-1435 
A‘*\C.M°° 


Kansas 
Hewlett-Packard Co. 
North Rock Business Park 
3450 N. Rock Rd. 

Suite 300 

WICHITA, KS 67226 

Tel: (316) 684-8491 

CE 


Kentucky 
Hewlett-Packard Co. 

305 N. Hurstbourne Lane, 
Suite 100 

LOUISVILLE, KY 40223 
Tel: (502) 426-0100 
A.C.M 


Louisiana 
Hewlett-Packard Co. 
160 James Drive East 
ST. ROSE, LA 70087 
P.O. Box 1449 
KENNER, LA 70063 
Tel: (504) 467-4100 
A.C,E,M,P 


Maryland 
Hewlett-Packard Co. 
3701 Koppers Street 
BALTIMORE, MD 21227 
Tel: (301) 644-5800 
Telex: 710-862-1943 
A,C,CM,E.M 
Hewlett-Packard Co. 
2. Choke Cherry Road 
ROCKVILLE, MD 20850 
Tel: (301) 948-6370 
A.C,CM,E.M 


Massachusetts 
Hewlett-Packard Co. 

1775 Minuteman Road 
ANDOVER, MA 01810 
Tel: (617) 682-1500 
A.C,CM.E.M,P* 
Hewlett-Packard Co. 

29 Burlington Mall Rd 
BURLINGTON, MA 01803-4514 
Tel: (617) 270-7000 

CE 

Michigan 
Hewlett-Packard Co, 
4326 Cascade Road S.E. 
GRAND RAPIDS, Mi 49506 
Tel: (616) 957-1970 

CM 


Hewlett-Packard Co. 
39550 Orchard Hill Place Drive 
NOVI, MI 48050 

Tel (313) 349-9200 
ACEM 
Hewlett-Packard Co 
560 Kirts Ro 

Suite 101 

TROY, Mi 48084 

Tel (313) 362-5180 
c 


Minnesota 
Hewlett-Packard Co. 
2025 W. Larpenteur Ave. 
ST. PAUL, MN 55113 

Tel: (612) 644-1100 
A,C,CM,E,M 


Missouri 

Hewlett-Packard Co. 

1001 E. 101st Terrace Suite 120 
KANSAS CITY, MO 64131-3368 
Tel: (816) 941-0411 

A,C,CM,E,.M 


Hewlett-Packard Co. 
13001 Hollenberg Drive 
BRIDGETON, MO 63044 
Tel: (314) 344-5100 
A,C,E.M 


Nebraska 
Hewlett-Packard 
11626 Nicholas St. 
OMAHA, NE 68154 
Tel: (402) 493-0300 
C,E.M 


New Jersey 
Hewlett-Packard Co. 
120 W. Century Road 
PARAMUS, NJ 07652 
Tel: (201) 265-5000 
A,C,CM,E.M 


Hewlett-Packard Co. 

20 New England Av. West 
PISCATAWAY, NJ 08854 
Tel: (201) 562-6100 
A,C,CM,E 


New Mexico 
Hewlett-Packard Co. 
7801 Jefferson N.E. 
ALBUQUERQUE, NM 87109 
Tel: (505) 823-6100 
C,E.M 

Hewlett-Packard Co. 
1362-C Trinity Dr. 

LOS ALAMOS, NM 87544 
Tel: (505) 662-6700 

CE 

New York 
Hewlett-Packard Co. 

5 Computer Drive South 
ALBANY, NY 12205 

Tel: (518) 458-1550 
A,C,E.M 
Hewlett-Packard Co. 
9600 Main Street 
CLARENCE, NY 14031 
Tel: (716) 759-8621 
C.E.M 

Hewlett-Packard Co. 
200 Cross Keys Office Park 
FAIRPORT, NY 14450 
Tel: (716) 223-9950 
A,C.CM,E.M 
Hewlett-Packard Co. 
7641 Henry Clay Blvd. 
LIVERPOOL, NY 13088 
Tel; (315) 451-1820 
A.C.CM,EM 
Hewlett-Packard Co. 

No. 1 Pennsylvania Plaza 
55th Floor 

34th Street & 7th Avenue 
MANHATTAN NY 10119 
Tel: (212) 971-0800 

CM" 


Hewlatt-Packard Co. ("j 


15 Myers Corner Rd. 
Hollowbrook Park, Suite 2D 
WAPPINGERS FALLS, NY 12590 
Tel: (914) 298-9125 

CME 

Hewlett-Packard Co. 

2975 Westchester Ave 
PURCHASE, NY 10577 

Tel: (914) 935-6300 

C,CM,E 

Hewlett-Packard Co. 

3 Crossways Park West 
WOODBURY, NY 11797 

Tel: (516) 682-7800 
A.C,CM,E,.M 


North Carolina 
Hewlett-Packard Co. 
305 Gregson Dr. 
CARY, NC 27511 

Tel: (919) 467-6600 
C,CM,E,M,P* 
Hewlett-Packard Co. 
9401 Arrow Point Blvd 
Suite 100 

CHARLOTTE, NC 28217 
Tel: (704) 527-8780 

| Ol 

Hewlett-Packard Co. 
5605 Roanne Way 
GREENSBORO, NC 27420 
Tel: (919) 852-1800 


A,C,CM,E,M,P° 
Ohio 
Hewlett-Packard Co. 


2717 S. Arlington Road 
AKRON, OH 44312 

Tel: (216) 644-2270 

CE 

Hewlett-Packard Co. 
4501 Erskine Road 
CINCINNATI, OH 45242 
Tel: (513) 891-9870 

C.M 

Hewlett-Packard Co. 
15885 Sprague Road 
CLEVELAND, OH 44136 
Tel: (216) 243-7300 
A,C,CM,E,M 
Hewlett-Packard Co. 
9080 Springboro Pike 
MIAMISBURG, OH 45342 
Tel: (513) 433-2223 
A,C,CM,E*,M 
Hewlett-Packard Co. 
One Maritime Plaza, 5th Floor 
720 Water Street 
TOLEDO, OH 43604 

Tel: (419) 242-2200 

Cc 

Hewlett-Packard Co. 
675 Brooksedge Blvd. 
WESTERVILLE, OH 43081 
Tel: (614) 891-3344 
C,CM,E° 


Oklahoma 

Hewlett-Packard Co. 4a 
3525 N.W. 56th St. 

Suite C-100 

OKLAHOMA CITY, OK 73112 


Tel: (405) 946-9499 
C,E*,M 


UNITED STATES 
(Cont'd) 
Hewlett-Packard Co. 

6655 South Lewis, 

Suite 105 

TULSA, OK 74136 

Tel: (918) 481-6700 
A’'\C,E,M*,P* 


Oregon 
Hewlett-Packard Co. 
9255 S. W. Pioneer Court 
WILSONVILLE, OR 97070 
Tel: (503) 682-8000 
A.C,E'.M 


Pennsylvania 


Hewlett-Packard Co. 
Heatherwood Industrial Park 
50 Dorchester Rd. 

Route 22 

HARRISBURG, PA 17112-2799 
Tel: (717) 657-5900 

Cc 


Hewlett-Packard Co. 
111 Zeta Drive 
PITTSBURGH, PA 15238 
Tel: (412) 782-0400 
A.C,E.M 


Hewlett-Packard Co. 

2750 Monroe Boulevard 
VALLEY FORGE, PA 19482 
Tel: (215) 666-9000 
A,C,CM,E,M 


South Carolina 
Hewlett-Packard Co. 
Brookside Park, Suite 122 
1 Harbison Way 
COLUMBIA, SC 29212 

Tel: (803) 732-0400 

C.M 


Hewlett-Packard Co. 
545 N. Pleasantburg Or. 
Suite 100 

GREENVILLE, SC 29607 
Tel: (803) 232-8002 

Cc 


Tennessee 
Hewlett-Packard Co. 

One Energy Centr. Suite 200 
Pellissippi Pkwy. 
KNOXVILLE, TN 37932 

Tel: (615) 966-4747 
A,C,E.M,P 


Hewlett-Packard Co. 
3070 Directors Row 
Directors Square 
MEMPHIS, TN 38131 
Tel: (901) 346-8370 
A,C,E,M 
Hewlett-Packard Co. 
44 Vantage Way, 
Suite 160 
NASHVILLE, TN 37228 
Tel: (615) 255-1271 
A,C,E,M,P 


Texas 
Hewlett-Packard Co. 
1826-P Kramer Lane 
AUSTIN, TX 78758 
Tel: (512) 835-6771 
C.E,P* 
Hewlett-Packard Co. 
5700 Cromo Dr 

EL PASO, TX 79912 
Tel: (915) 833-4400 
C,E ° iM ee 
Hewlett-Packard Co. 
3952 Sandshell Drive 
FORT WORTH, TX 76137 
Tel: (817) 232-9500 
Cc 


Hewlett-Packard Co. 
10535 Harwin Drive 
HOUSTON, TX 77036 
Tel: (713) 776-6400 
A,C,E,M,P° 
Hewlett-Packard Co. 
3301 West Royal Lane 
IRVING, TX 75063 

Tel: (214) 869-3377 
CE 

Hewlett-Packard Co. 
109 E. Toronto, Suite 100 
McALLEN, TX 78501 
Tel: (512) 630-3030 

Cc 


Hewlett-Packard Co. 
930 E. Campbell Rd. 
RICHARDSON, TX 75081 
Tel: (214) 231-6101 
A,C,CM,E,M,P* 
Hewlett-Packard Co. 
1020 Central Parkway South 
SAN ANTONIO, TX 78232 
Tel: (512) 494-9336 
A,C,E,M,P° 

Utah 

Hewlett-Packard Co. 
3530 W. 2100 South St. 
SALT LAKE CITY, UT 84119 
Tel: (801) 974-1700 
A,C,E,.M 

Virginia 
Hewlett-Packard Co. 
840 Greenbrier Circle 
Suite 101 
CHESAPEAKE, VA 23320 
Tel: (804) 424-7105 
C.E,M 

Hewlett-Packard Co. 
4305 Cox Road 

GLEN ALLEN, VA 23060 
Tel: (804) 747-7750 
A,C,E,M,P* 


SALES & SUPPORT OFFICES oO 


Hewlett-Packard Co. 
Tanglewood West Bidg. 
Suite 240 

3959 Electric Road 
ROANOKE, VA 24018 
Tel: (703) 774-3444 
C,E.P 


Washington 
Hewlett-Packard Co. 
15815 S.E. 37th Street 
BELLEVUE, WA 96006 
Tel: (206) 643-4004 
A,C,CM,E,M 
Hewlett-Packard Co. 
1225 Argonne Rd 
SPOKANE, WA 99212 
Tel: (509) 922-7000 

Cc 

West Virginia 
Hewlett-Packard Co. 
501 56th Street 
CHARLESTON, WV 25304 
Tel: (304) 925-0492 
A,C.M 
Wisconsin 
Hewlett-Packard Co. 
275 N. Corporate Dr. 
BROOKFIELD, Wi 53005 
Tel: (414) 784-8800 
A,C,E",M 


URUGUAY 

Pablo Ferrando S.A.C. el. 
Avenida Italia 2877 
Casilla de Correo 370 
MONTEVIDEO 

Tel: 59-82-802-586 

Telex: 398802586 
A,CM,E,M 

Olympia de Uruguay S.A. 
Maquines de Oficina 
Avda. del Libertador 1997 
Casilla de Correos 6644 
MONTEVIDEO 

Tel: 91-1809, 98-3807 
Telex: 6342 OROU UY 

P 


VENEZUELA 
Hewlett-Packard de Venezuela C.A. 
3A Transversal Los Ruices Norte 
Edificio Segre 2 & 3 

Apartado 50933 

CARACAS 1050 

Tel: (582) 239-4133 

Telex: 251046 HEWPACK 
A,C,CM,E.M,P 


Arranged alphabetically by country 


Hewlett-Packard de Venezuela, CA 
Centro Ciudad Comercial Tamanace 
Nivel C-2 (Nueva Etapa) 

Local 53H05 

Chuao, CARACAS 

Tel: 928291 

p 

Albis Venezolana S.A.L. 

Av. Las Marias, Ota. Alix, 

El Pedregal 

Apartado 81025 

CARACAS 1080A 

Tel: 747984, 742146 

Telex: 24009 ALBIS VC 

A 

Tecnologica Medica del Caribe, C.A. 
Multicentro Empresarial del Este 
Ave. Libertador 

Edif. Libertador 

Nucleo “C” - Oficina 51-52 
CARACAS 

Tel: 339867/333780 

M 

Hewlett-Packard de Venezuela C.A. 
Residencias Tia Betty Local 1 
Avenida 3 y con Calle 75 
MARACAIBO, Estado Zulia 
Apartado 2646 

Tel: 58-2-6 17-5669 

Telex: 62464 HPMAR 

C,E° 

Hewlett-Packard de Venezuela C.A. 
Urb. Lomas de Este 

Torre Trebol — Piso 11 
VALENCIA, Estado Carabobo 
Apartado 3347 
Tel: (5841) 222992 
C.P 


YUGOSLAVIA 
Do Hermes 

General Zdanova 4 
YU-11000 BEOGRAD 
Tel: (011) 342 641 
Telex: 11433 
AC,.E.M.P 


Do Hermes 

Kralja Torusiava | 

YU-7 1000 SARAJEVO 
Tel: (07 1) 35 889 

Telex: 41634 

c*"P 

ZAIRE 

Computer 4 industnal Engineering 
25, Avenue de la Justice 
B.P. 12797 

KINSHASA, Gombe 

Tel: 32063 

Telex: 21552 

CP 

ZAMBIA 

ALJ. Tilbury (Zambia) Lid. 
P.O. Box 32792 
LUSAKA 

Tek: 215590 

Telex: 40128 


E 

ZIMBABWE 

Field Tachnical Sales (Private) Limited 
45, Kelvin Road North 

P.O. Box 3458 

SALISBURY 

Tel: 705 231 

Telex: 4-122 RH 

EP 
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ANUAL PART NUMBER: 05006-9001 


@ 


MANUAL UPDATING CHANGES CHANGE DATE: September 23, 1991 


MANUAL IDENTIFICATION 


MANUAL UPDATING COVERAGE Instrument: HP 5006A 


Signature Analyzer 
This supplement adapts your manual to Serial Operating and Service Manual 
Numbers prefixed through: 
2314 Manual Part Number: 05006-90010 
Manual Print Date: NOV 1985 


ABOUT THIS SUPPLEMENT 


The information in this supplement is provided to correct manual errors and to adapt the manual to Instruments 
containing changes after the manual print date. 


Change and correction information in this supplement Is itemized by page numbers corresponding to the 


original manual pages. The pages in this supplement are organized in numerical order by manual page 
number. 


HOW TO USE THIS SUPPLEMENT 
Insert this title page in front of the title page in your manual. 


Perform all changes specified for "All Serials", and all changes through the Series Prefix of your instrument 
or board. 


Insert any complete replacement pages provided into your manual in the proper location. The following 
pages are included In this manual update: 6-5, 6-7, 6-9, 6-14, 6-16 


lf your manual has been updated according to the last edition of this supplement, you need only perform those 
changes pertaining to the new serles prefix; see List of Effective Pages. New information affecting “All Serials" 
will be indicated by a "#" In front of the change. 


| @ HEWLETT 


PACKARD 


LIST OF EFFECTIVE PAGES 
SERIAL PREFIX, SERIAL # 
OR DATE CODE PAGES 


Al Serials: nccesshtectens: 1-1/1-3, 2-1, 2-4, 3-17, 6-4/6-5, 6-11/6-12, 6-14/6-15, 6-17, 8-3, 8-21, 8-43, 
PR TOA INO 8 ee erase 8-49, Inside Back Cover 


NOTE 
Option 030, HP-IL Interconnections, was 
obsoleted 01 AUG 1989. 


PLEASE NOTE 


This instrument Incorporates a new method for tracking changes to its circuit boards. Starting 
July 1, 1988, all circuit boards will be labeled with a unique serial number. The SERIAL numbe 
will replace the previously used SERIES number, even though there may have been no change 
to the circuit board. Thus, if changes were made after July 1, 1988, they will be documented i 
this change sheet using the new circuit board SERIAL number. Changes made before that time 
are documented with the SERIES number. 


Therefore, Circuit changes described in this change sheet may reference either the olde 
SERIES number or the new SERIAL number. Using both numbers enables this change sheet ta 
support both older and newer products. To determine which changes apply to you 
instrument, find the instrument's serial number prefix located on the rear panel, and make the 
manual changes indicated in this change sheet for that serial number prefix. For example, if the 
serial number is 2804A12345, make changes to the manual indicated for serial prefix 2804. 


(5006A) 18609, 19726, 19910, 19976, 19980 
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MANUAL CHANGES, MODEL 5006A (05006-90010 


SERIAL PREFIX, SERIAL # 
OR DATE CODE 


PAGE 1-1, GENERAL INFORMATION: 


CHANGES 


All Serials >Add paragraph 1-10a/b: 

OPTIONS 

1-10a. OPTION W30 (Extended Hardware Support) 
provides two additional years of return-to-HP hard- 
ware-service support. Option W30 Is available only at 
time of purchase. Service contracts are available 
from Hewlett-Packard for instruments which did not 
include Option W30 at time of purchase. For more 
information, contact your nearest Hewlett-Packard 
Sales and Support office (offices are listed at the 
back of this manual. 


PAGE 1-2, TABLE 1-1. 5006A SPECIFICATIONS: 
All Serials OTHER, Selectable Power: 
>Change "48-440 Hz" to "50/60/400 Hz" for 115V. 
> Change "48-66 Hz" to "50/60 Hz" for 230V. 
PAGE 1-3. GENERAL INFORMATION: 
All Serials > Add the following acoustic information: 
1-17a: ACOUSTIC NOISE EMISSION: LpA <40 dB; 
no fan Installed. 
GERAeUSCHEMISSION: LpA <40dB; Kein Venti- 
lator eingebaut. 
PAGE 2-1. INSTALLATION: 
All Serials Figure 2-1. Line Voltage Selection: 
> Change line frequency nomenclature to read: 
115V. 50/60/400 Hz. 250 mAT 
230V. 50/60 Hz. 125 mAT 
PAGE 2-4. INSTALLATION: 


All Serials >Delete paragraphs 2-22/2-25. 


SECTION 3. OPERATION AND PROGRAMMING: 


All Serials > Delete all references to Option 030, HP-IL. This option has been discontinued. 


MANUAL CHANGES, MODEL 5006A (05006-90010 
SERIAL PREFIX, SERIAL # 
OR DATE CODE CHANGES 


PAGE 3-17, FIGURE 3-12. REAR PANEL FEATURES: 
All Serials >Change line frequency nomenclature to read: 
115V. 50/60/400 Hz. 250 mAT 
230V. 50/60 Hz. 125 mAT 
PAGE 6-4, FIGURE 6-1. CABINET PARTS AND HARDWARE: 
All Serials >Delete A4 reference. 
>Add 2 Lockwashers, H14, to H4 (OPT 030) and H10 (OPT 040) screws on rear 
panel. 
PAGE 6-5, PART OF FIGURE 6-1. CABINET PARTS AND HARDWARE: 
All Serials >Delete A4, 05006-60005, HP-IL ASSEMBLY. 
>Change H4 quantity from 4 to 2. 
>Add H14, 2190-0577, WASHER-LOCK HCL NO. 10 .194-IN-ID. 
PAGES 6-10/6-12, TABLE 6-2. Ai MAIN ASSEMBLY REPLACEABLE PARTS: 
All Serials >Change A1C3 from 0180-0291 to 0180-4129. 
>Change A1C31, C39 and C40 from 0180-0374 to 0180-4136. 


>Change A1R17 from 0811-3288 to 0811-3691, .025 ohms, 3%, 3W. 


> Change A1U25 and U26 from 1820-1052 to 1820-3125 IC-XLTR ECL ECL-TO-TTL 
QUAD. 


PAGE 6-13, TABLE 6-2. A2 DISPLAY ASSEMBLY REPLACEABLE PARTS: 


All Serials > Delete 05006-63100, Qty 1, SEQ PTS AY-68100. 


PAGE 6-14, TABLE 6-2. A4 HP-IL ASSEMBLY REPLACEABLE PARTS: 
All Serials > Change A4U1 part number from 1LB3-0003 to 1LR4-0002. 
NOTE 
Option 030, HP-IL Interface was discontinued 
01 AUG 1985. 
PAGE 6-15, TABLE 6-2. A3 DATA-PROBE ASSEMBLY REPLACEABLE PARTS: 


All Serials > Delete page 6-15. 


PAGES 6-16/6-17, TABLE 6-2. MISCELLANEOUS REPLACEABLE PARTS: 


All Serials > Delete page 6-17. 


Reference 
Designation 


7101-0622 
7101-0623 
05006-00001 
05006-00002 
05006-00003 


0S006-40002 

05006-40003 
4177-0236 

05006-00006 
1600-1185 


$001-0438 
5040-7201 
1460-1345 
4040-1993 
1460-1938 


0890-1411 
4040-1992 
$040-7222 
4040-1991 
0380-1534 


05006-60001 
05006-60002 


05384-60005 


2510-0200 
0515-1285 
2360-0482 
0515-0886 
0515-0898 


0510-0592 
0361-1137 
2190-0585 
3050-0892 
0380-1332 


0515-0887 
0624-0276 
3050-0756 


8150-2846 


ODWOD Fauoaw 


NNUON 


wow 


Table 6-2. Replaceable Parts (Continued) 


NDDBNW NNDBDD 


SHELL- TOP 

SHELL-BOTTON 

PANEL, FRONT 

PANEL, REAR 

PANEL, REAR (OPTION 040) 


UINOOU, DISPLAY (OPTION 040) 
WINDOW, DISPLAY 

SPACER TUBE, PLASTIC 

HOLDER, PROBE 

FASTENER, RACK MOUNT 


TRIN-SIOE 

FOOT, CABINET FRONT 

TILT STAND, STAINLESS STEEL 
MOUNT ,HANODLE FRONT 

UIRE FORM, HANDLE 


EXTRUSION, HANOLE 

MOUNT, HANOLE REAR 

FOOT, CABINET REAR, NON-SKID 
BUMPER FOOT 

SPACER, SNAP-IN 1°L .28-DIA 
NOT ASSIGNED 


BOARD ASSEMBLY, MAIN 
BOARD ASSEMBLY, DISPLAY 
DISCONTINUED 

BOARD ASSEMBLY, HP-I8 


SCREU-MACH 8-32 .S-IN-LG PAN-HD POZI 
SCREW-MACH 3.5 X 0.6 35MM-LG PAN-HD 
SCREU-MACH 6-32 1.25 POZI 
SCREU-METRIC 3.0 6.0 LG POZT 
SCREU-METRIC 4.0 6.0 LG POZI 


RETAINER, PUSH 

RIVET, SPECIAL 

WASHER, LOCK HLCL 3.5 3.5-MM-ID 
UASHER, FLAT 3.5 3.8 MH-ID 
STANDOFF HP-IB (OPTION 049) 


SCREU-NETRIC 3.5 6.0 LG POZT 
SCREU-TAPPING 2-32 .188-IN-L PAN-HD POZI 
WASHER-INSUL SHLOR NO. 4 .11S-IN ID 


WIRE 18 GA (GREEN/YELLOW) 


Part of Figure 6-1. Cabinet Parts and Hardware 


HP S006A 


Replaceable Parts 


Mfr Part Number 


7101-0622 
7101-0622 
006-00001 
v$006-06002 
05006-00003 


05006-40002 
05006-40003 
4177-0236 
05006-00006 
1600-1185 


$001-0438 
$040-7201 
1460-1345 
1460-1345 
1460-1938 


0890-1411 
0890-1411 
$040-7222 
4040-1991 
FHCBS-16-N 


05006-60001 
05006-60002 


05384-60005 


ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 


C43040-017-4 

ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
$7-188S 

ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 


8150-2846 


. s HP 5006A 
Replaceable Parts 


Table 6-2. Replaceable Parts (Continued) 


Reference HP Part jC ie Mfr 


7121-2701 LABEL, PROBE 28460 | 7121-2701 
05005-20209 PROBE BODY, TOP 28480 | 05005-Zz02u9 
00546-40004 BUTTON, SWITCH 28480 | 00546-40004 
00546-40003 RETAINER, SWITCH 28460 | 00546-40003 
00546-00062 SWITCH-CONTACT 28480 | GOS4E-00002 


0570-0662 STUD, PROSE TIP 

00546-40002 PROBE LAMP WINDOW, RED PLASTIC 28480 | 00546-40002 
$060-0418 PIN TIP ASSEMBLY 28480 | 5060-0418 
00547-40005 PROBE TIP COVER 28480 | 00547-40005 
05005-20208 PROBE BODY, BOTTON 28480 | 05005-20208 


05006-60003 BOARD ASSEMBLY, PROBE 28480 | 05006-60003 


0624-0276 SCREU-TAPPING 2-32 .188-IN-L PAN-HD POZI 00000 | ORDER BY DESCRIPTION 
0624-0340 SCREU-TPG 0.42 .188-IN-LG 3 DG-HD SLT STL | 00000 | ORDER BY DESCRIPTION 


05006-60102 CABLE ASSEMBLY, PROBE 28480 | 05006-60102 


Part of Figure 6-2. Cabinet Parts and Hardware (Data Probe) 


HP 5006A 
Replaceable Parts 


® J'able 6-2. Replaceable Parts (Continued) 


Reference HP Part 
Designation Number 


Description Mfr Part Number 


7121-2702 LABEL, TOP POD 7121-2702 
05005-40001 COVER, POD 05005-40001 
0S005-40011 BOOT, POD LEADS 05005-40011 

7121-2703 LABEL, BOOT POD 7121-2703 


05006-60005 BOAPD ASSEMBLY, POD 05006-60005 
0624-0276 SCREU-TAPPING 2-32 .188-IN-L PAN-HD POZI ORDER BY DESCRIPTION 


05006-60101 CABLE ASSY, POD 05606-60101 
05008-60115 CABLE ASSY, GROUND (BLACK) 05005-60115 
05005-60114 CABLE ASSY, CLOCK (YELLOW) 05005-60114 
05005-60113 CABLE ASSY, STOP (RED) 05008-60113 
05005-S0i12 CABLE ASSY, START (GREEN) 05005-60112 


Part of Figure 6-3. Cabinet Parts and Hardware (Timing Pod) 


HP 5006A 
Replaceable Parts 


@ Reference HP Part jC Bate 


05006-60003 
0160-2255 
1990-0547 


0698-3985 
0698-4009 
0570-0662 


1251-4707 


05384-60005 


0180-4135 
0160-4554 
0160-4557 
0160-4557 
0180-0210 


1901-0050 
1252-0268 


9100-1788 
9100-1637 


0698-3155 
0698-0082 
0698-3155 
0698-0082 
1810-0247 


0747-0468 
0698-3441 
0698-3441 


3101-2215 
1251-8096 


1820-2461 
1820-2461 
1820-1198 
1820-1440 
1820-3970 


8120-3671 


1200-0654 
0340-0146 


0380-1332 
0380-1534 
2190-0577 
7121-1010 
05006-00003 
05006-40002 


Table 6-2, Replaceable Parts (Continued) 


DATA PROBE ASSY (SERIES 2240) 
CAPACITOR-FXD 8,2PF +-.2S5PF SOOVDC CER 
LED-LAMP LUN-INT=2MCD IF=20MA-MAX BVR=SV 
RESISTOR 89.6K .1% .25WU F TC=0+-25 
RESISTOR SOK 1% .12SW FTC=0+-100 
STUD-PROBE TIP 

CONNECTOR-SGL CONT PIN .031-IN-BSC-SZ 
HP-IL ASSEMBLY HAS BEEN DISCONTINUED 


HP-IB INTERFACE BOARD (SERIES 2244) 
(OPTION 040) 


CAPACITOR-FXD 33UF +-10% 10V TA 
CAPACITOR-FXD .O1UF +-20% SOVOC CER 
CAPACITOR-FXD .1UF +-20% SOVOC CER 
CAPACITOR-FXD .1UF +-20% SOVDC CER 
CAPACITOR-FXD 3.3UF +-20% 1SVDC TA 
DIODE-SWITCHING 80V 200MA 2NS DO-35 
CONNECTOR 24-PIN F MICPO-RIBBON 


CHOKE-WIDE BAND ZMAX=680 OHM 4 180 MHZ 


INDUCTOR RF-CH-MLD 120UF S% .166DX .385LG 


RESISTOR 4.64K 1% .125U F TC=0+-100 
RESISTOR 464 1% .12SU F TC=0+-100 
RESISTOR 4.64K 1% .125U F TC=0+-100 
RESISTOR 464 1% .12S5W F TC=0+-100 
NETUORK-RES 16-DIP 220-0 OHN X 8 


RESISTOR 100K 1% .125U F TC=0+-100 
RESISTOR 215 1% .125U F TC=0+-100 
RESISTOR 215 1% .012SU F TC=0+-100 


SUITCH-RKR DIP RKR ASSY 7-1A .0SA 30VDC 
HEADER ASSY 7-PIN 


IC MISC TTL OCTL 

Ic MISC TTL OCTL 

IC GATE TTL LS NAND QUAD 2-INP 
IC LCH TTL LS QUAD 

IC MCU 4NHZ W/ROM/RAN 


FLAT RIBSON ASSY 14-COND 


SOCKET-IC 40-CONT DIP DIP-SLOR 
INSULATOR, BUSHING, NEOPRENE 


OPTION 040 MISCELLANEOUS 
STANDOFF, HP-18 
SPACER, SNAP-IN 1°L .28 DIA 
UASHER, LK HLCL NO. 10 .194-IN-ID 
LABEL - .S* X .S* BLANK 
PANEL, REAR 
WINDOW-DISPLAY 


NOTE: For retrofit of Option 040 
order AS (05384-60005) and 
all parts listed under Option 
040 tuscellaneous. 


Mir Part Number 


0S006-60003 
0160-2255 
1990-0547 


0698-3985 
C4-1/8-T0-S002-F 
0570-0662 


1251-4259 


05384-60005 


173D336X9010X 
0160-4554 
CACO4X7RIO4NOSOA 
CACO4X7R104N0S0A 
150D335xX0015A2 


1901-0050 
1252-0268 


VK200 20/48 
9100-1637 


C4-1/8-T0-4641 -F 
CR-1/8-T0-4640-F 
C4-1/8-T0-4641-F 
C4-1/8-T0-4640-F 
3168221 


C4-1/8-T0-1003-F 
C4-1/8-T0-21SR-F 
C4-1/8-T0-215R-F 


3101-2215 
1251-8096 


MC3447P3 
MC3447P3 
SN74LS279N 
SN74LSS03N 
1820-3970 


8120-3671 


1200-0654 
Y6 1/8-IN-LG BLUE 


$7-1885 

FHCBS-16-N 

ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
05006-00003 
05006-40002 


See introduction to this section for ordering information 
*Indicates factory selected value 


6-14 


HP 5006A 
Replaceable Parts 


& Table 6-2. Replaceable Parts (Continued) 


Reference HP Part jC 


05006-60005 POD BOARD ASSEMBLY (SERIES 2249) 0S006-60005 


0160-2255 } 1 CAPACITOR-FXD 8.2PF +-.2SPFSOOVDC CER 0160-2255 
0160-2255 CAPACITOR-FXD 8.2PF +-.25PFSO00VOC CER 0160-2255 
0160-2255 | 1 CAPACITOR-FXD 8.2PF +-.25PFSO0VDC CER 0160-2255 


0698-3986 RESISTOR 89K .1% .12SU F TC20+-25 0698-3986 
0698-3986 RESISTOR 89K .1% .125U F TC=0+-25 0698-3986 
0698-7231 RESISTOR 619 1% .0SW F TC=0+-100 C3-1/8-T0-619R-F 
0698-7231 RESISTOR 619 1% .0SU F TC=0+-100 C3-1/8-T0-619R-F 
0698-3986 RESISTOR 89K .1% .125U F TC=0+-25 0698-3986 


0698-7231 RESISTOR 619 1% .O0SW F TC=0+-100 C3-1/8-T0-619R-F 


NOT ASSIGNED 
0S005-60115 CABLE ASSY, GROUND (BLACK) 05005-60115 
05005-60114 CABLE ASSY, CLOCK (YELLOW) 05005-60114 
05005-60113 CABLE ASSY, STOP (RED) 05005-60113 
05005-60112 CABLE ASSY, START (GREEN) 05005-60112 


MISCELLANEOUS 
0340-1070 INSULATOR, TRANSISTOR THRM CONDCT 7403-09-AC-S4 
1400-1422 | . GRABBER 1400-1422 
Fi (FOR 11SV) 2110-0201 FUSE .25A 250V TD 1.25X.25 UL 2110-0201 
Fi (FOR 230V) 2110-0318 FUSE .12SA 250V TD 1.25X.25 UL 2110-0318 
2190-0011 UWASHER-LK INT T NO 10 .195-IN-ID 2190-0011 
2680-0128 SCREU-MACH 10-32 .25-IN-LG PAN-HD POZI ORDER BY DESCRIPTION 


o 


N@OO 


$041-0201 
$041-0300 
$041 -0366 
$955-0928 
7120-3530 
8120-1378 
05005-40008 


KEY CAP WHITE $041-0201 
KEY CAP QUARTER (LIGHT GREY) $041 -0300 
KEY CAP QUARTER (DARK GREY) $041-0366 
LABEL, BLANK .S° X 1.25° $955-0928 
LABEL, WARNING-VOLTAGE 7120-3530 
CABLE, POWER CORD 8120-1378 
BOOT-POD CABLE 0S00S-40008 


05005-40009 
05005-40010 
0S00S-60116 


BOOT-PROBE CABLE 05005-40009 
BoOT, POD 0S00S-40010 
CABLE ASSY, PROSE GROUND 05005-60116 


OyD> W-O-DAD 


See introduction to this section for ordering information 
*Indicates factory selected value 


MANUAL CHANGES, MODEL 5006A (05006-90010 


SERIAL PREFIX, SERIAL # 
ORDATECODE 


PAGE 8-3. SERVICE: 


All Serials 


PAGE 8-21. SERVICE: 


All Serials 
>Delete paragraph 8-137. 


CHANGES 


>Delete A4, HP-IL Assembly, 05006-60004. 


>Delete ", one dedicated to HP-IL" in first sentence. 


PAGES 8-43, FIGURE 8-24. A2 MAIN ASSEMBLY SCHEMATIC DIAGRAM: 


All Serials 


Ai Active Components Table: 


>Change A1U25 and AiU26 from 1820-1052 to 1820-3125. 


_ PAGE 8-49, FIGURE 8-27. A4 HP-IL OPT 030 ASSEMBLY SCHEMATIC DIAGRAM/COMPONENT LOCATOR: 


All Serials A4 Active Components Table: 
>Change U1 part number from 1LB3-0003 to 1LR4-0002. 
NOTE 
Option 030, HP-IL Interconnection was discontinued 
01 AUG 1985. 
INSIDE BACK COVER: 
All Serials For Germany Only: 


> Add the following Manufacturer's Declaration inside back cover. 


MANUFACTURER'S DECLARATION 


NOTE 


This is to certify that this product meets the radio 
frequency interference requirements of Directive FTZ 
1046/1984. The German Bundespost has been notified 
that this equipment was put into circulation and has 
been granted the right to check the product type for 
compliance with these requirements. 


Note: If test and measurement equipment is operated 
with unshielded cables and/or used for measurements 
on open setups, the user must insure that under these 
operating conditions, the radio frequency interference 
limits are met at the border of his premises. 


NOTE 


Hiermit sird bescheinigt, dass dieses Gerat/System in 
Ubereinstimmung mit den Bestimmungen von Postver- 
fiigung 1046/84 funkentstort ist. 


Der Deutschen Bundespose wurde das Inverkehr- 
bringen dieses Gerdtes/Systems ange-zeigt und dic 
Berechtigung zur Uberpriifung der Serie auf Einhalt- 


ung der Bestim-mungen eingeraumt. 
Zusztzinformation fiir Mess- und Testgerate: 


Werden Mess- and Testgerate mit ungeschirmten 
Kabeln und/oder in offenen Messaufbauten verwendet, 
so its vom Betrieber sicherzustellen, dass die Funk- 
Entstérbestimmungen unter Betriebs-bedingungen an 
seiner Grundstiicksgrenze ecingehalten werden. 


le 


